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PREFACE. 

This book has been written for the student and general practi- 
tioner. It has been the object of the author to introduce only such 
features of the diagnostic and therapeutic work as will be of prac- 
tical value to a large class of busy physicians who desire to gain 
an intelligent understanding of the specialty, but have not the time 
to devote to a more extended study of the subject. 

Technicalities have been avoided. No attempt has been made to 
illustrate or describe the many excellent machines now on the mar- 
ket. Those described represent a type to which they belong, and 
what is said of them may be applied to all machines of the same 
type. 

The photographs and skiagraphs are from the author's private 
collection, and are introduced as practical examples of the efficiency 
of the methods described. 

Electric and x-ray methods have proven their worth. They are 
receiving merited recognition as diagnostic and therapeutic agents 
in medicine and surgery, and the physician who disregards these 
methods may be accused of neglect. 

It is hoped that this volume will awaken a deeper interest among 
its readers in the use of electricity and x-ray by showing what may 
be done by a thorough study and careful application of the methods 
presented. No attempt has been made to treat any subject ex- 
haustively, but sufficient matter has been presented to convince the 
most skeptical. 

In the preparation of this volume frequent reference has been 
made to the writings of Kassabian, Tousey, Snow, Massey, Strong, 
Pusey, Allen, Guilleminot, Belot, Preund, and others, and the au- 
thor takes occasion to acknowledge his indebtedness for important 
information to these pioneers in this line of work. 

If this volume will be the means of adding to the physician's 
knowledge, and helps him, in the least way, to better serve the sick 
and injured who may seek his aid, the object of the author will 
have been accomplished. 

J. M. Martin. 
Dallas, Texas, January, 1912. 
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INTRODUCTION. 

The ** electron theory/' as now advanced, goes back to the very 
foundation of matter, and attempts are made to have it account for 
all electric phenomena through ** ether waves.*' These waves, it is 
believed, are caused solely by the vibration or rotation of the elec- 
trons of which all matter is composed. The electron is thought to 
be the unit of all substances and the ** center of negative elec- 
tricity.'' All matter is composed of molecules, and each molecule 
is made up of two or more atoms. In the normal state these atoms 
do not exist alone, and are separated from their fellows only by a 
chemical process, which leaves them free to form different com- 
binations. In this way new molecules and new substances are 
formed. 

For the electron theory it is claimed that the atom is made up 
of a certain definite number of electrons (negative elements) float- 
ing or suspended in a sphere of positive electricity. The electron 
being the real substance of the atom, the nature and atomic weight 
of the different chemical elements will naturally depend upon the 
number of electrons in each atom. It is also believed that a limited 
number of electrons may exist independent of the atom for a short 
time, or that they may be passed from one atom to another, and 
that an electric current is the result of the passage of a stream of 
these independent electrons through a conductor. This statement 
is contrary to our former belief and teaching, which was to the 
effect that the current was positive and left the positive terminal 
of the negative element. According to the electron theory, positive 
electricity can not have an independent existence. It is always 
associated with the negative electrons in the atom. 

The unit of positive electricity is the ** positive ion," and consists 

of an atom with an excess of positive electricity. In a neutral body 

the electric charges are balanced. There is an eciual amount of 

positive and negative electricity in each atom of which the body is 

composed. If, however, a few of the electrons are withdrawn from 

a neutral body, there will be an inequality between the charges; 

the positive being the greater, the body will, therefore, be positively 

11 



12 INTRODUCTION 

charged. If, on the other hand, electrons be added to a neutral 
body, it will possess an excess of negative charge. 

Atoms that have an excess of positive electricity are called posi- 
tive ions, and atoms having an excess of negative electricity are 
called negative ions. Atoms of the metals and bases have the prop- 
erty of becoming deprived of one or more electrons, and in this 
way becoming positive ions, while, on the other hand, atoms of acid- 
forming elements have the property of taking on one or more extra 
electrons, and in this way they become negative ions. 

It will be seen from the above statement that chemical action can 
not take place between two substances short of ** ionization.'' 
There must be an inequality between the electric charges on the two 
substances or elements before a current can pass between them. In 
order to bring about ionization between two or more substances, 
it is necessary to increase the rate of vibration between the atoms 
of which the substances are composed. This is produced by the 
application of some external vibratory force, transmitted in the 
form of ** ether waves" or ** radiant electric energy." 

Ether is supposed to be an ** elastic medium" filling all space, 
interatomic and interelectrotonic, as well as all other space of which 
we have any knowledge. "When ether is disturbed, it produces 
waves or vibrations, resulting in a motion known as ''radiant 
energy. " It is believed that these ether waves are produced solely 
by the periodic vibration or rotation of electrons. 

Ordinary motion of matter, in mass, produces only mechanical 
movements, and does not produce radiant energy in the ether; 
while, on the other hand, a lighted taper disturbs the electrons in 
the flame, producing a rate of vibration that causes ether waves 
of both light and heat, yet there is no mechanical disturbance. 

Each substance has its own specific atom. The electrons of these 
atoms have their own rate of vibration, and they therefore produce 
ether waves of different lengths and frequencies. In the spark dis- 
charge of a Leyden jar we have the slowest and longest ether waves 
with which we are acquainted. These waves are called ** Hertz 
waves." A little higher up the scale, where the electrons are made 
to vibrate faster, we have the **heat waves." Here we have a 
chemical combination resulting from friction caused by the collid- 
ing of the moving masses. Farther up the scale, where the elec- 
trons vibrate still faster, we have a disturbance in ether known as 
light waves. Here we have electrical discharges, producing com- 
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bustion and illumination. Light vibrations occur between 350,- 
000,000 (red) and 450,000,000 (violet light). Vibrations below 
and above this rate do not produce phenomena that can be seen by 
the human eye. That there are rays far above these rates of vibra- 
tion is proven by their power to aflfect photographic plates. Under 
their influence certain chemicals^ as willemite, calcium, and tung- 
state, are made to fluoresce. 

The Rontgen x-rays are the result of the most rapid ether vibra- 
tions of which we have any knowledge. The phenomena is pro- 
duced by the sudden stopping of a stream of rapid-moving free 
electrons in a tube having a vacuum of one-millionth of an atmos- 
phere. These invisible x-rays have the power of penetrating very 
dense objects, affecting photographic plates and making substances 
fluorescent. Animal tissue, when exposed to the x-ray, undergoes 
many changes, depending upon the length of exposure, kind of 
tube, distance from the parts, and strength of the current, as well 
as the resistance of the tissue. 

From the foregoing opinions regarding the electron theory we 
come to the conclusion that in the passage of an electric current 
there is an actual rapid movement along the conductor of electrons 
(negative elements), which in turn produces ether waves, causing 
what we understand to be electric energy. The quantity of elec- 
trons allowed to pass over a conductor, together with the rate of 
their vibration, determines the strength of an electric current. 

In passing along a conductor, the electrons pass through the sub- 
stance of the conductor, going from atom to atom. This passage 
of free electrons through a substance disturbs the residual electrons 
in each atom of which the conductor is composed in proportion to 
the size of the conductor and the number of electrons being forced 
through it, together with the rate at which they travel. If the con- 
ductor is small and the atoms of which it is composed contain a 
large number of electrons to the atom, the stream of electrons pass- 
ing through will crowd the residual electrons, and cause a consid- 
erable amount of vibration and friction, which will heat the con- 
ductor in proportion to its density and the strength and size of the 
current. 

The electrons of which an atom is composed are never still, but 
are continually vibrating, producing ether waves of different 
lengths necessary to maintain certain phenomena for which nature 
has particularly designed them. When this rate of vibration is 
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disturbed, there is a change in the ether waves and a corresponding 
change in the phenomena produced. 

If the electron theory is correct, we have a rather clear idea of 
what electricity really is, how it acts, and why. Considering the 
human body as a conductor, we have a variable mass composed of 
liquid, muscle, nerve, tendon, skin, and bone, each with its own 
specific resistance and rate of electrotonic vibration, and correspond- 
ing ether disturbance. Any distinct variation from the normal 
electrotonic vibration in any of these tissues will change the ether 
waves and interfere with the normal functions of the parts dis- 
turbed. 

Those who have made a study of electricity in its broadest sense, 
while far from knowing all there is to be known or all that we 
would like to know, do know that animate or inanimate matter can 
not exist as such without the constant passage of electric currents 
through the substances of which it is composed. Summing up 
the electron theory, we have learned that the atomic weight of a 
substance is determined by the number of electrons to the atom; 
that the electron is the unit of negative electricity; that free elec- 
trons passing through a substance constitute an electric current; 
that an atom may be negative or positive, and in either case it is 
called an ion; that in liquid and semi-liquid conductors the elec- 
trons mainly travel with the atoms through the substance instead 
of from atom to atom. 

From the conclusions reached we are able to get a clear under- 
standing of what takes place during the passage of an electric 
current throtigh animal tissues. To the novice in electro-thera- 
peutics the great number of currents is confusing, but, when once 
understood, the whole system becomes very simple. The galvanic, 
faradic, static, sinusoidal, and high and low-frequency currents are 
separate and distinct methods, and are particularly, useful in cer- 
tain cases. In these currents the electricity is the same, the differ- 
ence being in the direction ; the quantity and the pressure cause a 
distinct rate of vibration of the electrons, with certain ether waves 
and a definite physiological effect upon animal tissues. 

There is a vast difference in the tissues of which the human body 
is composed. It is reasonable to suppose that the normal rates of 
vibration of the electrons of the various tissues are widely different, 
and when overtaken by disease it is believed that the normal rates 
of vibration are greatly interfered with. 
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If electricity is to be of value as a therapeutic agent, we must 
be so thoroughly conversant with our currents and their physio- 
logical effects as to be able to supply the particular current or cur- 
rents in such a way as to relieve the abnormal condition. This is 
not so hard as it appears on first thought. Electricity, as a thera- 
peutic agent, will probably reach its acme in the treatment of 
diseases of the nervous system. 

It is the aim and ambition of the author to so present the subject 
in this volume that the student who really wants to master the 
subject of this young but important specialty may thoroughly grasp 
the basic principles, and be able to apply electricity as a powerful 
weapon against the many diseases and human infirmities from which 
our people are continually suffering. 
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CHAPTER I. 

DIRECT ELECTRIC CURRENTS. 

What is Electricity? — The question, *'Wliat is electricity?'' is 
always the first to be asked by those who oppose electric methods, 
and, because no very clear answer or definition can be given, they 
at once condemn the whole system wdthout an investigation. Mys- 
tery and superstition have always surrounded every department of 
electrical science. 

The commercial world was quick to realize the possibilities of 
electromotive force, and has studied it from every standpoint, with 
the result that it has been developed into the most gigantic and 
powerful factor in not only the production of human necessities, 
but of the majority of luxuries as well. If electricity in all of its 
many branches were taken from us now, we would suddenly drop 
backward in the scale of human progress two hundred years. To 
name the uses to which electricity is daily put would require a 
large volume. So important has it become that we can. not think 
of doing without it for a single day. 

As many of our scientific physicians are interesting themselves 
in the therapeutic uses of electricity, it is being rapidly placed upon 
the same high level as a therapeutic agent that it now enjoys as a 
commercial power. For years electrical methods were in the hands 
of the quacks and fakes — men who used any kind of method, or 
worthless ai)paratus, to beguile those who knew no better. 

The electron theory, though but a theory, comes more nearly to 
a solution of electric phenomena than any other with which the 
author is acquainted, and until something ])ett(^ is brought for- 
ward he is willing to accept it. If the electrons (primary elements 
of matter and the unit of negative electricity) are capable of ex- 

17 
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isting alone in the form of an electric current, which passes through 
solid conductors, going from atom to atom and starting a rate of 
vibration in the residual electrons in each atom, resulting in ether 
waves, that act upon surrounding objects as electrical manifesta- 
tions — or, as we commonly say, electrical currents — we are not far 
from a solution of electricity, and can therefore venture a definition. 
The mere passage of electrons through a substance disturbs only 
the kindred electrons of the atoms, and the resulting radiant en- 
ergy — ether vibrations — produces an external force or electric 
energy. Electricity is, therefore, the result of ether waves, caused 
by the passage of electrons from one substance to another having 
a positive charge. 

The statement advanced some time ago that electricity is not a 
form of matter, but a mere condition or manifestation, was not so 
far wrong. Whatever electricity really is, no one doubts that it 
is a manifestation of nature — a natural condition that exists in 
great abundance everywhere, and a condition that is absolutely 
essential to the existence of all matter in any state, either animate 
or inanimate. Though we are unable to define electricity or analyze 
its properties, we are able to start a current, carry it in any 
quantity to any place, high or low, and completely control it at 
all times and under all conditions. 

Beqftuse of long usage, electrical manifestations will be referred 
to as electric currents, though they must not be literally under- 
stood to be such. 

Electric Units. — Since electricity is probably only a manifesta- 
tion of certain states of matter, and can be neither increased nor 
decreased, w^e are interested in knowing only how it can be made 
manifest — how the current is started, conducted, measured, and 
controlled. Electricity is naturally a property of all matter, in 
which it exists in an equal amount of negative and positive charge, 
or in what is known as a neutral state. External manifestations 
are never discernible in neutral bodies, but, when two unequally 
charged substances are brought together, either by actual contact 
or by means of extra conductors, a current will be established by 
the passage of electrons from the negative to the positive body. 
The current will cease as soon as the two bodies are equally charged 
or become neutral. 

Electricity is a natural phenomenon, but nature has not supplied 
US with a storehouse from which to draw at will. When we wish 
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to use electric currents, we are compelled to produce a difference 
in potential between two objects in order to obtain a pressure. 
This is accomplished in several ways, but in this work the student 
will study only the chemical and mechanical methods, which will 
be described in detail in another chapter. 

Electromotive Force. — The pressure or force in an' electric cur- 
rent is called an electromotive force. A stream of water passing 
through a pipe is, for example, used to represent an electric current. 
When pressure in a current of water is required, it is necessary to 
raise the source of supply to the necessary height. The higher the 
source, the greater wull be the pressure. In order to start an elec- 
tric current, it is necessary to produce a pressure or a difference 
in potential, which means that we must store up electrons in such 
a quantity as will be required to produce a given current in a con- 
ductor. The electromotive force in any generator is its capacity 
for producing electric pressure. The unit of this pressure is called 
the volt. The volt is the pressure necessary to force one ampere 
through a resistance of one ohm. In a conductor of constant 
resistance the current strength may be varied by changing the 
pressure — i. e., the current strength varies with the pressure. 

Ampere. — The ampere is the unit rate of current flow, and is the 
amount of current forced through a resistance of one ohm by a 
pressure of one volt. An ampere is too strong for general appli- 
cation to the human body. It has, therefore, been divided into one 
thousand parts, each of which is called a milliampere. 

Ohm. — It is noticed that electricity does not pass with the same 
ease through all substances. Some materials offer a great deal 
more resistance than others. Every substance offers some resist- 
ance, and every substance will conduct some current. Materials 
that offer little resistance to the passage of an electric current are 
called good conductors, while those that conduct but little current 
are known as poor conductors, or insulators. Pure silver is prob- 
ably the best conductor and pure copper comes next. Most other 
metals, carbon, and acidulated water are good conductors. The 
human body, cotton, dry wood, marble, and paper are among the 
poor conductors. Oils, porcelain, wool, rubber, guttapercha, shel- 
lac, paraffin, glass, etc., are excellent insulators. 

Since each substance has its own specific resistance, it becomes 
necessary to select a standard by which the resistance of all ma- 
terials can be measured. For this purpose a column of mercurj"^ of 
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a certain length and cross sectional area, with a temperature at 
the freezing point of water, is chosen. In dimensions this column 
of mercury measures 41.7323 inches long with a cross sectional 
area of .00155 square inches. The resistance offered to the passage 
of a current through this column of mercury is taken as the unit 
and is called the ohm. One ohm is nearly equal to the resistance 
offered by 200 feet of No. 20 copper wire. 

The resistance of a conductor increases as its length and tem- 
perature increases, and decreases as its cross sectional area in- 
creases. In metallic conductors the resistance remains the same 
(constant) during the passage of a current, no matter what its 
strength may be, provided the temperature is unchanged. This 
will not hold good in semi-liquid conductors, as, for example, the 
animal tissues. 

In applying electric currents to animal tissue, it is noticed that 
the resistance decreases up to a certain point. 

Ohm's Law. — In a conductor of constant resistance the current 
strength is directly proportional to the pressure. In a conductor 
where the pressure is constant the current strength varies inversely 
with the resistance. Therefore the current strength varies directly 
with the electromotive force and inversely with the resistance. 
Stating this law in the form of equations, we have the following: 

electromotive force in volts. 



(1) Current strength in amperes = 

(2) Resistance in ohms = 



resistance in ohms, 
electromotive force in volts. 



current strength in amperes. 

(3) Electromotive force in volts equals current strength in am- 
peres multiplied by the resistance in ohms. 

From a study of this law we learn that, to increase the current 
strength in a conductor, we must either increase the electromotive 
force in volts or decrease the resistance in ohms; while, on the 
other hand, if we wish to decrease the current strength in amperes, 
we must either increase the resistance in ohms or decrease the 
electromotive force in volts. 

The following abbreviations, or characters, will be used in ex- 
pressing electric formulas: 

(1) C or A — current strength or ampere. 

(2) V or EMF — ^volt or electromotive force. 

(3) E — resistance or ohm. 

(4) Ma — Milliampere (Mooo ol an ampere). 



DIRECT ELECTRIC CURRENTS 21 

Simplifying Ohm's law, the following formulas will be easily 
remembered : 

EMF EMF 

(1) C=— 1^ (2) R=:— ^ (3) EMF=RxC. 

In order to fix the above rules in the student's mind, the follow- 
ing practical problems will be of service : 

Example. — During the therapeutic application of the direct 
current the voltage is 110, and according to the reading of the 
milliamperemeter the current strength is 10 milliamperes (Vioo -A.). 
What is the resistance in ohms offered by the patient ? 

Applying the formula that the resistance is equal to the electro- 
motive force divided by the current strength, we have the follow- 
ing statement according to formula No. 2. 

EMF 110 V 110 V 

-^i — '^ 1^ -.f = Ty r = 1 1,000 ohms, the resistance offered by the tissue 

/i^<^ ^ of the patient. 

Example, — During the therapeutic application of the direct cur- 
rent the voltage is 110, and according to the milliamperemeter the 
current strength is 20 milliamperes (%o -A.). What is the resist- 
ance offered by the patient's tissues? 

EMF 110 V no V 

p = pQ T.^ = =y — X ^^ 5,500 ohms, the resistance offered by the tissue 

^50 of the patient. 

Many other problems could be given to illustrate the application 
of the above rules, but we believe that every man who is qualified 
to take up this work will grasp the meaning of Ohm's law, and will 
be able to make a practical application when necessary. 



CHAPTER II. 

METHODS OF CREATING AN ELECTROMOTIVE FORCE. 

From what has been said in Chapter I it is clear that before a 
current can be made to pass along a conductor it is necessary to 
create a pressure, or EMF. There are a number of methods for 
creating this pressure, but only a few are of any importance to 
us as electro-therapeutists. 

We will limit our studies principally to the production of an 
EMF by means of chemical action — as the galvanic, primary, and 
secondary cells — and by means of mechanical energy, as the 
dynamo-electric machine and the electro-static induction machine. 
There are other methods of starting an EMF, such as radiant en- 
ergy (light and heat) , animals, and plants. These methods, while 
intensely interesting to the student, can not be discussed here. 

PBIMAR7 AND SECONDARY CELLS. 

Simple Cell. — The voltaic is the simplest form of cell, and will 
be used in describing the chemical changes that take place within 
the electrolyte. This experiment can be easily and quickly made 
by the student or physician in his home or office. 

Procure the following articles : wide-mouth, flat-bottom tumbler ; 
strip of zinc and copper, each l^ inch wide and 6 inches long; 
and a piece of copper wire 6 or 8 inches long. Fill the tumbler 
two-thirds full of water, to which add 5 percent of sulphuric 
acid. This solution wnll hereafter be known as the elect ro- 
Ijrte. Now place the zinc strip in the electrolyte, and some bubbles 
will be seen to form around the strip and rise to the surface of the 
solution. Then place the copper strip in the electrolyte in such 
a position that it will not come in contact with the zinc. No action 
is visible about the copper. The outer ends of the copper and zinc 
strips, which will hereafter be known as the elements, are now 
connected by means of the copper wire. An increased activity 
will be noticed about the zinc element. The copper element be- 

22 
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comes active, and the bubbles around it are inueh more numerous 
than around the zinc element. The greater number of these bub- 
bles are seen to rise to the surface of the solution and disappear as 
gas. The question will be asked by the investigating student, 
What causes this phenomena! 

Fig. 1 represents a simple or voltaic cell. It is filled to the point 
A with a 5-percent solution of sulphuric acid, which constitutes 
the electrolyte. Z and C are the elements. The bubbles that form 




around the zinc before the elements are connected are due to what 
is called a local action or short currents within the zinc, due to the 
presence in the zinc itself of impurities, as iron, arsenic, etc. If 
the zine is perfectly pure, no bubbles will come from it when dis- 
connected. 

To explain the action that takes place in a voltaic cell, it is neces- 
sary to understand the interaction between the electrolyte and the 
elements. The electrolyte is composed of a compound substance in 
solution. The water seems to so destroy the natural chemical af- 
finity existing between the atoms of some compounds as to allow 
them a freedom of action when infiuenced by an external eon- 
trolling force. Every electrolyte is a watery solution of some 
compound, and every compound is made up of elements of different 
polarity. It must be understood that in every electrolyte there 
will be atoms carrying a negative and atoms carryinfi a positive 
charge, and that these atoms may be moving in opposite directions. 
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On account of the action of the water on the compound, the dis- 
similar atoms are unable to combine with each other and are mixed 
up in the solution in a promiscuous way. 

It should be remembered that fluids do not conduct electric cur- 
rents in the same way as solids. In solids it is believed that the 
electrons travel through the substance, going from atom to atom, 
while in solutions the electrons travel with the atom. When an 
electric current is passed through a liquid, the charged atoms do 
not pass rapidly through the solution. The attraction and repul- 
sion is not exerted through any great distance. The range of 
attraction is said to be about one-ten-millionth of a millimeter and 
is called the molecular range. When the atoms within this range 
have been attracted, other like atoms will take their place, and so 
continue until all of the atoms of the electrolyte have been attracted 
in this manner, the elements destroyed, or the cell is polarized. 

OPERATION OF A VOLTAIC CELL ACCORDING TO THE 

ELECTRON THEORY. 

An ion is an atom carrying an electric charge, and may be either 
negative or positive. If a neutral atom has had a few of the 
electrons removed from it, it is a positive ion ; if, on the other hand, 
the atom has had a few electrons added to it, it becomes negatively 
charged and is a negative ion. 

Before elements can combine chemically they must ionize — i. e., 
the natural electric attraction existing between the elements of a 
molecule in a compound must be broken up, so that new molecules, 
and consequently new compounds, can be formed. 

When the zinc and copper elements are placed in the electrolyte 
in a voltaic cell and short-circuited by connecting their outer ends, 
ionization between the zinc and electrolyte takes place. The acid 
elements are usually negative ions (possessed of negative charges), 
while the metallic zinc is made up of positive ions. Ionization at 
the positive pole (zinc element) causes a dissolution of the zinc. 
The negative sulfion (SO4) and oxygen elements of the electrolyte 
(H2SO4, IIoO) enter into new molecular combinations with the 
zinc, forming zinc sulphate and setting free a vast amount of elec- 
trons (negative elements). The external circuit of the cell, being 
of low resistance, offers a far better means of conduction than the 
solution (electrolyte) in the cell, and on this account the free elec- 
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trons rush around the external circuit, coining back to the copper 
element. 

The stream of active electrons (electrically negative and chemic- 
ally acid) enter the positive terminal of the copper element, and 
here combine with and neutralize the alkaline and electro-positive 
hydrogen elements. This neutralizing process produces an effer- 
vescence, resulting in the liberation of hydrogen gas, which rises 
to the surface of the electrolyte in the form of bubbles. When a 
sufficient amount of electrons is allowed to return to the elec- 
trolyte through the copper element, the positive ions or alkaline 
hydrogen elements are neutralized, but if, on account of the re- 
sistance in the external circuit, but few electrons are returned to 
the electrolyte, the unneutralized hydrogen elements accumulate 
about the negative pole or copper element, forming a dense film 
and stopping the action of the cell, when it is said to be polarized. 
This theory accounts for the physiological action of the two poles, 
and explains why one is acid and the other alkaline, and why one 
is destroyed and the other is unaffected. 

The molecular range or ionization between the electrolyte and 
the zinc element takes place through a very short space, but the 
freeing of the electrons is very rapid — so rapid that there is no 
apparent intermission between them. The stream going to the 
external circuit appears to be absolutely continuous. In this way 
a difference of potential is constantly maintained, and the current 
is said to be continuous — i. e., the galvanic current. 

USE OF SIMPLE CELLS. 

The physician living in the country districts and the smaller 
towns, where the commercial street current is not available, will be 
compelled to use batteries for operating the galvanic, faradic, light, 
and cautery apparatus. 

There are many kinds of liquid and dry cells on the market, 
most of which are very good when properly cared for. The liquid 
cells in general use are known as the acid, or bichromate, and the 
salammoniac. In the former the electrolyte is a solution of sul- 
phuric acid, bichromate of potash, and bisulphate of mercury, while 
in the latter the electrolyte consists of a solution of chlorid of 
ammonia. The elements are the same in either case. 

Dry cells, so called, are not really dry. The electrolyte is made 
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Up of a semi-solid compound, sealed up so that it cao not spill out. 
They are very valuable in many cases, and can be depended upon 
for all broken currents, such as the faradic. Secondary cells, or 
storage batteries, are now very little used in the physician's office, 
and will not be discussed here. 

To successfully operate the galvanic current (wall plate) for 
therapeutic purposes, it will be necessary to have at least forty 
cells similar to the cell shown in Fig. 2. They are to be filled two- 
thirds full of rain water, to which have been added 4 ounces of 
chlorid of ammonia for each cell. 




It will be noted that forty cells will take up a good deal of space. 
It is customary to put them in some out-of-the-way place, as in an- 
other room, or they may be placed in the basement. They may, 
however, be put in a neat cabinet, and allowed to remain in the 
same room with the other apparatus. In connecting up the cells 
for use with a wall plate, they are arranged in series — i. e., carbon 
to zinc. The carbon of one cell is fastened to the zinc of another 
by short pieces of copper wire. When all the cells are connected, 
it will be found that there is a free zinc (negative element) at one 
end and a free carbon (positive element) at the other. Long cop- 
per wires attached to these free terminals and carried to their 
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respective poles on the wall plate will complete the battery con- 
nection, and the apparatus is ready for use. Dry cells, if used, 
should be connected in the same manner, but they are not suited 
for closed circuit or continuous work. 



CASE OF BATTERIES. 

A battery of salammoniac cells will need but very little atten- 
tion for some time — say, two to four months. As the water evap- 
orates from the cells, more must be added. After a time the zincs 
will be destroyed, or the electrolyte will be exhausted. When the 
cells stop w^ork after long use, they should be emptied and cleaned ; 
new elements and new electrolyte will make them again operative. 
When cleaning up an old battery, be sure to see that all of the 
brass and copper connections are perfectly bright and clean. 
Sand paper, emery paper, or a file may be used to brighten up the 
parts. The insulation must be removed from the ends of all wires 
before connecting the cells together. The thinnest piece of tissue 
paper or other substance will prevent the passage of the galvanic 
current. 

ARRANGEMENT OF CELLS. 

It has been stated that the quantity of electricity used in mak- 
ing a therapeutic application is usually very small, and therefore 
the necessity of dividing the ampere into one thousand parts, or 
milliamperes. On account of the great resistance of the human 




Fig. 3. — Cells in aeries. 

body as a whole, it is necessary to have a high EMF. When using 
the wall plate — or, more definitely speaking, the galvanic current — 
we need a strong electromotive force with a low amperage — seldom 
more than half an ampere. In order to get this high pressure and 
low current strength, the cells are connected as in P'ig. 3. When 
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the cells are thus connected, they are said to be in series — i. e., car- 
bon to zinc. 

Each salammoniac cell is supposed to have a pressure (EMF) of 
lYo volts and a current strength of 3^ ampere. By connecting the 
cells in series, the pressure is increased to the amount of ly^ volts 
every time a cell is added. A battery of forty cells in series would 
deliver ^/^ ampere, with a pressure of 60 volts. 

At first thought this statement appears confusing. It must be 
remembered that the load or amperage is not increased by the addi- 
tion of cells in series, while the pressure is increased in proportion 
to the number of cells in use. The following lesson in hydraulics 
will serve to make plain what is meant : 

Imagine a single force pump carrying a 1-inch stream of water. 
When this pump is operated at a certain rate, it will deliver a 
1-inch stream of water with a certain definite pressure. Now, if 
this same stream of water is carried through another pump of the 
same capacity and working at the same rate, the stream will not be 
increased in size, but it will receive the pressure of the second pump, 
which will be added to that of the first. The size of the stream 
of water can not change, but tlie pressure or force given to the 
stream is increased as the pumps are increased. 

The analogy is a happy one, for it enables the student to grasp 
the thought and to plainly understand the operation of the cells 
when thus connected (Fig. 3). Occasionally it is necessary to 
reduce the voltage and increase the amperage or rate of current 
flow. This may be accomplished by connecting the cells in parallel 
or parallel series. Fig. 4 shows the arrangement of the cells in 
parallel. It will be seen that all like elements are connected 
together — i. e., all of the zincs are connected on one side and all of 
the carbons on the other. With this arrangement of the cells, the 
current strength is increased as the cells are increased, while 
the voltage remains that of one cell. Going back to hydraulics by 
way of analogy, this principle is easily explained. If one pump 
delivers a stream of water 1 inch in diameter into a common 
pipe, the water will be definite in quantity and of a definite 
pressure. If a second pump is made to deliver the same sized 
stream with the same pn^ssure into the common pipe, it will be 
seen at once that the stream of water in the common pipe is 
increased in size, but the force of the stream is not affected, and 
is that of only one pump. It makes no difference how many 
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pumps are added and made to throw their streams into the common 
pipe ; the stream will be increased in size as the pumps are added, 
but the pressure in the stream is unchanged. In this arrangement 
the stream of water does not go through each pump, but each pump 
delivers a separate stream into the common pipe. What is true 




Fig. 4. — Cells in parallel. 

of the pump is true of electric cells. A current of this kind could 
be used only where the resistance is very low, and in this arrange- 
ment such currents could be used for cautery purposes. By 
arranging some of the cells in series and some of them in parallel, 
any voltage or amperage may be had. 



KINDS OF ELECTROMOTIVE FORCE. 

It has been said that there is only one kind of electricity, 
but there are several kinds of EMF, or several ways in which 
a current is delivered to the conductors. The various methods of 
producing an electromotive force are alike in that they are capa- 
ble of starting an electric current, but each apparatus differs 
widely from the other in many respects. Primary batteries and di- 
rect current dynamos produce an electromotive force continuous in 
direction and nearly constant in strength. Induction coils and 
alternators produce an electromotive force varying in both strength 
and direction. 
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Direct Current. — The galvanic or direct current has a continu- 
ous pressure or EMF, and can be likened to a stream of water con- 
tinually flowing in one direction. There is no rise or fall in pres- 
sure or variation in current strength. 

Intermittent Current. — An intermittent current is a direct cur- 
rent, with a sudden break or stop in the current strength, and finds 
its analogy in the force pump working with a single piston — as 
the piston rises, a stream of water is delivered to the pile, but as 
the piston falls the current ceases to flow. The current taken 
from the galvanic side of the wall plate and interrupted with the 
rheotome will deliver a unidirectional intermittent current. 

Pulsating Current. — A pulsating current is not intermittent or 
interrupted, but rises and falls in volume without changing direc- 
tion. The direct current may be made pulsating by increasing 
or decreasing the resistance through the rheostat, or by increasing 
or decreasing the EMF at the source of current supply. A similar 
result may be produced in a stream of water delivered from a 
rotary pump producing a continuous stream; as, for example, a 
fire engine — if the pump is made to run first fast and then slow, 
the stream of water flowing from the hose, though continuous, will 
rise and fall with the speed of the pump. 

Alternating Current. — Alternating currents differ from simple 
direct interrupted currents in the fact that they rise and fall 
above and below the zero line. In speaking of the EMF of alter- 
nating currents, we say that they '* constantly change in magni- 
tude and periodically change in direction." Its hydraulic analogy 
would be in two rubber bulbs connected by a rubber tube. If one 
of the bulbs is filled with water and the bulbs are compressed alter- 
nately, the water will flow through the tube first one way and then 
the other. When the alternating current is used in therapeutics, 
it is spoken of as a sinusoidal current. In making the alterna- 
tions, the current rises and falls a certain distance above and below 
the zero line. If this rise and fall is equal, the current is called 
symmetrical; if, however, the rise and fall is unequal, the current 
is called dissymmetrical. This rise and fall, taken together, is 
called a cycle or period, and constitutes both a negative and posi- 
tive wave. The number of complete cycles occurring in one second 
is called the frequency. 

Commercial lighting plants are operated by both the 110-V direct 
and the 110-V 60- to 133-cycle alternating. The 110-V direct cur- 
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rent is ideal for the galvanic side of the wall plate ; the 60- to 133- 
cycle alternating for the sinusoidal and electrocautery. The faradic 
coil is best energized by cells. Rectifying valves are not a very 
great success at present. 

The x-ray coil may be operated on the alternating current, in 
which case it is necessary to use an electrolytic interrupter. The 
tube can not be controlled as well with this interrupter, especially 
when weak currents are wanted, as when using the mercury inter- 
rupter and the 110-V direct current. The author is probably 
prejudiced in favor of the 110-V direct current because he uses 
nothing else, but he would not discourage any one from using the 
alternating currents where the 110-V direct current can not be 
had. 

The current to be used in operating the machinery to be in- 
stalled by the physician should be determined before any electrical 
apparatus is purchased, as a direct current motor can not be 
operated with an alternating current. Each piece of apparatus 
must be operated on the particular current for which it is designed. 
A careful study should be made by the physician of each piece of 
machinery — learning how it is constructed, how operated, and how 
kept in repair — as every physician should be his o>\ti mechanic as 
far as possible. By the physician doing such minor mechanical 
work as may become necessary, he will save much expense and val- 
uable time, and will have the satisfaction of not being subject to 
such delays as may otherwise occur. 



CHAPTER III. 

MAGNETISM AND ELECTROMAGNETISM. 

Magnetism and electricity, though differing in many respects, 
must have the same properties in common. In an unelectrified 
body the negative and positive ions balance — i. e., the charges are 
equal. In a magnetized body it appears that the charges are sepa- 
rated. There is an excess of electrons at one end, making it 
strongly negative, while the other end is positive. The property 
of becoming magnetized is possessed by only a few metals. Iron 
and steel make the most powerful magnets. Soft iron is easily 
magnetized, and remains a strong magnet as long as it is under 
the influence of the magnetizing body, but quickly loses its mag- 
netism as soon as removed from under the magnetizing influence. 

Soft iron is much less dense than steel, and the electrons are in a 
less stable condition, being free to move from and return to their 
normal positions. A strong magnet or electrical influence placed 
at one end of a bar of soft iron will attract the electrons to that 
end of the bar, but as soon as the influence ceases they will return 
to their normal positions, and the bar is no longer a magnet. If a 
bar of steel is substituted for the soft iron, it will be noticed that 
a stronger magnetic influence is required to move the electrons 
and magnetize the bar. It will also be noticed that the electrons 
do not return to their old positions as in the bar of soft iron. In 
this way the steel remains a permanent magnet. 

METHODS OF MAKING A MAGNET. 

A piece of steel may be magnetized and demagnetized any number 
of times. A permanent magnet has a north and south pole (Fig. 
5). Its magnetism does not change so long as its physical proper- 
ties are not changed. Lines of magnetic force are continually 
passing around the bar, entering at the south pole and emerging 
from the north. This action is continuous — not ceasing so long 

as the bar is a magnet. The truth of this statement may be tested 
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by placing a compass near the bar. 'When the compass is brought 
near the north pole of the bar, the south pole of the compass will 
point to the north pole of the bar. If the compass is now moved 
around to the other end of the bar, it will change poles, allowing 
the north pole of the compass to point to the south pole of the bar. 
By placing the bar under a piece of white paper on which have 
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been sifted some iron filings, it will be noticed that the filings will 
arrange themselves in curved lines extending from pole to pole. 
These imaginary lines about a magnet constitute what is known 
as a magnetic field, throughout which the magnetic influence is 
manifest at all times during the life of the magnet. The strength 
of this influence decreases as the square of the distance increases 
until a point is reached where the influence is lost. 

REACTION BETWEEN MAONETS. 

All magnets possess one property in common — namely, that of 
attraction and repulsion. Magnetism obeys the same laws that 
govern and control electricity — i. e., like poles repel and unlike 
poles attract. An interesting experiment may be performed by 
magnetizing two ordinary cambric needles and placing them on 
a smooth pane of glass. When placed with unlike poles together, 
they will hold each other, as it were, in a tight embrace, but when 
the poles are reversed they actually push each other apart. 
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One piece of steel may be magnetized by a magnet no lai^er 
than itself, both having the same magnetic strength. To do this 
the unmagnetized bar is stroked from center to end with one end 
of the magnet placed at right angles to the steel bar. After 
several strokes the bar is turned over and ends reversed, and 
with the other end of the magnet the stroking is continued as be- 
fore. The steel bar will now be found to be magnetized, and 




Fig. 6. — Horseshoe magnet. N, north pole ; S, south pole. 

will attract metallic objects the same as the magnet that magnet- 
ized it. To increase the influence of a bar magnet, it should be 
bent into the shape of a horseshoe, as shown in Fig. 6. In the 
horseshoe magnet the distance between the poles is much shorter 
and the resistance offered by the air is not so great; therefore the 
magnetic field between the poles is much stronger. 



ELECTSOMAGNETISM. 

While an electric current is going through a conductor, another 
influence is put in motion which passes in circles around the con- 
ductor and at right angles to it. This external force or manifesta- 
tion is called electromagnetism, and its strength depends upon the 
strength of the current in the conductor. Fig. 7 illustrates the 
lines of magnetic force about a conductor. The presence of this 
external force may be proven by placing a galvanometer either 
above or below a wire carrying a current. The needle will be de- 
flected in proportion to the strength of the current in the con- 
ductor. If the current is sufficiently strong, the needle will take a 
position at right angles to the conductor. The north pole of the 
needle is always pointing in the direction in which the lines of 
force are traveling. In looking along a conductor, if the current 
is going away from the observer, the lines of force will be going 
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around the conductor from left to right, or in the direction of the 
hands of a watch. Thus it will be seen that it is an easy matter 
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Fig. 7. — ^Waves of electromagnetic force. N, north pole of needle ; S, south i>ole of 

needle. 

to test the current in a wire or conductor, and determine its current 
as well as the direction of its magnetic influence. 

INTEBACTION BETWEEN CONDUCTORS. 

The interaction between conductors is the same as that between 
magnets. Lines of magnetic force travel in the same direction, 
and, like magnets, like poles repel and unlike poles attract. In 
parallel conductors, if the lines of magnetic force are going in the 
same direction, there is a blending together of the lines of force of 
the conductors, or an attraction of one for the other, or a tendency 
to pull the conductors together. If, however, the lines of mag- 
netic force should be going in different directions in parallel 
conductors, there will be a repulsion between the conductors the 
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same as when like poles of magnetic needles are placed together. 
Fig. 8 illustrates the action of lines of magnetic force about a con- 
ductor earrjing an electric current. If one turn in the wire pro- 
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duces & certain magnetic influence, two turns of the same wire 
with an interaction of the linos of force will double the magnetic 
influence, and so on as the turns are added. 

A bar of steel may be magnetized by an electric current by 
winding around it a coil of insulated copper wire and passing a 
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current through the wire for a short time. When the bar is 
tested, it will be found to be magnetized, having a north and south 
pole. When the current is discontinued, the bar wilt retain its 
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magnetism unless demagnetized as hereinafter described. Should 
the bar be of soft iron instead of steel, as soon as the battery cur- 
rent is broken the electrons in the bar will quickly return to their 
normal positions, and the bar will be neutral as before. This 
property of soft iron to instantly receive and lose a magnetic influ- 
ence is of the greatest possible value in the construction and opera- 
tion of the induction coil. The influence that a magnet or active 
coil has over a piece of steel or another coil is called induction. It 
is not necessary for an object to come in contact with a magnet to 
become affected by its influence. In Fig. 9 it will be noticed that 
the magnet is % inch from the nail, yet the nail is so influenced 
by the magnet that it attracts and holds the iron filings. If the 
magnet is now moved to a point where it loses its influence over 
the nail, the filings will quickly drop away. 

STASTZNG AN ELECTRIC CURRENT BY MAGNETIC 

INFLUENCE. 

It has been demonstrated that magnetic influences may be pro- 
duced by electric currents. It is now to be seen how a magnetic 
influence can be made to start an electric current. Each coil of 
wire in a helix carrying an electric current sends out lines of mag- 
netic force, each blending with its fellow to increase the strength 
of the magnetic field about the helix. If a coil of wire (helix) will 
give out lines of magnetic force while carrying an electric current, 
it stands to reason that the same coil will take up lines of magnetic 
force when placed in a magnetic field and start an electric current 
in the coil. To illustrate, in Fig. 10 a is a coil of insulated copper 
wire, so made that the permanent magnet 6 can be passed into the 
coil. The two ends of the coil c and d are fastened together and 
made to pass several times around the galvanometer c. When the 
magnet 6 is passed into the coil a, the needle in the galvanometer 
will be deflected to one side, and when the magnet is removed the 
needle will be deflected to the other side, proving that the lines of 
force thrown out ])y tlie magnet are taken up by the coils of wire and 
carried out through the conductors around the galvanometer, where 
they produce lines of magnetic force that affect the magnetic needle 
in the galvanometer. When the magnet remains stationary in the 
coil, no current passes through the conductors c and d. It is only 
when the magnet is moved in and out of the coil, allowing the lines 
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of magnetic force from the magnet to cut across the coils of wire, that 
any influence is noticed in the galvanometer. To start an electric 
current with a magnet, it is necessary to move the magnet in the 
coil, or to move the coil over the magnet, or to make some other 
provision by which the lines of magnetic force may be made to pass 
to and fro over the coils of wire. This moving of the magnet, coil, 
or field will produce an alternating current, which will flow first in 
one direction and then in another, making it first negative and then 
positive at the poles — i. e., producing alternately an acid and alka- 




line reaction in the tissues, though the current flow itself is always 
negative. 

Prom starting a current with a permanent magnet, it is only a 
step forward and upward to tlie starting of an electric current with 
an electromagnet. Fig. 11 represents a galvanic battery, a pri- 
mary and a secondary coil. Coil o and galvanometer e are the same 
as used in Fig. 10. In the place of a permanent magnet, the small 
coil 1, or primary coil, is placed inside of coil a. The terminals of 
coil 1 are connected to the poles of the battery 3. So long as the 
current remains unbroken or the coils remain stationary, no change 
is noted in the galvanometer e. If, however, the battery current 
is broken, the needle in the galvanometer will be deflected to one 
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side, and when the battery circuit is closed the galvanometer needle 
will be deflected to the other side. The distance that the galvanome- 
ter needle is deflected will depend upon the strength of the bat- 
tery current and the number of turns of wire on the two coils. The 
change in the direction of the needle at the breaking of the current 
is caused by the change in the direction of the lines of force around 
the conductors c and d. The electromagnetic influence of the 
primary coil 1 on the secondary coil a is responsible for the current 
delivered to conductors c and d. This electromagnetic method of 




starting an electric current is the foundation principle of the far- 
adic coil as well as of all motors and dynamos. 

On account of the sudden magnetizing and demagnetizing prop- 
erty of soft iron, it is possible to construct a faradie coil in such a 
manner as to automatically change the magnetic field of the pri- 
mary coil by rapidly interrupting the battery current. Before 
proceeding farther, a thorough understanding should be had of 
what has been said on the subject of magnetism and electroraag- 
netism. 

The effect produced on the galvanometer by moving the per- 
manent magnet in and out of the coi), as illustrated in Fig. 10, has 
been observed and a similar effect has been observed by making 
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and breaking the battery curreDt in Fig. 11. In either ease a cur- 
rent is started in the secondary coil, but the method is too clumsy 
to be of any practical use. By making use of the rapid magnet- 
izing and demagnetizing properties of soft iron, it is possible to 
make the interrupter a part of the apparatus and to so construct 
it as to work automatically. 

Pig. 12 is a simple faradic eoil, and will be easily understood if 
the description is carefully followed. The current leaves battery 
A over conductor 1, up through screw post 2, through the screw, 
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and down thrimgh spring 3, and on through conducting wires 4 
to the coil. When the current reaches the primary coil B, the 
magnetic lines of force thrown out by the turns of wire magnet- 
ize the soft iron core C, which attracts the nmiature D on spring 
3, instantly pulling it up against the end of the core and away 
from the end of the screw, thus breaking the battery circuit and 
stopping the current in the primary coil. When the current 
ceases in the primary coil, the iron core C loses its magnetism by 
the electrons returning to their normal positions in the core. 
This return of the electrons toward the south pole of the core pro- 
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duces magnetic lines of force, which act on the primary coil by 
starting a current in the opposite direction. This current, 
strengthened by the closing in of the lines of force about the pri- 
mary coil, is a high voltage current and readily bridges across the 
air gap between the screw and spring 3 by means of a broad spark, 
which prevents the abrupt breaking of the circuit and demagneti- 
zation of the core. This is overcome by placing a condenser E with 
conductors 5 and 6y connecting it with the terminals of the primary 
coil. 

Fig. 13 illustrates the method of building a condenser. It con- 
sists of a number of pieces of tin foil cut to the desired size, A and 
B, between which are inserted pieces of waxed paper C, Sheets 
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Fig. 13. — Method of making a condenser for faradic coil. 



A have narrow prolongations at al, and sheets B similar exten- 
sions bl. All the prolongations at A are joined together, and 
those at B are similarly joined. Wire 5 in Fig. 12 is connected to 
al and wire 6 to bl. When in use, one set of sheets is negative 
and the other is positive, and the charges are prevented from 
uniting by means of the waxed paper. When the condenser is 
used, the current is offered a path of much less resistance, and, in- 
stead of jumping across the air gap at the contact between the 
screw and spring 3, it goes into the condenser. The condenser not 
only provides an open path for the extra current, but furnishes a 
reverse current that effectively demagnetizes the coil core. All 
faradic coils intended for physician's use should be provided with 
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well-built coDdensere. One or more secondary coils may be oper- 
ated from around a primary. 

The faradic coil usually found in the physician's office consists 
of a primary winding of about 250 feet of No. 20 copper wire, 
which is covered by a secondary of about 4,500 feet of No. 36 cop- 
per wire, the latter being tapped at 1,500 and 3,000 feet. These 
different lengths are connected with a selective switch in such a 
manner that they may be used separately and independently. 




Fig. II is a reproduction of the coil in Fig. 12, with the addition 
of two secondary coils F and H. The various lengths of this coil 
are controlled by the selective switch G. The necessity for the 
different lengths of the secondary becomes obvious when it is un- 
derstood that in the action of the coil each additional coil of wire 
increases the voltage of the secondary current. By constructing 
a secondary, so that several different lengths of wire may be used, 
the partieiUar tension necessary in a given ease may be selected at 
will. The physiological effects of these coils differ widely. The 
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longer the wire, the higher the tension and the more marked the 
sedative effect, while the current from the short thick wire of the 
primary coil is stimulating and nutritional. This subject will be 
discussed at length under therapeutics of the f aradic ooil. 



CHAPTER IV. 

ELECTROSTATICS. 

Thus far electricity in motion, or electric currents, has been con- 
sidered. In this chapter will be presented the earliest electric 
phenomenon known to man — static electricity. History tells us 
that Thales, a Greek philosopher, about 2,600 years ago discovered 
that pieces of polished amber, when rubbed with articles of clothing, 
could be made to attract light objects. The ancients made no far- 
ther electrical discoveries for more than one thousand years. 
About 1600, Gilbert, physician to Queen Elizabeth, discovered that 
many other substances could be given the same property when 
rubbed in the same manner as the amber. The evolution of the 
science of electricity through those early periods of superstition 
and fanaticism reads like a fairy story. 

Benjamin Franklin brought the first static machine to this coun- 
try. His ideas, though wrong in part, were right in the main, and 
were far in advance of his day. With a kite he proved that static 
charges could be drawn from the clouds, and that these charges 
were the same as those artificially produced by his static machine. 

The word static means stationary, or at rest. Static electricity, 
strictly speaking, would be worthless as a therapeutic agent. To 
go into a thorough discussion of electrostatics would require a 
larger volume than this. 

Static induction and magnetomotive force are very closely re- 
lated, if, in fact, they are not one and the same thing. By rub- 
bing a glass or ebonite rod with a piece of silk, flannel, or cat's 
fur, and holding it near an electroscope, as shown in Fig. 15, the 
leaves will close, or converge, owing to the difference of the charge 
on the electroscope and the rod. The same test is made by bring- 
ing the same rod near a suspended pith ball, as showTi in Fig. 16. 
The ball will swing toward the rod as soon as it comes within its 
field of influence. This influence, when acting across an air gap, 
is called electrostatic induction. 

Friction between two substances produces heat and a conse- 
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quent disturbance of the electrons. While in this heated state 
one of the substances takes on a preponderance of electrons and be- 
comes negative, while the other gives up a part of its normal elec- 




Fig. 15. — Electroscope 




F'ig. 16 — Electrical pendulum. 



trons and becomes positive. The gold leaf electroscope may be 
used to determine the charges. The electroscope is given a known 
charge by touching its disk with a charged body. If a glass rod 
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is rubbed with a piece of silk, it becomes positively charged. If 
the disk of the electroscope is touched with this rod, the gold leaves 
will become positively charged and will repel each other. The 
distance that the leaves are separated will depend upon the strength 
of the charge. 

The electroscope is now ready for use. If a positively charged 
body is brought near the disk of the electroscope, the leaves will 
diverge still further, while, if the body is negatively charged, the 
leaves will come together. This influence takes place through the 
air (ether), and is called induction. A thorough understanding of 
this influence will enable one to grasp the principles involved in the 
static machine. 



CHAROINO A BODY BY INDnCTION. 

By rubbing an ebonite rod, it is given a specific charge. By the 
influence of the charged rod through a certain air space, it is pos- 
sible to give an insulated brass ball an opposite charge. The ex- 
periment is conducted as shown in Fig. 17. The brass ball is 




Fig. 17. — Charging a ball by induction. 



neutral to start with. The charged ebonite rod is held a short 
distance below the ball, and at the same time the operator slightly 
touches the ball on the upper side with his finger. If the rod is 
negatively charged, it will drive the electrons, or a considerable 
portion of them, to the upper side of the ball, and at the instant it 
is touched with the finger they are by repulsion and attraction car- 
ried away to the operator's body, and the ball left with a positive 
charge. If, however, the rod is positive, the electrons will be at- 
tracted to the side next to the rod, and when the upper side of the 
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ball is touched with the finger more electrons pass from the oper- 
ator's body into the ball, ^ving it a negative charge. 

Electrostatic charges remain only on the outside of the conduc- 
tor. If a deep metal cup is heavily charged on the outside, and 
an insulated brass ball is placed on the inside of the cup and al- 
lowed to touch the sides, no charges will be imparted to the ball, as 
evidenced by the electroscope ; but if the same ball be brought in 
contact with the outside of the cup and brought near the electro- 
scope, the ball will be found to be charged. 

DENSITY OF OHABGE ON DIFFERENT SUBFAOES. 

It ia a known fact that spheres retain static charges better than 
points' or angles. Bring a charged ball near enough to the elec- 
troscope to affect it; now bold an insulated needle against the ball, 
pointing it toward the disk of the electroscope, and it will be found 
that the electroscope will be affected through a longer distance than 
when no needle is used. 



CONDENSEBS. 



The simplest form of eleetrical 
condenser is the Ley den jar. 
This consists of a glass jar (Fig. 
18), coated on the inner and 
outer side to a certain height 
with tin-foil. The inside coat- 
ing is connected to a metallic rod 
that passes through the cork and 
terminates in a ball about three 
inches above the cork. Such a 
jar may be charged by ground- 
ing the outside coating and con- 
necting the ball and inner coat- 
ing to the prime conductor of an 
active static machine. If the jar 
is removed and the outside and 
inside coatings are brought near 
together by means of a wire or 
discharge rod, a series of sparks 
will pass between the discharge 
wire and the ball. 




Fig. IB.— Leaden jar. 
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ELEGTBICAL GENERATORS. 

Electrophorus. — This simple form of electric generator (Fig. 
19) will well illustrate the principles underlying the action of the 
static machine. It will be seen that the process is one of both 
friction and induction. A is either a hard rubber plate, or a disk 
made of resin and shellac and well rubbed with fur or flannel. B 
is a metal plate with an insulated handle. When B is placed in 
contact with A and the upper surface touched with the finger and 




Fig. 19. — Electrophorus. 



removed, B will be found to be charged, and, if the weather is dry, 
a short spark may be drawn from it. B may be charged in the same 
manner any number of times without in any way weakening the 
charge on A, By the. electroscope the charges on A and B are 
found to be opposite. This proves that B has been charged by in- 
duction and not by contact, for, if such were the case, the charges 
on A and B would be the same. 

Static Machine. — If the lesson in induction has been under- 
stood, the operation of the static machine will not be difficult to 
comprehend. The static machine is nothing more than a contin- 
uously charging and discharging electrophorus. The current from 
a static machine is unidirectional and continuous, having a high 
voltage and low amperage. There are three types of the static 
machine in general use : the Toepler, or friction machine ; Holtz, or 
induction machine; and the compound, or a combination of the 
friction and induction types, called the Toepler-Holtz. 



ELECTROSTiTICS 



For demonstrating purposes a two-plate Toepler machine (Pig. 
20) will be used. The macbitie consists of one stationary and one 
revolving plate, and what is true of two plates is true of many 
more, arranged in series. The average statie machine has from eight 




Pig. 20.— Elemen 



plM 



to twelve revolving plates and as many stationary plates. Very 
few men who may be using the static machine continuously have 
a clear understanding of what takes place in the machine when it 
is in action. It will be noted that .1 (1) is the larger and is the sta- 
tionary plate, while B (1) is the revolving plate, and should be 
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placed as close to A as possible without touching it. On the back of 
xl, as indicated by D and E (2), are glued two paper segments, 
called sectors or field plates. On the back of the stationary plate A 
is bolted a piece of metal C, which is connected by means of a nar- 
row piece of tin-foil with a similar strip of tin-foil running length- 
wise through the middle of the paper sectors D and E (2), To 
each piece of metal C just described is fastened a rod bent so as 
to come in front of the revolving plate and support a metallic 
brush S and SI, Placed at right angles to these rods is an arm 
extending across the plate, and supporting a brush on either end, 
Wl aiid Wi. On the front of the revolving plate B are fastened 
six metallic disks, a, h, c, d, e, f (3), equal distance apart, called 
carriers. The insulated posts J and Jl support two brass combs 
C and Cl, which are fixed <about ^,4 ^i^ch in front of the disks on 
the revolving plate. Through the tops of the posts J and Jl pass 
two sliding rods P and PI, called the prime conductors. In metal- 
lic contact with the prime conductors and the collecting combs C 
and Cl are the Leyden jars L and Llj the outer coats of which are 
connected to the binding posts R and UL Switch T may be used 
to connect the outer coatings of the jars. // is a cranked pulley 
for operating the machine. 

METHOD OF GENERATING A STATIC CURRENT. 

The sectors or field plates are nonconductors, and will tempo- 
rarily hold a static charge. When plate B is made to revolve 
rapidly, friction is produced between the carriers a, b, c, d, e, f, 
and the brushes S and SI. When carrier a reaches brush S, it 
gives off a few electrons to the field plate or paper sector, making 
it more negative, leaving the carrier with a positive charge until it 
reaches the neutralizing brush Wl, where the positive charge is 
neutralized by the electrons from the other end of the rod W2 
and carrier d. Carrier a now goes on as a neutral body under the 
influence of the positive pai)er sector E, which binds the electrons 
on the back of the carrier, leaving the front positively charged. 
When carrier a comes under collecting comb C, a few electrons 
jump from the comb to a as it rushes on to brush Si, where it re- 
ceives more electrons from the field plate E by conduction and is 
neutralized at W2, Carrier a is now under the inductive influence 
of the negative sector Z>, which repels the negative charges on the 
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carrier. When a reaches the collecting comb Cl, some of the 
electrons on a are forced off on the comb, and a continues on to 
S, where a quantity of electrons again enter the field plate E, and 
the carrier a goes on as a positively charged body until the neutral- 
izing bnish Wl is again reached. Each carrier with each revo- 
lution repeats what a is described to have done, and will con- 
tinue as long as the plate is rotated. As the negative charge ac- 
cumulates on Cl and PI, and the negative charge is withdrawn from 
C and P, there is a strong attraction between PI and P, and as 
soon as the potential is sufficiently high on PI it will seek to bridge 
across the air gap between Pi and P in the form of a spark. By 
closing the air space between K and Rl and charging the Leyden 
jars, the spark may be made to bridge across a much wider space, 
the Leyden jars acting as storage batteries. It has been stated 
that all static machines are primarily friction machines. When the 
field plates have once been charged, the action is purely inductive. 
All Holtz machines have a small friction machine in one end of the 
case to charge the field plates when they lose their charge, which 
they often do in damp weather. The Toepler-Holtz is self-excit- 
ing, and when well made is an excellent type of machine. All non- 
conductors must be perfectly dry in order to hold a static charge. 
If the field plates become damp, they will not hold their charge and 
the machine refuses to work. IMoisture is the great enemy to the 
static machine, and there is no type exempt. There is not a ma- 
chine on the market but that will cause trouble in damp, warm 
weather unless properly handled. Many methods have been rec- 
ommended to keep the inside of the case and plates dry, and all 
have their disadvantages. After thoroughly trying fused calcium 
chlorid, lime, C. P. sulphuric acid, and caustic potash, the author 
has come to the conclusion that potash is least injurious to the 
working parts of the machine, and as a hygrascopic agent it is far 
superior to any other. It is cheap, easy to handle, and should be 
tried by all users of static machines. If used in the following man- 
ner, it will never disappoint the most exacting: 

Procure four or six one-pint glass bowls, and after drying thor- 
oughly dip the top about 1 inch into melted paraffin ; when the 
paraffin has become hard put half a can of pure potash into each 
bowl, and quickly place one in each comer of the machine; close 
the door and let the machine alone for three or four hours, when 
it will be found to be dry and ready for use. As soon as the potash 
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liquefies, which may require several months, depending on the time 
of the year and the closeness of the case, it should be removed. 
When a static machine is working well, never open the doors 
for any purpose whatever. Most of our American firms make 
good static machines, but every machine should be thoroughly 
tested before it is accepted. The case should be as nearly air-tight 
as possible. There seems to be no ground for the statement that 
a machine should be frequently opened up and aired. The author 
never opens his machine for any purpose except to change the 
potash, which is not oftener than once in six months, and it is 
always in perfect order. The outside parts of a static machine 
should be kept free from dust and the metal parts carefully pol- 
ished. Where the case is allowed to become very dusty, much of 
the current in damp weather will be conducted away, and it will 
be a difficult matter to get a sufficient current from the prime con- 
ductors. 

STATIC MODALITIES. 

This is not the place for a detailed outline of the proper static 
technic to be employed in the treatment of the many diseases 
amenable to static influence, and the therapeutic indications will 
be thoroughly discussed in another chapter. 

To prevent a repetition, the seven static modalities in common 
use will be presented and studied in the following manner: 

(1) General electrification or charge. 

(2) Spray or breeze. 

(3) Indirect sparks. 

(4) Direct sparks. 

(5) Static induced current. 

(6) Potential alternation. 

(7) Morton wave current. 

(1) General Electrification or Charge.— This modality consists 
of the simplest method of electrifying the patient either negatively 
or positively. Fig. 21 is a diagrammatic illustration of the method 
of insulating the patient and placing him in the static circuit. The 
prime conductors of the machine are represented by B and A, 
which are respectively negatively and positively charged, as indi- 
cated by the plus and minus signs. P is the static platform, sup- 
ported by glass legs L for the purpose of insulation. M repre- 
sents the patient seated on the platform and connected by means 



b w k «■ 



..WW 



W w «- w 

■w W -^- - - ^ "■ WW W 



*. ^ 



W & V« V 



V V 



ELECTROSTATICS 



53 



of the metallic rod (shepherd *s crook) R to the positive prime con- 
ductor. The other prime conductor is grounded by means of a wire 
or chain C connected to the gas or water pipe. When the patient 
is connected to the negative prime conductor, he is made negative 
by having electrons forced into his body, but, when connected to 
the positive prime conductor, he is made positive by having elec- 
trons extracted or withdrawn from his body. The patient takes 
the position of the inside coating of a Leyden jar, the walls 
of the room are the outer coating, and the air is the dialectric. 
If the air were a perfect dialectric, the patient, when connected 
to the negative prime conductor, would become thoroughly charged, 




Fig. 21. — Method for static insulation. 



and no more current (electrons) could be carried to him; while, 
on the other hand, if he were connected to the positive prime con- 
ductor, the electrons would be taken from him until a point is 
reached where no more could be made to pass. Since the air Ls 
not a perfect insulator, the electrons will leak off or onto the 
patient in either case, and the current is continuous. When giv- 
ing this modality, it is noticed that the hair stands on end, and, 
if the patient presents his hand toward another person, a hissing 
sound will be heard, caused by the passing of electrons to or from 
the patient. Because of this leakage a constant current is kept 
up through the patient's body during the treatment. 

(2) Spray or Breeze. — This modality is simply an increased or 
concentrated leaking at some desired point arranged by the opera- 
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tor. Fig. 22 illustrates the arrangement of the machine, patient, 
and electrode. The breeze or spray is always negative, and, when 
the patient is connected with the negative side of the machine, 
the electrons pass from the patient through the air space to the 
electrode E and on through wire d to the ground. When the pa- 
tient M is connected to the positive side of the machine, the elec- 
trons will flow through the ground wire d to the electrode E and 
across the air space to the patient M. The patient M may be 
made negative or positive, but the current itself is always negative. 
The electron theory teaches that an atom is made negative by adding 
more than the normal amount of electrons to it, while it is made 
positive by taking from it a number of its normal electrons. If 




Fig. 22. — Method of urrangeraent for the static spray. Patient negative. 



this is true of an atom, it must be true of a group of atoms, or 
molecules or groups of molecules, or mass, no matter how great. 

Fig. 23 shows the patient connected to the positive side of the 
machine, and he becomes positive by having the electrons with- 
drawn from him by the action of the machine in making the 
prime conductor positive, and, since it is in metallic contact with 
the patient ilf, he will be made positive by conduction. In either 
case the patient M must be insulated by placing him on a plat- 
form P. 

(3) Indirect Sparks. — The arrangement for the indirect spark 
is the same as for the static spray, with the exception that in the 
indirect spark the electrode is a ball instead of a point. Figs. 24 
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and 25 show the arrangement of the machine, electrode, and patient 
for the indirect static si)ark, negative and positive. A good-sized 
spark will pass between the patient M and the electrode E. Like 




Fig. 23. — Arrangoment for the static spray. Patient positive. 

the spray, the spark or current is always negative. It leaves the 
patient M for the electrode when the patient is negative and leaves 
the electrode for the patient when the patient is positive. The elec- 




Fig. 24. — Arrangement for the indirect static spark. Patient negative. 

trode is grounded, as in static sprays. One can not speak of a neg- 
ative and positive spark any more than a negative and positive 
breeze. The size and strength of the spark is determined by the 
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speed of the machine and the size of the ball on the end of the elec- 
trode. This is an active, energetic current, and is used to great ad- 
vantage in the treatment of some of the most intractable cases of 
rheumatism, etc. This modality requires considerable skill in order 
to produce the best results. The electrode should be handled quickly 
and regularly, allowing only a single spark to pass between the elec- 




Fig. 25. — Arrangement for the indirect static spark. Patient positive. 



trode and the patient at each motion of the electrode. The large 
fat sparks are, as a rule, not painful, though most timid patients 
are at first frightened by them. By operating the machine quite 
slowly, beginning with a small electrode, the size of the electrode 
may be increased as well as the speed of the machine until the pa- 
tient is brought to bear the strongest sparks without protest. 

(4) Direct Sparks. — In giving the direct spark, neither the 
electrode nor the prime conductor is grounded. In this modality 
the j)atient may be made either negative or positive, as in the fore- 
going methods. 

In Fig. 26, 1 and 2 illustrate the arrangement of the static ma- 
chine and patient for the direct static spark. The patient may be 
connected with either side of the machine, as before stated, the 
same laws holding good in either case. This modality is thought 
to furnish a more vigorous spark, but the author is unable to see 
any advantage over the indirect spark method; in fact, he uses the 
indirect spark exclusively and finds no need for tlie direct method. 
The Leyden jars are seldom used when giving any of the modali- 



ELECTROSTATICS 



57 



ties mentioned. Should the machine not be working well and the 
current very weak, the Leyden jars may be used to strengthen the 
current. 




1. 




Fig. 26. — Arrangement for the direct static spark. 1, patient negative ; 2. patient positive. 



(6) Static Induced Current. — This current was first described by 
Doctor W. J. Morton in 1880. The prime conductors are con- 
nected with the inside coating of the Leyden jars and the patient 
with the outside coatings by means of two conducting cords and 
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electrodes. Fig. 27 represents this arrangement. A and B are 
the prime conductors, Ll and L2 are the Leyden jars, El and 
E2 are the binding posts connected to the outside coatings of the 
jars, Gl and G2 are the conducting cords, III and H2 are the 
electrodes, and M is the patient. It is not necessary to place 
the patient on the insulated platform. When the machine is started, 
electrons flow from the negative prime conductor B into Leyden 
jar L2, making it strongly negative. Electrons are forced away 
from the outside coating of this jar through conducting cord G2 
and electrode H2 to the patient M. The electrons leave the pa- 
tient through electrode III, conductor Gl, and binding post El, 




Fig. 27. — Static induced current. 

and to the outside coating of Leyden jar Ll, making it strongly 
negative. The action of the static machine, already explained, 
takes the electrons from the prime conductor A and the inside 
coating of Leyden jar Ll, making them strongly positive. The 
strength of this current is controlled by the speed of the revolving 
plates and size of the Leyden jars. This current is oscillating in 
character, phwing backward and forward through the patient be- 
tween the outer coatings of the Leyden jars. When a spark 
jumps across the air gap from B to A, the positive charge on A 
is momentarily neutralized by an addition of negative charges and 
a like momentarily weakening of the negative charges on B. The 
increase of the negative charges on A increases the negative charge 
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on the inside coat of Leyden jar Ll, while the discharge of B weak- 
ens the negative charges on the inside coating of Leyden jar L2, 
At this instant the electrons that have collected in considerable 
numbers on the outside coating of Leyden jar Ll will return 
through the conducting cord 01, electrode Illy the patient M, elec- 
trode n2, conducting cord G2, and back to the outside coating of 
Leyden jar L2, to be forced away again as soon as the jar L2 has 
its inner coating negatively charged. The whole process takes 
only the smallest possible fraction of a second, and because of its 
rapid change in direction the current is a truly interrupted cur- 
rent, simulating closely the faradic current and used mainly for 
the same class of cases. It is claimed that the oscillations in the 
current are from 200,000 to 300,000 per second. 




Fig. 28. — Arrangement for potential alternation. Patient negative. 



(6) Potential Alternation. — This particular arrangement of 
static machine, patient, and electrode was first suggested by Doc- 
tor S. H. Monell in 1893. It diffei-s very little from the Morton 
wave current, to be described, and has no advantage over it in the 
treatment of any case. It is seldom used, but is here described 
because sometimes spoken of in papers and text-books. 

Fig. 28 shows the arrangement of static machine, electrode, and 
patient to produce the effect known as potential alternation. It 
differs mainly from the Morton wave in the spark gap, which, in- 
stead of being between the prime conductors, is between the sta- 
tionary electrode and the ball t;n the shepherd *s crook on the prime 
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conductor B, In this arrangement the overcharge on the patient M 
overflows to the stationary electrode S and on to the ground through 
conducting wire d. This condition is true when the patient is 
connected to the negative side of the machine. When the patient 
is connected to the positive side of the machine, the condition is 
reversed, and, in place of the current overflowing to the stationary 
electrode, it flows from the stationary electrode from the ground to 
the patient M and the prime conductor B. It will be noticed that 
the opposite prime conductor is grounded. 

(7) Morton Wave Current. — This current was suggested by W. 
J. Morton, M. D., in 1899, and produces the same effect as, and is 




Fig. 29. — Arrangement for Morton wave. Patient positive. 

much simpler than, the potential alternation of Monell. Fig. 29 
illustrates the static connections for this current, which, it will be 
noticed, is the same as the arrangement for the general electrifica- 
tion, the difference being in bringing the prime conductors near 
enough together to allow a spark to pass between them. This oscil- 
lating action between the prime conductors causes a surging effect 
in the patient, which is quite marked. This is probably the most 
valuable of all the static modalities, and will be used more often 
than any other. It may be applied to the whole body or to any par- 
ticular part. When given to the whole body, the patient M is 
seated on the insulated platform P, with shoes off and feet on a 
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piece of sheet copper or zinc. One of the prime conductors is con- 
nected by means of the shepherd's crook K to the metal plate (12 
by 14 inches) on the platform. The machine is started with the 
prime conductors close together, which should afterward be grad- 
ually separated as the patient's tolerance increases. When apply- 
ing this modality to any particular part of the body, a piece of 
block tin or tin-foil may be used to cover or surround the part in 
nuestion, and this connected to the prime conductor by means of 
a chain or wire. These metal electrodes must be in close contact 
with the skin to prevent sparking and burning. When small elec- 
trodes are used, weak currents and short spark gaps are employed. 
Swollen joints may be wrapped in tin-foil and treated in the same 
way. The therapeutic application of this current will be explained 
in another chapter. 

High-Frequency Currents. — The frequency of electric currents 
is probably less understood than any other term used in electro-ther- 
apeutics. All currents are not high-frequency currents, and the 
therapeutic effects produced by low- and high-frequency currents 
differ widely. When speaking of frequency in currents, we mean 
the number of cycles that an alternating current will make in a 
second. Currents of low frequency may be very painful, while 
high-frequency currents may be sent through the body with only a 
mild sensation. This is explained by the fact that the sensory 
nerves are unable to respond to the rapid oscillations of the 
current. Currents of high frequency may be comfortably borne, 
while currents of low frequency of the same quantity would be 
serious. The senses do not seem to perceive the effects of high- 
frequency currents and they appear harmless. 

PRODUCTION OF HIQE-FREQUENCY CXTBRENTS. 

High-frequency currents may be obtained either from the static 
machine or coil. In either case a pair of Leyden jars are con- 
nected with the prime conductors, while the outer coatings of the 
jars are connected to the solenoid. The static machine may be 
used for low-frequency modalities as well as high. For high- 
frequency modalities the coil will be found far superior to the 
static machine. 

Pig. 30 is a diagrammatic illustration of an induction coil, Ley- 
den jars, and high-frequency solenoid. I represents the coil ; a and 
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b are the battery or feed wires from the mains going to the primary 
of the coil; c and d are the supports for the prime conductors e 
and /, and are also connected to the terminals of the secondary 
coil / and the wires g and h, going to the inside coatings of the 
Leyden jars A and B; C is the spark gap between the prime con- 
ductors e and /. The solenoid il is a coil of thick wire, the ter- 
minals of which are connected to the outside coatings of the Ley- 
den jars at i and j. The reader is here referred to what has been 
said about the action of the Leyden jars under Static Induction 
(page 58). 




Fig. 30. — Arrangement for induction roil and high-frequency resonator. 

Fig. 30 illustrates the D'Arsonval-lIertz apparatus. The 
solenoid II is made up of a number of turns of heavy copper wire, 
the number of which depends upon the capacity of the Leyden 
jars. When a spark bridges across the air gap between the prime 
conductors at C, an electric resonance takes place between the jars 
A and B and coil H. This resonance is the result of several thou- 
sand oscillations per second through the coil from jar to jar, 
producing what is known as a high-frequency current. 

If two persons M and 3/ are connected by wire to the terminals 
of coil II at n and ti, and then connected by means of a wire support- 
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ing a light bulb /S, the filament will glow to full incandescence, 
while the persons so connected will feel no sensation whatever. 
High-frequency currents carrying 15 amperes have been passed 
through the human body without doing the least harm. The fre- 
quency of these currents is from 500,000 to 1,000,000 per second. 
If the frequency of such currents were reduced to 50 or 100 per 
second, death would probably follow every application to the 
human body. This is explained by supposing that the frequencies 
are so high and pass with such rapidity that the tissues are not 
affected thereby. The D'Arsonval apparatus, as illustrated in Fig. 
30, delivers a current of high frequency, large amperage, and rela- 
tively low voltage, and the therapeutic effects are general rather 
than local. Tesla devised an apparatus that produces a current 
of high frequency and high potential (high voltage). His thera- 
peutic results were so brilliant that it soon took the place of all 
other high-freciuency apparatus, and is given to us to-day in what 
is known as the Oudin resonator (Fig. 31, which is a schematic 
drawing). The same letters are used here as in Fig. 31, which will 
help to greatly simplify it and make it easily understood. A and 
B are two good-sized Leyden jars placed on a shelf in a small table. 
The inside coatings of the jars are connected with two small spark 
rods or prime conductors e and /, which are connected to the 
terminals of a Ruhmkorff coil. T is a wooden drum, the lower end 
of which is wound with a number of turns of heavy copper wire H. 
The rest of the drum is wound with a small-sized copper wire; 
the lower end of the small wire is soldered to the upper end of 
the large vdre and the upper end of the small wire is fastened to a 
binding post Nl, The lower end of the heavy wire coil is con- 
nected to the outside coating of one of the Leyden jars and the 
outside coating of the other jar is connected by wire i to a movable 
shoe K. This shoe is so arranged that it can be raised or lowered, 
and in this way is made to come into metallic contact with either 
turn of the winding of the large coil 11, By this method of in- 
creasing and decreasing the number of turns of the large coil in 
the circuit the resonance in the coil L can be perfectly controlled. 
When a wire conductor P is connected to the binding post Nl and 
to a vacuum electrode 0, the electrode w41l fluoresce or glow in 
proportion to the number of large coils of wires in the circuit and 
the vacuum of the electrode. When this apparatus is operated 
in a dark room, a blue spray or efBuve \vill be seen about the wind- 
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ings of the coil L, and, if the hand or other objects are brought 
near the upper terminal of the coil, sprays or sparks will pass be- 
tween the terminal and the object so presented. 

High-frequency currents are used through a vacuum electrode 
directly to the surface of the body, or through an autocondensa- 
tion couch or an autoconduction cage. Fig. 32 shows the arrange- 
ment for giving the autocondensation couch treatment. A heavy 
cushion of a good insnlating material is placed upon a large zinc 
plate A, which is connected to binding post V In Pig. 31. When 




the patient is placed upon the cushion, he is told to grasp the 
metallic supports B, which are connected to binding post V, This 
arrangement produces the D'Arsonval current, as shown in Fig. 30. 
The current is regulated by the adjustable shoe K on // and the 
spark gap between e and /. V and Z7 (Fig. 31) are connected by 
wire to VI and VI (Fig. 32). These two conductors connect the 
outside coatings of the Leyden jars A and B to the two ends of the 
heavy wire coil H on drum T. In using the autocondensation couch, 
care must be had that no sparks are allowed to pass between the pa- 
tient and the metallic plate A. Should this occur, painful sensa- 
tions will be produced. From the Oudin type resonator several 
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high-frequency modalities may be obtained, and the eflSuve is taken 
from several kinds of electrodes. The single brass point, the multi- 
ple point, and the carbon point constitute the most important elec- 
trodes in general use, and Fig. 33 illustrates these electrodes. They 
are made with insulated handles, the same as regular static elec- 
trodes, and are connected by chain or wire conductor to Nl in Fig. 
31. They are not allowed to come in contact with the body, but are 
held at a distance of from 2 to 8 inches, allowing a series of very fine 
sprays to pass between the electrode and the parts treated. The op- 
erator should avoid bringing the electrode close enough to the pa- 
tient to allow an arc to pass. Such an accident would burn and 
■greatly frighten a nervous patient, and cause him to view the whole 
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Fig. 33. — Metallic high-frequency electrodes. 1, single brass point; 2, multiple brass 

point ; 3, carbon electrode. 



matter with distrust. The machine should always be started with 
the electrode some distance from the patient, and it should be 
carefully brought closer and closer until a bluish fox-tail spray 
or eflBuve passes between the electrode and the part treated. Sparks 
may be obtained from the resonator by using a ball electrode and 
lengthening the gap between the spark rods e and / of the reso- 
nator. The sparks are seldom used from the resonator on account 
of the danger of arcing. 

Hollow glass electrodes, exhausted to a low vacuum, are used 
universally for the administration of high-frequency currents 
to the surface and various ca\dties of the body. These elec- 
trodes are of two general varieties — plain and insulated. The plain 
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electrodes, as shown in Fig. 34, are designed to fit the particular 
parts for which they are intended, and consist of a single wall of 
glass. The current enters the electrode from the metal thimble 
on the universal handle, and passes through its vacuum and into 
the patient throughout the contact of the electrode. The varieties 
in general use are: 1, body; 2, vaginal; 3, rectal; 4, laryngeal; 







Fig. 84. — High-frequency glass vacuum electrodes. 1, body; 2, vaginal; 3, rectal; 4, laryn- 
geal ; 5, urethral ; 6, nasal ; 7, universal handle. 



5, urethral ; 6, nasal ; 7, universal handle. The insulated variety has 
a decided advantage over the plain in that the high-frequency dis- 
charges are carried directly to the particular parts to be treated, 
and are not dissipated throughout the whole length of the elec- 
trode. 

Fig. 35 represents the vaginal and rectal of the insulated variety. 
It is practically two tubes, the inner one of which is exhausted, 
while the outer one is at the pressure of the atmosphere. The 
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high-frequency discharges are carried to the distal end A, where 
they enter the tissues of the patient as in the plain variety. On 
account of the delicate structure of the insulated vacuum electrodes, 





Fig. 35. — Insulated glass vacuum electrodes. 1, vaginal, ; 2, rectal. 

they are frequently broken at B when using heavy currents. When 
these electrodes are new, they should be used for some time with 
very weak currents until the glass becomes annealed and capable 
of carrying stronger currents. 

The body condenser electrode is a glass vacuum electrode, with 
a pole or disk sealed in the wall, as shown in Fig. 36. This elec- 




Fig. 36. — Body vacuum electrode. 



trode is made in sets of three, the first having a low red vacuum, 
the second a white vacuum, and the third an x-ray vacuum. The 
low vacuum is indicated where a current of a sedative nature is 
required — the relief of acute congestion, inflammation, pain, and 
an increase of nutrition. The second is indicated in low chronic 
conditions, where the vital resistance is below normal, including 
several forms of nervous and skin diseases. The third, or high 
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vacuum tube, combines the destructive effects of the x-ray with the 
active stimulating effects of the Tesla currents, and may be most 
effectively used in the treatment of the various forms of malig- 
nant disease. The vacuum electrodes may be used with the static 
machine as well as with the induction coil. They may be connected 
directly with the prime conductor by means of a wire or chain, or 
some form of resonator or coil may be used to increase the fre- 
quency. When the electrodes are connected directly with the 
prime conductor of the static machine, it would be called a low- 
frequency modality. While comparatively high, it would be low 
indeed when compared with the discharge from the Oudin reso- 
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nator. The technic for the therapeutic application of vacuum 
tube modalities will be fully dealt with under the proper heading. 

The autoconduction cage (Fig. 37) is made in several styles, 
only one of which is shown here. The patient is allowed to recline 
upon a couch that is surrounded by a large coil of wire or solenoid. 
This solenoid acts as an immense electromagnet, passing lines of 
force through the patient's body from the south to the north pole, 
yet producing no appreciable sensation whatever in the patient. 

The author is not very favorably impressed with this method 
of treatment, and will devote very little space to it. Where this 
modality could be used, the author would recommend the autoeon- 
densatioD couch aa being far superior in every particular. 



CHAPTER V. 

CONTROLLING AND MEASURING APPARATUS. 

Without exact methods of controlling and measuring the differ- 
ent electric currents, we would be unable to use them as therapeutic 
measures with any degree of certainty. If successful in a given 
case, the dose or current strength could not be recorded because 
unknown, and results could not be duplicated. No one chapter 
in electro-physics is more important or should be more carefully 
studied. It will not be possible to describe or illustrate every kind 
of controlling device on the market, and it will be suflScient to ex- 
plain the principle on which they are all built. A small volume 
might be devoted to this subject alone, but the student is inter- 
ested only in that which he expects to use. Those who wish further 
information on the subject should procure the international text- 
books on electro-therapeutics, in which the subject is exhaustively 
treated. 

CONTROLLING DEVICES. 

It has been stated that forty cells are necessary to operate a 
wall plate, but it must not be supposed that the entire output of all 
the cells is to be used at once. The output of an average cell is 1% 
volts, with a rate of current flow of Yo ampere. When connected 
in series, a battery of 40 cells will furnish a pressure (EMF) of 60 
volts, with the same rate of current flow furnished by one cell, ^ 
ampere. The rate of current flow in a circuit is in inverse ratio 
to its resistance — i. e., the current decreases as the resistance in- 
creases. 

The resistance of the tissues of which the body is composed varies 

greatly. The strength of the current and the size of the electrode 

are determined by the resistance of the parts treated and the effects 

to be produced. Since resistance in a circuit controls the strength 

of the current passing through the circuit, it stands to reason that 

by introducing an external resistance in the circuit the current 

may be increased or decreased to any strength desired. The con- 
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trolling device generally used consists of an adjustable coil of high 
resistance wire, generally German silver. The original method of 
controlling battery current was by means of cell selectors, a device 
that enabled the operator to select one or more cells from the 
group of forty. This method had its advantages and disadvan- 
tages; for instance, it gave a perfect control over the voltage, but 
did not change the amperage in the circuit, and it was impossible 
to increase or decrease the current with a smoothness so necessary 
in the treatment of delicate tissues or sensitive patients. A re- 
sistance coil arranged to control electric currents is called a rheo- 
stat, and will be illustrated and fully described. 
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Fig. 88. — Simple rheostat. 



After the rheostat came the measuring device or ammeter, which 
measures the current in amperes. A current rate of 1 ampere is 
seldom required in the treatment of diseased conditions. It was 
necessary, therefore, to subdivide the ampere into a thousand parts, 
each of which is called a milliampere. The apparatus used for 
measuring these delicate currents is called a milliamperemeter, and 
should be a part of every wall plate or galvanic equipment. 

Bheostat. — We will consider only one kind of resistance ma- 
terial — that of German silver wire. The wire may be wound in a 
straight coil, or the coil may be bent into a circle or made in the 
shape of a horseshoe. Fig. 38 is a diagrammatic drawing of the 
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simplest form of series rheostat. We will assume that the battery 
B has an EMF of 60 volts. The rheostat K has a resistance of 
3,000 ohms, a connects the negative terminal of the battery to the 
resistance coil B, The contact shoe H is made to slide on the rod S 
so that it can be brought in contact with any single wire on B. As 
the shoe now stands, no current can get into the resistance coil B. 
It is allowed to pass on to the external circuit and through coil P, 
which is made to represent the patient, and on through conductor 
b and back to battery B, When the shoe 11 is moved to the other 
end of the coil R, the whole resistance of the coil R is in the cir- 
cuit and the patient P will get the least possible part of the current. 
From this arrangement it will be seen that any strength of current 
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Fig. 39. — Shunt rheostat. 

may be carried to the patient by moving the shoe 11 on the coil R 
so as to bring as few or many coils of the rheostat into the circuit 
as the case may require. Should the resistance of P be the same 
as the rheostat R, 3,000 ohms, it would not be necessary to move 
the shoe // from its first position, but, when the patient's resistance 
falls, the rheostat will not only be a great convenience, but an ab- 
solute necessity. 

Where batteries are used, the series form of rheostat will answer 
all purposes, but when the current is taken from the commercial cir- 
cuit, to guard against a possible ** short ^' on the main line, a shunted 
rheostat (Fig. 39) should always be used. This form of rheostat 
differs from the series variety in that the resistance coil R is in 
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metallic contact with a and 6, When the patient P is connected 
in such a circuit, should the mains become "shorted" with a high- 
pressure current, the bulk of the charge would be short-circuited 
through the resistance coil R and the patient P would not be 
harmed. The series rheostat may be made something like Pig. 40. 
The lever or arm takes the place of the sliding shoe H in the former 
illustration. The German silver wire rheostats are far more reli- 
able than the old graphite type, which gave very good service when 
new ; but, since it was impossible to prevent the graphite from wear- 
ing unevenly, the resistance became correspondingly uneven and the 
current unreliable. The graphite rheostat, because of the objec- 
tions mentioned, has been generally discarded for the more reliable 
German silver variety. Whatever form is selected, it should be 




well made, controlling the current from zero to the full output of 
the machine. A rheostat that will allow the current to come on 
unevenly or by jerks is dangerous, and should never be used for 
any purpose. There are several good machines on the market, and 
there is no excuse for using defective apparatus. 

The rheostat shown in Fig. 40 is made of small German silver 
wire carefully wound about a nonconducting hoop, each turn being 
carefully insulated from its fellow, and offering a high degree of re- 
sistance to the passage of the current. The coil is well inclosed by 
a metal case that thoroughly protects it from dust and dirt. The 
arm supporting the contact shoe moves easily around the circuit, 
allowing the resistance to be changed in such small quantities as 
to be entirely free from unpleasant sensations. 
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SWITCH-BOAXD. 

The electric switch-board ased by the pfaysieian is iisnally called 
a wall or table plate. It usually contains a milliampcremeter, 
rheostat, rheotome, faradic coll, current selectors, pole cfaangers, 




binding posts, etc., and it may be arranged for the cautery and sin- 
usoidal currents. Pig. 45 is a simple diagram of a physician's 
switch-board or wall plate. A is the niilliamperemeter ; B, rheo- 
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stat; C, rheotome; D, faradic coil; E, current selectors; F, pole 
changer; G, binding posts for electrodes. 

No one should attempt to use a wall plate until perfectly familiar 
with every switch and current, and the physician should know 
just what the apparatus will do and how to make it do it. 

There are no two makes of plates exactly alike in their arrange- 
ment, though in principle they are the same. When one design 
has been thoroughly mastered, all others will be easy. 

GTTBRENT SELECTORS AND POLE CHANGERS. 

Current Selectors. — Most galvanic and faradic equipments are 
assembled on a board or marble plate, and have a pair of binding 
posts in common for the different currents. In Pig. 43 the double 
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Fig. 43. — Current selector. 



switch A is on contacts 1 and 2, which are connected to the battery 
conductors a and 6. When the current from the faradic coil T is 
used, the switch A is moved to the right and placed on contacts 3 
and 4y which are connected by conductors c and d to the sec- 
ondary of coil T, N and M are in metallic contact with binding 
posts S and 81. 

Pole Changers. — It is frequently necessary to change the poles 
a number of times in giving some forms of galvanic electricity. It 
would often be very inconvenient to change the electrodes every 
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time a change of polarity is desired. A switch similar to the cur- 
rent selector is used, as shown in Fig. 44. If the illustration is 
studied, it will be clearly seen that the polarity of S and Si may be 




Fig. 44. — Pole changer. 

changed by moving switch A from contacts 1 and 2 to 3 and 4, 
The pole changer on the modem wall i)late is sometimes in the 
form of a double knife switch. 



DEVICES FOR MEASURING THE GTTRRENT. 

Ammeters and Voltmeters. — The advent of the ammeter and 
milliamperemeter marks the most important stage in the evolution of 
electro-therapeutics — the passing from the unknown to the known. 
In the earlier days, when there were no methods of measurement, 
the dose could be only guessed at. Muscular reaction could be ob- 
served, but fine distinctions between the strength of the current 
and muscular tone in the reaction of degeneration could not be 
made, and a paralysis might progress or improve for some time be- 
fore the changes would be manifested in the condition of the pa- 
tient. 

The ammeter and voltmeter are used to measure the strength 
and pressure of the current in a commercial lighting circuit. A 
milliamperemeter is used to measure the current passing from the 
table or wall plate to the patient, and the scale is calibrated in 
thousandths of an ampere. The three instruments are made on the 
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same principle, and depend for their action upon the electromag- 
netic influence of different-sized coila of wire on a magnetic needle, 
which is delicately jeweled and made to move over a carefully cali- 




Tig, 42. — Mi1liamperenie(«r. 



brated scale, which indicates the pressure or current strength, as 
the case may be. 

Oonstraction and Operation of the Ammeter. — If several turns 
of insulated copper wire are passed around a delicate galvanometer, 
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SO that the turns will be parallel with the needle when at rest, and 
a galvanic current passed through the coil, the needle will be de- 
flected in proportion to the strength of the current going through 
the coil ; if the current is strong enough, the needle will take a po- 
sition at right angles to the coil, proving that the coil is temporarily 
made a magnet, with a distinct north and south pole, which attracts 
the needle the same as an ordinary magnet. When the galvanom- 
eter is made to move over a scale, the amount of deflection can be 
read and recorded, as the same amount of current will cause the 
same deflection of the needle. The ammeter is wound with a low 
resistance, and is placed in series with the circuit. It is calibrated 
in amperes (Fig. 41). The voltmeter differs from the ammeter in 
having a coil of very high resistance, and is placed in parallel with 
the battery or source of current. On account of the high resist- 
ance, very little of the current passes through the coil of the in- 
strument. The pressure of the current is read in volts. 

The voltmeter is seldom used by the physician, and then only to 
measure the pressure of the current going to the primary of an x-ray 
coil. The ammeter is seldom used, while the milliamperemeter 
(Fig. 42) should be a part of every galvanic apparatus, and is, there- 
fore, indispensable. To be of service, a milliamperemeter must 
register accurately and quickly, the needle coming to a sudden stop 
the instant the rheostat is stopped. If a milliamperemeter is found 
to be defective, it should not be used, but returned to the manu- 
facturers for the necessary repairs. Every portable galvanic bat- 
tery should have a reliable milliamperemeter, and no treatment, 
however trivial, should be attempted without it When not in 
use, the milliamperemeter should be cut out of the circuit by 
means of the switch provided for that purpose. This precaution 
may prevent an occasional burnout in the coil of the instrument. 



CONDUCTING CORDS AND ELECTRODES. 

Conducting Cords. — These should be made of several strands of 
small wire, well insulated, about 6 feet long and provided with uni- 
versal tips. For convenience, they should be of different colors — 
i. e., one of red and one of blue. The imiversal tips should be se- 
curely fastened on the ends of the wires and kept well screwed up, 
as otherwise the current may at times be broken, causing a shock 



<X)NTROLLING AND MEASURING APPARATUS 79 

to the patient. Should the fine strands of wire of which the cords 
are composed become broken, the cords should be discarded for new 
ones. 

Electrodes. — Thus far we have considered only metallic conduc- 
tors. When electric currents are applied to the human body, the 
particular part of the tissues treated becomes a part of the circuit 
It is, therefore, an important question how best to connect the cur- 
rent with the body, since it offers no metallic connections. The 
dry skin offers so much resistance to galvanism that it is next to 
impossible to pass a current through it from a dry electrode. So- 
lutions of bicarbonate of soda or chlorid of sodium offer very little 
resistance to the passage of an electric current when used with 
properly prepared electrodes. 

An electrode is a device used for the purpose of connecting the 
conducting cords from the wall plate or other apparatus to the body 
of the patient. They are made in various shapes and of various 
materials, depending upon the purpose for which they are to be 
used. 

Metallic Electrodes. — ^Most electrodes are of metal, which may 
be used bare or covered. The bare electrodes are used in direct con- 
tact with the tissues when a cautery effect (electrolysis), or a 
deposit in the tissues of metallic particles of which the electrode is 
composed (cataphoresis), is desired, etc. Bare electrodes are indi- 
cated in the removal of superfluous hair, small growths, treatment 
of cancer, dissolution of strictures of the mucous tracts, and in the 
treatment of many uterine diseases, etc., all of which will be care- 
fully explained in the proper place. 

For surface work, the electrodes are generally covered with some 
easily sterilizable absorbent material, the best of which is probably 
absorbent cotton, which should always be soaked in a solution of 
bicarbonate of soda. This solution softens the cuticle and makes an 
excellent contact between the tissues and the metallic circuit. Care 
must be taken that the metal plate, ball, or disk of the electrode is 
thoroughly covered with the cotton, as otherwise a burn will be 
the result of the metals coming in contact with the moist skin. 
Such cotton coverings may be sterilized and used a number of 
times, or new ones may be used at each application. 

Since two electrodes are used in every galvanic, faradic, or sinu- 
soidal application, they are distinguished as active and indifferent 
electrodes. The indifferent is so named because it often makes no 



80 PRACTICAL ELECTRO-THERAPEUTICS AND X-RAY THERAPY 

material difference where it is placed. It is the larger of the two, 
and generally consists of a piece of brass or block tin 4 by 6 inches 
or larger, well covered with a thick layer of thoroughly wetted 
cotton or other spongy material. This electrode may be placed 
anywhere over the spine, or upon the chest or abdomen. The ac- 
tive or small electrode will measure from 2 to ^4 i^ch in diameter. 
It may be used bare or covered, in the same manner as the other 
electrode. It is called the active electrode because it is brought 
near to or in direct contact with the parts to be treated. The 
methods of carrying different substances into the tissues will be 
thoroughly explained under phoresis. 

H7DR0ELECTBIG BATHS. 

Because of the great difficulty in using these modalities, the 
hydroelectric baths are seldom used outside of sanitariums and well- 
appointed bath houses. If properly understood and rightly con- 
ducted, much good may come from such methods. 

The water, acting as a shunt, will, when its resistance is very 
low, carry most of the current around the patient's body, while, 
on the other hand, if the resistance of the water is very high, the 
greater part of the current will go through the patient's body. 
When the current is supplied from the commercial lighting mains, 
the bath must be in shunt with the main feed wires, with ample 
fuse protection to prevent a possible accident with high-pressure 
currents. 

Construction of the Bath Tub. — Tubs used for the purpose of 
giving hydroelectric baths must be made of nonconducting material, 
as otherwise the current will pass through the conducting ma- 
terial of the tub and the patient will feel nothing. 

Fig. 46 shows the general arrangement of the tub and the elec- 
trodes. Note that the tub is insulated from the sewer connections. 

Monopolar and Bipolar Methods. — In the monopolar method the 
electrode (active) is applied to the body external to the water, the 
water acting as the indifferent electrode, carrying the current to 
the metallic electrode, which is submerged in the water. With this 
method of application the body carries the whole current, which 
enters the body through the active electrode in a concentrated form, 
the density depending upon the size of the electrode, and emerges 
from the body throughout the distribution of the water. In the 
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bipolar bath the body is not in direct contact with either pole, 
though both poles are in the water. Here the body receives only 
a portion of the current as it passes through the water. The larger 
the patient's body and the closer it is placed to the negative elec- 
trode, the more current it will be likely to receive. 




Kig. 46. — Hydroelectric bnth tub. 



Varieties of Currents Used for Hydroelectric Baths. — The di- 
rect, alternating, and faradic currents are used in giving the hydro- 
electric bath, each of which has its i)articular field of usefulness. 
We believe these currents are particularly valuable, and should be 
used much more than they are today, but the great amount of 
expense necessary to equip and maintain such an outfit puts it be- 
yond the possession of the average electro-therapist. It is -only a 
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question of time when all well-equipped sanitariums will inatall 
a complete hydroelectric bath for the treatment of the many dis- 
eases for which it is peculiarly adapted. 

The author can not close this section without sounding a word 
of warning to users of the hydroelectric bath where the current is 
derived from the commercial lighting circuit. The wiring should 
be so perfectly done that a "short" with a high voltage current is 
impossible. No one should be allowed to operate such an outfit 
until he is thoroughly familiar with the nature of the different 
currents — their possibilities and probabilities. 



DYNAMOS AND MOTOBS. 

Dynamos.^ — ^Thus far we have studied only currents that are the 
result of chemical action— currents started by cells — galvanic bat- 
teries. We will now consider currents that are the result of 
mechamcal energy and the apparatus that generates them — the 
dynamo electric machine — which for mast purposes furnishes a cur- 
rent far more practical and economical than the battery. 




If the lessons in magnetism and electromagnetism have been 
closely studied, the operation of the dynamo and motor will be 
easily understood. When a wire conductor is moved through a 
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magnetic field, a current is started in the conductor. The direc- 
tion of this induced current will depend upon the direction of the 
lines of force and the direction in which the conductor cuts the lines 
of force. In Fig. 47, 1 is a horseshoe magnet, with lines of magnetic 
force passing from the north pole N to the south pole S, as indi- 
cated by the arrows. If a wire conductor B is allowed to pass 
upward between the poles N and iSf, across the lines of force, a cur- 
rent wilt be started (induced) in conductor B in the direction of 
the arrow. If the conductor is turned downward, cutting the linea 
of force in a downward direction (1), the induced current in the con- 




Fig. 48.— AItt 



duetor B will be reversed and will flow in a direction opposite to 
the current induced in the conductor during an upward motion. 
This change in direction of the current in a conductor when cut- 
ting lines of force in opposite direction produces in the conductor 
what is known as an alternating current. The stronger the mag- 
netic field, the stronger will be the induced current in the con- 
ductor. A single conductor cutting lines of magnetic force would, 
at beat, start a very weak current in the conductor. Like the in- 
duction coil, the current may be increased by increasing the con- 
ductors in the magnetic field. In Fig. 48 the conductor has been 
bent into a number of coils, and made to revolve between the poles 
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of a magnet N and S in such a way that conductor B is cutting 
lines of force in a downward direction and conductor C is cut- 
ting lines of force in an upward direction, with an induced current 
in B and C in the direction of the arrows. When the conductor is 
coiled about a revolving iron core, it forms what is called an arma- 
ture. When this armature is rotated between the poles of a mag- 
net, each coil of wire will cut lines of magnetic force, which in turn 
induce currents in the conductor or coils of wire that flow in the 
same direction as the currents in the single coil of wire illustrated 
in Fig. 48. The output of the whole coil or armature will be a 
current the strength of which is the product of the current in one 
coil of wire multiplied by the number of coils on the armature. 
For the purpose of conducting the current away from the dynamo, 
two rings or wheels, well insulated from each other, are placed on 
the armature shaft. Pieces of copper 1 and 2, called brushes, are 




Fig. 49. — Sine or cycle of the alternating current. 

placed in such a position that they rub against the rings a and al, 
and act as conductors from the coils of the armature to the external 
circuit. On one end of the armature shaft a wheel b is placed for 
the purpose of operating the armature from some source of power, 
which may be steam, gasoline, or electric. The current from such 
a generator is a truly alternating current, as indicated in Fig. 49. 
Compare the curves, rise and fall, in the current with the positions 
of the conductor in Fig. 49. When the conductors B and C are 
opposite N and S, they are cutting the maximum lines of force. 
The rise above the zero line at 1 and 3 is due to the conductor cut- 
ting lines of force at the north pole N of the magnet, and the curves 
2 and i below the zero line are due to the conductor cutting lines 
of force at the south pole 8, A complete revolution of the coil 
(armature) produces a rise above and a like fall below the zero 
line, as shown in curves 1 and 2, and is called a cycle or sine. The 
strength of the current and the rapidity of these changes depend 
upon the rate at which the armature is made to revolve, and it is 
estimated in cycles per second. 
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The current from the alternating current dynamo is not so well 
adapted to the physician's wants as that from a direct current 
dynamo. The only place where the alternating current is superior 
is in heating the electrocautery and producing the sinusoidal cur- 
rent, which can be had only from an alternating current generator. 
The direct current dynamo is wound with many coils, the free ends 
of which are connected to copper segments, placed around one end 
of the armature core, but insulated from it, as well as each segment 
from its fellow. These segments, taken together, are called a com- 
mutator, because they commute the current and deliver it to the 
brushes and the external circuit as a unidirectional current, the 
same as from the batteries. 

The alternating current is described as a 60- or 133-cycle, with 
110- to 500-volt pressure. The 60-cycle 110-volt current is the 
ideal alternating current for operating the x-ray coil, the cautery, 
and delivering the sinusoidal current. The direct current may have 
a pressure of 110 to 500 volts. The 110-volt current (DC) is ideal 
for use in a physician's ofRce. The 220- volt current may be used, 
but is inferior to the 110. The 110-volt direct current will operate 
the wall plate, x-ray coil, all sizes of motors, etc. It is the only 
current that will successfully operate the mercury interrupter, 
which is indispensable in doing therapeutic work with the x-ray 
coil. The mode of construction and operation of alternating and 
direct current motors is the same as the dynamos, and need not be 
described here. 

In describing the various apparatus for the physician's use, the 
particular currents by which they are to be operated will be men- 
tioned in each instance. It must be understood that each piece of 
electric apparatus is built for a particular current, and will not 
work on any other. In buying machinery where but one current 
is available, this fact must always be mentioned with the order. 
If the current is alternating, the number of cycles and the voltage 
must be known; if direct, the voltage must be known. Liquid 
rectifiers are sometimes used to change the alternating to a uni- 
directional or direct current. 



CHAPTER VI. 

X-RAY APPARATUS. 

The laity, as well as a majority of the physicians frmn the coun- 
try districts and the sections where large induction eoils are rare, 
have learned to associate the idea of the x-ray with the static ma- 
chine. As an x-ray generator the static nmchine can in no way 
be compared with the modern coil; but, since the coil can not be 
Buceessfully used except where the commercial (dynamo) electric 
current is to be bad, it is out of the question in rural districts and 
small towns without a liglit plant. In these isolated districts the 




enterprising physician may generate his own currents from a 
dynamo ojierated by a gasoline engine, or water or steam power. 
These small independent light plauts should always be of the 110- 
volt direct current. An 8- to lO-ampere dj-namo can be pulled 
by an 8- to lO-horae power engine. The current furnished by a 
dynamo of this size will be ample to operate an x-ray coil, motors, 
wall plate, pumps, etc., and, when necessary, light the office and 
home of the physician when near. 
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Fig. 50 shows a modem equipmeat for a small lighting plant 
that will meet all of the requirements in the physician's office. 
The cost of installing such a plant is not very great, and the cost 
of maintaining and operating is very little compared with the 
amount of service it will render. 

Excluding the commercial or private lighting plant, the hand 
or mechanically operated static machine is the only hope for an 
x-ray generator. The static machine for skiagraphie purposes is 
greatly inferior to the induction coil, but the author would not on 
this account discourage enterprising physicians living in country 
districts from using a good static machine where it would be of 




Fig. St. — StKlIc machine {Haiti tyije). 

diagnostic or therapeutic value. A well-built static machine, kept 
in perfect repair, besides being of great value as a therapeutic 
agent, will produce x-rays sufficiently powerful to skiagraph the 
extremities, and in thin subjects will often give a very good pic- 
ture of the other parts of the body. In the x-ray treatment of skin 
diseases the static machine will give most excellent results as a 
generator. 

Pig. 51 is a modern static machine of the Holtz type, sometimes 
called the induction machine. This machine, though very sensi- 
tive to moisture, will, when properly cared for, give excellent satis- 
faction in most climates. 
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Fig. 52 illufilrates Ihe Toepler-Holtz or coinpoiind variety of 
static niadiiue. These inncliines are largely used because they are 
lower in price. It' well built, this type of machine will give excel- 
lent service for a number of years, Aa a rule, however, the cases 
are not so well built as in the Iloltz machines, and un thin account 




FiB. 52,— Com I 



it ia more difficult to keep thera dry uji the inside. A static ma- 
chine, for all-around work, should not have ninre Ihnn twelve re- 
volving plates or less than ten. The author haa been using a 
10-plate Holtz machine for a number of years, and has found it 
Bufiicieutly large in most cases. It is uoliced that a static machine 
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will deliver a much stronger current on some days than on others. 
This is due to the fact that moisture decreases the resistance of the 
atmosphere, and on damp days there is a leakage to the atmosphere 
around the machine and particularly from the patient, making it 
next to impossible to condense any current on the patient's body, 
while on dry, cool days the current is much stronger. Static ma- 
chines do very poor x-ray work when the weather is very wet and 
damp. If the weather is cold, a good fire in the room may suffi- 
ciently dry it out ; otherwise it will be necessary to wait until the 
weather clears up before the machine can be operated to its full 
capacity. Moisture, either outside or inside of a static machine, 
seems to be its greatest enemy, and is about the sum total of our 
electrical troubles. For removing the moisture from the inside of 
the case, a number of dryers have been recommended from time 
to time, but the best that the author has tried is commercial caustic 
potash (concentrated lye), sold at about 10 cents per can at all 
grocery stores. Procure four clean glass bowls that hold at least 
a pint. Place in each bowl one-half the contents of a can of potash, 
put a bowl in each of the four corners of the machine, close the 
doors as tightly as possible, and let the machine alone for a few 
hours, when it will be dry. If the machine is a Holtz, it will be 
necessary to place an extra bowl in the Wimshurst, or small com- 
partment where the small friction or charging machine is placed. 
After a time the potash liquefies and will take up no more water, 
when the bowls must be taken out, emptied, washed, and dried, and 
new potash placed in them as before. By this means the machine 
may be kept thoroughly dry and delivering a good spark three 
hundred and sixty-five days in the year, one year after another. 

At the time of the discovery of the x-ray there were only a few 
ordinary static machines in this country, and they were in the 
larger cities and mostly in the hands of quacks and fakers. At 
that time the literature on the use of the static machine could be 
carried in the vest pocket. With the advent of the x-ray, how- 
ever, the static machine received an impetus. For a long time it 
was the only means of exciting the Crookes tube, and enterprising 
manufacturers led the physicians to believe that all they needed 
was a static machine, tube, and fluoroscope, and that they could 
easily make their patients transparent from head to foot. The 
people got the same idea, and the graft spread on the heels of the 
new discovery, and has not entirely disappeared from some lo- 
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calities where fake newspaper advertising is eagerly read and 
blindly patronized. 

To be of service, a static machine should deliver a spark from 10 
to 12 inches in length — i. e., when the prime conductors are 10 to 
12 inches apart sparks should freely pass across the air gap between 
them, going from the negative to the positive conductor. When 
working at its best, a static machine can produce a spark in length 
equal to only one-half the diameter of the revolving plates. The 
static machine has some advantages over the coil, one of which is 
its ability to generate an electric current independent of any other 
apparatus. The static machine may be operated by hand or any 
other power, but unquestionably the only ideal power is the electric 
motor. 

With all the disadvantages that daily confront the country physi- 
cian, he is often able, with very inferior apparatus, to produce 
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Fig. 53. — Diagrammatic view of the secondary of an x-ray coil. 

results that makes the city physician wonder how he did it. It is 
easy to do good therapeutic work with a static machine when kept 
in perfect repair, and some passable skiagraphic work may be done, 
but, if skiagraphic work is to be a strong feature, the induction 
coil is indispensable. The x-ray coil is built on the same principle 
as the faradic coil described in Fig. 22. The main difference is in 
the way the secondary is wound, which is made into a number of 
spools in series in place of one. This method of winding the 
secondary will greatly simplify their repair should one of the 
spools burn out. 

X-ray coils are built in several sizes, which are indicated by 
spark lengths. They come in 8, 12, 16, 18, 20, 22, and 24 inches. 
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The primary and secondary should be so tuned to each other that 
the current delivered from the terminals of the secondary coil will 
energize a Crookes tube to its full capacity for thirty seconds with- 
out overheating it. Few coils seem to be constructed with this idea 
in view. Fig. 53 gives a diagrammatic view of the secondary of 
an x-ray coil, showing the arrangement of the spools on the insu- 
lated primary coil. The number of these thin secondary spools 
will depend upon the size of the coil or the length of its spark 
gap. The ordinary ribbon vibrator used on small faradic coils 
will not give satisfaction as an interrupter for an x-ray coil. 

The electrolytic interrupter (Fig. 54) may be used for the pur- 
r>ose of interrupting any current, no matter what the voltage, and 
it is the only interrupter that can be used with the alternating 
current. It consists of a jar about two-thirds full of a solution 
of sulphuric acid and water. The amount of acid in the solution 
will depend upon the particular current used and the resistance 
in the primary coil. The following formulas will answer as a 
guide for preparing the solution for the electrolytic interrupter 
when used for the various currents in general use. The more acid, 
the stronger will be the current. 

FOR 110- VOLT DIRECT CURRENT. 

Sulphuric acid (commercial ) 1 part. 

Distilled water 7 parts. 

FOR 220-VOLT DIRECT CURRENT. 

Sulphuric acid (commercial) 1 part. 

Distilled water 10 parts. 

FOR 110- VOLT 6Q-0YCLE ALTERNATING CURRENT. 

Sulphuric acid 1 part. 

Distilled water 3 parts. 

FOR 104 TO 110-VOLT 25- TO 133-CYCLE ALTERNATING CURRENT. 

Sulphuric acid (commercial) 1 part. 

Distilled water 2 parts. 

The above proportions are by measure and not by weight. The 
solutions should not be mixed in the glass jar because the intense 
heat generated by the combination of the water and acid is liable 
to break it. Always add the acid to the water. Earthen jars are 
now being supplied by some manufacturers. These are stronger, 



irZ I'RACTICAL ELECTK< I-THERAPK1;TICS AND X-RAY TUKRAl'Y 

and there is no dany;er of the heat from the mixture breaking them. 
The above formulas are ouly a|i])rosimate, and manufacturers of 
the various coils and interrupters ■nill provide detailed instructions 




for making the electrolytic solution. "While the electrolytic inter- 
rupter may be used with any current, it gives the best satisfaction 
with the llO-volt direct and the 110-volt 60-eyele alternating. The 
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The mercury interrupter (Fig. 55) can be used only with the 
direct current, and will give its best service with the 110-volt 
direct. It is the ideal interrupter where weak current and long 
exposure are needed. In giving therapeutic applications, as in 
the treatment of cancer, etc., the mercury interrupter should be 
used when poasible. If much therapeutic work is to be done, a 
mercury interrupter is indispensable, and no other interrupter is 
so economical when the tube bill is considered. The mercury will 
after a time become amalgamated, clogging the machine and stop- 
ping the current. It is necessary to empty the contents of the 
interrupter into a pan, hum off the oil, and strain the mercury 




Pig. 56. — Indoclion coil for direct and aUeTnitine 



through a cheese cloth to free it from the dirt. About five pounds 
of mercury are required in the interrupter at a time, and, if any 
is lost in the process of cleaning, more must be added. From 1 
quart to 3 pints of best kerosene oil is poured on the mercury. If 
too much oil is put on the mercury, the interrupter makes a rattling 
noise. If the oil Is allowed to get too low, strong currents going 
through the interrupter will generate and explode a gas. The 
remedy is to put in more oil. 

Pig. 56 illustrates a modem induction coil, fitted out with every 
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appliance necessary for doing excellent x-ray work of the most 
exacting character. It will be noticed that the coil is supplied 
with both electrolytic and mercury interrupters. When possible 
to use them, every coil should have both interrupters. As this 
equipment stands, it is intended for both the direct and alternating 
currents. 

ALTERNATINa CUBKENT COIL. 

The alternating current for commercial lighting is rapidly grow- 
ing in popularity, gradually crowding out the 110-volt direct cur- 
rent, thereby compelling x-ray operators to provide themselves with 




apparatus adapted to thut current. Pig. 57 illustrates a complete 
and modern equipment for the alternating current. This coil ia 
provided with a four-jar rectifier and electrolytic interrupter for 
skiagraphic work, and an antiacid interrupter and step-np trans- 
former for treatment work. This combination makes a very com- 
plete equipment for the physician who is, by circumstances, 
compelled to use the alternating current. This equipment is pro- 
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vided also with a high-frequency resonator of the Oudin type, 
placed above the coil, which greatly condenses the equipment, 
saving both space and time in operating. The three-bulb ventril 
tube, shown in this illustration, is a valuable addition to the equip- 
ment, as it chokes back the inverse current, prevents false rays in 
the tube, and greatly lengthens the life of the tube. 

The targe number of x-ray coils on the market is very confusing 
to the inexperienced buyer. Every maker claims that his is the 
best, and by the time the buyer has examined the various styles 
of coils he is so thoroughly confused that he is ready to give up in 



Most of the coils do fairly good work, but some are far better 




than others. The test of a good coil is the work it does, and no one 
should buy a coil until he is capable of judging that work. A 
eoil and tube that will make a good, clear picture through the 
head or pelvis of an adult in from five to ten seconds will meet 
all the requirementa of an x-ray eoil. A coil with a 16-inch spark 
gap will be as large as needed for the most exacting work. 

Quite an interest was taken for a time in portable x-ray eoils. 
These eoils are in reality only high-frequency transformers. Fig. 
58 is an example of this class of coils, and they are of particular 
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value in many ways. They are small and light, and may be taken 
in a buggy or auto to any home or institution where the direct 
or alternating currents can be had. While they are recommended 
for making skiagraphs of any part of the body, the author has 
never heen able to get a very clear hip picture even in an ordinary- 
siKcd subject. The portable coil that he has will do about the same 
class of skiagrjiphie work that a good static machine will do. A 




special double foeus tube must be provided for the portable coil, 
as the ordinary x-ray tube can not be used. 

The portable coil will undoubtedly be greatly improved, and, 
while it will never in any way take the place of the large special 
skiagraphic coil, it will be a necessary adjunct to the eriuipment 
of the skiagraphic specialist in eases that can not be moved to the 
laboratory. 
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Both in this country and Europe a large transformer as an x-ray 
generator is being favorably spo'ken of. It is claimed that it 
eliminates the inverse current and that tubes have a much longer 
life. It is also stated that it is particularly adapted to instan- 
taneous skiagraphic work. If these claims stand the test of time, 
the transformer will be a great boon to the skiagraphic specialist. 
Fig. 59 shows this transformer, which is built for either current 
and any voltage. The manufacturers claim that it requires little 
or no attention, and that quicker and better skiagraphic work can 
be done with it than with the induction coil. Even if all this is 
true, it will be some time before this machine will come into gen- 
eral use on account of the high price asked for it. 

The possessor of a good coil may have the high-frequency cur- 
rents by the addition of the Oudin resonator shown in Fig. 31, 
which is a type of the step-up transformer. The prime conductors 
of the coil are connected by means of conducting cords to the in- 
side coatings of the Leyden jars. The out-put of the resonator 
is regulated by the amount of current going to the primary of the 
coil, the length of spark gap in the resonator, and the number of 
turns of large wire on the resonator drum placed in circuit with 
the outside coating of the Leyden jars. Glass vacuum electrodes 
are generally used in the administration of high-frequency cur- 
rents. But one conducting cord is necessary, and it is attached 
to the binding-post on top of the drum of the resonator. 

Vacuum electrodes (Fig. 60) are made to fit all the cavities 
of the body. They are made in two varieties — the insulated and 
the noninsulated. The insulated cost more, but they are better 
because they carry the current directly to the particular parts 
where the full strengh of the current is needed. 

The autocondensation couch (Fig. 32) is operated from the high- 
frequency resonator by means of two conducting cords, one of 
which is connected with the binding-screw from the outside coat- 
ing of the Leyden jars and carried to the metallic plate on the 
couch. The other cord, from the other Leyden jar connection, isT 
generally held in the patient's hand. The metallic plate is covered 
with a very heavy insulating cushion, on which the patient is al- 
lowed to recline during a seance, which should last from ten to 
thirty minutes, and be repeated daily for some time, all of which 
will be fully discussed under the therapeutics of high-frequency 
currents. The autoconduction cage (Fig. 37) may have some ther- 
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apeutic indications, but is in no way superior to the autoconden- 
sation couch. The reader will probably notice what may appear 
to him an unnecessary repetition in this chapter, but, since high- 
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Fig. 60. — Both types of high-frequency glass vacuum electrodes. 1, body; 2, vaginal, non- 
insulated; 3, rectum, noninsulated; 4, vaginal, insulated; 5, rectum, insulated. 

frequency apparatus and modalities are so little understood, the 
author has made these repetitions for the purpose of popularizing 
this feature and bringing it into general use. 



X-BAT TUBES. 

The Crookes, or x-ray, tubes arc probably less understood than 
any other part of the equipment. When new, these tubes have 
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a vacuum of about one-millionth of an atmosphere. The vacuum 
increases as the tube is used until a point is reached where it will 
carry no more current. A certain amount of air in the tube is 
necessary to carry the cathode rays. When the proportion of air 
is just right, the tube will be working at its best. Tubes are gen- 
erally spoken of as being low, medium, and high, each having its 
own particular -field of usefulness. Low vacuum tubes contain, 
comparatively, a considerable amount of air, which checks to some 
extent the speed of the cathode rays, though greatly increasing 
their volume. Since a low vacuum tube will carry more cathode 
rays, but with less velocity, the impact against the target will not 
be so sudden, and the resulting x-rays, though large in volume, 
will not have the velocity to reach to great distances. From this fact 
it is easily understood that low vacuum tubes, though giving off 
a large quantity of x-rays, have little power of penetration, the 
slow, weak rays being absorbed on the surface of objects with which 
they come in contact. This accounts for the fact that a low vacuum 
tube will produce the most dangerous burns in surface structures, 
because they are slow and easily absorbed, and rich in chemical 
rays. Great care should be exercised in the use of such tubes in 
order to prevent disastrous burns. Tubes of this kind are valu- 
able in the treatment of chronic and malignant skin lesions. Low 
vacuum tubes can not be used for skiagraphic work, except in the 
thin parts of the extremities, and then it requires a comparatively 
long exposure. 

Medium vacuum tubes have a higher vacuum, and may be used 
for treating the deeper structures and skiagraphing all parts, ex- 
cept the deeper structures. Medium tubes are not so apt to burn 
the tissues, but, when such burns do occur, they are deeper and 
of a very chronic nature, lasting over many months and even years, 
if, in fact, they ever get well. High vacuum tubes contain a very 
small amount of air, and consequently conduct the cathode rays 
with the greatest possible velocity, giving off in turn x-rays of 
the most penetrating character. Tubes of this kind require very 
strong coil currents to energize them, and are valuable only for 
skiagraphic work and for the treatment of very deep-seated 
growths. High vacuum tubes are less likely to burn the tissues 
than the low or medium variety, but it must be remembered that 
it is not impossible, even with these tubes, to produce a bum in 
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some tissues where the blood supply is poor or the blood im- 
poverished. 

Fig. 61 is a diagrammatic representation o£ a modern heavy coil 
x-ray tube. This illustration should be carefully studied until the 
student is familiar with all the different parts of the x-ray tube. 
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Tubes are of various sizes and of two general kinds — regulating 
and nonregulating — which may be further subdivided into high- 
frequency, coil, and static tubes At first the tubes were nearly 




all of the nonregulating type (Fig. 62). These tubes were not 
stable, for the vacuum was continually rising, imtil it became so 
high that currents could no longer be forced through them. By 
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baking them, it was possible to lower the vacuum for a time, but it 
was impossible to control them to any degree. They are no longer 
used as coil tubes, but in some localities static machine workers are 
using them to a considerable extent — mainly because they are very 
cheap in first cost, a practice that is the poorest kind of economy. 
Since good tubes are of the greatest importance, no pains or ex- 
pense should be spared to procure and keep in perfect working 
order the very best tubes that skill can make and money can buy. 
The author has tried almost every tube that has been put on the 
market, and the experience has been costly in both time and money. 
The modem self -regulating tubes (Fig. 63) are far superior to 
the nonregulating variety, and should be used exclusively. The 
auxiliary tube on the side at A contains a chemical salt which, 




Fig. 63. — Modem self-regulating x-ray tube. 

when heated, gives off a gas that enters the main tube and lowers 
the vacuum to a point where the current will pass through it. The 
tube is connected to the coil or static machine in the usual way. 
If the vacuum is too high for the current to pass through it, sparks 
will jump across between the wire B and C until enough gas has 
been liberated from the salt in A to lower the vacuum in the main 
tube to such a degree that it will admit the current through it, when 
it will light up. The vacuum may be held at this point indefinitely 
if the current through the main tube is not too strong to overheat 
it. Very strong currents must not be forced through the auxiliary 
tube while lowering it, for fear of overheating and breaking the 
glass. 

Pig. 64 is a type of high-frequency tube intended only for the 
transformer or high-frequency x-ray apparatus as seen in the port- 
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able x-ray coils shown in Fig. 58. These tubes are generally 
strongly built, and are all of the automatic regulating variety. 
It must not be forgotten that they are the only tubes that can be 
used with these portable coils for x-ray work. 

The coil tube comes in for a large share of our consideration, for 
upon it depends our success or failure in skiagraphic work. These 




Fig. 64. — Modern self-regulating x-ray tube. For use with high-frequency transformer like 

the portable x-ray coil. 

tubes are heavier and stronger than the static tubes, and will stand 
many times the amount of current without overheating or punc- 
turing. 

Fig. 65 represents an excellent type of coil tube. It will be 
noticed that the target (anode) is very strongly and heavily built. 
It is said by the makers that this target is a hea\'y piece of copper, 
faced with a metallic alloy that will stand double the heat of plat- 
inum. This is again surfaced with a thin (.001-inch) plate of plat- 
inum-vidium. With strong currents the author has been able to 




Fig. 65. — ^X-ray coil tube. 

melt the face of this disk or target, but nothing is gained and 
everything is lost by using currents of this strength. When the 
face of the target is melted, it becomes roughened, and the efficiency 
of the tube is destroyed for skiagraphic work. When the target is 
heated to the melting point, it gives off a considerable amount of 
gas, and the tube is lowered to such an extent that the rays lose 
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their power of penetration, making it necessary to allow the tube 
to rest until cool, when it will have regained its vacuum. When 
properly handled, these tubes will last for a long time, even for the 
heaviest skiagraphic work. As the tube gets older, the vacuum will 
grow higher and higher, and after a time it will be necessary to re- 
duce its vacuum a little every time it is used. This process re- 
quires great care to keep from overheating and puncturing the 
auxiliary tube. There is very little danger of getting the vacuum 
too low in these extremely high tubes, but, if such should occur, 
a very few minutes' rest \idll allow the tube to regain a suflScient 
vacuum to do good work. With a spark gap of 5 to 6 inches between 
B and C (Fig. 63), the tube should work to its full capacity for 
thirty seconds without lowering its vacuum enough to destroy its 
efficiency. With the best of care, it ^vill be noticed that these tubes 
get higher and higher in vacuum. The inside walls become covered 
with a fine dust from the target that gives them a bluish-black ap- 
pearance. It is thought that these heated particles absorb a por- 
tion of the gases of the tube as they are thrown off from the target 
by the impact of the cathode rays. The more the tube is used, the 
greater will be this process, until so much of the gas is taken up 
and imprisoned that the cathode rays will no longer find a means 
of conduction through the tube, after which it becomes useless un- 
less returned to the makers and repumped, when it may do fair 
work for a time, but can not be depended upon as when new. 

High-vacuum tubes that will do good skiagraphic work should 
never be reduced for therapeutic purposes, but should be kept 
for skiagraphic work only. Well-built coil tubes are sometimes re- 
ceived that are very low in vacuum, in which case they may be 
used for therapeutic work until the vacuum has increased 
to a point where the x-rays are sufficiently penetrating to make 
good skiagraphs. 

Tubes are a very expensive part of the equipment, and are often 
a source of much annoyance. In inexperienced hands they fre- 
quently puncture or lose their vacuum when most needed, while in 
the hands of a master they may be made to last a considerable while, 
working at their best all the time. 

Besides the regular tubes, there are a number of specialty tubes 
on the market that deserve mention. These tubes are made in many 
shapes and are adapted for the cavities of the body. Fig. 66 is 
what is known as a shield glass treatment tube. The tube is mado 
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of leaded glass, with a window of lead-free glass through which the 
rays pass. Leaded glass speculums of different sizes are provided 
with these tubes. These speculums are a great protection to both 




Fig. 66. — Shield glass treatment tube. 



patient and operator, and should be used in all treatment work 
where possible. In treating vaginal and uterine conditions, the 




Fig. 67. — Cornell tube. 



author has found the Cornell tube (Fig. 67) to render splendid serv- 
ice. Although very small and apparently frail, these tubes will 
with ordinary care last a surprisingly long time. At first this tube 
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was not considered of much value, but after an experience of more 
than two years in the treatment of a number of cases the conclusion 
is that, while it is impossible to cure these malignant uterine con- 
ditions by this or any other method, the daily use of x-radiation 
through the vagina with a Cornell tube will give the patient more 
comfort than any other method the author has tried. 

There are a great many tubes that might be mentioned, some of 
which ari very good, but space will not allow a discussion of all. 
A discussion of the water-cooled tubes has been purposely omitted 
because they are not believed to be practical. The anodes in the 
water-cooled tubes are entirely too light for heavy skiagraphic pur- 
poses. The author has never seen one that would not bum out in 
a very few seconds when used for deep picture work. 

All the skiagraphic work of the author is done with a 7-inch tube 
on a 24-inch induction coil, with an electrolytic interrupter. Tubes 
have caused 95 percent of all the trouble encountered and will prob- 
ably continue to cause trouble. 



CHAPTER VII. 

ACCESSORY X-BAT APPARATUS. 

The accessory apparatus for x-ray workers, as listed in the cata- 
logues, have become so numerous that it 
seems wise to devote a few pages to a dis- 
cussion of the most practical pieces that are 
almost indispensable if good and rapid 
work is to be done. 

The penetrating properties of an x-ray 
tube are usually measured by the length of 
&park it will back up between the prime 
conductors of the coil or static machine. 
Low tubes will back up from 1 to 2 inches, 
medium tubes from 2 to 3 inches, and hard 
tubes from 3 to 5 inches or more. Since 
the tubes vary greatly in vacuum, and con- 
sequently in their power of penetration, 
several measuring devices have been 
brought out for the purpose of estimating 
the penetration of the rays of a tube in 
action. Instruments of this kind are called 
skiameters. The Walter skiameter consists 
of sixteen pieces of tin-foil of varying 
thicknesses, before which is placed a screen 
of barium-plat inum-cyanid, all made into a 
kind of fluoroscope. The penetrating prop- 
erties of the rays are read off by the lumi- 
nation of the squares of tin-foil as indi- 
cated by the numbers on each. The Benoist 
skiameter consists of twelve aluminum 
disks of varying thicknesses arranged about 
a central silver disk of standard penetra- 
tion. When placed between an active 
tube and a fluorescing screen, the pene- 
tration of the tube is determined by the 
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disk that is equal in density to the central silver disk. Other de- 
vices, as the eh romo- radiometer and the osteoscope, have been 
reconunended, but none are practical. The x-ray operator will in 
time become so familiar with the behavior of his tubes that he 
can determine at a glance if a certain tube is low or high. 

Fig. 68 is the author's tube rack. The habit of laying tubes on 
tables, putting them on top of desks or static machines, or into 
cases or boxes, is a bad one. Where several tubes are used, this rack 
will be found a valuable convenience. It is cheap, and can be 
made by the physician or a carpenter. It should be fastened to 
the wall in some out-of-the-way comer, and will be the means of 




protecting from injury many valuable tubes. The supports are 
made of No. 8 soft iron wire, covered with 14-ineh rubber tubing. 

Fig. 69 illustrates a very complete skiagraphic table and com- 
pression diaphragm. The table is very strong and substantially 
built, and will not vibrate if the floor is solid. The compression 
diaphragm here shown is complete in every part, being flexible and 
adjustable, giving ample range of tube distance between the subject 
and the tube, a defect in some of the apparatus because of the fixed 
length of the diaphragm tube. 

The fluoroscope (Pig. 70) should be in size either 5x7 or 6x8 
inches. The screen should be made of the best barium-platinum- 
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cyanid, with a very fine grain, and, for protection from dirt and 
dust, should be covered with a plate of glass. While the fluoro- 
scope is valuable in determining and aiding in the removal of for- 
eign bodies, examination of fractures, dislocations, etc., its frequent 
use is a very dangerous practice. Fluoroscopic work is fascinating, 
and the operator is apt to be lured on and on by revelations of hid- 
den conditions that cause him to lose sight of self-interests until 
he wakes up some day to the terrible fact that he is a victim of a 




deadly x-ray burn. The autlior keeps a good fluoroscope in the op- 
erating room for physician frientls, to use when occasion demands 
such examinations, but he never uses it. The fluoroscope should be 
kept in a dark, dry place, free from dust, and not allowed to be 
thrown about the room, as is too often the case. After a few months 
to a few years the screen turns orange or a dirty-brown, showing 
first at the edges, when it has lost a good deal of its fluorescence and 
should be discarded. 

TUBE SHIELDS. 

Various kinds of tube shields have been recommended for thera- 
peutic work. The protection idea is a good one, but the tube shields, 
except glass, seem to shorten the life of the tube by carrying a part 
of the current around the tube, making it necessary to use stronger 
currents and thereby increasing the liability to puncture. The 
author has discarded tube shields, except those of glass. 
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LEADED GLASS TUBE SHIELD. 

The leaded gluss tiil.e sliii-lil (l■■i^^ 71) is thi.- only shielJ that 
does not seem to shorten the life of the tube. It |irutects both the 
operator and the patient, and allows the tnl)e to be seen at all timea. 
This tube shield is used with 
the compression diapUraj^m 
shown in Fig. 69. Both the 
tube and shield should he thor- 
oughly wiped after each treat- 
ment to free thi'in of the dust 
that rapidly accumulates on 
their surface when in use. 

Where a great deal of skia- 
graphic work is done, the op- 
erator should stand behind a 
leaden screen (Fitt. 72) and ob- 
serve the tube through a leaded 
glass window in the top. 

It is the custom of some operators 
to wear teadeu aprons, glovtis, and 
glasses, but, if the screen is prop- 
erly used, it will afford all the pro- 
tection necessary. 

While on the subject of protec- 
tion, a word of warning is given to 
the operator not to become cart'les.s, 
for. if he does, he will pay the pen- 
alty of an x-ray burn; it may be 
slow in coming, but it will surely 
come, and great will be the punish- 
ment. 

We will have more to say on the 
subject of x-ray burns in another 
chapter; in fact, it will be men- 
tioned at every opportunity, for it 
is hoped to so impress the operator 
with the horrors of such burns that 
he may protect both himself and 
Fig. 72,— UaJe'. 6«een. patient at nil times. 
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X-RAT PLATE BOX. 

If any considerable amount of skiagrapbie work is to be done, some 
means of protecting the plates from the destructive infiuence of the 
rays is necessary. The operator will have to keep a stock of plates 




somewhere near the operating room as a matter of convenience. 
Fig. T.t is nil iihistration nf the author's plate box. It is built to 
hold half a gross each nf 11x14, 10x12, and 8x10 plates, and many 
smaller sizes for photographic work. The box is lined with sheet 
lead Vio '"ch thick, neatly soldered in all cOniers, and made to lap 
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over all edges in front where the doors close. This box is placed in 
a room next to the coil room, and has protected many plates over 
a long period of time. The box might be made much smaller where 
but few plates are to be used. 

STOBma NEQATIVES. 

In the course of time many fine negatives will accumulate, and the 
operator will want some systematic method of storing and preserv- 
ing them. It would be better not to keep them at all than to pile 
them away on a shelf in a haphazard way, where it would be im- 
possible to find one when needed without a great deal of trouble and 
loss of time. Quite frequently a skiagraph is made for a patient 
injured in a railroad accident, the resulting lawsuit is dragged out 
over many months, and you are often called to furnish the facts as 
you found them. In most cases the negatives are required in evi- 
dence, and it is always embarrassing, when summoned, not to be 
able to find the particular negative. A thorough and systematic 
method of filing all valuable negatives that may be needed at any 
time will not only save the operator a great deal of time and trouble, 
but will impress those desiring his services with the fact that he is 
both practical and careful about his work, and thorough in what 
he does. 

Fig. 74 is an illustration of a card index negative filing cabinet 
designed by the author, and has met all the demands and require- 
ments that have been made upon it. It is built in compartments 
that will hold fifty negatives each, the whole cabinet holding sixteen 
hundred negatives, and containing a 5x8-inch card index drawer. 
A careful record of each negative is made, and the negative and 
record filed in the index drawer in alphabetical order. Each case 
is carefully interrogated as to the cause, time, place, and manner 
of accident, and the patient's version taken just as he understands 
it. The version may not be entirely true, but in the majority of 
cases the patient will come nearer telling the facts if seen soon after 
the injury than at any other subsequent time, and especially before 
he has been seen by a designing attorney, who is constantly on the 
lookout for cases of injury, real or supposed. We will have more to 
say on this particular subject under "Medico-Legal Aspect of the 
X-Ray'' (Chapter XXIII). 

The records of these cases are taken on cards printed on both 
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sides. Fig. 75 represents one side of the card and is the history 
of the case as the patient remembers it at the time the examination 
is made. This includes his name, residence, occupation, and other 

DALLAS ROENTGEN X-RAY LABORATORY 

J. M. MARTIN, M. D. Saites 412 and 314 Wilson Baildinff. DALLAS, TEXAS 
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Fig. 75. — ^Index card. Front side. 
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Important points as shown by the card. The number and series of 
the negative in the filing cabinet is written across one end of this 
side. On the reverse side of this card (Fig. 76) is recorded the 



; 
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facts as revealed by the esamiaation. When the negative is de- 
veloped and dried, it is studied over an ilhimination box. as shown in 
Fig. 77, and the report is made aecnrding to the findings, regard- 
less of what the symptoms may have been. Thongh short, the rec- 
ord is complete and answers every important point that is likely 




Fig. J1.— Nesative illuiiilnatlOD hux. 

to iiri.Hi' in any ease. Eaeh plate is given a letter and a number 
that corrL-spiiuds with the compartment to which it belongs, the ref- 
erpnee being placed on the film side with a soft lead pencil. The 
plate is now placed in an envelope, on which are written the same 
letter and number that were written on the plate. At firet thought 
it may appear that this will entai! too much work, but, if adopted, it 
will be found to require very little work compared with the great 
loss of time and worry in trying,' to care for a lot of negatives with- 
out a system. 
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For additional convenience a 3x5-inch card index drawer may be 
placed in the cabinet. In this drawer a card is to be assigned to each 
physician who has sent a patient to the laboratory, and on this card 
is to be recorded the name of such patient and the nature of the 
case, which will serve as a kind of cross index. The operator may, 
after a time, forget the name of a certain patient, but remembers 
an interesting case from a physician that he would like to review, 
and by referring to these cards he will be able to obtain the name 
of the patient and refer to the case in question. If the skiagraph 
is desired or negative wanted, it is only necessary to look in the 
larger index drawer for the report, and then go to the particular 
compartment for the negative, all of which is done in much less 
time than it requires to read the description of the method. Other 
methods may be adopted as circumstance and necessity require. 

ILLTTMINATION BOX. 

When the negative is finished, it may be held before a good white 
light for examination. A good north light through an open win- 
dow will answer with most negatives, but, when the negative is dense 
or thick, a stronger light will be required. For this purpose the 
negative illumination box (Fig. 77) will be of the greatest assist- 
ance in studying the plate. It is a box containing six strong elec- 
tric lights, having either frosted or clear globes, with a piece of 
ground glass over the front of the box. The box should either be 
of tin or lined with asbestos, and care taken to turn out the lights 
when not in use. 



CHAPTER VIII. 

METHODS OF APPLYING CURRENTS. . 

It is expected that the physician has familiarized himself with 
the contents of the preceding chapters, and understands the wall 
plate and its manipulations. The galvanic current is carried into 
the tissues through electrodes. 

Electrodes are of three general kinds — body, cavity, and tissue 
electrodes — as follows: 

(1) Surface electrodes. 

(2) Bare metallic electrodes, used in moist mucous cavities. 

(3) Sharp metallic electrodes, forced directly into the tissues. 

SURFACE ELECTRODES. 

The surface electrodes are made in various sizes and shapes, the 
sizes varying from y^ to 20 or more square inches. The larger sizes 
are made with a metallic disk, covered with some good absorbent — 
as cotton or spongiopiline — thoroughly soaked in an alkaline solu- 
tion or thoroughly saturated with an alkaline soap. The use of 
soap on the surface electrode facilitates its movement over the 
surface of the body, and makes cleaning the electrode an easy 
matter. 

Fig. 78 (1, 2, 3) shows the surface electrodes in general use. 
1 is a small round electrode about 2 inches in diameter, two of 
which are usually sent with the battery equipment. 2 is about 
4x6 inches, and may be used as an indifferent electrode where 
medium currents are required. 3 is 8 or 10 inches in diameter, 
and will be useful in gynecological work as an indifferent elec- 
trode where large currents are needed. Very small electrodes may 
be necessary in testing the reaction of single nerves and muscles. 
Bare metallic electrodes are never used in making galvanic surface 
applications. The covering should be even over the entire sur- 
face of the electrode to avoid an increase in density at any spot 

where electrolysis might occur. Where the skin is broken from 
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any cause, Ihe current will meet with very little resistance, and 
the densitj' may be beyond the endurance of the patient. Severe 
and troublesome burns may be caused in this way. All abrasions 
in the akin should be protected by covering them with snuiU squares 




of rubber or oxid of zinc plaster. The size of the electrode is 
important, as the density of the current in the tissues decreases 
as the size of the electrode increases, the intensity or current 
strength remaining the same. 

The density per unit of surface area of an electrode may be foimd 
by di\'iding the current strength in milliamperes by the size of the 
electrode in square inches or centimeters, as the case inay be. An 
electrode of 60 square inches may carry a current of 150 railti- 
amperes with comfort, while the same current through an eleetrode 
of 10 square inches would be painful. "When the continuous flow 
of the galvanic current is to be used for any considerable time, the 
electrodes should either l>e large or the current weak. 
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BARE METALUC ELECTRODES FOR BlUCOnS CAVITIES. 

These electrodes are usually applied bare, and may be connected 
with either pole, depending upon the particular chemical effect 
required. These electrodes are made of pure metallic copper, zinc, 
or silver, and occasionally of nickel-plated brass. All plated elec- 
trodes are intended for negative electrolysis, while the copper, zinc, 
and silver electrodes (soluble) may be used on either pole, but are 







8. 





Fig. 79. — Metallic electrodes for mucous cavities. 1, urethral; 2, vaginal; 3, uterine; 

4, eye ; 5, tongue. 

particularly designed for cataphoresis with the positive pole. 
These electrodes are made in various sizes and shapes for the 
urethra, uterus, and other mucous cavities and surfaces. Fig. 79 
shows the various metallic electrodes of this class: 1, urethral; 
2, vaginal; 3, uterine; 4, eye; 5, tongue. Other shapes might be 
shown, but these are representatives of their class. All metallic 
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electrodes should be kept clean and bright. They should be cleaned 
immediately after having been used, and not allowed to remain 
dirty until needed again, as is often the case. 

SHARP METALLIC ELECTRODES FOR USE IN THE 

TISSUES. 

Electrodes of this class may be of any material, but zinc and 
steel are ordinarily used (Fig. 80). 1 is a sharp, flat zinc electrode 
used in the treatment of cancer. It is used at the positive pole, 
and is generally amalgamated with mercury just before being 
pushed into the tissues. Particles of both zinc and mercury are 
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Fig. 80. — Sharp metallic electrodes. 



carried into the tissues by cataphoresis, which will be fully ex- 
plained in another chapter. 2 is a sharp needle electrode — a cam- 
bric needle free from rust will answer. Electrodes of this kind are 
always used at the negative pole for their electrolytic effect on 
moles, warts, and other small growths of a nonmalignant type. 3 
represents a Hayes bulbous-pointed needle, and used only in the 
removal of superfluous hair. 

The uses of these electrodes will be fully explained under the 
subjects of electrolysis and cataphoresis. Many forms of electrodes 
are in common use, and will be illustrated and explained in the 
proper place. Care should be exercised in selecting well-made elec- 
trodes and only such designs as will be required. Few physicians, 
if any, will ever find need for all the various shapes and designs 
illustrated in the catalogues sent out by the various manufacturers. 



CHAPTER IX. 

APPLICATION OF THE DIRECT CURRENT TO THE 

HUMAN BODY. 

When any part of the human body is made a part of the circuit 
of the galvanic current, the effect upon the tissues may be divided 
into two general classes : 

(1) Biological effects, common to all living animal organisms, 
and characterized by contractile and electrotonic effects. 

(2) Effects common to animal tissue and metallic conductors, 
and known as electrolytic and cataphoric. 

The physiological effects will depend upon the manner in which 
the current is permitted to flow into the patient's circuit. The 
current may be suddenly turned into the patient's circuit and as 
suddenly returned to zero, producing an interrupted current, with 
contractile effects. This method of rapidly changing the current 
strength in the tissues is known as opening and closing periods. 
The current may be allowed to enter the patient's circuit gradu- 
ally until the required intensity is reached, and as gradually with- 
drawn. This is known as the steady flow of the direct current, the 
effects of which are electrotonic, electrolytic, and cataphoric. 

ACTION OF THE DIRECT CXTRBENT ON BIUSCLE TISSUE. 

Direct muscle stimulation is produced by applying the current 
directly to the muscle. 

Indirect stimulation is produced by applying the current to 
the nerve supplying the muscle. 

EFFECTS OF THE STEADY FLOW OF THE DIRECT 

CURRENT. 

The effects produced by the steady flow of the direct current will 
depend upon the kind of electrodes and whether they are covered 
or bare — whether the metal is in contact with the mucous or cutane- 
ous surfaces or pushed into the tissues of the body. 
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It will be remembered that muscle contraction does not continue 
throughout the whole time the current is passing through the muscle 
or nerve, and occurs only 

(1) When the current is made. 

(2) When the current is broken. 

(3) When the current is suddenly increased or decreased. 

(4) When the current direction is suddenly changed. 

It is, therefore, not the quantity of current passing through a 
motor nerve or muscle that causes muscle contraction, but the rapid 
variation in the current density. 

The effect produced in motor nerves and muscles by varying the 
current density depends upon 

(1) The current strength — whether feeble, medium, or strong. 

(2) Current direction — whether ascending or descending. 

(3) Whether the current is made or broken. 

PFLUOEB'S LAW. 

(1) Weak currents produce contractions in both current direc- 
tions, but on closure only. 

(2) Medium currents produce contractions in both current di- 
rections, both on opening and closing. 

(3) Strong currents produce contractions on opening with de- 
scending currents and on closing with ascending currents. 

The effect of the direct current upon a nerve is to change its 
irritability and conductivity. At the anode the irritability is de- 
creased and at the cathode the irritability is increased. This 
changed condition of the nerve during the passage of a direct cur- 
rent is called electrotonus. 

The increased irritability beneath the cathode is known as catelec- 
trotonus. 

The decreased irritability beneath the anode is called anelectro- 
tonus. The difference between anelectrotonus and catelectrotonus 
will vary with the current strength. The stronger the current, the 
greater will be the difference in irritability. 

A stimulant increases and a sedative decreases the irritability 
of a nerve. Catelectrotonus is the result of negative stimulation 
and appears at the negative pole, while anelectrotonus is the result 
of positive sedation and appears at the positive pole. Catelectro- 
tonus is, therefore, a stimulant and anelectrotonus is a sedative. 
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In accordance with Pfliiger's law, when the direct current is closed, 
catelectrotonus appears beneath the cathode (negative pole) and 
produces muscular contraction. This occurs in both current direc- 
tions and for medium and feeble currents. 

When the direct current is opened (broken), the irritability of 
the nerve is changed ; the increased irritability at the cathode dis- 
appears and is replaced by a state of decreased irritability, which 
does not produce muscular contraction. The muscular contraction 
produced by disappearing catelectrotonus is not so strong as that 
produced by appearing catelectrotonus. When the current is weak, 
disappearing catelectrotonus (opening the current) is not suflB- 
ciently strong to produce muscular contraction, and therefore con- 
tractions appear only on closing the current. 

When the currents are strong, the irritability beneath the cathode 
is very much increased and the irritability beneath the anode is 
very much decreased, and may be completely lost. Muscular con- 
traction takes place on current rise at the cathode and on current 
fall at the anode. Electric stimulation is, therefore, polar, being 
cathodic on closing and anodic on opening. 

POLAR AND PERIPOLAR ZONES. 

When the direct current is applied to the human tissues, two 
zones of opposite signs and different degrees of irritability and 
density appear, the appearance and disappearance of which cause 
muscular contraction. The negative and positive poles of the di- 
rect current each produce two contractions — one on closing and 
one on opening. The tissues directly beneath an electrode are of 
the same sign or polarity as the electrode, and constitute the polar 
zone, while the tissues surrounding the electrode are of an opposite 
sign and form the peripolar zone. 

When the current is closed, the polar zones immediately appear 
beneath the electrodes, while the peripolar zones, with opposite 
signs, as quickly appear around them. Fig. 81 is a diagrammatic 
outline of the zones. When the current is closed, catelectrotonus 
appears beneath the cathode (negative pole) and anelectrotonus 
appears beneath the anode (positive pole). The irritating and 
stimulating effects of appearing catelectrotonus excite the nerves 
and muscles, and a contraction in the muscle or muscles results. 
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This occurs in both current direction — with weak and medium cur- 
rents — as before mentioned. 

When the direct current is opened, anelectrotonus disappears 
from the anode and catelectrotonus disappears from the cathode in 
the polar zones. With weak currents the stimulating effect of the 
negative peripolar zone about the anode is too weak to cause a 
muscular contraction. At the cathode the disappearance of catelec- 
trotonus is followed by the sedative influence of anelectrotonus 
in the peripolar zone and no contraction occurs. 

With medium currents there is a changed condition in the irrita- 
bility at the poles. Contraction follows the opening and closing 
of the current at both poles and in both directions of the current. 




Fig. 81. — Diagrammatic outline of the electric influence in the zones. 

It must be remembered that muscular contraction results only 
from negative stimulation, whether in the polar or peripolar zones. 
Muscular contraction at the anode is the result of negative influence 
in the peripolar zone. 

Strong currents produce contractions on opening with the de- 
scending current and on closing with the ascending current. 

On closing with a descending strong current the sedative effect 
of anelectrotonus in the polar zone (on the muscle) is so great that 
the irritability of the muscle and nerve is completely lost, and 
catelectrotonus in the peripolar region has no effect on the muscle 
and nerve ; therefore no contraction occurs. 

On opening with strong descending currents, anelectrotonus in 
the polar region disappears, and the strong negative influence in the 
peripolar region contracts the muscle. 

On closing with strong ascending currents, negative stimulation 
(catelectrotonus) in the polar zone produces strong and painful 
contractions. 
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Opening with strong ascending currents causes no contractions, 
because disappearing catelectrotonus in the polar zone is counter- 
acted by the sedative effect of anelectrotonus in the peripolar zone. 
The above changes in Pfliiger's law were made necessary on account 
of our recent changes in the direction of the current — i. e., from 
the negative to the positive pole instead of from the positive to the 
negative pole, as we were taught before the advent of the electron 
theory. 

Currents may be made to pass from the spinal column toward 
the extremities and from the extremities toward the spinal column. 
These are known as ascending and descending currents. When the 
negative pole is placed between the positive pole and the central 
nervous systems, the current will be passing from the center out- 
ward and is termed descending. When the negative pole is placed 
at the extremity and the positive pole between it and the central 
nervous systems, the current is passing toward the center and is 
termed ascending. 

UNIPOLAB AND BIPOLAR METHOD. 

In the examination of animal tissues two methods are used. 
When both poles are placed on the muscle, the method is bipolar. 
When only one pole is applied to the muscle and the other placed 
on some indifferent part of the body, it is unix)olar. 

The unipolar method is best adapted for nerve and muscle exami- 
nation. The indifferent electrode may be 4x6 inches and well 
covered with sponge or cotton, and is usually placed on the sternum 
or back of the neck. The active electrode is small and usually 
round, and is well covered with wash leather or felt. A contact 
spring in the handle of the active electrode enables the operator to 
make and break the current at will. 

Fig. 82 (1, 2, 3) illustrates the electrodes and handle necessary 
in the examination of muscles and nerves. All covered electrodes 
must be thoroughly wet and the electrodes well soaped, which facili- 
tates the passage of the current into the tissues and allows free 
movement of the electrodes over the body without irritating the 
skin. 

The battery should be in perfect order, and supplied with a 
rheostat, inilliamperemeter, pole changer, and electrodes as men- 
tioned above. A pressure of 70 volts with a current strength of y^ 
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ampere will be ample for any class of work. Only very weak cur- 
rents are needed in the examination of muscles and nerves. 

With the patient reclining in a chair or on a table in a good 
light, the large positive indifferent electrode is placed over the 
sternum and the small electrode is placed over the ulnar nerve. 
As the current is slowly turned into the circuit, the interrupter is 
closed in the electrode handle until the strength of the current 
is sufficient to contract the muscle at the instant the current is 
closed. This is termed cathode closing contraction. The current 
strength will he found to be about 2 milliamperes. Change the 




poles by turning the double-throw switch (commutator), which now 
makes the pole on the muscle positive. Proceed as before, and it 
will be found that it will require a stronger current to cause the 
same muscle to contract with the anode on closing. About 3 milli- 
amperes will be required, and is termed anode closing contraction. 
Without changing the poles, the current is increased to a point 
where the muscle contracts when the current is opened. This will 
require from 3i^ to 4 milliamperes, and is termed anode opening 
contraction. The poles are again changed, and the cathode is 
made the active pole. The current is slowly increased to a point 
where the muscle contracts when the current is opened. This will 
require from 10 to 13 milliamperes, and is termed cathode Opening 
contraction. 

These current strengths are after Doctor Verhoogen, and, while 
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they may vary slightly in different patients, are generally accepted 
as the amount of current necessary to cause minimum muscular 
contraction in a normal muscle and nerve. Simplifying, we have 
the following : 

(1) 2.0 milliamperes cause muscular contraction on closing at 
the cathode. 

(2) 3.0 milliamperes cause muscular contraction on closing at 
the anode. 

(3) 3.5 to 4 milliamperes cause muscular contraction on opening 
at the anode. 

(4) 10 to 15 milliamperes cause muscular contraction on opening 
at the cathode. 

If the muscle is normal, it responds quickly to electric stimula- 
tion and as quickly returns to its original position. Qualitative 
and quantitative contraction should be carefully studied. The 
student should familiarize himself with the reaction of normal 
muscles before he can appreciate the abnormal changes he will 
frequently meet in degenerated nerves and muscles. During the 
examination the electrodes must be kept well covered with some 
absorbing material, thoroughly saturated with an alkaline solution. 

ELECTRIC EXAMINATION OF SENSORY NERVES. 

Nerves of sensation respond to electric stimulation according to 
their several functions. The optic nerve responds with a sensation 
of light, the auditory nerve with a sensation of sound, the gustatory 
nerve with a sensation of taste, etc. 

Method of Examining Sensory Nerves. — The galvanic test for 
the reaction of sensory nerves is identical with that of motor 
nerves. The stimulation is always indirect. The indiflferent elec- 
trode should be of large size, and may be placed over the sternum, 
while the smaller or active electrode is placed over the nerve to 
be stimulated. The current is gradually turned on, and the cir- 
cuit is made and broken until the first sensation is felt, which is 
always on closing with the cathode. With a stronger current the 
same sensation may be produced on closing at the anode (anode 
closing sensation). A still stronger current will produce the same 
sensation at anode opening, and the last sensation to appear will 
be at cathode opening, which requires a current of considerable 
strength. 
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ELECTRIC STIMULATION OF STRIATED AND 
NONSTRIATED MUSCLES. 

There is quite a difference in the effect of electric stimulation on 
striated and nonstriated muscular tissue. Striated muscular tissue 
responds quickly and energetically, and as quickly returns to a 
state of repose. Nonstriated muscular tissue requires some time 
in which to act after the current is turned on, and the contractions 
thus produced will continue for a considerable period after the 
current has been shut off. It is seen that the effect of the current 
rises slowly and disappears in the same manner — coming and going 
in a wave-like effect. 

Stimulation of nonstriated muscles is best obtained through the 
use of the direct current, periodically interrupted, or by means of 
the sinusoidal current of very low frequency. Such currents are 
valuable in the treatment of the various organs composed of non- 
striated muscular tissue, as the stomach, intestines, and esophagus. 

EFFECTS OF ELECTRICITT ON THE BRAIN AND 

SPINAL CORD. 

IXirect electric stimulation of these organs will seldom, if ever, 
be required. The effect upon either will depend upon whether the 
electrodes are applied to the denuded brain or to the surface of 
the skin. 

Those interested in electric stimulation of the central nervous 
system are referred to more pretentious works on the treatment of 
the brain and spinal cord. 

FARADIC EXAMINATION OF MUSCULAR TISSUE. 

When testing the reaction of muscles, the examination should 
begin with the faradic current. It is far less complicated, and 
often renders the use of the direct current unnecessary, for it is 
a known fact that, if a muscle responds to faradic stimulation, it 
will also respond to galvanic stimulation. Because of its more 
stimulating effect, the coarse or medium wire coil, with a slow 
interruption, should be used. The interruptions should range from 
forty to sixty per minute. 

The method of examining a muscle with the faradic current is 
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as fallows: the indifferent and large electrode is placed on the 
sternum, and the active electrode is placed on the motor point, 
nerve, or muscle ; with the rheostat the current is gradually turned 
into the circuit until* the muscle is seen to contract. The approxi- 
mate amount of current and the quality of the contraction is to 
be noted in order to determine its variation from normal, if any. 
If muscular contraction does not occur under faradic stimulation, 
the patient is switched onto the direct current circuit. The nerve 
and muscle are farther examined according to Pfliiger's law, as 
described on page 121. 

PATHOLOGICAL MODIFICATIONS OF MUSCLES AND 

NERVES. 

Anatomy and Physiology of Motor Paths. — In order to refresh 
the student's mind and make the subject easier to understand, the 
neuron theory will be briefly outlined. 

The entire nervous system is composed of countless cells or units, 
which are noncontinuous. Each unit is made up of a ganglion 
cell, with its processes, which are of two kinds: (1) the proto- 
plasmic processes or dendrons, which constitute an integral part 
of the cell; (2) the axon, neuraxon, or axis process. 

There is one, and may be two, axis processes to a cell. The 
pyramidal cells of the cerebrum constitute the motor region. 
The dendrons or protoplasmic processes are directed toward the 
cortex, and the axis processes are passed downward toward the 
periphery. They pass through the white substance of the hemi- 
spheres, through the posterior segment of the internal capsule, 
through the cms, the pons, and the medulla oblongata. Ninety 
percent of these axons cross over at the lowest point of the medulla, 
each one decussating with the symmetric fiber of the opposite side. 
The crossed bundles form the anterior pyramids and pass into the 
lateral columns of the spinal cord to form the crossed pyramidal 
tract. 

At different levels of the spinal cord, according to whether they 
are to convey impulses to the muscles of the arms or of the legs, 
fibers take a horizontal course and pass into the anterior horn, 
where they split up into their arboreal endings. These arboreal 
endings, or end brushes, surroimd the large polygonal cells in the 
anterior horn and enter into connection with them by contact. 
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Each pyramidal cell with its processes is designated a central motor 
neuron. 

The polygonal cell of the anterior horn gives off numerous short 
processes, which have centripetal conduction, and a single long 
process or neuraxon, which conducts to the periphery. Tlie 
neuraxon passes through the anterior horn to the anterior root as 
a fiber of the root, and then as a fiber of the peripheral motor 
nerve reaches the muscle fiber. When it reaches the muscle fiber, 
it splits up into terminal brushes and enters into connection with 
the muscle fiber by means of contact; this polygonal cell of the 
anterior horn, with its processes, is designated a peripheral motor 
neuron. The motor path of the cranial nerves is constituted in 
the same manner, consisting also of two neurons. The central 
motor neuron has its cell on the cortex, with its neuraxon and end 
brush, which enter into connection with a cell of the nucleus of 
the cranial nerve of the opposite side. With this cell begins the 
peripheral motor neuron of the cranial nerve. The neuraxon of 
this cell runs as a fiber to the base of the brain and then as a cranial 
nerve fiber to the muscle fiber. It connects with the muscle fiber 
by means of its end brushes, as described. 

From these facts it is evident that the cell of the cranial nucleus 
has the same physiological significance for this cranial nerve 
that the polygonal cell of the anterior horn has for its spinal nerve. 
Each neuron constitutes an embryologic and histologic unit and 
acts physiologically as a unit. 

When one of the two neurons that constitute the motor path 
is injured or diseased, so that its continuity is broken, or if the 

r 

cell belonging to one of the neurons is injured or diseased, the 
neuraxon of the injured or diseased neuron undergoes degenerative 
changes. These degenerative changes take place only in the neuron 
in which the disease is located, the remainder of the motor path 
remaining intact. 

When the peripheral motor neuron degenerates, the muscle fiber 
to which it is connected by contact degenerates also. As each 
neuron is an independent unit, the degeneration caused by dis- 
ease or injury is limited to the neuron so affected. Muscle fiber 
virtually forms a part of the peripheral motor neuron, and, when 
the neuron degenerates, the muscle fiber degenerates with it. In 
lesions of the central motor neuron the muscle fiber is not so 
affected. 
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Fig. 83. — Diagrammatic arrnngement of the central and peripheral neurons. (From 

Butler.) 
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REACTION OF DEGENEKATION. 

Since normal muscle tissue responds to electric currents accord- 
ing to the normal polar formula, any variation from the normal may 
be observed in both quality and quantity of reaction. The reaction 
of degenerated muscles differs in a marked degree from the reac- 
tion of normal or atrophied muscles. Reaction of degeneration is 
the result of injury or disease of the peripheral motor neuron. 
Disease of the central nervous system or of the muscle will not 
exhibit the electric reaction of degeneration. 

Duchenne made an exhaustive study of faradic excitability of 
normal and diseased muscle tissue. Erb discovered the reaction 
of degeneration. He noted the quality and quantity changes in 
nerve and muscle irritability, and pointed out the importance of 
these changes in the diagnosis and prognosis of certain diseases. 

Reaction of Erb. — The reaction of degeneration as described by 
Erb presents the following distinct phenomena, which are mani- 
fest in the muscles corresponding to the neuron lesion : 

(1) Faradic excitability is completely lost, no matter how strong 
the current employed. 

(2) The galvanic excitability may be increased, decreased, or 
entirely wanting. The normal polar formula may be entirely 
reversed, the anode taking the place of the cathode, and the muscu- 
lar contraction becoming lazy, sluggish, and prolonged. 

The different degrees of reaction of degeneration are manifested 
by different degrees of galvanic excitability. The reaction is al- 
ways the same for each of these cases. The quantitative changes 
in the reaction of degeneration are easily detected by the galvanic 
current, whether the reaction is increased or decreased. 

To accurately determine the qualitative reaction in degenerated 
muscle tissue requires a great deal of practice and experimental 
investigation. In normal muscles and nerves, and in mild cases of 
reaction of degeneration, the cathode closing contraction is always 
the strongest, but, as the degeneration advances, positive closing 
contraction may equal and even exceed cathode closing contraction. 
While the polar formula is being determined, the quality of the 
contractions should be carefully noted and recorded. 

Simplifying, we have the following condensed result of the elec- 
tric examination of degenerated muscular tissue : 
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(1) Complete loss of faradic excitability in both nerve and 
muscle. 

(2) Complete loss of galvanic excitability in nerve. 

(3) Increased galvanic excitability in muscle, and in advanced 
stages decreased excitability. 

(4) Inversion of the normal polar formula — cathode closing con- 
traction becomes less than anode closing contraction. 

(5) Sluggish contractions, which are the most important of all 
the symptoms of reaction of degeneration. 

Reaction of Rich. — In this case cathode closing contraction and 
cathode opening contraction are nearly equal to anode opening 
contraction. It is not always possible, and never easy, to deter- 
mine the cause of this reaction. 

Reaction of Remak and Doumer. — In this case the muscle re- 
sponds with more energy to a current applied near its extremity 
or tendon than to its motor point. This reaction promptly ap- 
pears soon after the injury to the nerve, and is sometimes noticed 
in muscles which do not show Erb's reaction of degeneration. 

Reaction of Fatigue. — In this case contractions require stronger 
and stronger currents to produce them. It may be noticed in 
paralysis of cerebral origin, hemiplegia, progressive muscular 
atrophy, sciatica, anterior poliomyelitis, etc. 

Reaction of Degeneration in Prognosis and Diagnosis. — The 
application of electric currents to the diagnosis and prognosis of 
injured and diseased nerves and muscles is of the greatest possible 
importance. 

(1) There may be a complete absence of faradic excitation, or 
an exaggeration of galvanic excitation, with inversion of the nor- 
mal polar formula, which may be complete or incomplete. 

(2) Complete loss of excitation to all currents. 

The different stages of reaction of degeneration have known 
histologic changes of nerve and muscle structure; so, when the 
degree of excitability is determined, the degree of degeneration or 
the histological changes that have taken place may be ascertained 
with a considerable degree of certainty. 

In making out a diagnosis and prognosis in peripheral neuritis, 
the anatomic cause of the disease must be taken into consideration. 
A peripheral neuritis, as in rheumatic paralysis, is curable, while 
a paralysis due to the destruction of the ganglionic cells of the 
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peripheral motor neurons is incurable, and yet the reaction to the 
electric current in the two conditions may be very similar. 

In a given case of rheumatic facial paralysis, if the electric re- 
action is normal on the third day, the paralysis will soon disappear. 
If on the seventh or eighth day the reaction is still normal, we 
may affirm that reaction of degeneration will not develop; but, 
if there is a decrease in electric excitability, there is a possibility 
of a beginning degeneration. 

In the second or third week the prognosis may be established. 
If sluggish contractions remain up to this time, reaction of degen- 
eration is certain. A little later it may be determined whether it 
is partial or complete. If partial reaction of degeneration is pres- 
ent, the paralysis will last from four to twelve or more weeks. If 
complete reaction of degeneration is present, the disease will last 
for several months and may be incurable. 

It is good practice not to give a hasty unfavorable prognosis, 
for after many months there may be a return of neuromuscular 
irritability and normal muscular or neuromuscular reaction later. 

METHOD OF RECORDING AN ELECTRODIAGNOSTIC 

EXAMINATION. 

This should state the faradic and galvanic excitability and quali- 
tative and quantitative changes in the same muscle or nerve on 
both sides of the body, as follows : 

(1) Faradic excitability — normal, weak, or lost. 

(2) Galvanic excitability. 

(a) Cathode closing contraction (CCC). 
(&) Anode closing contraction (ACC). 

(c) Anode opening contraction (AOC). 

(d) Cathode opening contraction (COC). 

The examination should be begun in the order of the normal 
polar formula, always writing the number of milliamperes required 
to produce the minimum contractions after each particular test. 
Any change from the normal polar formula will indicate a change 
in the muscle or nerve under examination. The quality and 
quantity of the reaction will determine the extent of the diseased 
condition existing at the time of the examination. Careful rec- 
ords should be kept of each electric examination for frequent 
comparison. 
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Fig. 85. — Motor points on the human body. Side view. 

I. M. pyramidalis nasi. 
II. M. levator labii superioris alnque nasi. 

III. M. compressor nasi. 

IV. M. levator labii superioris. 
V. M. temporal. 

VI. M. orbicularis palpebrarum. 
VII. N. facial, median branch. 
VIII. M. orbicularis oris. 
IX. N. posterior auricular. 
X. M. occipital. 
XI. M. stylohyoid. 
XII. M. digastric. 
XIII. M. masseter. 

1. N. of pectoralis major. 

2. M. deltoid, anterior fibers. 

3. M. pectoralis major. 

4. M. obliquus externus. 

5. M. serratus magnus. 

6. M. rectus abdominis. 

7. M. sartorius. 

8. M. gluteus maximus. 

9. M. quadriceps tensor femoris. 

10. M. biceps femoris. long head. 

11. M. vastus externus. 

12. M. biceps femoris, short head. 

13. M. rectus femoris. 

14. M. crureus. 

15. M. vastus internus. 

16. N. internal popliteal. 

17. N. external popliteal. 

18. M. gastrocnemius. 

19. M. tibialis anticus. 

20. M. peroneus longus. 

21. M. soleus. 

22. M. extensor longus digitorum. 

23. M. soleus. 

24. M. peroneus brevis. 

25. M. extensor proprius hallucis. 

26. M. flexor longus hallucis. 

27. M. extensor brevis digitorum. 

28. M. abductor minimi digiti. 

29. M. dorsal interossei. 

30. M. abductor hallucis. 
81. N. posterior popliteal. 
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ELECTBIC RESISTANCE OF THE BODY. 

The electric resistance of particular tissues and the body as 
a whole vary greatly in different individuals. The resistance in 
men is generally less than it is in women. Certain diseases in- 
crease, while others decrease, the resistance of the body. Ex- 
ophthalmic goiter is thought to decrease the resistance of the body, 
while hysteria and melancholia are believed to increase it. 

In testing a nerve or muscle for the reaction of degeneration, 
if cathode closing contraction appears, followed by anode closing 
contraction, with a slightly stronger current, reaction of degen- 
eration is not present. If, however, anode closing contraction 
equals cathode closing contraction, reaction of degeneration is 
present. 

Prognosis. — After an electrodiagnosis, the prognosis will depend 
more upon the nature and cause of the lesion than upon the electric 
resistance. 

ELECTRODIAGNOSIS. 

This consists mainly in determining the electric resistance of 
the body, in whole or part, the stimulation of nerves, and the 
reaction of muscles. 

Electrodes. — The indifferent electrode may be almost any size 
from 4 to 20 square inches. After it has been carefully covered 
with some good absorptive material — as sponge, spongiopiline, or 
absorbent cotton — it is thoroughly soaked in a weak solution of 
bicarbonate of soda and applied to some convenient part of the 
body, as the sternum, back of the neck, etc. The active electrode 
should have a surface of 3 to 4 square centimeters, and should be 
well covered with cotton, thoroughly wetted and soaped to facili- 
tate perfect contact with the skin and easy movement from place 
to place without lifting the electrode. The active electrode is ap- 
plied over the motor point of the muscle or nerve. 

Pfliiger's Law. — Careful study of this law will enable the stu- 
dent to thoroughly understand the normal and abnormal reaction 
of nerve and muscle tissue. 

Motor Points. — The illustrations shown in Figs. 84, 85, 86 ex- 
hibit the points where the active electrode is to be placed to 
produce the most effective stimulation of the muscle or motor 
nerve under examination. 
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Current Intensity, Density, and Surface Area of Electrode. — 

With a given size of electrode, the current density per surface area 
of electrode increases as the current intensity increases. The 
density per unit of surface area of electrode may be increased by 
increasing the current intensity or decreasing the size of the elec- 
trode. 



CHAPTER X. 

ELECTROLYSIS. 

Compound substances that dissolve in water break up into their 
elements or ions. Each element has, by nature, a definite electric 
charge, and these charges combine in definite proportions accord- 
ing to their electric attraction for one another. 

It has been stated in Chapter I that electric currents pass 
through solids by going from one atom to another, while in liquids 
the current travels with the atom or ion.. 

When an electric current passes through an electrolyte (a com- 
pound in solution), the ions are attracted toward the elements of 
an opposite polarity. The alkaline metals have positive charges 
and journey toward the negative pole, and are therefore called 
cations (ions going away from the positive pole toward the nega- 
tive). They are principally hydrogen, sodium, potassium, calcium, 
magnesium, and ammonium. 

The metalloids have negative charges and journey toward the 
positive pole, and are therefore called anions (ions going away 
from the negative pole tow^ard the positive). They are oxygen, 
carbon, chlorin, bromin, sulphur, and phosphorus. 

Since we know the action that takes place in an electrolyte dur- 
ing the passage of an electric current, we are able by the same 
reasoning to determine the changes that take place in the animal 
tissues while an electric current is passing through them. 

CHEMICAL CHANGES IN THE SKIN. 

The amount of reaction beneath a body electrode will depend 
upon the composition of the electrode, its size, whether moist or 
dry, and the strength of the current in the circuit. 

When the bare metallic electrodes are brought in contact with 
the skin, the resistance of the epidermis is so great that little, if 
any, current is allowed to pass. If the skin is moistened, the re- 
sistance is lowered, and the current will flow through the tissues in 
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proportion to the decreased resistance. After a few minutes the 
skin will become red beneath each electrode, and blisters may form 
as a result of the electrolytic action of the current. The chemical 
reaction at the positive pole will be acid and at the negative pole 
alkaline. To prevent such electrolytic action, the metal disks of 
the electrodes are covered with a spongy material that will hold 
moisture, and make even and sure contact with the surface of the 
skin. Should these coverings become worn to such an extent that 
the metallic disks come in contact with the skin, a blister is likely 
to occur. 



CHEMICAL CHANGES IN THE MUCOUS MEMBRANE AND 

TISSUES. 

Certain chemical changes take place when a bare metallic elec- 
trode is brought in contact with the mucous membrane or plunged 
into the tissues. We will suppose that both electrodes are of the 
same kind of metal, which we will call copper. Whether the elec- 
trodes are brought in contact with moist mucous membrane or 
stuck directly into the tissues, the results are the same. 

The tissues, being a semi-solid, will act as the electrolyte in 
the voltaic cell. Ionization must take place before tissue disso- 
ciation. The tissues contain a great deal of sodium chlorid, oxy- 
gen, and hydrogen, besides traces of the alkaline metals and metal- 
loids. An interesting experiment may be performed by procuring 
a piece of beef of suitable size, into which two copper electrodes 
are placed three or four inches apart. These electrodes are con- 
nected by means of copper wires to the binding-posts of a wall 
plate or a galvanic battery, and 25 to 50 milliamperes are turned 
into the circuit. In a few minutes it will be noticed that the elec- 
trode at the positive pole has corroded and stuck fast, while the 
negative electrode is bright and is easily movable. After the cur- 
rent has been allowed to pass for some time, the tissues about the 
positive pole will be dry and shrunken, and of a dirty-green color, 
due to the deposit of the oxychlorid of copper in the tissues. 
When the electrode at the positive pole is soluble, it is corroded by 
electrolysis. The metallic deposit in the tissues aroimd the electrode 
will always be an oxychlorid of the metal of which the electrode 
is composed. When a current is passed into the electrodes and 
through the tissues, ionization of the liquid elements takes place. 
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The acid elements (oxygen, chlorin, and metalloids in general) are 
electronegative elements — i. e., they have a negative charge and 
are attracted toward the positive poie, whereas, if this pole is a sol- 
uble metal, as copper, a new compound is formed by the corrosive 
action of the acids (electrolysis) upon the electrode. The new 
compound thus formed is rapidly dissociated (ionized) by the acid 
elements of the electrolyte, and the positive alkaline copper element 
is forced away from the positive pole into the tissues, which action 
is known as cataphoresis. 

The alkalies and alkaline metals are electropositive elements, hav- 
ing a positive charge, and are attracted toward the negative pole. 
This accumulation of acids at the positive and alkalies at the nega- 
tive pole explains the chemical reaction at the respective poles. 
The electrolytic action at the positive pole is that of an acid, and 
at the negative pole is that of caustic potash. 

In studying drug medication by electric currents, the above facts 
must be well understood in order to determine which pole to use 
with a given drug. 

Since cocain is an alkaloid, it should be placed at the positive 
pole in order to carry it into the tissues for its local anesthetic ef- 
fect; while iodin, acting as an acid, will be carried into the tissues 
from the negative pole. 

The ions of the electrolyte are named for the pole toward which 
they are attracted. The cations, though carrying electropositive 
charges, are attracted toward the negative pole ; likewise the anions, 
carrying electronegative charges, are attracted toward the positive 
pole. 

CATAPHORESIS. 

The term cataphoresis seems to be misunderstood by many who 
make more or less pretensions to a knowledge of electric methods. 
The transportation of the ions of an electrolyte — some to the neg- 
ative pole and some to the positive — is known as phoresis. The 
repulsion of the ions from the positive pole is known as catapho- 
resis, and from the negative pole as anaphoresis. 

Cataphoresis with copper, zinc, and mercury is much used be- 
cause of its styptic and antiseptic effect in the tissues, making it 
possible to carry these metals in a soluble form deeply into the 
tissues, where they w^ill do the most good in the smallest possible 
quantities. 
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Electric currents always travel the route of least resistance, 
which is likewise true of the phoretic action of the ions in the tis- 
sues. In the electric treatment of cervical and corporeal endo- 
metritis the infection in the mucous follicles is easily reached by 
the cataphoretic action of metallic copper. The contents of these 
follicles are liquid or semi-liquid, which has an electric resistance 
lower than the mucous membrane or muscular tissues of the uterine 
walls. Because of this low resistance to electric currents, the ions 
of copper or the oxychlorid of copper are freely deposited in the 
follicles, where the infective germs, of whatever nature, are 
promptly destroyed. 

A little practice will enable an observing physician to success- 
fully treat these cases in a most conservative way. 



POLAR PROPERTIES. 

The following outline of the polar properties of the direct cur- 
rent is the gist of what the operator must know before he can use 
galvanism with any degree of success : 

ysio ogica jAnelectrotonus. Diminishes irritability. 



Positive pole. 



Negative pole. 



sedative 



Chemical. 



1 



Cataphoric. 



Accumulation of oxygen, chlorin, and nitric, 
phosphoric, sulphuric, and muriatic acids. 
It is an acid caustic, producing mummify- 
ing eflects. The eschar is small, dry, hard, 
and noncontractile. 



Antiseptic. Loss of fluids and salts. Star- 
vation of the tissues. Diffusion of drugs 
in solution, or nascent salts formed by 
electrolysis of soluble metallic electrodes. 

Physiological f Catelectrotonus. Increases irritability, 
stimulant. L 

Accumulation of hydrogen and alkalies and 
hydrate of calcium, potassium, sodium, and 
ammonium. These form saponaceous mat- 
ter, and are caustic alkalies. The eschar 
is large, soft, and retractile. 

Accumulation of liquids and salts. With 

mild currents, promotes nutrition; with 

strong currents, destroys tissues and has 

Anaphoric. ^ denutritive effects. First effect is to cause 

ischemia; second effect is to cause hypere- 
mia, and then the equalization of the cir- 
culation. 



Chemical. 
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THEBAPEUnO TECHNIC OF THE DIBEOT CUBBENT. 

There is no question that the direct current possesses greater 
advantages than all the other currents combined, due mainly to 
the fact that by the use of the galvanometer it can be accurately 
measured, and by the regulation of the size of the electrodes the 
current density may be regulated to any degree. 

The current dosage depends upon the size of the electrode, the 
strength of the current, and the length of time the current is al- 
lowed to flow. The therapeutic effects of the electric current will 
depend not only upon the current density per unit area, but the 
number of units used must be considered as well as the length of 
the seance. 

GALVANIZATION. 

Brain. — Galvanization of the brain will seldom, if ever, be neces- 
sary. When such a procedure becomes necessary, great care must 
be had that the current is equally distributed throughout both 
hemispheres. The current must be slowly and gradually turned 
into the circuit and as carefully withdrawn. Large electrodes are 
used, usually of block tin, well covered with wetted gauze or cot- 
ton. One of such electrodes is placed over the forehead and the 
other over the nape of the neck and well down on the shoulders. 
Throughout the seance the pressure on the electrodes should be 
imiform to prevent fluctuation in the current strength. Galvani- 
zation of the brain is recommended only in cerebral neuroses. 

Spinal Cord. — The direct current may be applied to the entire 
length of the cord or to a single section at a time. In making the 
application to the entire cord, one electrode is applied over the 
cervical region and the other over the lumbar. This general ap- 
plication may be made either labile (moving) or stabile (stationary). 
The area of the electrode will be determined by the current strength 
employed. 

When only a section of the cord is treated, one electrode is placed 
on the sternum or abdomen and the other (active electrode) is 
placed on the part of the cord to be electrified. In either case — 
whether general, local, labile, or stabile applications are made — 
the treatment should last from two to five minutes, according to the 
indications and the results desired. 

Diseased Joints. — In subacute and chronic diseases of the joints, 
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galvanization will be found a serviceable therapeutic measure. 
The current should be passed directly through the joint, and the size 
of the electrode will depend upon the size of the joint. If electro- 
chemic action is desired in these cases, from 50 to 100 milliamperes 
may be used from ten to fifteen minutes. 

Because of its well-known stimulating and nutritional action, 
many cases of arthritis will yield to galvanism that would have 
gone on from bad to worse, resulting in some degree of ankylosis, 
with greatly impaired function. 

By means of phoresis some valuable remedies may be carried 
directly into the tissues, where they are expected to do the most 
good. From a solution of iodid of potassium, iodin is carried into 
the tissues by anaphoresis at the negative pole, while from the same 
solution potassium salt is carried into the tissues by cataphoresis 
at the positive pole. The amount of these elements used in any 
given case will depend upon the size of the electrode, strength of 
the current, and length of time that the current is allowed to flow. 
The treatment should be given daily, and in some cases twice a 
day. Because of its analgesic effect, the positive pole is always 
placed over the most painful part. While the electrodes should 
be large, care must be taken that they do not touch each other, 
thereby short-circuiting the current. 

ZINC MEBCUBIC CATAPHORESIS. 

So far as the author knows, Massey first described this method of 
tissue medication. lie has used the method successfully in the 
treatment and permanent destruction of favorably located malig- 
nant growths. In growths of considerable size, heavy currents, 
ranging from 100 to 400 and even 1,000 milliamperes, are sometimes 
required for complete tissue destruction. In the application of 
such heavy currents an anesthetic is always necessary, as the opera- 
tion is quite painful, and on this account resolves itself into a for- 
midable surgical operation and should be so regarded. 

The indifferent negative electrode must be large and well covered 
with a thoroughly moistened absorbing material, on which the pa- 
tient is allowed to lie. Care must be taken that no part of the 
metallic electrode is allowed to come in contact with the skin during 
a treatment of this kind. If, however, such an accident should 
occur, an ugly bum will be the inevitable result. Such burns 
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(negative electrolysis) are very painful and slow to heal. With 
the novice in electro-therapeutics this accident occurs only too 
frequently. 

The positive wire may have from four to eight strands, each of 
which is attached firmly to a narrow piece of sheet zinc about 4 
inches long and cut to a sharp point. (See Fig. 80, 1.) The 
zincs are dipped in a 10-percent solution of muriatic acid and then 
in metallic mercury, by which process they are completely coated 
with a thin film of mercury. With the current at zero, one of the 
zincs is inserted into the base of the growth as nearly parallel with 
the skin as possible, and from 20 to 30 milliamperes are turned 
into the circuit. The other electrodes are now inserted one by one 
around the growth. It will be noticed that the current has been 
increased according to the reading of the milliamperemeter. The 
surface area of the electrodes has been increased and the current 
density decreased, while the resistance of the circuit is decreased 
in the same proportion. The current strength is now increased 
to the desired amount, which may run from 20 to 100 milliamperes 
to the zinc point. The current must be gradually increased and as 
gradually decreased to avoid a shock. The tissues v/ill assume an 
ashy whiteness. 

This method has one advantage — viz., there is no hemorrhage or 
infection. The tissues destroyed form a dry slough, which later 
becomes a dry scab that is thrown off by the processes of nature. 
The cicatrix thus formed usually leaves a scar, and for this reason 
the author has not used the method where cosmetic effects are to 
be considered. There seems to be some question as to whether the 
effect of this treatment is due to the ions of mercury and zinc, or to 
the destructive action of the electric current. 

LOCAL ANESTHESIA BY COCAIN CATAPHOBESIS. 

The sponge or felt covering of the positive electrode may be 
moistened with a 20-percent solution of cocain, or a 10-percent solu- 
tion of cocain in guaiacol may be used in the same manner with a 
current of about 5 milliamperes for about five minutes. This 
method of local anesthesia may be used for small operations and 
for relief in neuralgias. In the removal of superfluous hair over 
sensitive areas, this method of anesthesia will be found to be of 
great service. 
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CHLOBIN IONIZATION. 

In the treatment of joint affections resulting from a fibrous 
ankylosis, the use of the direct current with electrodes, wet with a 
solution of chlorid of sodium, has given marked relief in the hands 
of competent operators. The benefit is, in all probability, due to 
the transportation of chlorin ions into the tissues of the joint. It 
is believed that the chlorin ions have the property of causing the 
fibrous tissue that produces the ankylosis to be absorbed. 

The method of application is of particular importance and the 
technic, which should be carefully observed, is as follows: 

The joint to be treated is well wrapped in absorbent gauze, which 
is afterward thoroughly saturated with a 5-percent solution of 
chlorid of sodiiun. Over the gauze, and a little smaller, is firmly 
bound a piece of block tin or lead-foil, which is attached by an in- 
sulated metallic cord to the negative side of a galvanic battery or 
wall plate. This constitutes the active electrode. The inactive 
electrode should be considerably larger, and may be placed on the 
back, abdomen, or any indifferent part of the body. When every- 
thing is ready, the current is very gradually turned into the cir- 
cuit. Should the patient complain of pain, the rheostat is reversed 
until the current is painless. The current strength will vary from 
3 to 5 milliamperes per square centimeter. The amount of current 
that the patient will tolerate, as indicated by the milliamperemeter, 
will depend upon the size of the electrodes. While the reading of 
the milliamperemeter is important, the comfort of the patient is of 
first importance. In beginning the treatment, the patient may com- 
plain of intense pain before the current strength has reached one 
milliampere per unit of surface area. On removing the gauze, it 
will be found that the skin has been broken, which lowers the re- 
sistance at that point and allows the greater part of the current 
to enter the tissues at one place, making the application quite pain- 
ful, and, if continued for any considerable length of time, is likely 
to produce an ugly sore that may require weeks to heal. 

The treatment should last about thirty minutes. At first it may 
be given every other day, and less frequently as the patient im- 
proves. If a sufficient amount of chlorin ions can be forced through 
the skin into the sclerous tissue, resolution will be promoted, ankylo- 
sis relieved, and the movements of the joint greatly improved. 

AVhere the ankylosis is fibrous, skill and perseverance will ac- 
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complish excellent results in every case. Immediate results should 
not be expected, for it takes time for resolution to remove the of- 
fending material and re-establish the functions of the joint. 

In the use of the gauze electrodes, as above described, it must be 
distinctly understood that they are not to be used a second time un- 
less thoroughly washed and sterilized. 

OOPPEB ELECTB0LYSI8. 

In the treatment of ringworm and diseases of the hair follicles 
the use of the oxychlorid of copper by means of the direct current, 
while new, is a method that should have first place. The application 
may be made by saturating a gauze electrode with a 2-percent so- 
lution of copper sulphate. The positive pole is used with a current 
strength in proportion to the size of the electrode. The applica- 
tion should last long enough to cause a marked redness in the skin, 
and may be repeated as often as necessary to cure the disease. 

COPPER CATAPH0BESI8. 

Chronic Fistulas and Infected Punctured Wounds. — These may 
be successfully treated by means of copper cataphoresis. The posi- 
tive electrode is connected to a pure copper rod, which is intro- 
duced into the fistula or wound. The current should be from 5 to 10 
milliamperes, and should last long enough to thoroughly deposit a 
film of the green oxid of copper in the tissues surrounding the elec- 
trode. At the end of the seance the electrode will be found firmly 
adhered to the tissues, and must not be forcibly removed. Reduce 
the current to zero, change the polarity and increase the current 
in the circuit to 3 or 4 milliamperes, and the electrode will soon 
come loose. 

Erosions of the Cervix. — This condition usually responds to cop- 
per cataphoresis in a remarkably short time. Fitzhugh's round 
disk electrode is made with a pure copper face in such a manner 
that it fits the external os. It is connected with the positive pole 
of the direct current, and during its application should be firmly 
held against the cervix. The strength of the current should be 
about 10 milliamperes, and the seance may vary from three to five 
minutes and be repeated once a week. 

Intrauterine Cataphoresis. — Of all the methods of intrauterine 
medication at the hands of the conservative gynecologist, cataphore- 
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sis, when properly understood, is the most valuable. For this work 
Goldspohn's solid metallic copper intrauterine electrodes are used. 
They come in four sizes, as illustrated in Fig. 79, 1. The distal end 
is made of pure metallic copper, is 1% inches long, slightly curved 
to facilitate its passage through the cervical canal, and is insulated 
with hard rubber from the main shaft. By means of this electrode 
cupric cataphoresis may be easily and thoroughly applied to the 
uterine canal from the external os to the fundus. If there is any 
trouble in passing the electrode into the uterus owing to the narrow 
or stenosed condition of the cervical canal, the pole should be made 
negative and from 3 to 5 milliamperes turned on, using gentle 
pressure on the stem of the electrode. If the electrode is not too 
large, it will glide along the cervical canal and soon pass through 
the internal os into the uterus. The polarity is now changed and 
the intrauterine electrode made positive. The current is slowly 
increased to 10 or 15 milliamperes during five or ten minutes, mov- 
ing the electrode with a slow twist to prevent its adhering to the 
tissues. Weak currents for a longer period will be of greater value 
than strong currents for a short period. During a seance of this 
kind, if the patient should complain of sharp or cramping pains, 
the current must be reduced to zero, and, without removing the 
electrode, the galvanic current is to be switched out and the faradic 
current switched in, using the long fine wire secondary coil with 
the fast interrupter. A few minutes* treatment with this current 
will generally relieve all pain started by the direct current. This 
treatment should not be given oftener than once in five or seven 
days, and should be supplemented by proper directions as to rest, 
diet, laxatives, douches, etc., so necessary in the successful treat- 
ment of this class of cases. 

MAGNESIUM IONIZATION. 

Flat Warts. — The positive electrode, large enough to cover the 
parts to be treated, is well moistened with a 5-percent solution of 
magnesium sulphate and a current of from 10 to 15 milliamperes is 
used for about fifteen minutes. Two or three treatments will be 
required at intervals of about ten days. 

Fungating Warts. — This method of treatment of fungating warts 
has not been a success. Electrolysis or the electrocautery should 
be used instead. 
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lODIN IONIZATION BY ANAPHOBESIS. 

Gonorrheal Arthritis. — The joint is wrapped in absorbent gauze 
thoroughly saturated with a solution of iodid of potassium, and 
connected with the negative pole of the galvanic current. The cur- 
rent should be as strong as the patient can tolerate, and be repeated 
two or three times a week. 

Chronic Suppurative Adenitis. — It has been recommended that 
the pus be aspirated, the cavity injected with a solution of iodin or 
iodid of potassium, into which an insulated needle is introduced, and 
connected with the negative pole, using a current strength of from 
10 to 15 milliamperes for ten minutes. It is stated that three or 
four applications will effect a cure. 

The x-ray in the author's hands has given such universally good 
results that he has not had occasion to resort to other methods of 
treatment. 

Goiter. — A thick gauze or felt electrode that will cover the tumor 
is well moistened with a solution of iodid of potassium, and con- 
nected with the negative pole of the direct current. The positive 
electrode must be considerably larger than the negative, and may 
be placed on any part of the body. The current should be as strong 
as the patient can possibly stand, and the treatment should last un- 
til the skin is quite red. Unless electrolysis is produced, the treat- 
ment may be repeated daily. The treatment may be supplemented 
by x-ray exposures, to be described later. 

ZINC CATAPHOBESIS. 

Fistula. — Most excellent results have been obtained in the treat- 
ment of fistula in ano by means of zinc cataphoresis. A small zinc 
electrode well insulated, except for about Y^ inch at the distal end, 
is introduced well down to the bottom of the fistula. A current 
of from 3 to 6 milliamperes is allowed to flow for three to five 
minutes. The bowels are kept constipated for two or three days. 
At the next treatment the electrode is not passed quite so far into 
the fistula, and in this manner the treatment is continued until the 
entire tract has been subjected to the action of the zinc. It may 
require from five to twenty or more treatments to effect a cure. 
Some cases are very obstinate, and an occasional failure may be 
expected. 
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Chronic Hemorrhagic Endometritis. — This is successfully treated 
by means of zinc cataphoresis. The method is very simple. A 
zinc electrode of the same style of construction as the Goldspohn 
intrauterine electrode is passed into the uterine cavity and con- 
nected with the positive pole of the battery, the indifferent elec- 
trode being on the abdomen or back. A current ranging from 10 
to 60 milliamperes, according to the indications, may be used for 
from five to ten minutes. To prevent the intrauterine electrode 
from adhering, it should be moved continuously throughout the ap- 
plication. The treatment may be repeated once or twice a week 
until a cure is effected. As a rule, only a few treatments are neces- 
sary. 

Epithelioma. — ^Zinc ionization for epithelioma differs somewhat 
from zinc cataphoresis to the extent that the former is simply a 
local application, and is effective only in very superficial growths. 
The application is best made with a zinc electrode, using a disk 
large enough to cover the surface to be treated. The disk is cov- 
ered with absorbent cotton, which is saturated with a 1-percent 
solution of chlorid of zinc. The current should not be less than 
2 milliamperes per unit of surface area of electrode and the seance 
should last about fifteen minutes. If the pain is too severe, cocain 
may be used, but never a general anesthesia. After the treatment 
it will be noticed that the zinc ions have turned the tissues a dead- 
white color, which later become red and inflamed. Mild applica- 
tions are used, and the electric treatment may be repeated after a 
week. From two to four treatments are generally required to 
effect a cure. It is understood, of course, that this method of treat- 
ment is used only in very favorable cases of early development, 
and can not be relied upon in advanced cases. 

Gonorrhea. — In prostatic affection, the result of a chronic pos- 
terior urethritis from gonorrheal infection, zinc electrolytic medi- 
cation will give excellent results in the majority of cases. The 
technic is not difficult. A small soft rubber catheter, with eyelets 
about 4 inches along its distal end, is inserted into the urethra well 
dowTi to the bladder, and connected to the positive pole of the bat- 
tery by means of a small platinum ware passed through the entire 
length of the catheter. The catheter is now connected with a 
reservoir containing at least a quart of i/^-percent sulphate of zinc 
solution, which is allowed to pass slowly into the catheter and 
return through the urethra. The current strength that the patient 
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can comfortably tolerate will vary from 3 to 10 milliamperes. The 
treatment should be repeated every other day and continued until 
a cure is effected, which will be from three to six weeks. The 
author has had no experience with this method in acute cases. 

Alopecia. — It has been claimed that the application of the posi- 
tive pole, wet with a 1-percent solution of chlorid of zinc, to the 
bald spots will after a time cause a rapid growth of hair. 

IONIZATION OF SALICYLIC ACID. 

The use of salicylic acid by ionization has been favorably re- 
ported by eminent operators who have given the subject thorough 
study. The conditions in which it has given the best results are 
acute rheumatism, muscular rheumatism in the lumbar region, 
arthritis, tic douloureux, etc. A 10- to 20-percent solution of 
salicylic acid is used on the negative electrode. The electrode 
should be large enough to cover the parts affected. The positive 
electrode is placed on some indifferent part of the body, and should 
also be of large size. The current strength should be from 15 to 
60 milliamperes, and the seance should last from twenty to thirty 
minutes, and often longer. The treatments should be repeated 
daily, and continued for a week or ten days or until relief is ex- 
perienced. 

The method is worthy of trial in all troublesome cases, though 
failure will sometimes occur, which is often traced to the technic 
employed instead of to the method itself. 

TREATMENT BY ELECTROLYSIS. 

Warts and Moles. — Various methods have been advocated by dif- 
ferent operators, some using the positive pole and others using the 
negative for the active pole. The method that has given excellent 
results is to puncture the growth well through its base with an 
ordinary bright steel needle connected with the negative pole of 
the battery. With the current at zero, the patient is allowed to 
place his hand in a pan of water containing the positive electrode. 
The current is gradually turned into the circuit, using from 3 to 
10 milliamperes, until the tissues about the needle have assumed 
a dirty-ashy color. The current is reduced to zero, and the needle 
is removed and passed through the growth at right angles to the 
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first puncture, using the same current for the same length of time. 
The growth should be punctured in as many directions as seems 
necessary to thoroughly destroy it. In a few hours the growth will 
have turned black and soon forms a hard, dead, dry scab, that 
should not be removed until it comes off of its own accord. Pull- 
ing or scratching it off too soon will in many cases leave a small 
pit or scar. The scab usually comes off in from seven to ten days. 
The pain is very slight, but, where the patient is particularly sensi- 
tive, a little cocain may be used by cataphoresis, or a few drops 
injected under the skin before the treatment is begun. In using 
a steel needle, care must always be taken to use the negative pole, 
for, should the positive pole be used instead, there will be a black 
indelible deposit of oxid of iron in the tissues, which will be more 
annoying to the patient than the tumor or growth. 

Removal of Superfluous Hair. — The electrolytic removal of 
superfluous hair is the only reliable method by which it can be 
permanently destroyed. The method is very simple, though quite 
tedious. The patient should be placed in a reclining chair in a 
good natural light if possible, for otherwise a head light will be 
required. A Hayes bulbous-pointed steel needle is carefully passed 
into the hair follicle, allowing it to pass gently down to the bottom. 
The patient now places her hand in a bowl of water containing the 
positive pole. A current of from 3 to 5 milliamperes is slowly 
turned into the circuit. In a few seconds a little foam will be 
noticed around the needle. After from five to ten seconds the 
patient is told to raise her hand from the water and the hair is 
grasped with a pair of depilatory forceps. If it comes away with- 
out resistance, its bulb has been destroyed and it will not return. 
The needle is now introduced into another follicle, not too near 
the one just treated, and the patient is told to put her hand into 
the water as before. Where the hairs are very close together, they 
should not be removed at one sitting because of the electrolytic 
destruction of the tissues when the needle is inserted too close 
together. Quite a little practice and experience is necessary to 
enable the operator to determine the direction of the hair follicle 
and pass the needle into it without penetrating its walls. Should 
this accident occur, it is more than probable that the bulb will not 
be destroyed and the hair will grow again. Very few operators 
have become sufficiently expert at this kind of work to do it well. 
Good eyes and a steady hand are absolutely necessary to insure 
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success. In the treatment of blonds a hand magnifying glass is a 
necessity. 

Vascular Nevi. — Vascular nevi are of common occurrence, and 
we are frequently asked to remove them. Because of the vascu- 
larity and the presence of telangiectasis the positive pole is the one 
of selection because of its properties of contracting the blood 
vessels, in which case the needle must be gold or platinum, or 
some nonoxidizable material. After inserting the needle in the 
tissues, a current of from 3 to 4 milliamperes is used until the 
tissues around the needle turn white, when the needle is moved to 
another place and the treatment is continued until the whole 
surface of the nevus has been covered. 

Large nevi may be treated by the bipolar method, the needles 
being placed near each other and usually arranged parallel. The 
xjurrent should not be very strong or allowed to act in one place 
too long, for tissue destruction is not desired, the object being to 
contract or destrov the blood vessels. 

Port- Wine Stains. — These may be treated by the bipolar method. 
This treatment is not, however, so uniformally successful in port- 
wine stains as in the treatment of small vascular nevi. The liquid 
air, or carbon dioxid snow, seems to be productive of better results. 
The x-ray treatment for port-wine marks will be considered in its 
proper place. * 

Acne and Acne Rosacea. — This is of little practical importance 
in view of the fact that the x-ray is almost a specific. 

Stricture. — Since Newman's time the treatment of narrowed 
mucous canals by means of negative electric currents, or rather 
the negative pole of galvanic currents, has met with great success 
and has found many enthusiastic advocates. Those who have con- 
demned the method have either selected the wrong technic, or cases 
which were unsuited to electric dilatation. Electrolytic dilatation 
is accomplished by slightly dissolving the mucous membrane in 
contact with the electrode, and at the same time stimulating and 
softening the stricture to such an extent that it is easily dilated 
with a sound or bougie several sizes larger than could have been 
passed before the electric application. Newman speaks of this 
method as being one of absorption — 'Vgalvanochemical absorption." 
In doing this work successfully, several things must be taken into 
consideration: (1) current strength, (2) the right pole, (3) size, 
shape, and material of the electrode, (4) the length of the seance 
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and the time to intervene between the treatments. A disregard of 
any of these cardinal points will promptly meet with defeat. 

Stricture of the urethra is the result of an inflammatory process, 
the most common of which is gonorrhea, or any other urethritis 
that takes on a chronic character and is treated by strong injec- 
tions. When a stricture is to be treated, the diagnosis should be 
carefully made by the proper sounds and bougies, and the size, 
length, and nature of the stricture carefully determined. If much 
manipulation during the diagnosis is required, it is better to put 
the patient on some urinary antiseptic for two or three days before 
beginning the electric treatment. The patient should be placed 
on a table in a reclining position, or he may be entirely recumbent. 
An olive electrode, two or three sizes larger than the stricture, is 
selected and lubricated with glycerin, and introduced into the 
.urethra until arrested by the stricture. The electrode is now con- 
nected to the negative side of the battery, and care must be taken 
that there is no mistake in this. The positive or indifferent elec- 
trode is placed on the abdomen or under the lumbar region. The 
current is gradually turned into the circuit until the patient be- 
gins to feel a decided warmth in the urethra. From 3 to 5 milliam- 
peres will be required in most cases. If the operator has held the 
bougie gently, but firmly, against the stricture, it may be noticed 
to fairly jump through when the stricture gives away. When this 
occurs, the bougie should be brought back to the tightest part, 
where it is held for a few minutes longer; then, if there are no 
other strictures, the bougie is allowed to pass on to the bladder 
and gently withdrawn. The treatment should not be repeated 
oftener than once a week. Should the urethra be very sensitive, a 
4-percent solution of cocain may be instilled a few minutes before 
the treatment is begun. The treatment should never be painful, 
for it should never be applied when the urethra is in an acute 
inflammatory condition. As the stricture is absorbed, larger elec- 
trodes are used until the dilatation is complete. 

In the hands of the intelligent, conscientious, careful, and pains- 
taking operator the galvanochemical dilatation of urethral stric- 
tures will seldom, if ever, be disappointing. It requires, however, 
as much technical skill to do the work successfully as for a surgeon 
to do a capital operation. No bungler can hope to succeed, and all 
such the author would advise to let the operation strictly alone. 

Stricture in the Esophagus. — Treatment of this stricture by 
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means of an olivary esophageal bougie is perfectly safe. The 
metallic olive is placed 2 or 3 inches from the distal end of the 
electrode. The method of procedure is the same as in the treat- 
ment of urethral stricture, the electrode being immersed in warm 
water and passed down the esophagus to the stricture, where it is 
gently held by the operator. The electrode is now connected with 
the negative pole of the battery, while the positive pole is placed 
on some indifferent part of the body. The current is slowly turned 
on to 4 or 5 milliamperes, when after a few minutes, if the bougie 
is not too large, it will pass through the stricture. If little or 
no trouble is experienced in passing the first bougie, a size larger 
may be passed in the same manner at one seance. The treatment 
should not be repeated oftener than once a week. It must be dis- 
tinctly understood that this treatment is contraindicated in ob- 
struction of the esophagus from pressure from any cause. 

Stricture of the Lachrymal Duct. — Such stricture may be ab- 
sorbed by insulating a Bowman sound with shellac, except for % 
inch of the extremity, and connected with the negative pole, while 
the positive pole is placed in a pan of water, into which the patient 
is told to place his hand. The sound is introduced into the duct 
and held gently against the stricture. Three or 4 milliamperes for 
from two to three minutes once a week will generally result in a 
cure after very few treatments. 

Other Conditions. — Electrolysis may be used in the treatment of 
a great number of conditions, a description of which would make 
this chapter entirely too long. Besides those conditions mentioned, 
the method has been highly extolled for the treatment of acne and 
acne rosacea, sebaceous cysts, keloid, nasal polypi, ozena, nasal 
deviations and spurs, vegetative conjunctivitis, etc. There is no 
limit to the method in the hands of a competent operator who 
thoroughly understands its possibilities, but its use should not be 
attempted until the polar effects are thoroughly understood, for 
much harm has been done in the treatment of urethral stricture by 
confusion of the poles. 



CHAPTER XL 

DISEASES OP THE NERVOUS SYSTEM. 

In Chapters IX and X the student was made familiar with the 
various methods of electric examination and treatment of normal 
and diseased conditions appearing in the human body. In this 
chapter it will be necessary to describe only particular diseases of 
the nervous system, with the electric technic necessary for the treat- 
ment of each case or variety of cases. 

A few years ago neurologists paid little or no attention to elec- 
tricity, either as a diagnostic or therapeutic agent. With greatly 
improved apparatus and technic, electric methods are rapidly tak- 
ing the position of first place in diagnosis and treatment of a large 
class of diseases where experience has proven them to be of the 
greatest possible value. In this limited work the author will be 
able to outline the methods of treatment in only a few of the most 
common diseases. To treat the subject of the nervous system ex- 
haustively from an electro-therapeutic standpoint would require a 
volume many times the size of this, with no space whatever for 
other considerations. 

The author has been greatly pleased with the outline of nervous 
diseases used by Doctor Tousey in his splendid work, just pub- 
lished, on ** Medical Electricity and Rontgen Rays,'' and because 
of its simplicity and practical application will give it first place 
in the opening of this chapter, though the discussion that follows 
will vary at times to accord with the personal experience of the 
author. The complicated and complex nature of the nervous sys- 
tem, and the extreme difficulty of concentrating currents in the 
nerve trunks under ordinary circumstances, makes the duplication 
of electric findings extremely difficult for inexperienced operators. 
Because of this fact much experience and long study of the sub- 
ject is necessary before serviceable work can be done. 

The following features will be considered in this chapter : 

(1) The use of electricity in diagnosis, (a) Diagnosis of dis- 
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orders of the peripheral nervous system — motor and sensory. (6) 
Diagnosis of disorders of the central nervous system. 

(2) The use of electricity in therapeutics, (a) Therapeutic ap- 
plication of electricity in diseases of the peripheral nervous system. 
(6) Therapeutic application of electricity in diseases of the neuro- 
muscular apparatus — neuromuscular disorders, (c) Therapeutic 
application of electricity in organic diseases of the central nervous 
system, (d) Therapeutic application of electricity in functional 
diseases of the central nervous system. 

(3) Electric sleep and death due to electric currents. 

DIAGNOSIS OF DISOBDEBS OF THE PEBIPHEBAL 

NEBVOUS SYSTEM. 

Motor Beactions. — Nerve and muscle stimulation and reaction 
have been discussed at some length in Chapter IX, and it will be 
necessary here to call attention to only some of the most important 
points. The student must remember that muscular contraction 
produced by the action of direct currents is not a continuous con- 
traction, but takes place only 

(1) When the current enters the muscle — current closing. 

(2) When the current is broken — current opening. 

(3) When the current is suddenly increased — change in density. 

(4) When the current is suddenly decreased — change in density. 

(5) When there is a sudden change in the direction of the 
current 

It is not the strength of a current at a particular time that 
causes muscular contraction, but such contractions are due to a 
sudden or rapid change in current density. On this fact Pfliiger's 
law and the normal polar formula are based. 

In the examination of the normal and diseased conditions of 
muscles and nerves, it must be remembered that no definite figures 
can be given for the contractions that follow such examinations. 
The figures given for the normal polar formula in Chapter IX 
are, however, a good guide to follow. A list of figures might be 
given for the reactions of the various accessible nerves in the body, 
but they would be difficult to verify. 

For a method of study of the neuromuscular apparatus, the 
student is referred to Chapter IX, where the subject is discussed 
at some length. There will be no attempt to treat this subject 
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exliaustively, for that would require several volumes. If we suc- 
ceed in clearly outlining the electrical methods in the few nervous 
diseases commonly met in general practice, we shall have accom- 
plished our main purpose in this chapter. 

DIAGNOSIS AND TREATMENT OF DISEASES OF THE 
PEBIPHEBAL MOTOB NEBVES AND MOTOB CENTEBS. 

Palsies of Cranial Nerves. — The cranial nerves generally affected 
are the facial, hypoglossal, and spinal accessory. 

Ocular Muscles. — Examination of the eye muscles is a very dif- 
ficult matter. The third nerve supplies the muscles of the eye, 
except the superior oblique, which is supplied by the fourth. Com- 
plete paralysis of the third nerve produces ptosis, external strabis- 
mus, inability of the globe to move upward, or downward, or di- 
rectly inward. 

Electrical treatment of these conditions is not of much practical 
value, and should be resorted to only after every other method has 
failed. 

Facial Nerve. — This nerve is more likely to become affected than 
any other cranial nei"ve. When it ceases to functionate, the con- 
dition is known as facial paralysis, or BelFs palsy. The paralysis 
usually comes on suddenly, and may be the result of cold, injuries, 
tumors, or one of many causes. When discovered, the cause should 
be removed if possible, but, since this is often diflScult and fre- 
quently impossible, electricity is used for the purpose of maintain- 
ing the nutrition of the paralyzed facial muscles and to hasten the 
return of power. 

The different branches of the facial nerve should be tested to 
determine the extent of the paralysis. By placing the active elec- 
trode just in front of the ear on the main trunk of the facial 
nerve, the stimulation may be carried to all of the branches at 
the same time, though the superior branch will be less affected. 

The three branches of the facial nerve may be stimulated sepa- 
rately, and the student is referred to Figs. 84, 85, 86 for the motor 
points. In making these tests, it must be remembered that of the 
three branches the upper branch is the most excitable, and the 
middle branch the least. In mild cases reaction of degeneration 
may be absent, though it is often complete, and it comes on slowly 
and often irregularly. 
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Electricity promises more in these cases than any other method 
of treatment. Cases due to cold will often get well without treat- 
ment, but their recovery can always be shortened by the proper 
use of faradism and galvanism. The treatment should be given 
daily, direct applications being made to both the nerve trunk and 
the muscles. The positive electrode is generally placed on the nape 
of the neck, and the active or negative electrode should be passed 
along the affected nerve from the center toward the periphery. 

Five minutes is usually about the length of time required for a 
treatment. The faradic current is used first, and is generally all 
that is necessary unless degeneration has set in, in which event the 
galvanic current will be needed. The current strength will depend 
upon the amount cif degeneration present, and only enough current 
should be used to cause full and complete contraction of the muscles 
under consideration. 

Cases due entirely to cold will usually recover in from two to 
three weeks, though it is not uncommon to see cases due to other 
causes last for several months. Treatment should be continued as 
long as there are even the slightest symptoms of improvement. The 
author has never seen a case that did not respond to proper treat- 
ment if continued long enough. 

If the disease is of central origin, electricity will be of service, 
but, as a rule, does not produce as good results as in the peripheral 
variety. If the condition is due to syphilis, electricity will not be 
of any use. 

Vagus Nerve. — Paralysis of the soft palate and the larynx re- 
sults from lesions of the vagus. Where the paralysis of the palate 
is due to diphtheritic neuritis, electricity is especially valuable in 
shortening the period of regurgitation of food through the nose. 

Cervical Begion. — When a paralysis occurs in this region, it is 
usually not difficult to determine whether it is central or peripheral. 
In that of central origin the muscles involved are usually affected 
at once, and acquire the full paralysis very rapidly, while in 
peripheral paralysis the onset is slow and gradual. In both cases 
the entire limb is affected and is entirely helpless, while muscular 
atrophy follows in due course of time. 

In making a diagnosis in paralysis, it is necessary to determine 
whether it is of organic or functional origin. In some cases the 
differentiation is quite a difficult matter. Muscular atrophy sel- 
dom occurs in functional disease, almost never in the early stages, 
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and reaction of degeneration is not found unless muscular atrophy 
has occurred from many years of paralysis in a group of muscles. 

The muscles most generally affected in paralysis of the cervical 
region are the sternomastoid, trapezius, serratus magnus, supra- 
spinatus, infraspinatus, and deltoid. 

Erb's Paralysis. — This condition exists as an injury to the root 
fibers in the nerves of the brachial plexus where they emerge from 
the spinal cord. The damage is generally done to the fifth and 
sixth cervical nerves, though the trouble may be primarily in the 
fifth, sixth, or seventh, and the muscles involved will be the deltoid, 
biceps, supinator brevis, brachialis anticus, and spinati. 

In Erb's palsies electric treatment with both the galvanic and 
faradic currents should be continued for a considerable time. Mild 
cases may get well without treatment, but severe cases will recover 
only after electric stimulation covering a long period. 

Musculospiral, Median, and Ulnar Nerve Paralysis. — These are 
of such frequent occurrence that each requires special attention. 

Musculospiral Paralysis. — This is usually the result of an injury 
to the nerve outside of the plexus, and results in a loss of power 
in the extensors of the forearm and wrist and in the supinators. 
It is impossible to extend the elbow, and the muscles of the forearm 
become atrophied. The cause of musculospiral paralysis may be 
due to injury' to the nerve, or from long periods of pressure, as 
when sleeping on the arms, pressure of crutches, or anything, in 
fact, that causes long pressure upon the nerve. Unless actual sec- 
tion of the nerve has taken place, faradic and galvanic treatment 
will be productive of excellent results. 

Median Nerve Paralysis. — The median nerve supplies the pro- 
nators, flexor carpi radialis, the flexors of the fingers, the abductors 
and flexors of the thumb, and the two radial lumbricales, which 
flex the first phalanx. Fracture of the ulnar or radius, or other 
traumatic injury, may involve the nerve above its muscular 
branches. 

The principal symptom of median nerve paralysis is an inability 
to flex and to pronate the forearm. It is impossible to grasp any- 
thing with the hand, and the thumb can not be brought to the tips 
of the fingers, nor can it be abducted. Pain is often a symptom. 
Median nerve paralysis is often the result of toxic agents. Elec- 
tric diagnosis and treatment is the same in this condition as in 
other cases of neuritis. If on examination it is found that the 
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degeneration is limited to the median nerve distribution, it is 
probable that the injury is due to some mechanical cause. 

Ulnar Nerve Paralysis. — This nerve arises from the brachial 
plexus, and supplies the flexor profundus digitorum, flexor carpi 
ulnaris, all the muscles of the little finger, the interossei, two ulnar 
lumbricales, abductor pollicis, and the flexor brevis poUicis. The 
claw hand is the usual result of ulnar paralysis, in which the third 
and fourth fingers are more particularly affected. Injuries, frac- 
tures, and dislocations in the bones of the forearm are likely to 
injure the nerve and result in a paralysis. Since this nerve carries 
some fibers of sensation, there will be, if the nerve be divided, a 
loss of sensation in the little and ring fingers and the palm, depend- 
ing, of course, on the extent of the paralysis in the nerve. 

MOTOB CENTEBS OF THE SPINAL CORD AND MOTOB 
CENTERS OF THE LOWER EXTREMITIES. 

The nerves of the lower extremities are less often involved in 
injury than those of the upper limbs, while the gray matter in the 
cord is more apt to be the seat of disease than in the cervical 
region. In acute poliomyelitis the muscles of the lower extremi- 
ties are mainly affected, the peronei suffering most. 

Obturator Paralysis. — This nerve is derived from the third and 
fourth lumbar nerves, and supplies the abductors of the thigh. Its 
function, mainly, is to cross one leg over the other or to spread 
the legs apart. Paralysis of this nerve may follow diflScult child- 
birth, but is not likely to be of long standing. 

Anterior Crural Paralysis. — If this nerve is injured within the 
pelvis, there will probably be a loss of power to flex the knee and 
hip; if the trouble is outside of the pelvis, the knee alone will be 
involved. 

Sciatic Paralysis. — When this nerve is involved above the middle 
third of the thigh, the flexors of the knee, the extensors of the hip, 
and all of the muscles below the knee are generally affected. While 
paralysis of this nerve is uncommon, sensory disturbances are very 
common, and the neuralgic pains are frequently quite severe. 

Peroneal Paralysis. — Paralysis of the external and internal pop- 
liteal nerves greatly interferes with locomotion. In external 
popliteal injuries the tibialis anticus, long and short extensors of 
the toes, and the peronei are chiefly affected. Foot drop, followed 
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later by talipes eqiiinus, is a result of the unopposed action of the 
gastrocnemius. Because of its superficial location, it is often in- 
jured from without and may suffer from fracture of the fibula, 
and occasionally it seems to be the seat of primary disease. 

When the internal popliteal is injured, the muscles of the back 
of the leg, the long flexors of the toes, and the muscles of the sole 
of the foot suffer. If this nerve is diseased, the foot can not be 
extended, and the leg can not be inwardly rotated. Injuries to 
the internal popliteal are likely to occur in extensive fractures of 
both bones of the leg. 

Plantar Paralysis. — Injury to the external plantar nerve results 
in paralysis of the interossei, the abductor of the big toe, the two 
outer liunbricales, and the accessory flexor of the foot, the patient 
having lost the ability to spring forward on the foot and stumbling 
is frequent. Injury to the internal plantar results in paralysis 
to the short flexors of the toes, the muscles of the big toe, save the 
abductor and the inner lumbricales. Paralysis of this nerve inter- 
feres less with walking than paralysis of the external plantar. 

Treatment. — The diagnosis, prognosis, and treatment are the same 
in palsies of these nerves as elsewhere. The degree of degeneration 
should first be determined, which will furnish some idea as to the 
length of time that may be necessary for recovery. It may take 
several days, with frequent examinations, to arrive at a diagnosis 
and prognosis. 

Electric interference, even for diagnosis, should not be attempted 
before the last of the second week. Should there be pain in the 
nerve trunks, the result of a neuritis or irritation in the meninges, 
electricity is contraindicated. If there is no pain present, and at 
about the end of the second or third week there is a typical re- 
action of degeneration, it is probable that the paralysis will last 
at least three months and may continue for a year. If no im- 
provement appears after three months, it is not likely that recovery 
will take place, though some cases do recover after a much longer 
period, and hope of recovery should not be abandoned until after 
twelve months have passed. If on examination a partial reaction 
of degeneration is found, the chances of recovery are very much 
better, and the patient will probably recover in from ten to twelve 
weeks. If the reaction is but slight, and responds to faradism and 
galvanism, the chances of recovery are good, and the patient will 
usually recover full motion in from four to "six weeks. 
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Electric treatment should, if possible, be associated with massage 
and exercise. 

TECHNIC OF ELECTRIC TREATMENT. 

The technic of electric diagnosis has been explained in Chapter 
IX, and it remains now to describe in some detail the methods 
employed in the treatment of the various nerves and muscles that 
have undergone a degenerative process. 

Electricity is useful in the treatment of these paralyzed muscles 
and nerves, for through its aid the muscles may be made to con- 
tract very much as they do when stimulated by the normal nervous 
influence. The exercise of the muscles by means of the diflferent 
electric currents seems to have about the same nutritional eflfects 
upon the tissues as the natural exercises. 

It must be understood that electricity has a specific tonic effect 
upon the tissues traversed, whether muscular contractions are pro- 
duced or not. This nutritional effect is dependent, to a certain 
extent, upon the amount of electricity that passes through the 
tissues. When a muscle is contracted by an electric current, it 
receives a twofold effect. .The tissues are exercised by the move- 
ment, the same as by any other mechanical method, and when 
traversed by the current are stimulated to greater functional ac- 
tivity. 

The currents capable of producing the greatest nutritional effects 
in the tissues are the galvanic, faradic, and sinusoidal. The stimu- 
lating and nutritional effects of the electric currents are indicated 
in most muscular palsies where the reaction of degeneration is not 
too marked. 

The limb to be examined or treated should be placed in such a 
position that the muscles stimulated may produce normal move- 
ments. The treatments should not be too prolonged, as fatigue 
may result the same as in normal exercise. 

Oalvanic Current. — This current has an excellent tonic and nu- 
tritional effect. When the current is gradually increased and de- 
creased, though moderately strong, muscular contractions will not 
be produced. To produce contractions, the current must be made 
and broken, or suddenly increased or decreased, the strength of 
the current being weak. For their therapeutic effect, galvanic 
currents are generally applied so as to flow in the physiological 
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direction of the nerve force. Contrary to the writers who do not 
recognize the electron theory, the negative electrode should be 
applied to the tissues near the nerve center and the positive elec- 
trode should be applied to the motor nerve or its muscle. 

Faradic Currents. — These currents are not employed as much as 
they once were, though the older men in the profession still cling 
to the faradic battery. The effect of these currents is almost en- 
tirely mechanical, and should be used solely for the purpose of 
exercising the muscles, while the galvanic current is to be used for 
its trophic effeffet. 

Combined Oalvanic and Faradic Currents. — These currents may 
be used simultaneously or successively. When using the faradic 
current alone, polarity is not important, but, when the currents are 
combined, the polarity must be recognized the same as in individual 
galvanic currents. 

The physiological effects of the faradic current will depend upon 
the size and length of the wire in the secondary and the rapidity 
of the interruptions. The secondary may be composed of several 
sizes of wire, each of which may be used independently or con- 
nectedly. A review of Pig. 14 will refresh the reader's memory 
as to the construction and operation of the faradic coil. It must 
be remembered that the longer the wire in the secondary coil the 
higher will be the voltage in the induced current, and consequently 
the lower will be the amperage. While the current from an in- 
duction coil is truly alternating, the physiological effects of such 
currents are those of a unidirectional current of high voltage and 
low amperage. In the large induction coils there is a distinct po- 
larity, which is negligible in the smaller coils. The primary is 
that of the galvanic current plus the induced current, which greatly 
increases its voltage. It is that of a rapidly interrupted galvanic 
current of high voltage, and has a highly nutritional and stimu- 
lating effect on animal tissue. 

The secondary coil or coils, being free from metallic contact with 
the battery circuit, will depend wholly upon induction from the 
electromagnetic field, and will consequently have a low amperage, 
with a high voltage, in proportion to the number of turns of wire 
in the secondary coil. Both primary and secondary coil currents 
contract muscles. Indirect stimulation is greater than direct. For 
the purpose of muscular contraction, slow interruptions are better 
than fast, since rapid interruptions tetanize the muscle. Currents 
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from primarieB and shurt sccimdnry coils are stimulaliug and 
nutritive, while currents from long aeco nrj- coils, with rapid 
interrupters, are tetaniziug and markedly sedative. Indneed eiir- 
rents, slowly interrupted, produce a kind of eleetrie massage in the 
tissues, with a. stimidating and nutritional effet-t, while the same 
current rapidly interrupted produces anemia, with destructive 
changes. 




The faradic current is useful in the treatment of all functiooal 

paralyses where there is no destructive lesion in the nerve tissues. 
Tu the treatment of female pelvic conditions it frertuently serves a 
double purpose by increasing nutritive processes aiid relieving pain 
and irritation. 

It should be remembered that intrauterine applications of gal- 
vanism should always be followed by a few minutes' use of the 
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high-tension faradic current through the same electrodes for the 
purpose of allaying ai irritation that may have been caused by 
the galvanic application. 

To illustrate and describe each galvanic battery or wall plate 
now on the market would fill a fair-sized volume. Unfortunately 
for the physician and the cause of electro-therapeutics, the average 
table or wall plate seen in the physician's office is almost worthless; 
a few are good, but only occasionally do we find one that is first- 
class. 

The physician gets the idea that wall or table plates are all alike, 
and he buys where he can get one the cheapest. As he learns more 
about the work and apparatus in particular, he discards his first 
purchase for the very best to be had at any price, after which he 
begins to do some really good work. 

Fig. 87 illustrates a wall plate usually seen in the physician's 
office. (For a diagrammatic drawing of the plate the reader is re- 
ferred to Fig. 45.) This plate is all right as far as it goes. The 
modalities derived from it are the galvanic current, interrupted 
galvanic current, primary faradic current, secondary faradic cur- 
rent, slow interrupted faradic current, rapid interrupted faradic 
current, etc. When operated from the 110-volt direct current, 
from a battery of cells, or from a rectified alternating current, elec- 
trolysis and cataphoresis may be done as successfully as with any 
other class of battery. 

Where both the 110-volt direct and the 110-volt 60-cycle alter- 
nating currents can be had in the same office, the wall plate shown 
in Fig. 88 will answer all of the requirements of the most exacting 
physician, save perhaps the sinusoidal current, the frequency of 
which can not be regulated. This will probably be improved in 
the near future. In addition to the plate shown in Fig. 87, this 
plate has the galvano-faradic, sinusoidal, and cautery. This plate 
is designed to be operated by the 110-volt direct and 110-volt 60- 
cycle alternating currents. The 110-volt direct current is the only 
djTiamo current that will successfully operate the galvanic side 
of the plate. Where this current is not to be had, the current from 
a battery of cells may be used. Forty cells connected in series will 
furnish a current of ^2 ampere, with a pressure of 60 volts. The 
cautery and sinusoidal side of the plate must be operated from the 
110-volt alternating circuit. 

If the 110-volt direct is the only available current, it will be 
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necessary to add a small motor generator for the purpose of gen- 
erating an alternating current for the cautery and sinusoidal ap- 
paratus. 

This motor generator (Fig. 89) is operated from the 110-volt di- 
rect current, and delivers an alternating current of ahnit 70 volts' 
pressure, which is ample for operating the cauteiy and sinusoidal 
currL'iit apparatus. 




The second wall plate (Fig, 88) is provided with switches for the 
purpose of combining the galvanic and faradic currents, but there 
is no provision for increasing or decreasing one of these currents 
without affecting the other in lihe proportion. There is no ques- 
tion that the combined galvanic and faradic currents are pro- 
ductive of great good in the treatment of peripheral paralysis, but 
provisions for properly regulating the strength of the currents sep- 
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arately should be a part of every plate o 
currents are to be used. 



■ switch-board where these 




Alternating Current Bectifler. — Because of the fn'eater economy 
in the transmission of alternating currents, the alternating electric 
lighting current seems to be the current of choice in the smaller 
cities and (owns. The kind of current must be taken into account 
by the physician who contemplates installing a wall plate to. be 
operated with the commercial circuit. • 

The physical properties of the alternating current are entirely 
different from those of the direct current. The alternating current 
consists of a number of cycles of constantly reversing polarity. 




The 60-cyele variety of alternating current has 7,200 alternations 

per minute, or 3,600 cycles per minute, each cycle being half posi- 
tive and half negative during its period of flow. Its positive effect 
is, therefore, completely neutralized during the negative period. 
Fig. 90 illustrates the course of the alternating current. The 
straight line represents tJie zero point, which is exactly between 
the negative and positive influence. The curved line represents the 
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rise and fall of the current above and below the zero line. The rise 
above and fall below the line constitutes a period or cycle. This 
class of current is not unidirectional, and is, therefore, unfit for use 
with a wall plate. Before this current can be used it must be 
transformed or rectified. Heretofore the only means of trans- 
forming the alternating current for wall plate use was by means 
of the motor dynamo, a valuable, though rather expensive, piece 
of apparatus. To obviate the expense of the motor dynamo, the 
chemical rectifier, an inexpensive appliance for changing the alter- 
nating current into a unidirectional current suitable for use 
with the wall plate, has been constructed. This device is of 




Fig. 91. — Influence of the rectifying valve on the alternating current. 

a chemical nature, and operates on the principle of transposing 
one-half of the cycles and delivering a direct current which pos- 
sesses the polar properties required in galvanism, but con- 
sists of a number of minute impulses flowing in the same 
direction as shown in Fig. 91. To overcome this pulsating cur- 
rent, it has been found that by placing a special type of con- 
denser between the direct current terminals of the rectifier the rise 
and fall in voltage shown in Fig. 91 may be overcome or equalized 
with the result shown in Fig. 92. 



Fig. 92. — Influence of the chemical rectifier, with the potential equalizer, on the alternat- 
ing current. 

The chemical rectifier with the potential equalizer, as now made, 
is said to completely rectify the alternating current, so that it may 
be successfully used with the wall plate. Fig. 93 represents the 
rectifier with the potential equalizer. It is furnished with com- 
plete directions for installing. The author has had no experience 
with this machine. 

The sinusoidal current has not come into general favor because 
of the kind of apparatus with which we have had to work. The 
average machine is provided with a rheostat, by which the strength 
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of the current is controlled, but there is no provision for regulating 
the rate of the interniptious, a very important mutter. 

Rapid interruptions aud high- frequency currents have gone too 
far in the high-frequency direction, and not enough attention is 
being paid to quality and quantity. Ordinarily tlie sinusoidal cur- 
rent has an interruption of 7,200 per minute, with an equal rise in 
potential at each alternation. A current of this class, like the in- 
duced current, causes more or less tetanic muscular contractions. 




rig. !)B.— Ciiei 



without any intervening periods of muscular relaxation. In de- 
generated Hiuseles very slow interruptions are necessary to pro- 
duce anything like normal physiological contractions, and for this 
purpose the alternations should be as few as 10 per minute. A 
sinusoidal apparatus, producing a current that may be slowly in- 
terrupted, with a gradual rise and fall in potential, producing a 
slow sine wave, that may be made undulating, fluctuating, or surg- 
ing, will leave but little to be desired. 

A manufacturing firm has lately placed upon the market a plate 
known as the Melntosh polysine generator. It is claimed that this 
new apparatus is capable of furnishing the fnllowing modalities; 
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rapid sinusoidal, at 60 cycles; slow BiDusoidal, from 1 to 10 cycles; 
surging sinusoidal, from 1 to 10 periods ; superimposed wave, from 
1 to 10 periods; combined galvanic and sinusoidal, 60 periods; 
rapid surging galvanic, 60 periods; slow surging galvanic, from 1 
to 10 periods; galvaaic, diagnostic lamps; alternating current, 60 
cycles for cautery purposes, etc. This instrument lias much to rec- 



I 




ommcnd it, since it hirnishes botti alternating and direct eurrente 
that are entirely independent of tlie wimmereial lighting circuit, 
and are, therefore, not groiuided, and may be used with the ordinary 
bath tubs with perfect safety. 

The author has never been favorably impressed with the thera- 
peutic value of the rapid 60-cyele alternating current, beeaiise the 
alternations (7,200 per minute) are too fast. The polysine gen- 
erator seems to overcome this defect in the old type of sinusoidal 
apparatus by so regulating the interruptions that the cycles may 
he controlled from 1 to 10 per second, and may be made surging or 
wave-like. 

Fy;. 94 illustrates the polysine generator. It contains a rotary 
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converter, a rotar, rheostat, milliamperemeter, pole changer, re- 
sistance lamps, dial selector, binding-posts, etc. The instrument is 
very simple, and requires very little attention to keep it in perfect 
working order. 

Another style of wall or table plate is being offered by the same 
firm that furnishes a galvanic current of light or heavy dosage, di- 
agnostic lamp current, fast primary faradic current, fast secondary 
faradic current, slow primary faradic current, slow secondary far- 
adic current, combined galvanic and faradic current, low potential 
sinusoidal current not grounded, high potential sinusoidal current 
suitable for baths, combined galvanic and sinusoidal current, and 
cautery current of small and large volume. This is an excellent 
type of machine, though inferior to the polysine generator from a 
sinusoidal standpoint. Fig. 95 shows the arrangement of this wall 
plate, which is a great improvement over plates shown in Figures 
87 and 88. 

The galvanic is a direct or unidirectional current, whose potential 
remains the same throughout, but, for the purpose of producing 
muscular contractions, it may be subjected to any number of inter- 
ruptions by means of what is known as a rheotome. This rheotome 
is an automatic device with a clock mechanism, and may be set to in- 
terrupt the current from 8 to 660 per minute. The galvanic current 
is the stronger stimulus, and will produce muscular contractions 
when all other currents have failed. When there is no response to 
galvanic stimulation, if properly conducted, it is certain that the 
nerve has either been severed or that degeneration in that nerve 
is complete. 

The examination of a nerve or muscle is generally begun with the 
faradic current, because it is much simpler and often makes the 
more complicated galvanic examination unnecessary. Muscles and 
nerves that respond to faradic stimulation in a normal manner will 
always respond to galvanism. In making the diagnosis of injured 
muscles and nerves, the galvanic current is applied according to 
Pfliiger's law, as described in Chapter IX. Each muscle is care- 
fully examined, and the amount of current necessary to produce a 
contraction on opening or closing, ascending or descending, is care- 
fully noted and recorded, together with the manner in which the 
muscle contracts. A muscle may be made to contract under electric 
stimulation and yet be far from normal, and it is, therefore, neces- 
sary to carefully note the particular manner in which the contrac- 
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Hon takes place in order to determine the different degrees of reac- 
tion 'j[ degeneration. As compared with the reaction of normal 
muscles, if the contrHctions are weak and sluggish, slow or worm- 
like, reaction of deseneration is in prepress. The course of the de- 
generation is easily determined through freqnent electric examina- 




tions. As tile condition irapro;.-es, the contractions become more 
and more normal until the muscles and nerves assume their natural 
functioiw. 

When the paralysis extends to all of the muscles of a member, in- 
stead of the sponge electrode so commonly used, the author has the 
patient place the hand or foot in ;< pan of water to which the active 
electrode is connected, the other electrode being: on the lumbar re- 
gion or some indifferent part of the body. This method of admin- 
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istration will also give excellent satisfaction with the faradic and 
sinusoidal currents. 

Static and High-Frequency Discharges. — Besides the currents 
above described, the high-frequency discharges from the static ma- 
cliine and the various forms of condensers may be successfully used * 
in the treatment of degenerated nerves. 

The direct or indirect static spark from the large ball electrode, 
though sometimes painful, may often be used with good effect. 
With the positive side of the machine grounded and the prime 
conductors close together, the muscles may be made to contract by 
bringing in contact with them a glass vacuum electrode connected 
with the other side of the machine. The machine should be made to 
run as slowly as possible to get a slow, but regular, spark between 
the prime conductors. The farther the prime conductors are pulled 
apart, the stronger will be the muscular contraction under the vac- 
uum electrode. 

The Leyden jar or static induced current may be used for the 
same purpose, the same precautions being observed as mentioned 
above. These are generally spoken of as high-frequency currents 
of the alternating type, and, while they possess some merit and 
may be used in the absence of other methods, they are inferior to 
the faradic, sinusoidal, and galvanic currents. 

The high-frequency resonator and various kinds of condenser 
electrodes are used by as many different operators, each claiming 
some special virtue for his individual pattern. They are all valu- 
able, but no one operator can ever hope to install and use every- 
thing he sees or has recommended as being superior to something 
else. He must leam to discriminate for himself, and use only that 
which, in his hands, produces the best results. 

ELECTRIC TREATMENT OF NEURALGIA AND NEURITIS. 

The neuralgias that are amenable to electric treatment, and 
w^hich the electro-therapeutist is most often called upon to treat, are 
those of the trigeminal, brachial, musculocutaneous, and sciatic 
nerves. 

A neuralgia is not a disease, but a symptom of a disease that may 
have its origin in some distant part of the body. It stands to rea- 
son that a correct diagnosis of nerve pain is of first importance. 
The seat of the trouble may be in a cerebral, spinal, or visceral 
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nerve, and the symptoms referred to some other part of the body, 
in whieh case treatment of the symptom would in no way benefit 
the patient, as the cause would not he I'elievcd. Visceral disturb- 
ances often cause referred pains in certain skin areas. This fact 
emphasizes the imi)ortanee of a careful study t)f visceral diseases. 

Cause of Neuralgias. — Among: the predisposing causes are 
anemia, sexual excesses, prejmancy, and menorrhagia. The most 
frequent exciting causes are cold, injury to the nerve in the way of 
direct violence or pressure of a tumor, syphilis, gout, or systemic 
poisoning. 

Neuritis. — In cases of neuritis the diseased nerve is best treated 
by franklinism and galvanism; the paralyzed muscles, by galvano- 
faradism or faradism. 

Static Method. — The metlmd of administering a static treatment 
in an obstinate case of sciatic neuralgia is shown in Fig. 96. It 
will be noticed that the i>atient has placed his hare foot in a tub of 
water, which is connected to one of the ])rime conductors of the 
static machine. Sprays and sparks are vigorously applied over 
the region of the sciatic nerve. The metallic point or ball elec- 
trodes are used for this puri^ose. The elivtrode is grounded, and 
the api)lication is known as an indirect static spray or spark. The 
treatment should begin with the spray and end witli sparks, which 
sliould be as strong as th(» patient can tolerate. If the treatment 
seems to relieve the pain and give the patient comfort, it should be 
repeated once or twice a day until a cure is ciTected or the treat- 
ment fails to be of service. Many easels are cured by this method 
of treatment. 

If the sinusoidal current is used, the alternations should be made 
as slowly as possible. The sinusoidal is a valuable modality in 
paralysis, and often succeeds wiieii other currents fail. 

When the cause of a neuralgia is determined, removal of the 
cause will in nH)st eases sto|> the [»ain, but, should the established 
neuritis tend to continue, the galvanic or galvano-faradic currents 
will nourish and stimulate the nerve to perform its normal func- 
tions. In applying the galvanic current to nerves of this charac- 
ter, the current is passed from the center toward the periphery, 
which places the positive pole on the muscle to which the nerve is 
jlisti-ibiilcd. Should the muscle exhibit a painful area, the sedative 
elVcj'l «»r the positive pole will tend to relieve the pain. Sometimes 
a very strong current — from 40 to 60 milliamperes — is used over 
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periods of half an hour at a seance. This requires considerable 
caution on the part of the operator to prevent a severe shock to the 
patient. Larjze wel]-iiiiii«teii(?d electrodes arc necessary, and care 
should be csercisud to jirevent a burn. 




Mild galvanic currents sometimes seem to afford greater relief 
than strong currents. Where the nerve is deep, the electrodes 
should he t[uite large and tlie current corruapondingly strong in 
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order that the nerve may be reached. Where benefit is derived 
from the applications, the seances should be repeated often enough 
to relieve the symptoms. 

Trigeminal is probably the most persistent neuralgia of the face, 
and often requires long and active electric treatment. Leduc has 
reported success in the treatment of this troublesome malady by 
means of the cataphoric use of quinin. In the treatment of this 
condition the positive electrode is applied to the painful area and 
the indifferent electrode (the negative) is applied to the nape of 
the neck. Where heavy currents are used, the metal parts of the 
electrodes must be well protected by cotton, felt, or other absorp- 
tive material to prevent the skin from being burned. 

Wherever found, the treatment of a neuralgia is very much the 
same, the technic varying with the area to be treated and the depth 
of the nerve to be reached. As before stated, some nerves will re- 
spond quicker to weak currents long continued, while others will re- 
quire strong, active stimulation. Since every case is a law unto 
itself, the successful electro-therapeutist will soon realize existing 
conditions as he finds them, and will set about in a practical way to 
right the trouble and bring about a normal state of affairs. 

One should not form the habit or acquire the reputation of rec- 
ommending electricity for every case that comes into his office, but, 
if every other method has failed, the judicious use of one or more 
of our many electric modalities may meet with success. The author 
recalls a number of cases of suspected kidney stone, where the pa- 
tients had suffered long and severely, that had no more pains after 
two or three exposures to the x-ray for the purpose of making skia- 
graphs. No stones were found in these cases, and some of the re- 
lief might have been due to the mental effect on the patients caused 
by telling them that they had no kidney stones, but this could 
hardly be true in every case. The author would never have recom- 
mended the x-rav treatment as a curative measure in these cases, 
and yet it may have, in a way with which we are not yet acquainted, 
been the direct cause of bringing about a normal condition. Care- 
ful study along this line may prove that the x-ray has therapeutic 
properties that will be found helpful in the treatment of a large 
class of cases where pain is a prominent feature. 

Cases having symptoms of stone in the kidney, with negative 
skiagraphic reports, should have the benefit of at least three ex- 
posures to a medium or high vacuum x-ray tube. 
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THERAPEUTIC APPLICATION OF ELECTRICITY IN 
ORGANIC DISEASES OF THE CENTRAL NERVOUS 
SYSTEM. 

Spinal Cord. — The principal diseases of the spinal cord are those 
due to 

(1) Diseases of the motor ganglia — poliomyelitis type. 

(2) Disease of the motor paths — lateral sclerosis type. 

(3) Disease of the sensory paths — tabes dorsalis type. 

(4) Diffuse disease — ^myelitis type. 

(5) Intraspinal disease — syringomyelia type. 

Motor Oanglia. — The varieties of paralysis that result from dis- 
eases of the motor ganglia are poliomyelitis (acute and chronic) 
and the various mixed types of lateral sclerosis. The main diag- 
nostic symptoms of the poliomyelitis type are loss of tendon reflexes, 
muscular atrophy, trophic disturbances, no sensory phenomena, and 
reaction of degeneration. In grave forms of neuritis the pain will 
generally serve to distinguish it from poliomyelitis. 

Acute Poliomyelitis (Infantile Spinal Paralysis). — Electric 
treatment should be begun soon after the acute symptoms have 
passed. A fair degree of improvement may be expected, even 
though reaction of degeneration has been present for several months, 
and cases of two years' standing have been materially improved. 
There is no limit to the time in which electricity may not be of 
great benefit to patients suffering from this form of paralysis. The 
electric treatment should not be begun so long as there is any ten- 
derness in the muscles or nerve trunks. When these patients suffer 
from pain in the early stages, meningeal involvement should be 
looked for. Each muscle should be carefully tested, giving special 
attention to its motor point, muscle substance, and tendon reac- 
tion. Electric treatment should be directed toward relief of the 
abnormal condition through stimulation of unused muscles and 
nerves. The galvanic and faradic currents are generally employed, 
and will best meet the requirements in the majority of cases. 

In cases of paralysis of this type it is believed that a few unin- 
jured or nondiseased fibers remain intact, and that the first symp- 
tom of improvement is noticed by a weak response to electric stim- 
ulation of these remaining fibers. Persistent electric stimulation 
of these fibers may improve them to such an extent that they begin 
to take on something of their normal function, and the contraction. 
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of the muscle gradually returns to normal, or at least the improve- 
ment is so marked that the muscle is under fairly good control. 

Chronic Poliomyelitis (Progressive Muscular Atrophy). — This 
is differentiated by two general types — the neuritic and central. 
In cases of complete atrophy, electric stimulation is entirely nega- 
tive. While electric treatment may to some extent retard the atro- 
phy, it is not expected that it will redevelop the atrophied muscle. 

In the central or spinal variety, electric stimulation meets with 
better success. The current is to be applied directly to the cervical 
and lumbar enlargements of the spinal cord. The faradic current 
may be used in mild doses, but the greater benefit is to be derived 
from the galvanic current. 

Motor Paths (Lateral Sclerosis Type). — Little or no benefit 
may be expected from electric treatment of this type. Cases have 
been reported as cured, but the reports are questionable. 

Sensor Paths (Tabes Dorsalis Type). — Electricity is of little 
value, except to relieve pain and tone up the functions of the blad- 
der and rectum. 

Diffuse Spinal Disease (Myelitis Type). — Little or nothing can 
be promised by electric methods in this class of cases. 

Intraspinal Diseases (Syringomyelia Type). — Kelief and benefit 
has been claimed from x-ray treatment, but the evidence is not suf- 
ficient at the present time to warrant any positive claims. 

BBAIN. 

Diseases resulting from organic brain affections, producing hemi- 
plegia and diplegia, causing infantile cerebral palsy and epilepsy, 
may at times be benefited, but the enthusiastic claims of some ar- 
dent electric advocates can hardly be vouched for by the conserva- 
tive workers. 

GENERAL NERVOUS CONDITIONS. 

Wry Neck. — This painful condition is promptly relieved by 
either the galvanic, faradic, static, or high-frequency currents. 
When the galvanic current is used, the i)ositive pole is placed 
over the i)ainful muscle or muscles. The current may be continuous 
or interrui)ted, so long as the pain is relieved. One to three treat- 
ments wuU suffice to overcome the muscular contraction and relieve 
the pain in the majority of cases. 
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Chorea. — Some cases are apparently promptly benefited, while 
others are cured by electric treatment. The static breeze or Morton 
wave current will improve most cases, but occasionally the treat- 
ment seems to aggravate the trouble and has to be discontinued. 

Exophthalmic Goiter. — Perhaps every remedy known to the mod- 
ern and ancient j)hysician has been recommended at one time or 
another for the cure of exophthalmic goiter. X-ray treatment of 
this condition has met with splendid success in a large number of 
cases, though in some instances it has failed. 

Hysteria. — In all cases of pure psychoneurosis, electricity, prop- 
erly used, is the best remedy. In this class of cases the static ma- 
chine will best meet the indications. General electrification in the 
form of the breeze or static wave current is the most popular mo- 
dality in hysteria, though the sinusoidal or faradic currents may 
be used in the absence of the other. 

Neurasthenia. — Nowhere else in the domain of medicine will 
electricity, wisely and judiciously used, be productive of greater re- 
sults than in cases of neurasthenia. In the majority of these cases 
we have patients with low vitality (general debility) ; they have 
poor circulation, bad digestion, and are nervous and restless, and 
often highly imaginative. Their nerves are strung to a high pitch, 
and they are never satisfied unless when working under some men- 
tal excitement ; they never take their surroundings quietly and pa- 
tiently, but are continually working at high pressure until over- 
come by exhaustion and collapse. This class of patients requires 
rest and quiet, and influences stronger than their own. They 
should have associates with natures opposite to their own, where 
they may learn the wisdom of self-control. 

The static insulation in the form of the bath or breeze and the 
static wave currents are indicated in these cases. Begin the course 
of treatment with the static insulation, making the patient positive 
and grounding the other side of the machine. The seance should 
last twenty minutes, and be repeated every day until marked im- 
provement is noticeable. Care must be had that the patient is not 
frightened by giving her an accidental spark before she is in a con- 
dition to receive such treatment. At a later date, when there has 
been marked improvement and the patient's full confidence has 
been secured, direct or indirect static sparks may occasionally be 
applied to the spine. In the absence of the static modalities, gal- 
vanism and faradism, or the sinusoidal currents, may be used with 
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some degree of success, but the stimulating and nutritional effect 
of the static modalities is far superior to any other. 

ELECTSIO SLEEP. 

According to the experiments of Stephane Leduc, begun in 1902, 
certain kinds of electric currejits may be used for the purpose of 
producing general anesthesia to the extent that operations may be 
performed without producing painful sensations. 

Leduc claims to have produced complete narcosis in animals, dur- 
ing which the most diflScult operations were done without pain or 
suffering. In order that he might describe the sensations, Leduc 
allowed himself to be made the subject of an experiment. A metal- 
lic plate, well covered with absorbent cotton soaked in 1 :100 solu- 
tion of chlorid of sodium, was securelv bound to the forehead and 
connected with the negative pole of the battery. A similar elec- 
trode, though larger, was placed over the back. For this work 
Leduc uses a low tension interrupted current. The interruptions 
range from 90 to 110 per second, with an electromotive force of 
from 30 to 35 volts and a current strength of about 4 milliamperes. 

Leduc claims that the sensation is not unpleasant; that a few 
minutes after the current was turned on a general calm sensation 
passed over him, and, while he knew all that was being done, he 
was unable to speak. In a little while the motor centers were in- 
hibited, and no amount of stimulation would produce a contraction 
in the muscles. Respiration was somewhat diminished. He de- 
scribes the sensation during the seance, which lasted twenty min- 
utes, as being something like a dream or nightmare. Awakening 
was immediate, and the general sensation was that of a mild stimu- 
lation. 

Leduc uses a current from an apparatus of his own construction. 
The current is galvanic, and has a rotary interrupter placed in 
series, with one of the wires leading from the battery to the patient. 
This interrupter has periods of rest, with an almost abrupt rise in 
current strength, which is constant through a certain period, when 
the fall in the current strength is as abrupt as the rise, followed by 
another period of rest. It is not likely that this method of general 
anesthesia will come into use during our time. Though particu- 
larly valuable, it will take several generations to eliminate the su- 
I)erstitions in the public mind regarding the dangers of electricity. 
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ELECTSIC DEATH. 

Among the workers in our powerful lighting plants it is not an 
uncommon thing to hear of some one being instantly killed or 
severely burned by electric currents. These accidents have 
occurred, and will continue to occur until rigid precautions are 
taken to prevent them. 

Currents of high voltage and large amperage are always danger- 
ous, and must be avoided unless the necessary precautions are taken 
in handling them. High voltage currents with small amperage are 
not necessarily fatal, unless the subject should form a short circuit 
with another wire or the ground, in which event death may be pro- 
duced by a very weak current. Many fatal accidents have occurred 
in bathrooms where the electric fixtures were not properly insulated, 
the victim attempting to turn the light off or on while his body was 
immersed in the water in the bath tub, making a perfect electric 
contact with the ground, and causing instant death. Linemen are 
frequently horribly burned or instantly killed by getting a short 
circuit through their bodies. For a long time pathologists were not 
able to discover any marked tissue change in the nervous system in 
victims of electric death, but later more careful investigations have 
demonstrated conclusively that distinct changes in the cellular tis- 
sues are to be found in every victim of death from electric currents 
of whatever nature. Very much is yet to be learned regarding the 
immediate cause of death from electric currents. Very much must 
depend upon the particular kind of current and the condition of 
the subject, together with the manner in which the current is con- 
ducted into the body and the part of the body directly affected by 
the charge. There is a difference of opinion as to whether death is 
due to the action of the current on the brain and spinal cord (nerv- 
ous system), or whether the heart is the organ principally affected. 

During the use of heavy galvanic currents for the zinc cataphoric 
treatment of cancerous growths about the face and neck, the author 
has seen suspended respiration and inhibited heart action when, 
to all appearances, the patient seemed dead and would have died 
without the application of prompt resuscitating methods. In cases 
of this kind, where only from 1/4 to 1 ampere is being used, we 
would not expect any pathological changes in the central nervous 
system. The suspension of respiration and circulation was un- 
questionably due to an overstimulation or a paralysis of the nerve 
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centers controlling these organs. The question is often asked. 
How much electricity does it take to produce death ? No very clear 
answer can be given to this question, because so many factors enter 
into the conduction of an electric current that it would be necessary 
to state exact conditions in every caseT. Some time ago a lineman 
in Dallas, Texas, while working among the wires on a pole, short- 
circuited through his body a 3,500-volt current. He was fearfully 
and horribly burned, but lived more than a week. It is natural to 
suppose that, although he was badly burned on different parts of 
the body, there were few, if any, internal injuries, or death would 
have been instantaneous. 

The author, from his experience, advises energetic efforts at re- 
suscitation in all subjects unconscious from electric currents, pro- 
vided, of course, the victim is seen at once or very soon after the 
accident. In such cases the faradic current may be found useful 
in stimulating respiration and the heart's action. One electrode 
may be placed over the sternum and the other on the nape of the 
neck, or on the back. 



CHAPTER XII. 

HIGH-FREQUENCY CURRENTS. 

There seems to be a great deal of confusion as to what is really 
meant by the term high-frequency currents. Static currents like 
the Morton wave, potential alternation, currents from vacuum elec- 
trodes connected directly to a prime conductor, etc., have been long 
referred to as high-frequency currents. As a matter of fact, these 
static currents are possessed of rapid oscillations and rather high fre- 
quencies, but, when compared with the frequencies obtained from 
the Oudin and D 'Arsonval resonators, they are relatively low. We 
are just beginning to learn something of this wonderful modality, 
and no one can foretell its future possibilities. 

TYPES OF APPARATUS, METHODS OF APPLICATION, 

AND PHYSIOLOGIC EFFECTS. 

The types of high-frequency apparatus in general use are those 
known as the D'Arsonval, Oudin, and Tesla. The Oudin type 
shown in Fig. 31 is used in this country more than any other. 
While there is a great difference in the character of the currents 
produced by these coils, they have very much in common. Each 
consists of a pair of Leyden jars so arranged that they discharge 
through one or more solenoids, according to the character of the cur- 
rent desired. 

When an electrostatic discharge takes place between the sliding 
rods, forming a spark gap between the inside coatings of the Leyden 
jars, what appears to be a single spark does not neutralize or equal- 
ize the electric condition in the two jars. The state of neutraliza- 
tion or equilibrium is reached only after a series of oscillations back 
and forth at the rate of about 500,000 per second. If the jars are 
continuously charged from an induction coil or static machine, the 
oscillations between the sliding rods will be continuous. If the out- 
side coatings of the jars are connected together, an alternating or 
oscillating current will pass between them. This current is called 
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a high-frequency current, and its frequency is detenniaed by the 
number of sparks that pass per second between the prime condue- 
tors, to which are connected the inside coatings of the jars. If there 
are 500,000 oscillations for each discharge and there are 100 or 500 
discharges per second, it is seen that the frequency of these currents 
may reach millions per second. It is impossible to obtain directly 
from an induction coil or static machine a high-frequency current. 
The possessor of a coil or static machine may, for a small sum, in- 
stall a high-frequency equipment that will produce either of the 




S- 97. — AppdrdlBBftTtheD'ArsonTBl 



eurrentis mentioned above. As before stntod, the Oudin or some 
modification of the Oudin resonator is to be preferred. The simple 
interposition of a coil or resonator between the outside coatings of a 
pair of Leyden jars, energized by a static machine or induction coil, 
is all that is necessary to produce the D'Arsonval high-frequency 
current. 

Fig. 97 illustrates the apparatus for the D'Arsonval high-fre- 
quency current. This equipment is to be operated from the 110- 
volt direct current through the electrolytic interrupter, rheostat, 
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ammeter, induction coil, Leyden jars, and D'Arsonval coil. This 
schematic drawing also shows the correct arrangement for the x-ray 
coiL 

It will be noticed that the current is the 110-volt direct, and that 
both negative and positive wires have a knife switch by which the 
current may be completely cut out of the apparatus when not in 
nse. As a safeguard during the time that the apparatus is in use, a 
fuse block is placed on the negative wire, through which the current 
enters the apparatus. This fuse block contains a short piece of 
lead wire that will carry only so much current without melting — 

9 




Fig. 9a. — Flnt principle In llie Oudin reioi 



say, 5, 10, or 20 amperes. If an accident should occur in the light 
plant or along the circuit, and a high amperage be thrown on the 
wires, no damage to the apparatus or patient who might be receiving 
treatment at that time could occur, for the piece of lead wire in the 
fuse block would bum out and the current could no longer enter the 
coil. From the negative wire the current enters the primary of the 
coil, which surrounds a soft iron core, acting as a magnet. £me^- 
ing fn)m the primary, the current passes through the rheostat, 
which measures the current strength ; then through the rheostat, 
which controls the current; then to the electrolytic inteiv 
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rupter, and back to the main circuit agaia. The secondary' wiod- 
ing of the coil is connected with the sliding rods of the Leyden 
jars. When these rods are brought close enough together to allow 
sparks to pass between them, rapid oscillations take place between 
the jars, at the same time producing a current between the outside 
coating of the jars through the coil connecting them. This current 
is alternating in character, and because of its rapid change in di- 
rection, millions per second, it is called a high-fre<iuency current. 




Prom the D'Arsonval apparatus it is only a stop to the Oudin. 
If one end of a solenoid or coil is connected to one end of the D'Ar- 
sonval coil, a current of an entirely dillVrcnt character will be 
produced. This combination of the second coil with a D'Arsonval 
coil is known as an Oudin resonator. Figure 98 shows the first 
step in this arrangement. Oudin found that, by regulating the 
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number of turns in the D 'Arsonval coil he was able to regulate the 
discharge from the terminal of the secondary coil. Figure 99 
roughly illustrates the present plan of the Oudin resonator, as 
shown complete in Figure 31. 

In thfe Oudin resonator the drum A is wound with two sizes of 
wire; the lower six or eight turns are made of coarse wire, about 
No. 8 or 10, while the remaining greater portion of the drum is 
wound with about No. 20. The upper end of the coarse wire coil 
is soldered fast to the lower end of the small wire coil, while the 
upper end of the small wire coil is soldered to a binding-post at the 
top of the drum. The lower end of the coarse wire coil is connected 
to the outside coating of one of the Leyden jars, while the outside 
coating of the other jar is connected with an adjustable contact 
shoe B, that may be brought in contact with either of the windings 
of the coarse wire coil. The more windings of the coarse coil that 
are placed in the Leyden jar circuit, the greater will be the reso- 
nance or inductance in the fine wire coil, and the stronger will be 
the current delivered from an electrode connected with the binding- 
post on the top of the drum. 

To control a high-frequency current of this character, taken from 
an Oudin resonator, the current going to the primary of the induc- 
tion coil may be increased or decreased as required, or the contact 
shoe B may be raised or lowered, and, as a farther means of regu- 
lating the output of the resonator, the spark gap between the 
Leyden jars may be increased or decreased. 

The Tesla high-frequency apparatus is best operated by a step-up 
transformer, energized by an alternating current of 110 volts, as 
shown in Fig. 100. It will be noticed that the outside coatings 
of the Leyden jars are connected by a coarse wire solenoid, through 
the center of which is placed a small wire solenoid, well insulated 
in oil. This small coil delivers an induced current of a high po- 
tential and a rapid discharge. 

Several modifications of the above distinct types of high-fre- 
quency coils, for which has been claimed some particular thera- 
peutic value, have been described. The Oudin high-frequency reso- 
nator manufactured in this country answers all general purposes 
for which high-frequency currents are indicated. It should be so 
made that the D 'Arsonval current may be used for the autoconden- 
sation couch, the current coming directly from the outside coating 
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of the Leyden jars and the coarse wire solenoid or coil on the lower 
end of the drum. 

The Oudin resonator is intended principally for unipolar appli- 
cations, using mainly the vacuum electrodes, held at a distance from 

Fuse block. 




Tesla coil. 
Fig. 100. — Tcsla hiph-froquency apparatus. 

the body or by direct application to the skin or mucous surfaces. 
Where twin or double resonators are used, the application may be 
made bipolar by using an effluve from each resonator, which may 
be applied to different parts of the body at the same time. When 
double resonators are used, it will require at least a 16-inch induc- 
tion coil to operate them, as a 12-inch coil is too small. 
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APPLICATION OF HIOH-FBEQUENOY OUBRENTS. 

Currents from the D'Arsonval solenoid and the primary of the 
Tesla coil are of relatively low voltage and high amperage. The 
modes of application are two — direct and indirect. With the direct 
method the application is bipolar, which may be stabile (stationary 
electrodes) or labile (movable electrodes). The method of appli- 
cation of these currents is very much like that of the direct current 
(galvanism). The indirect application of these currents is by auto- 
conduction or autocondensation, using the cage or condenser couch. 

Currents from the Oudin resonator are of very high voltage, with 
relatively low amperage. An Oudin resonator is best operated by 
a Ruhmkorflf coil, which should not be less than 12 inches. The 
method of application of the Oudin high-frequency current is 
monopolar, and the application is direct in the form of an effluve, 
spark, arc, and vacuum electrodes. Indirect applications of the 
same modalities may be made. 

PHYSIOLOOIO EFFECTS OF HIOH-FREQUENOY OUBRENTS. 

The physiologic effect of currents of high frequency upon a de- 
bilitated constitution is that of a general tonic through its power 
to stimulate the cellular chemic processes, increasing combustion 
and eliminating waste products. The vasomotor system is stimu- 
lated, followed by a slight rise in arterial tension, which increases 
the oxidizing power of the blood and improves the general metabo- 
lism, restoring to normal the inhibited functions of the body. Slug- 
gish conditions, with diminished circulation and an accumulation 
of waste products, may be made to promptly disappear under the 
influence of static wave and high-frequency currents. 

Local Effects. — ^When a metallic electrode is brought in contact 
with the skin or mucous membrane, and the high-frequency current 
is of medium strength, the only sensation is that of warmth. If 
the electrode is moved a short distance from the skin, a spark or 
arc will pass to the patient, causing sharp pain and muscular con- 
traction, and, owing to the high amperage (100 to 500 milliam- 
peres), will soon produce a severe burn. 

When the metallic electrode is held too far from the body to 
produce a spark or arc, a high-tension eflBuve will take place be- 
tween the electrode and the skin, the sensation being that of a warm 
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breeze. When vacuum electrodes are placed in contact with the 
skin, a very slight warmth is felt ; but when they are held a short 
distance away from the surface, the sensation will be in proportion 
to the strength of the current. If the current is strong and the 
electrode is held in one place for any length of time, it may cause 
a blister or even necrosis. 

Heavy discharges from a high-frequency apparatus are strongly 
bactericidal, but it is not likely that currents which can be tolerated 
by the patient will be of any particular value as germ destroyers. 
Moderate applications produce vitalizing effects upon the skin and 
mucous membrane to the extent that these high-frequency currents 
are valuable in the treatment of all indolent and chronic skin 
lesions. 

Deep effect of local high-frequency currents is probably more 
marked than that of any other modality. The deeper tissues feel 
the effects of the treatment, the lymphatic and other glands are 
stimulated and their functions are increased, producing both a local 
and general tonic effect upon the tissues of the patient. 

The high-frequency current from the Oudin resonator is gen- 
erally applied to the patient with the glass vacuum electrode. 
When the condition is local, as in some skin affection, the electrode 
should be in contact with the skin during the seance ; but when used 
for its general effect on the whole system, the treatment may be 
given through the patient's clothing, provided the clothing is not 
too thick and the current is not made too strong. The thicker the 
clothing, the stronger will be the spark and the greater the pain. 
Becaa'se of its resolvent effect upon infiltrations and indurations, 
the high-frequency currents are particularly indicated in chronic 
inflammations generally, producing absorption and elimination more 
satisfactorily than is possible by any other method wath which we 
are acquainted. 

Violet and Ultraviolet Radiations. — The hollow glass electrodes, 
made for use w^ith the high-freciuency apparatus, are exhausted to 
about Mooo atmosphere. The color in the tube will vary with the 
degree of exhaustion from a pale blue to lilac, violet, or apple-green 
color, the latter showing the presence of x-rays. We are not aware 
that the visible light from a vacuum electrode has any physiologic 
or therapeutic effect. Ultraviolet radiations emanate from these 
vacuum electrodes, with the properties of liberating from the at- 
mosphere ozone which may be absorbed by the superficial layers of 
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the skin, which is probably the extent of the physiologic effect 
of the application of the vacuum body electrode. This method of 
liberating ozone in connection with the skin, where it is carried into 
the tissues, is very important. Its general effect is to increase the 
oxidation in the blood, promoting the elimination of urea and other 
waste products. 

The pungent odors accompanying all high-frequency currents are 
due to the liberation of ozone and the formation of nitrous acid. 

Systemic Effect of High-Prequency Currents. — The effect is that 
of a general tonic — the blood pressure is slightly increased, oxida- 
tion and elimination are improved, digestion is stimulated, and the 
patient experiences a state of w^ell-being, during which time he is 
more energetic and active. 

High-frequency currents are indicated in the treatment of all 
cases of defective metabolism, as in rheumatism and gout, where 
there is an excess of nitrogenous matter as a result of defective 
elimination. 

Arterial Tension. — The indirect application of high-frequency 
currents by means of the autoconduction cage, couch, or pad has a 
tendency to dilate the capillaries and reduce the blood pressure, 
thereby lowering the tension in the arteries. The autocondensation 
couch, or some modification of the couch, seems to best meet the 
indications. Patients should be placed in a comfortable recumbent 
position during the treatment, and the autocondensation couch ful- 
fills all of the requirements. 

Cases of arteriosclerosis are greatly benefited by the use of high- 
frequency currents and the autocondensation couch and the wire 
cage. Since the patient is only in the secondary or induced cur- 
rent, similar to that coming from an induction coil, the field should 
be made as strong as possible. Great care must be taken to prevent 
the production of an arc from any part of the apparatus to the 
patient. Such an accident would not only frighten the patient, but 
might do him a positive harm. The seances should last from five 
to ten minutes and be repeated two or three times a week. 

Because of the increased metabolism resulting from high-fre- 
quency treatments, particular attention must be paid to free elimi- 
nation in the way of diuretics and laxatives, as neglect in this might 
cause the patient to become a victim of self -poisoning from auto- 
intoxication. 

Diabetes. — The D'Arsonval high-frequency current is indicated 
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in this class of diseases. The bipolar method is used. One bare 
metallic electrode is placed in the patient's hand and the other is 
placed in a foot-bath in contact with the patient's feet. The treat- 
ment may last ten or fifteen minutes, and should be given every 
day for twenty or thirty days, and even longer. General improve- 
ment is always noted, whether the sugar in the urine is or is not 
affected. 

Tuberculosis. — The high-frequency treatment in pulmonary dis- 
eases of this class is not for the purpose of destroying the bacilli, 
but for its general tonic and nutritious effect upon the whole sys- 
tem. The judicious use of the x-ray, high-frequency currents, diet, 
and fresh air will do much tow^ard aiding nature in throwing off 
this deadly infection. 

Metrorrhagia, Pelvic Exudates, Fibroids, and Cancer' of the 
Uterus. — In the treatment of metrorrhagia from fibromyomata or 
fibrocystic tumors, success will usually follow the use of the insu- 
lated vacuiun vaginal electrode or the large copper insulated stem 
electrode, introduced into the vagina, or a copper intrauterine elec- 
trode may be introduced into the uterus. These electrodes may be 
connected up with any one of the various forms of high-frequency 
apparatus heretofore described, or the electrode may be connected 
directly to one side of an x-ray coil or static machine. When the 
induction coil is used, the prime conductors are ])ulled wide apart 
in order to prevent sparking between them. The opposite side of 
the coil is not grounded. The electrode is connected to one of the 
cords used in connecting up the x-ray tube, while the other cord is 
removed. When this arrangement is used, the vacuum tube lights 
up and the sensation is vibratory in proportion to the strength of 
the current. 

When these electrodes are connected directly to one of the prime 
conductors of the static machine, the prime conductors are brought 
close together and the opposite side may be grounded. The strength 
of the current in the electrode wull depend upon the length and 
frequency of the spark between the large balls. 

For several years the author has been iLsing these high-frequency 
currents as a supplement to the x-ray in the treatment of all kinds 
of pelvic exudates and abnormal growths. Under these combined 
methods of treatment he has seen uterine fibroids, of considerable 
size, melt down and disappear. These cases had been carefully 
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examined by one or more surgeons, and radical operations not only 
recommended, but urged as absolutely necessary. 

Inoperable cancer of the uterus, though not cured, may be greatly 
benefited by the combined use of the x-ray and high-frequency 
treatment. The x-ray exposures are made through the abdomen 
with high vacuum tubes, hist about ten minutes, and should be 
given two or three times a week. 

The Cornell vaginal x-ray tube may be used for the treatment of 
uterine and pelvic conditions through the vagina. 

The x-ray specialist seldom sees these malignant diseases of the 
pelvis until they have been operated and reoperated, and nothing 
more can be done. The best that can be done in these extreme 
conditions is to make the patient comfortable by relieving the ag- 
gravating symptoms, which are generally pain and hemorrhage. 
Where these symptoms are severe, the high-frequency treatment 
may be given daily for two or three weeks. The combined x-ray 
and high-frequency treatment should be continued for three or more 
months, with such periods of rest as may, in the judgment of the 
physician, appear to suit the individual case. 

If these patients are not seen too late, they will show a consider- 
able degree of improvement after the first month of treatment. 
The hemorrhage often ceases altogether, the pain is less or not at 
all, the strength and appetite improve, and the patient is able to get 
much natural sleep at night without the aid of morphin or other 
sedatives. The author has had some of these cases under observa- 
tion for more than two years, during which time they have had 
periods of regular treatment, with splendid results in every case. 
Even if these cases can not be cured, there is no reason why they 
should be allowed to die an early and miserable death when their 
lives can be prolonged and made comparatively comfortable to the 
end. There is probably nothing gained in prolonging a life of 
misery, but, when the influence of a mother can be saved to her 
loved ones — if for but one short year, during which time she is 
reasonably comfortable — we are more than compensated for any 
effort. 

Oenitourinary Diseases. — In the treatment of orchitis and epi- 
didymitis of long standing, the combined use of the x-ray and high- 
frequency currents, in obstinate cases, will accomplish excellent re- 
sults. In view of the fact that the x-ray produces azoospermia, the 
sound organ must be carefully protected during the treatment. 
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In the use of the high-frequency current, the bipolar method from 
a D'Arsonval apparatus or the unipolar method from an Oudin 
resonator is indicated. In the first, one electrode may be held by 
the patient, while the glass vacuum electrode is carefully passed 
over the scrotum for several minutes, avoiding all spark effect. 
The treatment should be given daily or every other day. 

Tuberculosis and cancer of the genitourinary tract should receive 
the combined influence of the x-ray and high-frequency currents. 

Spasmodic Stricture of the Urethra. — This is successfully treated 
with high-frequency currents through glass vacuum electrodes. 
The electrode should be lubricated with oil or vaselin, and the 
current should not be strong enough to overheat the electrode. 

Oonorrhea. — From the author's experience lie is not able to say 
that high-frequency currents applied through the urethra will di- 
minish or destroy the gonococcus. High-frequency currents prob- 
ably have no place in the treatment of acute gonorrhea, but in the 
chronic cases of posterior urethritis (gleet), with prostatitis and 
vesiculitis, these currents through the urethra, rectum, or over the 
perineum will accomplish most excellent results and often lead to 
a complete cure. 

Impotence. — In all cases due to a loss of function from a lowered 
vitality, high-frequency currents over the genitals, perineum, in the 
rectum, and over the spine will seldom fail, after a few treatments, 
to bring about normal erections. This treatment should be used in 
conjunction with the author's method of concentrated sunlight 
treatment described under light treatment in Chapter XIII. These 
methods, properly and judiciously used, will stimulate the failing 
powers of most men, and, if adopted by the regular profession, will 
soon put out of business those who prey upon and grow rich from 
the self-accused \4ctinLs of **lost manhood.'' 

HIOH-FREQUENCY CURRENTS IN DISEASES OF THE 

NERVOUS SYSTEM. 

The massage or mechanical eifect of the high-frequency currents 
on the muscular tissue is very slight, if any, and therefore the good 
efl:ects can not be due to the exercise of the muscles. From what 
has already been said wo must expect the good effects to come from 
the general tonic effect upon the whole system through the improve- 
ment in nutrition. The improved oxygenation of the blood and 
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increased elimination from all sources is summed up in one word — 
improved metabolism. 

Paralysis, Paralysis Afi^tans, Epilepsy, Chorea, Locomotor 
Ataxia, Neuritis, Neuralgia, Rheumatism, Constipation, Chronic 
Eczema, Pyorrhea Alveolaris, Chronic Ulcers, Etc. — All of these 
conditions, or like conditions having either a local or constitutional 
cause, may be improved or cured by the proper use of high-fre- 
quency currents. The treatment in all cases is so similar that a 
detailed description of the technic in each would be only a waste 
of space. Where the disease is local, the treatment is concentrated 
as far as possible to the parts affected, and the unipolar or bipolar 
method may be used. In constitutional conditions the treatment is 
general, and may be applied in many ways — autoconduction or 
autocondensation, or vacuum or metallic electrodes. 

After having mastered the technic and operation of the various 
electrical apparatus, the physician who knows the nature of the 
condition in the patient with whom he is confronted will be able 
to select and apply the particular modality indicated in the case in 
question. In the successful treatment of nervous diseases it must 
be remembered that time is an essential factor in every case, and 
this must be explained in the beginning, in order that the patient 
and friends may not become discouraged long before improvement 
could be expected. 

Neiuitis and Neuralgia. — The most common of all the conditions 
coming under this head is, probably, trifacial neuralgia. All of the 
electric modalities have been used, more or less successfully, in 
the treatment of this painful condition. Static electricity, in the 
form of the Morton wave and the indirect static spray, has cured 
many cases of long standing. The high-frequency modalities gen- 
erally give prompt and permanent relief. When these cases are not 
relieved after a reasonable time, we may be sure that some aggra- 
vating condition outside of the nerve is responsible for the trouble. 
In such cases the diagnostic value of the x-ray must not be under- 
estimated. There may be trouble about the teeth, as abscesses, im- 
pactions, improper fillings, cysts, or tumors of the frontal sinus, 
and the antrum of Highmore may be involved. It goes without 
saying that local conditions, when present, must be removed before 
relief and cure can be expected. An early diagnosis should be 
made, and, when these complications are found to exist, the patient 
should be promptly turned over to the surgeon or dentist, as the 
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case may be. The electro-therapist who is not a careful diagnos- 
tician will make many errors and bring discredit upon electric 
methods. One of the severest cases of facial neuralgia seen by the 
author was caused by the presence of a tooth in the antrum of High- 
more. This condition was diagnosed by a skiagraph, and the tooth 
removed by a dental surgeon, with prompt relief to the patient. 
Many similar cases could be cited, but space forbids. 

The mode of treatment for the different forms of nerve diseases 
will depend upon the conditions existing in each case — ^whether 
local or general. In purely local conditions the vacuum electrode 
will be indicated and will probably meet all requirements, but, when 
the condition is more general, the autocondensation couch will give 
the best results. The static modalities should not be neglected in 
aggravated nervous conditions. 

Pyorrhea Alveolaris. — To Doctor Tousey, more than to any one 
else, we are indebted for our knowledge of the successful treatment 
of Riggs' disease. Occasionally we find a dentist who pays some 
special attention to this disease, but, as a rule, very little is done 
for it by the average dentist. The condition is a most annoying 
one, and, if allowed to continue any great length of time, will com- 
pletely undermine the health of the individual. The old idea that 
it is caused by a uric acid diathesis should be abandoned. It is 
unquestionably a local infection, and should be treated as such. 
The condition is a chronic one, and seems to have irregular periods 
of development and many stages. In some cases there is only a 
slight tendency to the disease. The gums will be a little red, ten- 
der, and spongy for several years; th6 teeth may or may not be 
loose, and the patient may not know that there is anything unusual 
about his mouth. In other cases the disease makes a more rapid 
progress ; the alveolus is more or less absorbed, pus pockets and con- 
cretions are formed around the roots of the teeth, and the teeth 
become loose and often drop out without showing any signs of 
decay. The milder cases of pyorrhea may be cured by the x-ray 
and high-frequency, but the majority of cases should have the aid 
of the dentist. The teeth should be freed from all concretions and 
treated in the most modem manner with regard to infectious con- 
ditions. 

A few years ago, before the author's attention had been called 
to the successful treatment of pyorrhea with the x-ray and high- 
frequency currents, a very prominent gentleman was being treated 
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with the x-ray for an epithelioma of the lower lip. All the lower 
incisors were loose from pyorrhea. lie often remarked that if he 
could be freed from the cancer he would have his teeth treated. 
The author was using a low vacuum PiflPard tube in contact with 
the lower lip. The gums and lower jaw were not protected. Quite 
a degree of dermatitis was caused in the lower lip, but disappeared 
in a few weeks, leaving the lip smooth and well, and, strange to 
say, the teeth became tight, the gums firm and normal, and every 
vestige of pyorrhea disappeared. This was not an extremely ag- 
gravated case, as there were no concretions about the teeth. He 
received no attention from the dentist because it was next to im- 
possible for him to open his mouth on account of the soreness and 
swelling of the lower lip. 

After reading of Doctor Tousey's success in this disease, and 
remembering the experience in the case above mentioned, the au- 
thor took occasion to treat every case of pyorrhea that came under 
his observation. The results have been gratifying in the extreme. 
For this work the author continues to use the Cornell type of 
x-ray tube, though Doctor Tousey has a tube, of his own design, 
that would probably be more convenient. These tubes are made of 
leaded glass, except an area about one inch in diameter, composed 
of soda glass, through which the rays pass. These tubes are of 
very low vacuum, and may be placed directly on the gums and 
moved about as required. The ordinary x-ray tube may be used 
by protecting the face in the usual way, in which case the tube is 
placed from eight to ten inches (measuring from the target) from 
the gums. The lips may be held away with plaster, and the patient 
made to open or close his mouth as becomes necessary to expose 
the gums. 

In conjunction with the x-ray, the high-frequency currents from 
the glass vacuum electrodes, particularly designed for the mouth, 
are indicated in every case. The electrodes are designed to fit the 
curve of the gums on both outer and inner side. After an x-ray 
treatment of from two to three minutes' exposure, an insulated 
vacuum electrode is placed in contact with the gums for half a 
minute or longer, then moved to another position until all the 
affected tissue has been subjected to high-frequency medication. 

High-frequency currents are successfully used in a large number 
of local and constitutional diseases, but space forbids a further con- 
sideration here. 



CHAPTER XIII. 

PHOTOTHERAPY. 

So much has been said during the past few years on the subject 
of light, by both author and manufacturer, that the physician is 
somewhat confused as to its real therapeutic value. Light is ex- 
ceedingly complex, having luminous, chemic, and heat rays through- 
out the spectrum, all of which must be taken into account when 
considered as a therapeutic agent. 

Each manufacturer makes specific claims for his lamp with regard 
to number of bulbs, candle power, design of reflector, luminosity, 
heat, and chemical effect. There is probably therapeutic value in 
all the lights, though some may be far better than others. No at- 
tempt will be made to extol one or condemn the other. All lamps 
have, in common, light, heat, and chemical effect. The heat and 
luminosity of a lamp may be regulated by the number of watts 
consumed, as well as by the shai)e and design of the reflector. 
Which property of a lamp (heat, light, or chemic) is of the greatest 
therapeutic value in a particular case is yet to be determined. The 
lamps in common use will be described as they are understood, ^\dth 
no particular claims for any. 

Of the incandescent lamp and reflector type there are a number. 
They are of all shapes and sizes, ranging in candle power fi-om 50 
to 500, and having from one to four or more bulbs. 

The stereopticon, spiral filament, 50-candle power bulb, wuth an 
oval reflector, is the lanij) in most common use. It is light and 
may be carried about from place to place, and operated on 110- volt 
or 220-volt direct or alternating circuit. Fig. 101 illustrates one 
of these lamps with a 50-candle power bulb. These small lamps 
produce a very strong light and very intense heat, and are indicated 
in cases of muscular pain, rheumatism, and neuralgia. They may 
be used by the physician, nurse, or even by the patient himself. 

Many extravagant claims have been made for 500-candle power 
lamps, with single and multiple bulbs and specially designed re- 
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ictors. Mine of the refleetois art- parabolic, while others reflect 
the light so as to focus at different points, and other reflectors are 




nonf(»cusiug. Ray or colored screens are fitted to moat of these 
lamps for the purpose of yiving the colored light treatment, a. 
subject that has received considerable attention. 



LIGHT BATHS. 

The local electric light bath and the electric light hath cabinet 
are being used by a great many physicians, especially in institu- 
tions. The local bath apparatus is so made that it can be used in 
the treatment of any particular part of the body, and is useful 
where it is not desired to give the patient a body bath. For general 
and more thorough treatment the mure elaborate electric light batli 
cabinet may be used. These cabinets arc so arranged that the 
entire body, except the head, is subjected to the influence of sixty 
or more incandescent lights. The lamps are arranged in groups, 
so that one or more groups may be switched out, as the case may 
require. Some of these cabinets are supplied with from two to four 
arc lights, with metallic or glass mirror reflectors. Colored glass 
screens may be used in these cabinets when indicated. 

Pig. 102 illustrates an incandescent electric light bath cabinet. 
This cabinet is without the arc lights, and will be found to be a 
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most excellent equipment where the electric light bath to the whole 
body is required. The author's experience with electric light bath 




cabinets has been limited, but according to the reports of good 
authority they have a distinct therapeutic value that should not be 
underestimated. 

THERAPEUTIC ARC LAMPS. 

Since Pinsen's report of the tberapontie value of the arc light 
in the trojitiuent of skin disoa.ses, miiny kinds and designs of are 
lamps have come and gone. The original Kinsen lamp was a large, 
massive affair, costing, when imported to this country, about $2,500. 
The lamp required a current of about SO amperes and produced a 
verj' intense heat. The rays were carried to the patient through 
long telescope-like tubes, wliich were furnished with condensing 
lenses. To overcome the effect of the heat rays, hollow roek-crystal 
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lenses, through which a stream of water continually flowed, were 
firmly pressed against the parts treated. These lenses answered a 
double purpose by absorbing the heat rays and making the skin 
anemic by preventing the circulation of the blood. While four pa- 
tients may be treated at one time with this lamp, the price is pro- 
hibitive in anything but institution work. 

Many simple modifications of the Finsen lamp have been made 
in this coimtry, some of which sell as low as $100. It is claimed 
that the ultraviolet rays are greatly increased by substituting iron 
electrodes for the carbon. To use iron electrodes, a stream of water 
must pass through them continuously. The author used an iron 
electrode lamp for some time, but was not favorably impressed with 
its therapeutic value. Several kinds of hand lamps of various 
designs, each claiming more or less ultraviolet effect, have come 
and gone the way they deserved to go. 

Some therapeutic value is being claimed for the Cooper-Hewitt 
or mercury vapor lamp. This lamp may be seen in almost any city 
or town. It is used for lighting what is known as the "electric 
photo studio.'' The lamp is rich in actinic rays, and, when three 
or four are used in series, dry plates may be fully timed by the in- 
stantaneous method. This lamp causes the patient to assume a 
deathly or corpse-like appearance. The writer has had no experi- 
ence with this lamp as a therapeutic agent, but, since it is so rich 
in ultraviolet rays, it should be thoroughly tried before condemned. 

Other lamps might be described, but space forbids farther dis- 
cussion, and many are no longer manufactured. The inquiring 
physician is directed to books treating solely of phototherapy. 

PHYSIOLOGIC EFFECTS OF LIGHT. 

All things of an animal and vegetable nature must, in order to 
live, have a certain degree of light. The shrub or flower that is 
shut away from the light becomes diseased, pines away, and dies; 
in a like manner is the human being affected. Examples of this 
are seen in robust criminals long confined in dark, close cells. 
While sunlight is recognized as a powerful bactericide, it does not 
actually destroy the germs, but vitalizes and tones up the individual 
by supplying him with the fighting force that either destroys or 
throws off the bacteria and their products. 

Colored Lights. — Each color has its owa chemic effect. Red light 
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is stimulating, while blue light is depressing. To get the stimu- 
lating effect from an ordinary incandescent lamp, a plate of red 
glass is placed between the lamp and the patient, while, if a de- 
pressing effect is required, a plate of blue glass is used. 

Ultraviolet Ray. — It is believed that the effect of the ultraviolet 
ray is confined to the skin, where the cells are stimulated and the 
metabolism increased. Prolonged exposures, however, cause a de- 
generation, that may result in an erythema and blistering. This 
condition is accompanied by a dilatation of the blood vessels, a local 
leucocytosis, with an extravasation of blood into the tissues. 
Chronic and indolent ulcers heal faster when exposed to the violet 
ray. The effect of the ultraviolet light applied to the whole body 
causes a general hyperemia, with a slowing of the respiration, which 
condition may remain for several days after a single treatment, or 
for a month or more after a course of treatments. 

Incandescent Electric Light Baths. — Electric light baths pro- 
duce profuse sweating, with superficial dilatation of the arterioles 
and a lowering of arterial tension. This effect is probably due 
mainly to radiant heat, but the deep penetration of the intense 
light unquestionably causes oxidation and tissue changes. 

Red Light. — It has long been claimed that red light would pre- 
vent pitting in cases of smallpox, and even in the eruptive fevers. 

Blue Light. — A great many extravagant claims have been made 
for the anesthetic effect of blue light. There is no question that it 
has a sedative influence by producing a sense of well-being or a 
restful feeling. The heat and light from an incandescent blue glass 
bulb may, in some cases, relieve the pain in neuritis and neuralgia. 

THERAPEUTIC USE OF ELECTRIC ARC LIGHTS. 

Ulceration, X-Ray Dermatitis. — The ultraviolet rays are of serv- 
ice in the treatment of chronic ulceration, and, in conjunction with 
high-frequency currents, greatly benefit cases of x-ray dermatitis. 

Rheumatism, Gout, Arteriosclerosis. — Rheumatism, gout, and 
arteriosclerosis, from whatever cause, may be greatly benefited by 
the judicious use of the incandescent or arc light bath. All cases 
of arteriosclerosis should be treated w4th extreme caution, increas- 
ing the temperature and length of the seance as the patient im- 
proves. 

Impotency. — In the treatment of functional impotency the au- 
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thor has found that the application of the concentrated rays of sun 
and arc light directly to the testes for from ten to twenty minutes 
each day is the most effective means of restoring normal vitality to 
these organs. When using sunlight, a condensing lens is required, 
while the arc light should be provided wdth a parabolic reflector. 
The testicles are exposed to the direct rays of light at a distance 
that will not cause too much heat in the tissues. The treatment is 
continued until the integument is quite red, but should not be car- 
ried to the point of soreness. After eight or ten days it will be 
noticed that the symptoms of imi)otency are gradually giving way 
to normal, vigorous erections. 

Tuberculosis. — Doctor Tousey speaks favorably of the Cooper- 
Hewitt mercury vapor lamp in the treatment of laryngeal and pul- 
monary tuberculosis, lie uses a lamp of 450-candle power, with a 
reflector, lie places the lamp horizontal to and from five to six 
inches from the skin, with an exposure of ten minutes. A tempo- 
rary reddening of the skin takes place. He used the light in con- 
junction with the x-ray and high-freciuency currents with great 
improvement in one case. 

RONTGEN X-RAY. 

From the time of the discovery of the x-ray by Wilhelm Conrad 
Rontgen, of AVurzburg, Germany, April 30, 1895, to the present 
time the world has been astounded by its revelations. The history 
of this epoch-making discovery has been repeated so often that it is 
familiar to every school boy, and for this reason will be omitted 
here. 

The first published account of the x-ray had an electrical effect, 
for it was carried over the entire civilized world with lightning- 
like speed. One of the first skiagraphs published in this country 
was made of a hand, and may be found in volume 49, page 233, 
of the Medical Record for February 15, 1896. This skiagraph was 
made January 17, 1896, by Professor Rontgen in the physical lab- 
oratory at Hamburg, Germany. While it must have been a revela- 
tion at that time, it would be considered a complete failure now, 
so great has been the improvement in x-ray work. The length of 
the exposure was not given. At about this time exposures were 
frequently made for from thirty minutes to an hour and a half. 

The first coils and static machines used to energize Crookes' 
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tubes were, like the tubes, very inferior. Four-inch induction coils, 
one to four small plate static machines, and from 2- to 4-inch vacuum 
tubes, with a tungstate of calcium screen, constituted the sura total 
of the early experimenter's equipment. While his skiagraphs, as 
compared with ours today, are very poor, they were really excellent 
when we consider the circumstances under which they were made, 
and serve to teach us, even now, a very important lesson — viz., to 
make the very best use of the equipment we have until we can get 
something better. Those interested in the evolution of the x-ray 
will find interesting reading in the representative medical journals 
of the latter part of the year 1895 and throughout the years 1896 
and 1897. Volumes 49 and 50 of the Medical Record are particu- 
larly interesting. 

As soon as it was made known that the new force which had been 
named by Professor Rontgen ** x-rays" would reveal and photo- 
graph what had heretofore been invisible in the human body, the 
progressive element of the medical profession went wild over the 
idea and made a stampede to the various manufacturers for appa- 
ratus. Quite a few static machines were scattered over the country, 
others were eagerly bought, and, so great was the demand for x-ray 
apparatus, that factories were run night and day. 

Because of the fact that static machines could be operated any- 
where and by ahnost any power, enterprising manufacturers were 
responsible for the idea that the static machine was the only ideal 
x-ray generator, an idea that soon became general and is still preva- 
lent in many localities. 

SOURCE OF ELECTRIC ENERGY. 

When considering the installation of an x-ray equipment, many 
things must be understood and carefully considered from every 
standpoint by the intended operator in order that he may not be 
disappointed in his undertaking. The first thing of importance 
that should receive his attention is the particular kind of work that 
he intends to do — whether mainly diagnostic or therapeutic. The 
next step is the selection of a generator — whether it be a static ma- 
chine or transformer. Then conies the tube or tubes, and the last, 
but by no means least, is the fluoroscope. In the following pages 
the author will endeavor to make the reader so thoroughly familiar 
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with each piece of apparatus that he can make no mistake in select- 
ing just what he needs for his individual work. 

Static Machine. — As the static machine was first generally used 
in this country, it will receive first attention. The modus operandi 
of the static machine has been explained in Chapter IV, to which 
the reader is referred for such information. Himdreds of static 
machines are to be found throughout this country, a few of which 
are worthless, though the majority are fairly good machines. They 
are unquestionably the simplest form of apparatus for energizing 
the x-ray tube. They furnish a steady current and require no in- 
terrupter. In the operation of a static machine the rotation of the 
plates should be continuous and regular. When in reach of the 
commercial electric current, the motor is the only ideal power for 
driving the machine. Water power or the gasoline engine may be 
used, or the machine may be run by hand, but the electric motor 
is to have first place when the current is available. 

For x-ray purposes the static machine should have not less than 
ten revolving plates, twelve are better, and they should be at least 
30 inches in diameter. Many large static machines have been built 
with a view of using them for high-grade skiagraphic work, but in 
nearly every instance they have been abandoned for the induction 
coil. Atmospheric changes have such an influence on a static ma- 
chine that there are times during extremely humid weather when 
most of the current will leak away to the air or near-by objects. 

So much good diagnostic and therapeutic work can be done with 
a static machine, if in good order, that every owner is wasting his 
opportunities by not using it unless he is the possessor of a modem 
coil. For therapeutic purposes the static machine, when properly 
eared for, is quite as eflBcient as the induction coil, the coil being 
superior only in fluoroscopic and skiagraphic work. 

Some authors describe three methods of connecting the tube to 
the static machine, but only one method, which embraces them all, 
will be described here. The positive end of the tube (anode) must 
be connected by wire to the positive prime conductor, while the 
negative terminal (cathode) is to be connected in the same manner 
to the negative prime conductor. Instead of being connected di- 
rectly to the metallic parts of the prime conductors, the wires from 
the terminals of the tubes are fastened to sliding rods or handles, 
which may be brought near to or in metallic contact with the prime 
conductors. By this arrangement a spark gap or resistance may 
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be placed in series with either terminal of the tube. Fig. 103 illus- 
trates the correct arrangement of the tube and shows how it is con- 
nected to the prime conductors, A and B being the spark gaps, as 
above mentioned. 

When the machine is started with the prime con<luetors far apart, 
and the tube fails to light up, the prime conductors should be 
brought close together until a vigoroiLs spark passes between them, 
after which they must be widely separated, when the tube will 
usually light up, provided, of course, it is a static tube in good 
condition. 




Pig. 103. — Method of connecting an x-ray tube to a static machine. 

When the vacuum of the tube is quite low and the rays fail to 
penetrate the tissues, a i/^- to 1-inch si)ark gap on the negative side 
of the tube will raise the vacuum and considerably increase the 
penetration. This spark gap should I)e placed at A, between the 
wire connecting the negative terminal of the tube and the negative 
prime conductor. 

If the machine is kept dry and clean inside and out, it should do 
excellent work every dav in the year. The stronger the current 
carried through the tube, the greater will be the volume of x-radi- 
ance given off. The only way that this can be regulated is by 
regulating the speed of the revolving plates — the faster they re- 
volve, the greater will be the output of electricity and the stronger 
the current through the tube. 

There seems to be current an opinion that a tube energized by a 
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static maehine is not likely to produce a burn. Men of small experi- 
ence have been heard to make the statement, *'I never heard of a 
burn produced by a static machine/' There could be no greater 
mistake. One of the most severe burns the author has seen was 
caused by a small inferior tube and an equally inferior static 
machine. 

The author wants it distinctly understood that he is in no way 
prejudiced against the static machine as a piece of x-ray apparatus. 
Good static machines, properly cared for and rightly operated, will 
do excellent work up to a certain point, but they have their limita- 
tions, beyond which they can not go. For therapeutic work they 
will probably equal the coil, and they can be relied upon in light 
work — as in the extremities — for a fairly good skiagraph, but heavy 
skiagraphic work is beyond their reach. 

Transformers. — The physician who has access to the commercial 
electric current, and expects to do a considerable amount of skia- 
graphic work, must have a transformer of some kind. 

Induction Coils. — Large induction coils, with either the mercury 
turbine or electrolytic interrui)ters, have long been in popular favor. 
They have their faults, and it is only a question of time when they 
will be either greatly improved, or something entirely different and 
better will be produced. 

The primary and secondary currents, and principles of the in- 
duction coil, have been fully explained in Chapter II, to which 
the reader is referred for a careful study. These coils are generally 
named by their spark length, which ranges from 12 to 24 inches, 
or even longer. If properly wound, it is generally believed that a 
16-inch coil, a coil that will produce a 16-inch spark of the proper 
kind, will be sufficiently large to do the very best and quickest 
skiagraphic work. From what the author has seen, he has no good 
reason to question the statement, though he uses a 24-inch coil. 

Most induction coils built for x-ray work are fairly good, though 
some are easier on tubes than others, and this is a point that should 
be well considered. The higher the amperage in a coil, the quicker 
it will heat the tube. When the tube becomes quite hot, gases are 
liberated from the anode and other parts, and to a certain extent 
it temporarily loses its vacuum. A coil that will not overheat the 
tube will allow it to stand at a stable vacuum long enough to make 
a skiagraph of any part of the body without injury to the tube. 

Because of their low amperage and high voltage, large coils, 
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properly built, are believed to do better work and greatly lengthen 
the life of the tube. In the author's experience this seems to be 
true, and the exchange, three years ago, of a 16-inch for a 24-inch 
coil has greatly lowered tube expenses. 

Induction coils may be operated by the 110- and 220-volt direct 
and the 110- volt 60-cycle alternating current. The 110- volt di- 
rect current is greatly to be preferred. With this current the 
mercury interrupter is ideal for therapeutic work, allowing the tube 
and machine to run for hours at a time without injury. The mer- 
cury interrupter may be used with the 220-volt direct current, but 
the results are not so good, as the mercury amalgamates more 
quickly — sometimes in a single day or even sooner. For skia- 
graphic work the electrolytic interrupter should be used with either 
the 110- or 220-volt direct currents, the 110-volt being always pre- 
ferred. 

In many localities the alternating is the only ciirrent that can be 
had. It may be transformed, or rectified, and used with the mer- 
cury interrupter, though this method is no longer recommended. 
The liquid rectifier gives more or less troiible, and should be used 
only as a last resort. AVhen the alternating current is used without 
converting, the electrolytic interrupter will give fair satisfaction, 
and until a short time ago was the only interrupter that could be 
used with this current on large coils. 

A mercurj' interrupter is now being advertised for the alter- 
nating current for which extravagant claims are being made. It 
requires only two pounds of mercury, which does not amalgamate, 
and will break the strongest or heaviest ciirrent. The author has not 
seen this interrupter, but, if these claims are true, it will come as 
a great boon to alternating current workers, and will make that 
current equally valuable with the 110-volt direct current. 

In selecting an induction coil, this matter of current and inter- 
rupters is no small one and must be thoroughly understood. No 
physician should buy any kind of electric apparatus until he has a 
practical working knowledge of it. 

Transformer. — A new type of transformer, illustrated in Fig. 
59, is meeting with considerable success among some of our large 
x-ray workei*s. The machine is built for either current, but is bet- 
ter suited to the 220-volt direct. It has no interrupter, and the 
manufactuHM's claim that it has no inverse current and that tubes 
will last longer with this machine than with the induction coil. It 
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is also claimed that difficult skiagraphs may be made very much 
quicker, with an improvement in their quality. These machines 
are not rated in spark length, as is the coil, but are rated according 
to their output or energy, which is listed in kilowatts. The ma- 
chines are built in 1, 2, and 4 kilowatts capacity, the latter being 
particularly adapted for hospital and sanitarium work. 

PORTABLE X-BAY APPABATUS. 

Because of the difficulty in moving injured patients about for 
the purpose of skiagraphic examination, portable x-ray machines 
of various kinds have found ready sale among physicians who are 
trying to prepare themselves to meet their obligations as necessity 
requires. The author has had considerable experience with port- 
able outfits, none of which has given entire satisfaction, though 
all have been more or less valuable. Portable coils, like those shown 
in Fig. 58, are of the high-frequency transformer type, and require 
specially designed high-frequency tubes for x-ray work. These 
coils will do fairly good skiagraphic work, but they can in no way 
be compared with the large stationary coils. 

Tubes, fluoroscope, tables, compressors, and other x-ray para- 
phernalia have been illustrated and described, in a general way, in 
Chapter IV, and will be more particularly described, as occasion 
requires, in succeeding pages. In order to prevent a too frequent 
repetition of illustrations of apparatus, frequent reference will be 
made to the ilhistrations in that chapter. 

No attempt has been made to describe or illustrate all kinds of 
electric or x-ray machinery. The reader will often fail to find his 
particular machine among the illustrations in this book, and will, 
of course, feel disappointed. This book is not a catalogue, and the 
products of any certain manufactiirer or class of manufacturers 
are not being exploited. The illustrations have been selected be- 
cause they represent certain classes of machines, and, if the reader 
will take the pains to thoroughly learn the principles on which' 
they are constructed, he will find that the text applies to all ma- 
chines of the same class. 

X-BAY AS A DIAONOSTIC AOENT. 

Each great scientific discovery, necessarily, had a very small be- 
ginning, and usually a very imperfect beginning. Those now liv- 
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ing know something of the evolution of the microscope. Great 
authorities spoke of it with unutterable contempt. Even anes- 
thesia was denounced as unscriptural. The ophthalmoscope was 
ridiculed by many of the greatest men in the profession, who stated 
that it was useful only to men who had poor eyesight, and claimed 
that they had no use for this new aid to diagnosis. Electricity, 
the telegraph, telephone, and many other great discoveries met the 
same fate. 

The evolution of the Rontgen ray has been a repetition of earlier 
experience's. ^lany of the ablest physicians and surgeons at first 
treated this new aid to scientific diagnosis with cold indifference. 
There were causes for this state of affairs, for which the physicians 
were not always to blame. At first the source of energy was en- 
tirely inadequate. Enterprising manufacturers pushed their static 
machines out over the country, and insisted that they were capable 
of furnishing ample current for the heaviest skiagraphic work. 
Buyers of these machines soon found that they could make only 
passable skiagraphs of the extremities, with an occasional one of 
the deeper tissues. Physicians and surgeons alike soon became dis- 
gusted with this uncertain method, and denounced the Rontgen ray 
as worthless. 

Since the introduction of well-made transformers, (m which com- 
plete reliance can be liad for good fluoroscopic and skiagraphic 
work, the x-ray has become absoluti^ly necessary to the rapid and 
accurate diagnosis of bone injuries and the location of foreign 
bodies. It is rapidly taking the place to which it rightly belongs, 
and in which it will become more and more popular as its technic 
is better understood. 

Fluoroscope. — The fluoroscope is shown in Fig. 70. The x-rays 
being invisible to the naked eye, it is necessary to place a screen, 
coated with a fluorescent substance, between the observer and the 
object examined. These observations may be made with the simple 
screen or the closed fluoroscope. If the former is used, the room 
should be perfectly dark, while, if the closed fluoroscope is used, 
it is not ahsolutelv necessan- to darken the room, thougli it is much 
better if the room is made dark and the observer allowed to remain 
in the dark for several minutes before making the examination. 
His eves are then a<'customed to the darkness, and he is abh» to 
get a nuich cleai'cr vision through the fluorescent screen. 

All clothing should be removed from the parts to be examined 
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to prevent the possibility of pins, buttons, and other metallic struc- 
tures producing a shadow upon the screen. In surgical cases, if 
careful diagnostic work is required, all dressings, powders, and 
splints must be removed to prevent doubtful shadows on the screen, 
and to enable the joints to be bent when necessary. 

The fluoroscope has advantages and disadvantages. It is quickly 
and easily used, and allows rapid comi)arison with normal parts of 
the body; but it makes no permanent record of what is seen, and 
the observer is compelled to rely upon his memory, unless operating 
under it. 

In long fluoroscopic examinations the patient as well as the ob- 
server is likely to receive a burn. Because of the dangers of chronic 
x-ray dermatitis, the author never uses the fluoroscope for any 
purpose — not even for a few seconds. It is to be greatly regretted 
that so valuable an agent should have limitations of such a char- 
acter, for, were it not for the dangers of fluoroscopy to both patient 
and observer, much valuabh* work could be done, and the fluoro- 
scope would become one of our most popular diagnostic instruments. 
Notwithstanding all this, the fluoroscope is valuable in the location 
of and as an aid in removing many foreign bodies, the methods of 
which will be fully described under their proper headings. 

Skiagraph. — The method of photographing the invisible by means 
of the emanations from a vacuum tube is known as skiagraphy, and 
has many synonyms. The skiagraph is in no sense a photograph. 
It is not a reflection from the body, but, instead, a shadow made 
by the rays passing through opaque bodies and affecting the sensi- 
tive photographic plate in proportion to the amount of radiation 
that reaches the plate, and is, therefore, a shadow picture, made by 
transmitted light, Unlike the photographic print, the print from 
a skiagraph is reversed, a point that must be remembered when 
studying such pictures. 

Patient. — The first thing to do when a patient presents himself 
for a skiagraphic examination is to take a com|)lete and systematic 
history of his case. A modification of Kassabian's record will an- 
swer the purpose. (See Figs. 75 and 76). These cards are 5x8 
inches and printed on both sides. By reading the cards it will be 
noted that all of the patient's history is on one side and the method 
of making the skiagraph and the x-ray findings are on the other 
side. These cards are filed away in an indexed drawer. The cards 
bear numbers corn*sponding to lumibers on the negatives, which 
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are placed in heavy envelopes or cases, and filed for future refer- 
ence. Many injuries will result in damage suits, and the skiagraph 
will be introduced as evidence. If the physician who made the 
skiagraph is called as a witness, and he is without careful notes 
made at the time the work w-as done, it will be impossible for him 
to call to mind all of the facts in the case. When he has a careful 
record of the case and the methods employed in making the skia- 
graph, his technic can not be questioned. 

Position of the Patient. — The patient should be placed in such a 
position as to bring the parts to be most prominent in the skiagraph 
as near the sensitized plate as possible. This is necessary in order 
to prevent distortion. In order to get a perfect picture, the patient 
must be absolutely still during the exposure. If the patient is un- 
familiar with the working of the machine, he should be made to 
understand that tliere will be some noise, but that the flashes can 
in no way hurt him in the least. Small children, if nervous and 
easily frightened, should be chloroformed. Blurring of the picture 
may be caused by sliaking the tiibe, due to an unsteady tube stand 
or overhead fans, or a shaky table. As far as possible, no one 
should be allowed to touch the table during the exposure. The 
patient should be instructed not to move any part of the body or 
speak during the exposure. With nervous patients it is often neces- 
sary, w-hen skiagraphing a limb, to strap it to the table or weight it 
with sand bags, unless a compression diaphragm is used. 

Sensitized Plate. — The sensitized plate is very similar to the 
photographer's dry plate, and must be handled and developed in 
exactly the same way. The plates come from the manufacturers 
with the larger sizes half a dozen in a box. Double envelopes, one 
of black and one orange, are supplied for the protection of the 
plates during the exposure. The unopened box of plates is taken 
into the dark room, from which all light, except a faint red or 
yellow light from the lantern, has been excluded. The box is 
opened by cutting the binding paper around the edges and remov- 
ing the double cover — or two lids, as it were. The first plate will 
be found to have its film side downward. It is lifted up by its 
edges, and, without touching the film surface, is placed in the black 
envelope, with the film side away from the flap side of the envelope. 
The black envelope is now placed inside of the orange envelope, 
introducing the flap end, and keeping the film side toward the 
smooth side of the envelope, or away from the flap side. In this 
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way it is always easy to determine which is the film side of the 
plate when it is ready to use. The size of the plate will depend 
upon the size of the part to be skiagraphed. As a rule, the author 
uses only two sizes of plates — 8x10 and 11x14 inches, and occasion- 
ally a 14x17, but the latter are seldom needed. To prevent break- 
ing the plate, it should be placed on a smooth board or heavy plate 
of brass, the latter being better. When the patient 's body is moist 
from perspiration, the envelope should be covered with celluloid, 
oiled silk, or a sheet of blotting paper. When the patient is small, 
it. is wise to use a large plate and take both sides for comparison. 
Sometimes, on account of the distorted shape of the patient, it is 
impossible to bring the parts near enough to the plate to prevent 
distortion. In such cases a film may be used to overcome the 
trouble. The celluloid film may be bent into almost any shape 
without injuring it. The part to be made most prominent in the 
finished picture should be placed as near the center of the plate as 
possible, and the rays should fall perpendicular to it. For the pur- 
pose of identifying the plates, the name of the patient is written 
on the end of the film with a lead pencil just before developing. 
The writing is permanent, and the record may be made at a later 
and more convenient time. If more than one plate is made, they 
should be numbered. 

X-Bay Tube. — The tube selected in a given case will depend upon 
the thickness and density of the parts to be examined. Soft or 
medium tubes are generally required for thin parts and tissue dif- 
ferentiation, but almost any class of work can be done with a high 
tube with the proper exposure and right development. The ques- 
tion of tubes is a problem ; there are no two alike, even of the same 
make and design. The only way to know a really good tube is to 
give it a thorough test, as it carries no evidence on its surface. 

Position of the Tube. — In a properly made tube it is believed 
that the strongest rays are given off at right angles to the long 
axis of the tube, in which case it is necessary to place the tube 
parallel with the plate and the object to be examined. Some op- 
erators place the tube in such a position that the plane of the target 
is parallel with the plate. This position may be correct for some 
tubes, but not for all. Each tube should be tested with metallic 
cross bars for direct rays and then labeled for future use. 

Distance of the Tube from the Plate. — The thicker the parts and 
the larger the area to be skiagraphed, the farther the tube should 
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be placed from the plate. The distance should always be measured 
from the anode, and not from the surface of the tube, as is fre- 
quently done. It should be understood that the greater the dis- 
tance the tube is placed from the plate, the longer will be the ex- 
posure. 

Length of Exposure. — So many factors are concerned in the 
question of exposure, that no definite or fixed rules can be laid down 
with regard to time. The main factors that must be considered 
in every exposure are 

(1) The kind and capacity of the apparatus and tlie condition of 
the tube. 

(2) The size and density of the part to be examined. 

If a static machine is used, we must consider the size and num- 
ber of plates and their number of revolutions per minute. When a 
coil is used, we must consider its size and the kind and frequency 
of interruptions. As a rule, the thicker the parts, the more pro- 
longed must be the exposure, though this is not always so. The 
chest is as thick as the abdomen, yet it requires a much shorter 
exposure. 

Quality of the Bays. — The vacuum of the tube determines the 
quality of the rays. We speak of tubes as being low, medium, and 
high. The higher the vacuum of the tube, the higher will be its 
degree of penetration and the shorter the exposure. The lower the 
vacuum, the lower will be the degree of penetration and the longer 
the time of exposure. 

Intensifying Screens. — From the very first the tendency has been 
to shorten the exposure in skiagraphic work. When a screen of 
fluorescent substance is placed in contact with the film side of the 
sensitized plate during an x-ray exposure, it acts like ordinary 
light and reduces the time of exposure to about one-fourth of the 
time reciuired without the screen. 

While the intensifying screen greatly shortens the exposure, it 
has disadvantages that make its use impossible in delicate work. 
It has been claimed that its granular appearance reduces the defini- 
tion of the skiagraph, destroying the finer details of the structures. 
These conditions are unquestionably found in negatives made with 
the intensifying screen, but it is a question whether the granular 
conditi(m of the screen has as much to do with blurring the image 
as other factors. Those who have used the screen in a perfectly 
dark room have noticed the fact that the screen is lumhious for 
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some time after the current has been cut off. This prolonged fluo- 
rescence is, unquestionably, the main cause of the injury to the 
plate. To prove this conclusion, expose an intensifying screen to 
an active x-ray tube for a few minutes, then quickly place it against 
the film side of an unexposed sensitized plate for a minute and 
develop the plate. The same granular condition will be found in 
the unexposed plate that is seen in the skiagraph when made with 
an intensifying screen. If it were possible to stop the action of 
the screen at the time the tube is stopped, very little of the bad 
effect of the screen would be noticed in the finished plate. As it 
is, the intensifying screen will never become very popular ; though 
it reduces the time of exposure, it decreases the quality of the plate. 

Secondary Rays. — Since secondary rays are produced in a body 
when x-rays pass through it, and the secondary rays in turn pro- 
duce a tertiary ray, it stands to reason that the exposure should be 
made as short as possible in order to prevent these useless rays, 
which often fog the negative and spoil the results. 

Diaphragm. — By means of the compression diaphragm the in- 
direct primary rays are cut off, with a considerable reduction in 
the secondary rays. The area exposed is diminished and the thick- 
ness of the parts is reduced on account of the i)rcssure of the 
diaphragm. A heavy lead plate, with an adjustable diaphragm, 
will answer the same purpose. An adjustable compression dia- 
phragm, ilhistrated in Fig. 69, and being a part of the examination 
table, is a very necessary adjunct to the x-ray laboratory, as it 
shortens the exposure and increases the quality of the skiagraph. 

PHOTOOBAPHY. 

The method of treating a plate that has received an exposure 
from an x-ray tube does not differ materially from the methods of 
ordinary photography. I' n fortunately a large number of physi- 
cians who are doing their own skiagraphic work content themselves 
with making the exposure and sending the plate to a local photog- 
rapher for development. This is unquestionably a great mistake, 
and often defeats the very purpose for which the skiagraph is made. 
If the x-ray is to be made a means of accurate diagnosis, the work 
must be done throughout by a thoroughly experienced physician. 

Dark-Room. — Dark-room methods of the photographer are, to 
the average physician, more or less a mystery, lie imagines that 
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the work is complicated, and requires an endless amount of study, 
for which he has neither time nor inclination. As a matter of fact, 
if the dark-room is properly built and arrauged, the extra amount 
of work re(iuii-ed to develop and finish a skiagraph is a pleasure 
rather than a task 

The dark room need not be large 6^7 feet bein^ sufficieut where 
onlj a small amoint of work is t l)e d ne The room should be 
absoluteI> free from wh te light and so constructed that it may 
be I effect h ventilattd A room of this size built of tongue and 
groove flooring md\ 1 e pljced in a corner of the x rav room or 




if space is at a premium, as it often is in doetoi-s' oiBccs, it might 
be placed in a near-by room or in the basement. Where there is 
a sewer system, a sink, with running water, should be placed on one 
side, and a wide base shelf run from the sink along the wall to tho 
end of the room. This shelf is used for the support of frays while 
developing. A number of shelves should be arranged above and 
below the sink for trays, printing frames, stock, etc. 

Fig. 104 is a fairly good representation of the author's devel- 
oping and printing cabinet. This cabinet is lYs feet long, accom- 
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modates a 3-foot sink, and has a broad base shelf, with a number of 
shelves below and above. The base shelf is covered with roofing 
glass y^, inch thick. The portion above the base has double glass 
doors. It is fitted with two ruby lights, one orange, and one ground 
glass. This cabinet furnishes ample room for a complete developing 
and finishing equipment, together with the large stock of chemicals 
and solutions necessary in a large business. The portion of the cab- 
inet beneath the base is used for trays, printing frames, hypo, cards, 
and many other things that must be kept out of the way. 

Dark-Boom Light. — As the room is perfectly dark so far as white 
light is concerned, it is necessary to have some kind of light to en- 
able the operator to see what he is doing. The only light that may 




be permitted in the room while handling dry plates is cither a pale 
ruby, orange, or green. Ruby is generally used. It is obtained by 
allowing either natural or artificial light to shine through several 
thicknesses of ruby glass. The ruby light should be on or near the 
base shelf and near the developing tray. Fig. 105 illustrates an ex- 
cellent dark-room lantern. When possible, it should be lighted with 
electricity. As tliia lantern has a door that exposes a white-light 
window, it will serve a double purpose by furnishing a light for 
printing developing paper. Any handy tinner will make a light- 
proof box with a ruby glass window for a small price. By inserting 
a large cork in a hole in the lid, tlie light is coniiilete except the 
electric wiring. Bore a small hole through the cork for the passage 
of the electric wires, connect them to the regulation socket, and 
screw in an 8-candle power electric bulb. Place two panes of ruby 
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glass, with a strong piaee of ruby celluloid between them, in the slot; 
then connect the wires to the main line with a switch located near 
the box, and your ruby light is complete. 

Developing and Piniahing Trays. — The best and most conven- 
ient trays are those made of first-grade ateel, well enameled. In se- 
lecting the larger variety, care should be exercised in getting trays 
that are not warped. Two to four trays of a size are sufficient. 
The sizes in sicnorHl use arp 8x10 and 11x14 inchwi. Of course the 




number of trays necessary will depend upon the amount of work 
to be done. Where trays are used for fixing and washing, it will 
require several of a size, but, if a fixing and washing box is used, 
only one or two trays of a size will be necessary. A good washing 
box is almost a necessity where cold water can be had throughout 
the year. 

Printing Frames. — It is only occasionally that a print will be 
needed from a finished negative, but every operator should know 
how to make one when needed. To make a print from a negative 
it is necessary to have a printing frame ftir each size of plate. 
Their use will be explained under the head of printing and finishing. 

Plates and Films. — Photographic dry plates, papers, and films are 
very sensitive to the x-ray, while wet or collodion plates are said 
to be only slightly affected. Double emulsion plates give better re- 
sults for x-ray purposes than single emulsion plates. Flexible cel- 
luloid films may be used where it is necessary to bend the plate to 
bring it in contact with uneven surfaces. The successful use of 
films requires considerable experience to prevent distortion or ex- 
aggeration, and they are therefore less desirable than glass plates. 

Care of the Plates. — Dry plates should not be kept on hand any 
great length of time. They should be kept in a dry, cool place, and 
allowed to remain in the box in which they came from the makers 
until ready for use. If kept near the laboratory where the x-ray 
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is operated, they must be stored in a lead-lined box that is kept se- 
curely closed. (See Fig. 73 for a description of the author's x-ray 
plate box.) Plates stored in another room are not always safe from 
the harmful effects of the rays. 

Developers. — Every x-ray worker thinks he has formulated the 
only reliable developer, and is generally extravagant in his claims. 
A large number of formulas are confusing to the beginner. They 
are all good when understood and properly used. The author will 
introduce only one formula, which is not original, though somewhat 
modified. While a developer may consist of several chemicals, it 
really has but four parts — reducer, preservative, accelerator, and re- 
strainer. The following formula is so written that the student will 
readily see the part that each chemical plays in the process of de- 
velopment. 

FORMULA FOR DEVELOPER OF X-RAY PLATES. 

Preserver Acetone siilpliite (Bayer) 75 jjrains. 

Snlpliite of soda (crystals) 1 ounce. 

Accelerator Carbonate of ]»otasli (dry) 1 ounce. 

Keducer Edino! 30 grains. 

Hydrochinonc 15 grains. 

Restrainer Broniid of potasli 10 grains. 

Water — in warm weather 32 ounces. 

in cold weather 24 ounces. 

In preparing^ the above formula the crystal sulphite of soda should 
be used where possible. If from any cause the dry or anhydrous 
must be used, it should be remembered that it is twice as strong as 
the crystal, and will therefore require only half the amount. This 
is a splendid developer, and may be used over and over again until 
it turns quite dark, when it should be discarded for a fresh solution. 
If well corked, it will keep several days, and, best of all, it will not 
stain the hands and has no disagreeable odor. 

For routine work the author prepares a gallon of the concen- 
trated solution, leaving out the reducing agents until ready for use. 
The formula for the gallon of stock developer is as follows: 

Preservative Acetone sulphite (Bayer) 21^0 ounces. 

Sulphite of soda (cryst^ils) .... 1 pound. 

Accelerator Carbonate of potash (dry) 1 ])ound. 

Restrainer Bromid of potiish 1(»0 grains. 

Water 1 gallon. 
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When wanted for developing, the concentrated solution is used 
in the following manner : 

Preservative, accelerator, and restrainer (concentrated).. 8 ounces. 
Reducer Edinol 30 grains. 

Ilydrochinone 15 grains. 

Water — in warm weather t32 ounces. 

in cold weatlier 24 ounces. 

The stock solution keeps well and works perfectly to the last. Of 
course it should not be kept for any great length of time — gener- 
ally not more than ten days or two weeks, when it is exhausted 
and a new solution must be prepared. Where only a small amount 
of skiagraphic work is done, the physician may make up his devel- 
oping solution according to the first formula. 

Mode of Development. — When the plate has been properly ex- 
posed, it is taken to the dark-room, the door closed, the ruby light 
turned on, and the plate taken from the envelopes and placed film 
side up in a tray. The developing solution, previously prepared, is 
quickly and evenly poured over the plate, and the tray is gently 
rocked to keep the solution moving. If the exposure has been right, 
the image will begin to appear in about thirty seconds and will be 
complete in from two to four minutes. This solution will not fog 
the plate, and development should be carried far enough to bring 
out the image completely. When the skiagraph is of the extremities, 
the image may be distinctly seen on the plate during the whole 
time of developing, but in deep tissue work the plate should be de- 
veloped iintil quite dark on the film side, and the shadows have 
penetrated the film and show on the reverse side. The tendency is 
to stop the development too soon, making the negative thin and in- 
distinct. It takes a great deal of experience to know when to stop 
the development in any given plate. 

When fine detail is wanted in the soft stnictures, care must be 
taken not to carry the development too far, as an imderdeveloped 
negative is more to be desired than an overdeveloped negative. 
Negatives can be both reduced and intensified, as will be explained 
later, but it is always better, when possible, to get the exposure and 
development right, for only by this means can we expect a perfect 
skiagraph. 

By a careful study of the above formula it will be seen that the 
physician may change his formula as the case may require. 
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Fixing. — ^When the plate is fully developed, it should be allowed 
to lie for a minute in a tray of clear cool water, from which it is 
passed to the fixing bath. When the plate comes from the devel- 
oper, it is opaque to the ruby light. The fixing bath dissolves out 
all the bromid of silver that has not been acted upon by the light 
and developer. From ten to twenty minutes in the fixing bath 
will clear the film and completely fix the image. When all the 
muddy white color has disappeared from the back side of the plate, 
it should be allowed to remain in the fixing bath three or four min- 
utes longer, after which it will be thoroughly fixed, and may be ex- 
amined by strong white light without danger of injury. The plain 
non-acid fixing bath is made as follows : 

Hyposulphite of soda 4 ounces. 

Water 16 ounces. 

When the soda is dissolved, it is ready for use. This simple hypo 
bath will soon deteriorate and must be thrown away. The acid 
chrome fixing bath is easily made and wall keep for several days. 
It is made as follows : 

Water 100 ounces. 

Sulphuric acid 3 ounces. 

Sulphite of soda 4 ounces. 

Thoroughly dissolve and add 
Hyposulphite of soda 2 pounds. 

Dissolve and add 
Chrome alum, 1 ounce dissolved in 20 ounces of water. 

Add water to make a total of 160 ounces. 

When only an occasional skiagraph is made, the plain hypo bath 
first mentioned will answer all purposes. From the developer, 
through the fixing, and final washing, the temperature of the solu- 
tions and water must not be above 70"* F. When the solutions and 
water is warmer than this, the gelatin film or coating on the plate 
is likely to soften and melt off. 

Washing. — After the plate is thoroughly fixed it must be well 
washed, to remove every trace of the hyposulphite of soda, the 
slightest remains of which would soon destroy the film through 
crystallization and decomposition. 

If not supplied with running water and a washing box, the plates 
may be washed in the developing trays. The water must be fre- 



226 PRACTICAL ELECTRO-THERAPEUTICS AND X-RAY THERAPY 

quently changed — say, eight or ten times during an hour. During 
all this time the plates must be carefully handled by their edges. 
The film may be quite firm, but it is easily scratched or broken. 
Great care must be taken not to injure the film by careless handling. 
Plates will at first meet with some injury, but after a little practice 
an injured plate will be an exception. 

Drying. — The negatives should be dried in a room with a moder- 
ately low temperature, and free from dust. During warm weather 
the ceiling fan will rapidly dry the negatives, and at the same time 
keep them cool. When the plate has been thoroughly washed, it is 
placed in a negative rack to drain and dry. The rack should be 
in some out-of-the-way place, where it will not be disturbed. Should 
it be necessary to get a print from a negative in a very short time, 
the plate may be quickly dried by flowing it several times with pure 
grain alcohol, then holding it under a fan or where the air can 
strike it, provided, of course, the air is free from dust. 

Intensifying and Reducing. — It frequently happens that a neg- 
ative is too thin, and, without some means of strengthening, would 
be worthless. Weak negatives with plenty of detail may be greatly 
improved by intensifying. When it has been decided to intensify 
a negative, it is thoroughly washed and placed in the following so- 
lution : 

Bichlorid of mercury 200 grains. 

Bromid of potash 120 grains. 

Water 8 ounces. 

The negative is placed in a tray, film side up, and this solution 
is poured over it. Keep the negative in the solution until the film 
is bleached to an even whiteness. The longer the negative is allowed 
to remain in the solution, the denser it will become. It should now 
be washed for half an hour in running water or through several 
changes in the tray. It is then placed in the following solution to 
blacken : 

Sulphite of soda 1 ounce. 

Water 4 ounces. 

When the negative is as dark as desired, it is again washed and 
set on edge to dry. Such negatives are usually quite dense. 

Reduction is sometimes required when the negative is too dense. 
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as a result of either overexposure or overdevelopment, or both. To 
correct an overexposed plate, use the following solution : 

( 1 ) Water 16 ounces. 

Hyposulphite of soda 1 ounce. 

(2) Water 16 ounces. 

Ferrocyanide of potash 1 ounce. 

Take 8 ounces of the first solution and 1 of the second. The 
negative may be transferred directly to this solution from the 
fixing bath, but, if the negative is dry, it should first be allowed to 
soak in water for at least half an hour. The reduction should be 
carried on in a subdued light. To prevent streaking the negative, 
it should be rinsed off before holding up for examination. The re- 
duction will take place slowly and evenly, and, when carried far 
enough, the negative is thoroughly washed and placed on the rack 
to dry. 

Failures in Negative Making. — It is simply impossible to men- 
tion every source of trouble the beginner is likely to encounter. As 
the making of x-ray negatives in no way differs from regular pho- 
tographic work, the novice in x-ray w^ork is advised to secure a 
good book on photography and carefully study the subject of nega- 
tive making. Every formula must be correctly prepared and all 
instructions carried out to the letter. Poor w^ork is the result of 
ignorance, carelessness, or bungling. All trays, and in fact every- 
thing in the dark-room, must be kept clean and in the proper place, 
ready for use at a minute's notice. A dirty operator can never 
hope to turn out even passable work. 

Printing and Toning. — The image on the x-ray negative may be 
transferred to properly prepared paper in the same way as in ordi- 
nary photography. Print making should be discouraged, and the 
author very seldom delivers to the patient or the physician a fin- 
ished picture. The negative furnishes the best evidence of the 
condition in the case, and the diagnosis is usually made from it. 
When possible, the physician should view the negative, from which 
he makes his diagnosis. Patients frequently carry their pictures 
around from one physician to another, getting a different opinion 
from each, due to the fact that the majority of physicians are not 
prepared to correctly interpret a skiagraph. 

The first thing in printing is to decide upon the kind of paper 
to be used in making the print. The ordinary albumen papers 
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(soliu and oluro) are printed iu siuili[;ht and require some time 
for the completion o£ the process, depcoding, of course, upon 
the density of the negative. The printing of this paper may be 
controlled, as the print can be examined during the process of ex- 
posure. The other elas.s of papers, known as developing papers — 
velox, azo, etc^may be printed by direct or artificial light, and are 
very rapid. The printing process of this paper can not be watched, 
though its development can be controlled within a certain limit. 

The first^mentioned papers are toned in what is known as a gold 
toning solution, and full directions accompany each package of 
paper. These papers, though slow to handle, produce the very best 
class of prints and make excellent half-toues. 

The developing paper is developed very much in the manner as 
the dry plate, and doe.s not re<iuire sunlight or even daylight for 
printing, for the work can be done as well by artificial light at 
night. 




The printing is done in what is known as a printing frame {Pig. 
107). This frame has a removable back, which is held in place 
with brass springs. The back is removed and the plate is placed 
in the frame, glass side down. The paper is placed on the negative 
emulsion side against the tilm side of the negative, and the back is 
replaced and fastened. The paper is now ready to be exposed. 

If the paper is of the albumen variety, the frame is placed in the 
sun. Every few minutes the frame should be removed to a shaded 
place, and the print examined by raising one section of the back, 
and, if not dark enough, the printing is continued. 

If developing paper is used, the printing frame must never be 
placed in the sun. A %'ery short exposure (one second) to subdued 
light will be ample for a well-made negative. The length of ex- 
posure to artificial light will depend upon the intensity of the light 
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Pull and complete instructions will come with each package of these 
papers. If trouble is had with them, the local photographer will be 
glad to give the necessary information. If the physician experi- 
ences many failures, he should not become discouraged, but take 
consolation in the fact that we have all traveled the same road and 
have had exactly the same vexations. The work is not difficult, but 
it requires considerable experience to do really good, neat work. 
Never be satisfied with only partial experimenting. Become per- 
fect before you quit, if it takes a day, week, or month. 

The developing paper is developed, fixed, and finally washed in 
very much the same manner as the plate is developed. 

Mounting. — After the prints are washed they should be carefully 
mounted on good, strong card-board to prevent their destruction. 
Place a print, film side down, in a clean tray and cover its back 
evenly with photo paste. Place it centrally and squarely on a 
card, cover with a clean towel, and smooth down with a rubber 
roller, wiping the excess of paste from around the edge of the print. 

Transparencies and Lantern Slides. — Normal or reduced trans- 
parencies and lantern slides may be made from any good x-ray neg- 
ative, but, as the process requires considerable photographic experi- 
ence, the methods will not be described here. 

READING X-RAY NEGATIVES. 

The interpretation of the x-ray negative is the most difficult part 
of the work. The trained eye of the x-ray specialist alone is capa- 
ble of distinguishing the varying shadows and densities. The neg- 
ative should be made so as to distinctly show the parts under con- 
sideration. If the negative is found to be defective, another should 
be made ; but, if this is impossible or not practical, the negative may 
be improved according to the process mentioned under photography. 
Many negatives are so poor that they can not be improved, and no 
time should be lost with them. 

The x-ray specialist should make himself thoroughly familiar 
with the normal appearance of the various parts of the human body 
as shown by the skiagraph, for only in this way can he hope to be- 
come a competent judge of a skiagraph. It must be remembered 
that a skiagraph is only a series of lights and shadows, of different 
densities, that to an untrained observer mean little or nothing. 
When studying the bony structures as seen in a skiagraph, many 
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things must be carefully considered, and the age of the patient is 
by no means the least important. Physicians who view the skia- 
graphs of the joints of children for the first time are surprised at 
their normal appearance. The normal conditions of the different 
ages must be understood before abnormal conditions can be correctly 
diagnosed. 

Viewing the Negative. — Before an x-ray negative can be rightly 
interpreted, it is necessary to know the relative relation of the tube, 
parts skiagraphed, and the plate. The finished picture will furnish 
good evidence of the position of the tube during the time of the ex- 
posure. If the object skiagraphed is too far from the plate, or the 
tube too close to the part skiagraphed, the finished skiagraph will be 
distorted or abnormally large. 

To examine a finished plate, it should be held with the film (gel- 
atin) side toward the observer. A strong north light will give the 
best results when using daylight to illumine the plate. Place the 
plate in a window, and exclude all light save that coming through 
the plate. A photographer's retouching frame will be found serv- 
iceable in the examination of small negatives. 

The view box shown in Fig. 77 will be both convenient and en- 
tirely satisfactory for the examination of negatives of all sizes from 
5x7 to 14x17 inches. The box, to be convenient, must have reversi- 
ble kits, that the negatives may be viewed in their normal positions. 
What is practical, and still more convenient, is that the view box 
should have a revolving front, so made that the plate may be viewed 
at any angle. 

It is far better for the operator to make his reading or interpre- 
tation from the negative than from the print Fine details of the 
plate may be distinctly seen w^ith a good view box. These delicate 
markings are too often lost in the print, causing the interpreter to 
make a false reading, which may lead to no end of trouble. 

When a finished print is made, it must be remembered, it is re- 
versed, a fact that must never be overlooked when operating for 
foreign bodies. Surgeons have frequently cut on the right side for 
a bullet because the skiagraph showed the bullet on that side in the 
reversed picture. 

Foreign Bodies. — With the late improvement in technic in skia- 
graphic work it is possible to find and locate almost all dense sub- 
st^inees anywhere in the tissues. Metallic bodies show best, though 
many others, as glass and stone, may be detected. Many opaque or 



PHOTOTHERAPY 231 

semi-opaque bodies cast faint shadows when properly exposed. De- 
fects in the plate, caused by air bubbles and other accidents during 
development, shadows from dressings, powders, etc., should be care- 
fully excluded. 

Fractures and Dislocations. — In this class of injuries the x-ray 
is indispensable, and the physician who undertakes the reduction 
of a fracture that is in the least complicated without the aid of the 
x-ray is taking upon himself a great responsibility. When the 
fracture has been reduced and dressed, a second skiagraph should 
be made to determine if the bones are in correct apposition. The 
physician will be surprised to find that in the majority of cases the 
apposition is very poor. 

Greenstick, longitudinal, and impacted fractures are often very 
difficult to make out, and should be studied with the greatest care. 
The elbow-joint is frequently injured and often very poorly treated, 
resulting in complete or partial ankylosis. 

Fractures at the hip are frequently overlooked until too late to 
repair the injury. In skiagraphs of the hip all lines should be 
carefully studied for traces of injury to the periosteum, femoral 
neck, head, trochanters, and acetabulum. Comparison should be 
made with the skiagraphs of normal hips of cases about the same 
age. 

Dislocations. — The displacement of bones is easily determined by 
means of a skiagraph. Great care should be used in arranging the 
position of the parts to prevent a false appearance in the picture. 
More errors have been made in faulty skiagraphs of the shoulder 
than in any other part of the body. As a rule, a dislocation is not 
difficult to determine, though in fleshy subjects bones may be dis- 
placed for weeks without the fact being detected by the attending 
physician. In both fractures and dislocations, where the least 
doubt exists in the mind of the physician as to the exact condition 
present or the result of his treatment, the exact state of affairs should 
be explained to the patient or his representatives and an x-ray ex- 
amination demanded, which, if refused, frees the physician from 
blame for any bad result that may follow. 

Diseases of the Bones. — In diseases of the bones the x-ray has 
taught us much that could not have been learned in any other way. 
The skiagraphic appearance of normal bones should be carefully 
studied in order that the abnormal may be easily detected. Early 
cases of tuberculosis and osteomyelitis call for a very careful study. 
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Differentiation between bony tumors and tumors of the soft tissues 
is not always easy in the earliest stage, as in early periosteal growths 
the bone is generally affected, though not changed in density or 
proportion; later, bony changes become evident. 

Callus may, at times, be taken for a bony growth, but the skia- 
graph will show that the enlargement surrounds the ends of a frac- 
tured bone. 

Diseases of the Joints. — All bandages and dressings should be 
removed from joints when skiagraphing for diseased conditions. 
The limb should be bent so as to get as wide a space as possible be- 
tween the articular surfaces. Pus and fluids can not alw^ays be de- 
termined in a joint. The various kinds of arthritis, in their earliest 
stages, are differentiated with difficulty. Differentiation between 
intra-articular inflammation with exudation and periarticular in- 
flammation is not usually difficult because of the pressure produced 
by the intra-articular type. 

Ankylosis is not always caused by bone formation. The skia- 
graph will differentiate between the true and the false by the ab- 
sence or presence of dense bone shadows, and the obliteration of the 
intra-articular space. 

Great care should be used in the skiagraphic examination of dis- 
eased joints. It is often necessary to make a number of exposures 
in as many positions. The time of the exposure should be regulated 
so as to show the greatest amount of contrast in the tissues. 

The hip- joint is the site of frequent injuries, and, because of the 
thickness of the soft tissues surrounding it, the diagnosis is very 
difficult without a skiagraph. In some very heavy dense subjects a 
good skiagraph is often very difficult to make. 

Diseases of the Soft Tissues. — It is unfortunate for all concerned 
that the x-ray will not differentiate between normal and abnormal 
tissues unless there be a marked difference in densitv. A certain 
amount of detail can be shown in the soft tissues, but ulcerations 
and the beginning of inflammatory processes are not easily de- 
termined. 

The skiagraph of a brain tumor is possible, in which ease the 
tumor must be very dense. 

Diseases in the Thorax. — Notwithstanding the great thickness of 
the chest, the x-ray penetrates this region more easily than any 
other thick part of the body. The patient may be placed on 
the plate with his back or face downward, depending on the nature 
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of the examination. There is a vast difference in the appearance of 
the ribs in the two positions. The skiagrapher should mark these 
differences, and be able to determine by looking at the negative or 
finished picture which of the two positions the patient was in when 
the exposure was made. The shadows made by the ribs from the 
first to the twelfth, the sternum, clavicle, scapula, and the inter- 
costal spaces must all be carefully studied in the normal in order 
that diseased conditions may be detected when present. 

A careful study of the apices of the lungs in incipient tubercu- 
losis will frequently show shadows of the congested and infiltrated 
areas. In studying the lungs for tubercular deposits, comparison 
of the two sides must be made between like parts, as different 
parts vary in density, and consequently make different degrees of 
shadows on the plate. 

Enlarged and congested glands and calcified deposits in the lungs 
are shown without difficulty. Consolidations produce denser shad- 
ows than abscesses or empyema. Pleural thickening and effusion 
are best studied with the fluoroscope. 

Alimentary System. — The esophagus is often the location of dis- 
ease. Stricture of this organ is frequent, though the diagnosis is 
sometimes quite difficult. The location of the stricture is easily de- 
termined by passing a metallic bougie down to the stricture and 
making a skiagraph. Strictures of the small and large intestines 
may be determined by giving the patient large doses of bismuth 
subnitrate and skiagraphing the abdomen from four to six hours 
later. By the same method the size and location of the stomach 
may be determined. 

Oenitourinary System. — Calculi of the kidneys and ureters are 
so common that x-ray examinations of suspected cases should be a 
routine practice. Outlines of the kidney structure are very seldom 
shown. The skiagrapher should be careful not to mistake opaque 
substances in the intestinal canal or fragments from the transverse 
processes of the vertebra for stones. Kassabian reports having mis- 
taken an undissolved capsule of bismuth for a stone in the kidney. 

Vesical Calculi. — Small calculi in the urinary bladder are some- 
times overlooked by their being located over the sacrum or coccyx. 
Impactions in the rectum are sometimes mistaken for stones in the 
bladder. The bladder should always be empty before attempting 
to skiagraph it, as water offers a considerable resistance to the 
passage of the rays. 
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STEREOSCOPIC RADIOGRAPHY. 

Stereoscopic exniuinatiun uf x-ray [ilutt's i.s of (.■oniparatively re- 
cent developirieDt. It increases the diu-fliostic value of the negative 
many times, and should be a part of the equipment of the progres- 
sive radiographer. The instrument here described is known as the 




Fig. 1 08.— WliPBlKDno »iprm«uupt. 

Wheatstone stereoscope and is made to accommodate any size plate 
from the smallest to 11x14 inches. Fig, 108 illustrates the appa- 
ratus. It is com p let fly adjustable and simple in its operation. It 
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consists of two view boxes facing each other, and arranged on a 
graduated bed, so that their positions may be changed at will. Cen- 
trally, between the boxes, are placed two oblong mirrors arranged 
at right angles to each other as well as to the view boxes on either 
side. The mirrors are placed on a movable bed that works at right 
angles to the bed of the view boxes. To get results with this piece 
of apparatus, two carefully exposed and properly developed plates 
are required. After centering the tube directly over the part to be 
skiagraphed, it is moved to one side 3 centimeters and turned toward 
the object, so that the direct rays from the anode will pass through 
the object. The exposure is made and the tube is moved 3 centime- 
ters to the other side of the center (6 centimeters from the point of 
first exposure), when the tube is again turned, so that the direct rays 
from the anode will pass through the object. The first plate is re- 
moved and a new one is inserted in the same position, when the sec- 
ond exposure is made in exactly the same way as the first. The 
plates are marked right and left to prevent confusion after they are 
developed. The distance from the tube to the plates should be 
measured and recorded, for this wnll be the distance the view boxes 
must be placed on either side of the angle of the mirrors. 

The plate-holder must be so made that the plates may be changed 
without disturbing the position of the patient. A very convenient 
plate-holder is one so constructed that half of the plate is covered 
with a heavy sheet of lead during the first exposure; the plate is 
then pushed forward, when the first half will be protected with a 
sheet of lead and the second half will be the position of the first, 
ready for the second exposure. 

The stereoscopic examination of skiagraphs is one of very great 
value. In well-made pictures the relative locations of the parts are 
distinctly seen. The normal relations of the parts may be studied 
with great profit to the inquiring student. 

The stereoscopic method probably reaches its highest degree of 
usefulness in the location and study of foreign bodies and fractures. 
The position of a bullet with relation to other parts of the body may 
be plainly determined. In the ordinary skiagraph of the thigh, for 
the purpose of locating a bullet, it is impossible to determine whether 
the bullet is anterior or posterior to the femur. Stereoskiagraphs 
of the same parts will plainly show the position of the bullet, whether 
in front or behind the bone. The same is true in regard to frac- 
tures and dislocations, as well as many other conditions. 



CHAPTER XIV. 

EFFECTS OF THE X-RAY. 

Soon after the discovery of the x-ray it was noticed that those 
who were exposed to its influences for any considerable lenjjjth of 
time began to show tissue changes unlike anything that had ever 
been seen before. Diseased areas exposed for skiagraphic purposes 
seemed to heal more readily than when not exposed to the rays. 
It soon became evident that, besides its diagnostic value, the x-ray 
had a therapeutic value peculiar to itself. Though disappoint- 
ing in some cases, the x-ray is rendering excellent service in the 
relief or cure of many heretofore obstinate cases. 

GENERAL EFFECTS OF THE X-RAY. 

On Tissue. — The histological changes induced in the tissues by 
the action of the x-ray depend upon the length and frequency of 
the exposures. A single mild exposure causes no perceptible change 
in the tissues or sensation to the patient. When a high vacuum 
tube is being used, the patient may experience a sensation similar 
to a static charge. This is caused by induced charges from the tube, 
and has no part in the x-ray results. 

Repeated exposures, though mild, if placed too close together, 
have a cumulative effect. While no sensation is experienced at the 
time of exposure, an erythema may be ])roduced, which will be fol- 
lowed by a branny desquamation or exfoliati(m of the epidermis. 
Very mild exposures produce only a bronzing or tanning of the 
skin similar to a sim burn. In many forms of superficial skin 
disease the abnormal conditions will rapidly disappear after mild 
exposures, leaving the skin smooth and clear. Malignant condi- 
tions, reaching deeply into the integument or down into the sub- 
cutaneous structures, will require more active treatment. Unless 

well protected, the operator may expect a twofold effect upon him- 
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self, the first of which is a chronic dermatitis aud the second a 
temporary' sterility. 

On Micro-Organisms. — Some micro-organisms do not appear to 
be influenced by long or frequent exposures to the x-ray, while 
others show a marked disturbance, with their power of reproduc- 
tion greatly inhibited. 

The influence of the x-ray on seeds is to prevent them from germi- 
nating. Eggs exposed to the x-ray will not hatch. Frequent ex- 
posures of the ovaries and testes will produce temporary sterility. 
In x-ray operators who work unprotected the spermatozoa are either 
absent or have lost their power of motion. This condition of azo- 
ospermia is not accompanied by any loss of sexual power, and is 
not permanent, but disappears when the operator discontinues the 
work or adopts some method of protection. 

Toxic Effects. — The author has observed symptoms, following 
x-ray exposures for different purposes, that could be attributed only 
to toxemia. This condition was plainly seen in a case of spleno- 
medullary leukemia. A youpg lady was submitted to four different 
exposures of the abdomen for skiagraphs. Within two hours after 
each exposure she became violently ill. Another young lady who 
underwent daily tliirty-minute exposures for lymphosarcoma on 
either side of the neck and back complained of feeling sick after 
the exposures. It is believed that long exposures to any consider- 
able portion of the body produces an increase in the metabolic 
processes, calling for greater activity in the organs of elimination. 

Should the patient already be suffering from a toxemia or an 
impairment of the organs of elimination, great harm would result 
from such x-ray exposures. No such constitutional symptoms 
should result from exposures of limited portions of the body. To 
avoid toxic symptoms in treating epitheliomas of any size, the nor- 
mal portions of the body should be well protected with sheet lead 
or metal screens. 

Single Severe X-Ray Exposure. — The effects of a single severe 
exposure are not noticeable at once, but make their appearance in 
from one to ten days. The first changes are in the superficial 
tissues, and may vary from a slight browning or tanning of the 
epidermis to a deep tissue necrosis that may take months to heal. 

Some degree of dermatitis is frequently necessary in the treat- 
ment of malignant skin diseases, and the experienced operator will 
be able to bring about such changes as the case may require. It 
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must be remembered that repeated exposures are cumulative when 
given at short intervals. Full exposures should not be gjyen oftener 
than once in two or three weeks. Tissue that has once been the 
site of x-ray dermatitis will be susceptible for a long time afterward. 

Physiologic Effects. — The constitutional effects that often im- 
mediately follow the use of the x-ray have been mentioned above. 
Such effects may result from the treatment of a case of cancer, 
extensive skin affections, etc., and may be occasioned by an ex- 
posure ranging from a few seconds to several minutes. 

In animal experimentation, mice have been subjected to x-ray 
exposures at a distance of 8 to 16 inches for a period of from two 
to ten hours. The mice exposed for four hours or longer died in 
a few days as a result of the destructive effects of the x-ray upon 
the blood-forming elements in the spleen, the lymphatics, and the 
marrow of the long bones. It makes no difference whether the ex- 
posure is a single one or is divided up into several exposures of 
varying lengths of time — the cumulative effect is the same. It is 
claimed that fifteen-minute exposures of the spleen, while not pro- 
ducing serious effects upon the animal, will cause necrotic foci in 
that organ soon after the exposure, but, if the exposure is not 
repeated, the effect will pass away in about eleven days. 

The exi)osure of guinea pigs for ten hours produced similar tem- 
porary effects upon the blood-forming organs without being fatal. 

According to reported cases, sterility in man may be produced 
by an accumulated effect varying from a hundred to two hundred 
minutes' exposure, w^hich, of course, w^as divided into short ex- 
posures extended over several wrecks. 

Falling of the hair may be produced by a certain definite amount 
of exposure from a standard apparatus, which may be the result 
of a single exposure amounting to from 4 to 7 Holzknecht units, or 
by several exposures amounting to the same. 

When small animals were subjected to long and severe exposures 
over the back, severe nervous symptoms were noticed in about three 
days. ^lice subjected to such treatment died, but guinea pigs and 
rabbits, though exhibiting a marked dermatitis, showed no disturb- 
ance of the internal organs. 

Deep tissue changes may be produced by x-ray exposures without 
showing any evidence of a superficial dermatitis. To avoid surface 
tissue changes while raying the deeper structures, leather filters or 
protection screens should be used. 
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EFFECT OF THE X-RAY ON DIFFERENT PARTS OF 

THE BODY. 

On the Nervous System. — The author has never noticed any 
symptoms of ner\^ousness in himself or in any patient from x-ray 
exposures. The symptoms that have followed such exposures were 
probably due to toxic effects instead of any direct effects on the 
nervous system. Powerful exposures of the brain have caused 
paralysis and convulsions. • 

On the Eye. — Mild exposures to the eye seem to produce no bad 
effects, but strong or powerful exposures are very harmful to all 
of its structures. The first symptoms will generally be a falling 
of the lashes, a congestion of the cornea and conjunctiva, with 
irritation and general discomfort. When the exposures are long 
and repeated, there is a general atrophy of all the tissues of the 
orbit. At first the crystalline lens is not affected. Where the eye 
receives short, but repeated, exposures, the sight is not affected for 
some time, but gradually becomes dimmer in proportion to the 
progress of the atrophy until the sight is permanently destroyed. 
The orbit may be protected by a shield. If the lids must be treated, 
a small, smooth, well-fitting shield may be placed over the ball 
beneath the lids. 

On the Intestines. — In the experiment on animals, long exposures 
caused necrotic foci in the follicles of tlie intestines, but the effect 
disappeared in four or five days. In extensive burns over the 
abdomen the intestines are never permanently injured. 

On the Liver and Kidneys. — From the author's experience the 
liver and kidneys are very little, if at all, affected by exposures to 
the x-rays. Slight changes may be produced in small animals which 
can not be duplicated by safe exposures in the human being. 

On the Blood. — The blood undergoes a marked change. It ap- 
pears that the first effect is on the white cells, their number being 
first reduced and then increased, producing a temporary leukocy- 
tosis. The specific gravity is increased, as well as the hemoglobin, 
without an increase in the number of red blood cells. 

On the Marrow of Long Bones. — By animal experimentation it 
has been shown that the destruction of the white blood cells in the 
marrow of the long bones begins about two and a half hours after 
the exposure, is most active in about twelve hours, and ceases alto- 
gether in five or six days. The various kinds of leukocytes are 
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reduced in number, but the lymphocytes and nongranular myelo- 
cytes are the most affected. 

On the Spleen. — Doctor Tousey states that the immediate changes 
in the spleen are inflammatory hyperemia and an increased collec- 
tion of leukocytes, which takes place in the center of each follicle. 

General Tissue Changes. — The histologic effects of the x-ray is to 
produce an obliterative endarteritis in the superficial tissues and a 
destructive effect on cells of a rapidly proliferating or embryonal 
type. 

X-Ray Dermatitis (X-Ray Bums). — Too frequent or too long 
exposures to an x-ray tube cause changes in the skin, which may 
be very slight or serious. So many factors enter into an x-ray ex- 
posure that all the facts must be known before it is possible to 
determine the probable cause of a dermatitis. It may be produced 
by a single long exposure, frequent short exposures, or the tube 
too near the surface. The cumulative effect of frequent x-ray 
exposures to both patient and operator are a source of considerable 
danger. Already a number of the pioneer specialists in x-ray work 
in this country have either lost parts of their hands or paid the 
extreme penalty as a result of chronic x-ray dermatitis. Such fatal 
results were caused by frequent exposures lasting over a period of 
many years. It has been reported that chronic x-ray dermatitis is 
likely to be followed by cancer, but there is nothing to indicate that 
x-rays burns are more likely to be followed by cancer than any other 
lesions of like severity and chronicity. 

Degrees of X-Ray Dermatitis. — The early students of x-ray 
dermatitis divided the destructive process into three degrees, and 
later the condition has been divided into four degrees. Of course 
there are no well-defined lines of separation between the stages, but 
they are sufficiently marked for the trained and experienced ob- 
server to be able to recognize them without great difficulty. Doctor 
Tousey gives the following description of the four degrees : 

(1) A mild, temporary redness of the skin occurs without ana- 
tomic changes; it may not develop until two weeks after exposure 
and lasts for only three days. 

(2) Quite a decided erythema, wnth moderate itching and fol- 
lowed by desquamation of dry epithelial flakes, which may amount 
to a regular peeling of the affected region; no raw surface is pro- 
duced and there is no pain ; it develops about a week after exposure, 
and it is three or four wrecks before the skin appears normal again; 
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slight atrophy of the skin may remain permanently, especially if a 
dermatitis of this degree has been repeatedly produced. 

(3) After a period of incubation of only two days a severe derma- 
titis, with blistering, occurs, and this is followed by some destruc- 
tion of the deeper layers of the skin and ulceration, which takes 
many months to heal. It is excessively painful until the sloughs 
have separated, and it leaves a permanent scar. 

(4) The most severe degree has a period of incubation lasting for 
one or two days, beginning in much the same manner as the third 
degree, but it is soon evident that all the tissues have been destroyed, 
perhaps to a depth of half an inch. The separation of the slough 
is very slow and painful, and the ulceration has very little tendency 
to cicatrize. If at all extensive, it may take years to heal or it may 
remain as a chronic ulcer. 

Chronic Dermatitis in X-Ray Operators. — Nearly all the early 
x-ray manufacturers and operators developed a chronic x-ray der- 
matitis, which resulted more or less seriously. The exposures were 
short and mild, and singly would not have caused the sliglitest tis- 
sue changes, but by the cumulative effect of frequent exposures a 
chronic dermatitis was produced that simulated chronic eczema. 
This condition is most frequently seen in the hands of x-ray work- 
ers, which are fissured, scarred, and discolored. The nails become 
brittle and deformed, and after long use hyperkeratotic areas may 
develop on the hands resembling w^arts or horny growths. If x-ray 
work is discontinued or complete protection adopted, these condi- 
tions may, after a long time, disappear, but they are prone to re- 
turn. A few cases of epithelioma have been known to develop on 
the site of these horny growths, but cancer is no more likely to have 
its origin from x-ray dermatitis than from any other source of irri- 
tation. Operators who use the x-ray any considerable amount each 
day should take ample means of self -protection if they wish to avoid 
the fate of those w^ho failed to adopt such protective measures. 

Prevention of X-Ray Dermatitis. — As above mentioned, the oper- 
ator should be careful to protect himself against the possibility 
of x-ray dermatitis of any degree. In therapeutic and diagnostic 
Avork, after carefully adjusting the tube and making everything 
ready for the exposure, the operator should step behind a heavy 
lead screen, from which he can control the apparatus. To prevent 
a dermatitis in the patient, he should not be exposed too long, too 
often, or to an intensely active tube. The action of a tube depends 
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Upon (1; the amount of current going through it, (2 the distance 
the tube is placed from the parts treated, and (3; the length of the 
exposure. The effect of the tube decreases as the square of the dis- 
tance between the tube and the parts treated increases. The radi- 
ance of a tube can not alwavs be determined bv the number of milli- 
amperes passing through it. The resistance and radiation in a 
tube changes with the vacuum. 

Where the coil is not provided with an ammeter and milliam- 
peremeter, a safe exposure for a full therapeutic dose would be ten 
minutes at a distance of 12 inches from the target (anticathode), 
with a radiance that would show the bones in the hand at a distance 
of 2 feet from the anticathode. 

When the x-ray is used for therapeutic purposes, only certain 
parts are exposed, the rest of the patient being protected with a 
shield or sheets of lead-foil. Low vacuum tubes having a dense 
greenish-yellow radiance will produce a greater effect on the super- 
ficial tissue than high vacuum tubes with greater penetration. 

Many methods for measuring the dosage have been recommended 
by as many different advocates. So many factors enter into an 
x-ray exposure that it is very difficult to lay down hard and fast 
rules that will be absolutelv accurate under all circumstances and 
conditions. Ilolzknecht's chromoradiometer, Walter's or Benoist's 
skiameter or penetrameter will be of service in determining the 
amount of radiance given off from the tube. Screens of thin sheets 
of aluminum, tin-foil, or heavy pieces of leather may be used be- 
tween the tube and the parts treated or exposed to intercept the soft 
rays and prevent superficial dermatitis. When it is desired that 
the rays penetrate deeply into the tissues and a superficial derma- 
titis is not wanted, a screen should be placed over the parts treated 
to absorb the soft rays. 



CHAPTER XV. 

X-RAY THERAPY. 

The therapeutic use of the x-ray unquestionably belongs to the 
x-ray specialist, yet, like every other electric modality or curative 
remedy, it will be used from time to time by a large number of 
physicians who have had neither time nor opportunity to become 
familiar with its technic. In beginning this chapter the author 
wishes to sound a note of warning to the novice in x-ray therapeu- 
tics that, if heeded, will keep him within the bounds of safety 
both as to himself and his patients. There was a time when we 
did not know these matters — then there was some excuse for igno- 
rance — but that time has passed. There have been many bums 
in the past — during the experimental stages — but a serious burn 
today would raise the question of competency. 

USE OF THE X-BAY IN DISEASED CONDITIONS. 

No other single remedy has made such rapid advancement or done 
so much in the different departments of medicine and surgery as 
the x-ray. Soon after its discovery it was learned that it possessed 
a curative influence upon a large number of indolent or malignant 
conditions. In safe doses it is not a bactericide, yet it has a cura- 
tive influence in many infectious skin diseases. Its depilatory and 
stimulating effect will give it first place in the treatment of infec- 
tious diseases of the hairy parts. It is almost a specific in tuber- 
cular adenitis and epithelioma, and exerts a beneficial influence in 
other malignant conditions. 

The exposures are made by allowing the direct rays from a low 
or medium vacuum tube to fall directly upon the affected parts. 
The amount of radiance from the tube, the distance it is placed 
from the parts, and the length of exposure w-ill depend upon the 
change desired in the tissues, which will be anywhere from a mere 
tanning of the surface to an active dermatitis. This condition may 
be brought about by repeated mild daily exposures, or the full dose 
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may be given in one or more strong exposures. Experience has 
shown that mild exposures, repeated in time and number as the ease 
requires, will give the best results, and is by far the safest. Everj- 
experienced operator has worked out his own technic, to which he 
closely adheres in all his work. No definite rules can be laid down 
that are not subject to changes. The following technic has been 
adopted by the author and found to successfully meet most indica- 
tions : 

In all cases of superficial skin diseases — as acne, eczema, etc. — 
where the treatments are given once or twice a week, the tube is so 
placed that the anticathode will be about 12 inches from the sur- 
face of the parts treated. The vacuum of the tube should be 
medium low (ecpiivalent to a spark gap of from ^2 to 1 inch on a 
static machine, and from 2 to 3 inches on a coil), and should show 
the bones in the hand at a distance of 2 feet from the tube. The 
length of exposure, when a coil is used, should be about six min- 
utes. Only the parts affected should be exposed to the action of 
the rays, and other parts should be well protected by shields or sheets 
of lead-foil. 

In the treatment of epithelioma, where an active tissue change 
is desired, the tube is so placed that the anticathode is about 9 
inches from the surface. The length of the exposure is ten min- 
utes, and may be repeated every second or third day until a der- 
matitis begins to appear, when the treatments must be discon- 
tinued for a time at least. If after two or three wrecks the derma- 
titis clears up, the treatment may be resumed if necessary. 

Besides the regular x-ray tubes, several varieties of treatment 
tubes have been introduced. (See Figs. 66 and 67.) These tubes 
are made of leaded glass, save a small opening, which is of soda 
glass, through which the rays are allowed to pass out of the tube. 
When these tubes are used, lead-foil for the protection of the patient 
is unnecessary. Lead-foil furnishes ample protection, but, if the 
weather is warm, to cover the face is found to be very uncomfort- 
able. 

The subject of x-ray dosage has caused a great deal of discussion, 
and many methods have been tried and found wanting. We are 
sorely in need of a standard dose indicator. Until machines and 
tubes are standardized we will never be able to reproduce, at will, 
the reported results of operators using different machines. 
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TECHNIC OF X-BAY THEBAPY. 

The tube may be excited by a static machine or an induction 
coil. An 8-, 10-, or 12-plate static machine in perfect order will be 
found efficient in the majority of therapeutic cases. Unless the 
operator has become master of his machine, he will meet with a great 
deal of trouble and many disappointments. 

Coils varying in size from 8 inches to 16 inches are in general 
use. When these coils are well made, they cause very little trouble. 
The interrupters, however, are a source of considerable trouble to 
the novice. When the direct 110-volt current is available, the 
author much prefers a mercury turbine interrupter. It gives a 
smoother current, and will run longer without attention than any 
other interrupter on the market. When the mercury amalgamates, 
it will stop work, and must be cleaned and refilled, after which it is 
again in good condition. When the altei-nating current is used, the 
Wehnelt interrupter, with a platinum point about 1 millimeter in 
thickness, with just the tip exposed, will give fairly good results. 
Rectifying valves mny be used to convert the alternating current 
into a unidirectional current, but the antiacid interrupter with 
step-up transformer should be used with the alternating current 
for therapeutic work. A mercury interrupter for the alternating 
current is being advertised, for which great claims are being made, 
but the author has had no experience with it. The high-tension 
transformer, as furnished by several firms, may be used for thera- 
peutic work, though these machines are designed particularly for 
skiagraphic purposes. Any good coil will be found to be amply 
sufficient for therapeutic work. Whatever kind of generator is 
used, there should be a reliable milliamperemeter in series with the 
tube, and, if a coil is used, an ammeter should register the current 
going to the primary. With a good radiometer or penatrometer 
and a sufficient amount of experience, satisfactory work may be 
done with only a very small degree of error. The tube should be 
medium or low, and carry about two milliamperes of current. 
When the tube is quite low, 1 milliampere will excite it, and, if a 
little high, it may recjuire 3, but a tube requiring more than 3 milli- 
amperes should be discarded as too high for the average therapeutic 
work. When a tube is working properly, there is a sharp, well- 
defined line between the hemisphere of fluorescence* in front of the 
anticathode and the hemisphere back of it. When the tube does not 
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show this equatorial line, but has patches of apple-green light 
throughout the sphere, it is either improperly focused or there are 
inverse discharges passing through it. 

The active rays from the tube are given ofif at right angles to its 
long axis, and the tube should be so placed that its long axis is 
parallel to the surface of the parts treated, while the rest of the 
parts are well protected by lead- foil or opaque glass shields. 

THERAPEUTIC DOSE OF THE X-BAY. 

Many things must be taken into account when the dose of an x-ray 
exposure is considered. After long experience with a particu- 
lar apparatus and a certain make of tube, one comes to know just 
what results he will get from certain lengths of exposures, while 
he would be very uncertain of his results with a coil and tube with 
which he is not acquainted. 

Two methods of treatment are in use, and, while they differ 
widely in technic, they aim at the same results. In one, mild ex- 
posures are repeated every one, two, or three days until a reaction 
is produced. While this method requires some caution, the full 
dose is reached by degrees, and allows some time between treatments 
to observe the approaching chanpres. By the second method the 
dose is reached by a single application. This reciuires not only a 
large experience, but a definite knowledge of the action of the tube 
and its influence on the tissues. 

There are idiosyncrasies for the x-ray, the same as there are for 
any other therapeutic measure. The surface of the skin carries 
no index to the amount of exposure it will stand in any given case, 
and therefore care must be exercised with both the above methods 
to avoid overexposure and a too active dermatitis. 

The first method will be the one selected until a perfect method 
of measuring the dose is discovered. The chromoradiometer of 
Holzknecht, which consists of chemically prepared pastels, has met 
with some favor, and is considered reliable within a certain limit; 
yet it has many disadvantages, and has not come into general use. 
The method consists in exposing one pastel at the same distance 
as the parts treated. During the exposure the pastel changes color 
to agree with the color scale, which may be 1, 2, 3, 4, or 5. These 
numbers indicate that the exposure has reached a corresponding 
number of Holzknecht 's units. Three or four Holzknecht units 
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are a full dose, and should not be repeated until after the reaction 
has subsided, which is generally two or more weeks. Five of these 
units are a heavy dose, and are often required in cancer cases. Two 
units are considered about half a dose, and may be repeated once in 
two weeks. In using this method of dosage it is understood that the 
tube must be of the proper vacuum. 

Quite a number of methods for regulating the dosage are men- 
tioned in the larger works on x-ray therapy, but, as they all require 
considerable previous experience, with a wide range of error, we 
will not carry the subject farther at this time. 

X.BAY AS A THERAPEUTIC MEASTTRE IN MALIGNANT 

DISEASES. 

In the treatment and cure of superficial malignant conditions, 
the x-ray unquestionably holds first place among the methods to- 
day. It has an inhibitory effect on the cells of rapidly developing 
atypic growths. If these malignant conditions are seen early, and 
the treatment begun before the lines of invasion have been pushed 
into the deeper tissues and neighboring glands, x-ray exposures will 
meet the indications by retarding the development of abnormal tis- 
sue and hasten a return to normal. The three stages of skin cancer 
are discussed in Chapter XV. It will seldom be necessary to pro- 
duce a deep dermatitis or tissue necrosis, even in extensive growths. 
This should be avoided on account of the dangers of a general tox- 
emia, resulting from poor elimination, which sometimes causes the 
death of the patient. The question has been asked time and again 
if the application of the x-ray to cancerous tissue does not have a 
tendency to cause metastasis by carrying the infection to the deeper 
structures. Such fears are ungrounded, for the effect of the treat- 
ment is just the opposite. In all cases requiring an operation or 
use of caustic pastes, six or eight x-ray exposures should be given to 
the growth and the near-by tissues to prevent a possibility of further 
spread of the malignant elements. After the growth has been de- 
stroyed or removed, x-ray treatment should be continued for a time 
to prevent a recurrence. 

While deep cancerous growths are not relieved with the same 
promptness as the superficial variety, yet so much good can be done 
in these otherwise incurable cases that they should all have the ben- 
efit of x-ray treatment, for where it does not cure it greatly palli- 
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ates, and may prolong life for a considerable time. Cancer of the 
cervix is seldom seen until the second or third stage, when the body 
of the uterus and the pelvic glands are involved. If cancer in this 
location could be seen early, there is no reason why it should not be 
cured with the same promptness as the more superficial variety. 
The author has seen excellent results follow the x-ray treatment of 
inoperable cases of cancer of the uterus. Often the main distressing 
symptoms are either modified or completely controlled, and the pa- 
tient is allowed months or years of comparative comfort. 

Valuable as the x-ray is in all cancer cases, it must be distinctly 
understood that it is not to take the place of surgery in cases of the 
second and third degree where surgery can promise anything. In 
these cases it is an adjunct to surgery that must not be neglected 
if a return of the growth is to be prevented. 

The technic is not difficult, and consists in exposing an area much 
larger than the parts affected to a low or medium vacuum tube, 
the target of which is 8 or 10 inches from the surface treated. The 
exposure should be from six to ten minutes, and repeated every 
two or three days until the desired reaction is produced. The tube 
should have sufficient penetration to show the bones in the hand at 
a distance of 2 feet. While this method of testing the penetration 
of the tube is mentioned as a reliable one, the operator should not 
use it often enough to get a dermatitis, as was the case with many 
of the pioneers. In repeated small doses the reaction in the tissues 
is gradual, and may be kept under control by a careful observer. 

The method used by the author in the treatment of malignant 
conditions is practically as follows : When a given case is first ex- 
amined it is determined from his general appearance about how 
much exposure he will stand. This conclusion is governed by the 
nature and thickness of the skin and kind of growth to be treated. 
It must be remembered that thin-skinned blonds will not require 
as much exposure as thick-skinned brunettes. Having decided on 
the diagnosis and the length of exposure, as well as the distance the 
tube is to be placed from the parts, a record is made of these points 
and the work of treatment is begun. The proper tube is selected 
with a low or medium low vacuum. After placing the patient in the 
proper position with relation to the tube, the current is turned into 
the primary of the coil — say, 2 amperes, and never over 5. The 
reading of the milliamperemeter will be from 1 to 3 milliamperes, 
the time clock is set, and the work goes on. A careful record is 
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made of all of these points, and the subsequent treatments are gif en 
in the same manner until the full dose is reached. The patient is 
then allowed to rest until all evidence of dermatitis has disappeared, 
when the treatments are resumed if necessary, remembering that it 
will not require as many exposures to produce a second dermatitis 
as the first. This technic refers to cases of epithelioma of the 
first degree. Second-degree cases frequently require the use of 
surgery or caustic applications, though it is good practice to first 
use six or eight exposures. In cases where an extensive surgical 
operation is necessary, no attempt should be made to close or skin 
graft the wound. It should be left open, so that the x-rays may 
reach the deeper tissues unobstructed. After the wound has filled 
in, and there is no evidence of a return, skin grafting may be done 
if necessary. The proper use of surgery and the x-ray at an early 
period in the development of malignant growths will put an end 
to every case. 

X-BAY TREATMENT IN SOME COMMON SKIN DISEASES. 

Acne. — This disease, in some one of its many types, is quite com- 
mon in this country, where it often reaches its most aggravating 
form. Fig. 109 is a reproduction from a photograph made by the 
author of a young man with a typical case of acne vulgaris. He 
was accused of having smallpox, and was confined at home for a 
considerable time. He had taken quantities of medicines of differ- 
ent kinds without relief. At the time he was seen there were many 
large pustules on the face. These pustules amounted to little boils, 
and were frequently opened and drained. This case received an 
x-ray exposure every other day for three weeks, then twice a week 
for three weeks, and then once a week for several weeks, after 
which he was well. The skin was a little rough and slightly pitted 
from the effect of the abscesses, but, with this exception, his skin 
appeared normal and there has not been a return after many 
months. 

Fig. 110 illustrates a case even more aggravated than the former. 
Besides the face, the back and chest were covered with pustules, 
where the clothing kept them irritated, especially in hot weather. 
In addition to his unsightly appearance, this young man was in a 
state of discomfort all the time. What the x-rav did for him will 
never be forgotten. The technic in this class of cases differs very 



250 PRACTICAL ELECTRO-THERAPEUTICS AND X-RAY THERAPF 



little from that of first-stage epithelioma. Very low vacuum tubes 
are required at a distance of 8 or 10 inches from the surface, reg- 
ulating the effect to that of a slight redness or browning. The 
frequency of treatment will depend upon the severity of the disease 
and the length of time the patient can be kept under observation. 
Very mild cases will require weak exposures, which may be given 
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once a week or once in two weeks. The only other treatment neces- 
sary is to overcome constipation where it exists, and keep the skin 
as clean as possible with tar soap. 

Acne rosacea will yield to x-ray treatment in a very short time, 
when the exposures should be continued at irregular intervals until 
a cure has been effected, 

Hypertrichiasis (Excessive Hairiness.) — The author has never 
recommended the use of the x-ray for the removal of hair from the 
face in either men or women. To successfully remove the hair 
permanently requires something more than mere tanning of the 
skin, and this may produce a slight degree of atrophy, which should 
be avoiiled in conditions where the treatment is not absolutely neces- 
sary. Women who possess a beard i>r a few stiff hairs may have 
them removed by electrolysis ; the method is slow, hut is to be pre- 
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ferred to the x-ray. Where there is ooly an exaggeration of fine, 
downy hairs which are not unsightly, the lady should be discouraged 
in having anything done to remove them, for, if she persists, she is 
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likely to find some one who will injure her face with some remedy 
with which he is little acquainted. 

There are cases of excessive hairiness that require treatment, and 
when located on otJier parts than the face the x-ray may be safely 
used to remove these hairy growths. Pig, 111 well illustrates such 
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a ease. This young man had long been annoyed with the hair 
extending from his head over the neck and well down the back. 
In this picture will be noticed the checkered appearance of the skin 
on the back of his neck. This was caused by a physician who scar- 
ified the skin in this manner, and then applied some caustic jirepa- 
ration that blistered the skin thoroughly. The undertaking was 
not a success ; the hairs were destroyed along the lines of incision, but 
nowhere else. He was deeply humiliated because the scars added to 




hi> unsightly appearance. On account of the vast number of hairs 

on the neek of this patient the author decided to use llu' x-ray. 

would have been next to impossible to have treated the ease by 

I of electrolysis on account of the injury to the skin by the 

that had been used. He received twenty ten-minntc ex- 

to a low vacuum tube at a distance of 10 inclirs duiinsi a 

p£ three months. At no time was there min-h deniiiititi.s. 

eame away, and the scars caused by the causlic trcattuent 
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were greatly improved. To destroy the hair follicles, it is not 
necessary to produce an active dermatitis. After two or three full 
exposures the hair will begin to fall. As soon as the dermatitis or 
tanning has disappeared, and before the hair begins to grow, the 
treatment should be resumed, but with shorter exposures at longer 
intervals. After a time the follicles wuU be destroyed and the hair 
will never return. The author has had the opportunity to observe 
the depilatory effect of the x-ray in many cases treated for epithe- 
lioma about the face. In men the beard is always destroyed over 
the region exposed. The main thing to be avoided in the treatment 
for the removal of hair is atrophy of the skin. This condition is 
not likely to occur if the exposures are not carried too far or re- 
peated too often. It is not advisable for an x-ray operator to at- 
tempt to remove the hair from the face until he has become expert 
in the work. He should understand the action of his tubes and 
know what result to expect after a certain amount of exposure. 

Favus, Alopecia Areata, Sycosis, and Psoriasis. — While these 
conditions differ widely, they are amenable to the same kind of 
treatment. In favus the x-ray cures by temporarily removing the 
hair, and therefore the exposures should not be severe enough to 
destroy the follicles. Low vacuum tubes should be used with mild 
exposures, repeated often enough to cause the hair to fall. This 
will require an exposure of about six minutes at a distance of 8 
inches, repeated every second or third day for three or four ex- 
posures. If after waiting a week the hair is not loosened, treat- 
ments may be resumed, using the same precautions. The usual 
antiseptic and bacterial remedies should be applied to the skin 
during the depilatory stage to destroy the germs of infection, as they 
come away w^ith the hair and prevent the infection of other parts. 

In alopecia the exposures must be very light. It is supposed 
that the effect of the x-ray in this disease is to inhibit or destroy 
the bacteria and stimulate the functions of the skin, causing the 
hair to grow. This treatment can be of value only where the fol- 
licles are not destroyed. The exposures must be so mild that no 
visible reaction is produced. It is worth while to try the method 
in ever>^ case; if it does no good, it will do no harm, and, should 
success follow, the patient will be grateful for a growth of new 
hair. Where the hair has been temporarily removed from the 
head by the x-rays, it returns thicker, stronger, and generally one 
or two shades darker. 
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The x-ray treatment of sycosis has been so satisfactory that it 
is regarded as a specific by many. The technic is about the same 
as for favus. The removal of the hair destroys the homes of the 
parasites and cures the disease. 

Psoriasis. — This disease is often so extensive that large portions 
of the body are covered at one time. The vitality of the diseased 
areas is very low, requiring a small amount of exposure to produce 
a reaction. The strength of the exposure will depend upon the 
amount of reaction required, care being taken to keep within the 
safety limits until the dose in a given case can be ascertained. Sat- 
isfactory results usually follow proper x-ray treatment, though a 
relapse may take place at any time. 

Keloid. — There seems to be very little literature on the x-ray 
treatment of keloid. The author has treated several cases that 
have responded promptly and remained cured. It is necessary to 
produce a marked degree of dermatitis over the affected area. 
This is brought about by a number of six-minute exposures to a 
low vacuum tube, repeated two or three times a week for two or 
three weeks, when a rest is advised for two or three weeks, when 
the treatment is resumed if there is not sufficient evidence of im- 
provement. Several failures have been reported, but the technic 
in these cases was not given. 

Eczema. — The author has seen some cases of eczema that had 
existed for many years, and had withstood all medicinal measures, 
disappear after a few mild exposures to the x-ray. One case of 
fourteen years' standing on the inside of the thighs, that had 
caused the patient no end of distress, was permanently cured by 
four exposures to a very low vacuum tube. 

Warts and Moles. — Warts and moles should not be treated by 
the x-ray. The method is too slow, and will produce no better re- 
sults than electrolysis or the electro cautery. 

Pruritus. — In almost all cases of severe itching of the skin relief 
may be secured from x-ray exposures. Other forms of electrical 
as well as local medicinal measures should not be neglected. 

Nevi (Port- Wine Marks). — The author does not favor x-ray 
treatment of extensive areas of pigmentation. To be effective, it is 
necessary to produce a considerable amount of dermatitis. This is 
frecjuently followed months afterward by a telangiectasis, which is 
often as annovinsr as the discoloration for which it was treated. 
Some cases have been successful, while others have not improved. 
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Chronic tJlcers. — Contrary to the reported experience of others, 
the author has had some splendid results in the treatment of chronic 
ulcers where the bony structures beneath were not afifected. These 
ulcers are generally caused by a low-grade infection, on which the 
x-ray seems to have very little influence. To destroy the infection, 
the. ulcer should be thoroughly cauterized with C. P. nitric acid, 
after which, if all the infection has been destroyed, x-ray stimula- 
tion from a low vacuum tube will shorten the stage of recovery. 

Tinea Capitis (Bingworm of the Scalp). — As in favus, the x-ray 
is of the greatest possible value in the treatment of ringworm of 
the scalp. By removing the hair over the infected area the cause 
of the disease is removed. The depilatory action of the x-ray must 
be accompanied by active germicides to prevent infection of other 
hairy parts. New hair grows out without infection. If local germi- 
cides are properly used, the case will be permanently cured. 

Ringworm of the beard should receive the same treatment, though 
fewer exposures will probably be required to effect a cure. 

Lupus. — Finsen demonstrated that lupus could be cured by the 
concentrated rays from powerful arc lights (Finsen lights), but 
the prohibitive cost of these lamps, together with the long time 
necessary to effect a cure, places that method of treatment for the 
average physician entirely out of the question. The x-ray treat- 
ment for lupus has given even better results than the Finsen 
method, and is far less expensive. The author *s method is to use 
frequent mild applications. Only a slight erythema is necessary, 
and should never be carried to an active dermatitis unless the con- 
dition is complicated with epithelioma, which is often the case. 
Lupus of any variety will respond to careful x-radiation, causing 
the skin to clear up and assume a normal appearance. This condi- 
tion, however, is prone to recur, and a case of lupus should be kept 
under the closest observation ; should nodules begin to reform, the 
treatment must be resumed. A few well-directed exposures, given 
early, will control a condition that would soon become troublesome 
if neglected. 

X-BAY TREATMENT IN TUBERCULOUS CONDITIONS. 

Tuberculosis. — It was hoped that the x-ray would have a curative 
influence upon pulmonary tuberculosis. Laboratory experimenta- 
tion has, however, proven that it has no destructive effect upon 
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tubercle bacilli, either directly or indirectly. Frequeiitly phthisical 
I)ati<*uts seem to improve for a time when subjected to x-radiation, 
but the improvement is not lasting. 

It is probably true that x-radiation does not benefit pulmonary 
tuberculosis, but in localized tubercular lesions, as in tubercular 
diseases of the skin and adenitis, the x-ray has repeatedly furnished 
positive proof of its curative value. The effect may not be directly 
on the bacilli, and they may not be destroyed outright, but their 
growth and development are certainly inhibited to such a marked 
degree that the natural processes are able to prevent their invasion, 
and in many cases destroys them altogether. Doctor Tousey, as 
well as others, recommends the use of high-frequency currents in 
the treatment of tubercular conditions, believing that the ozone 
which is liberated in considerable quantities is of great value in 
these conditions. The author's experience has not been very wide 
in the treatment of pulmonary tuberculosis, but in the local condi- 
tions due to that disease he has seen so nuieh benefit derived from 
the use of the x-ray that he has come to believe it the most valuable 
agent in the treatment of these conditions. 

Cutaneous Tuberculosis. — Mild exposures two or three times a 
week will be sufficient to cure most types of cutaneous tuberculosis. 
Tubercular ulcers and fistulas will require exposures, in strength 
and frequency, in proportion to their depth. 

Tubercular Adenitis (Tubercular Olands). — Tubercular adenitis, 
both acute and chronic, responds to x-ray therapy. In the chronic 
form the nodule will not always entirely disai)poar; it will, how- 
ever, become much smaller, hard, and fibrous, and cease to cause 
trouble. In the early stages of the acute form, before softening 
has begun, the x-ray wuU cause a speedy disappearance of the en- 
largement. In acute cases, where suppuration has begun, as shown 
by softening, the gland may be made to undergo cheesy degenera- 
tion. The author has treated a number of cases, of tubercular ade- 
nitis of the acute variety, where the glands were large and hard, all 
of which responded to x-radiation. A few cases have been treated 
in which suppuration was far advanced, where it was necessary to 
open and drain the glands. These cases have also responded to the 
effect of the x-ray. In tuberculosis of the lymphatic glands of 
the neck x-ray exposures have produced better results than any 
other method with which the author is acquainted. It is not neces- 
sary to produce an active dermatitis — a slight browning or tanning 
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of the skin is all that is necessary. Two or three treatments a week 
for two or three weeks, using a medium vacuum tube at a distance 
of about 10 inches, will bring about the desired results. After two 
or three weeks' rest the treatment may be resumed if necessary. 
Tubercular glands in other regions will respond in the same man- 
ner, provided the radiance is made to reach the affected glands in 
the same strength. 

Pulmonary Tuberculosis. — The author has never been able to 
greatly benefit any cases of pulmonary tuberculosis. At times a 
few cases seemed to improve, but the improvement w^as of short 
duration, and probably had no connection with the treatment. 

Tuberculosis of Bones and Joints. — There are numerous favora- 
ble reports of the treatment of bone and joint tuberculosis with the 
x-ray, many of which are unquestionably true. The combination 
of the x-ray and high-frequency treatment seems to have produced 
the best results. Where a bone or joint is affected, the exposures 
should be applied from different directions. The penetration of 
the tube will depend upon the thickness of the parts to be treated. 
The wrist requires a low vacuum tube, w^hile the hip requires a 
medium or high vacuum. The treatments should be repeated about 
twice a week until a slight reaction appears. The usual rest is 
taken until all evidence of dermatitis has disappeared, when treat- 
ment is resumed, though fewer exposures should be given in the 
second seance if a dermatitis is to be avoided. 

X-RAT TREATMENT IN OTHER DISEASES. 

Prostatic Hjrpertrophy. — The author's experience in this class of 
cases has been far more favorable than he expected. After thor- 
oughly protecting the surrounding parts, the exposure is made 
through the perineum, with rays of sufficient penetration to reach 
the prostate gland. The tube should be medium high, at a distance 
of about 12 inches, and the treatment may be repeated once or 
twice a week. In two weeks' time the patient will notice that he 
can retain his urine better and longer, and will not have to use the 
catheter as often. Patients often complain of various complica- 
tions following the- use of the x-ray, which they attribute to the 
treatment. Such symptoms as increased cystitis, bloody urine, and 
other changes are not caused by this method of treatment ; they are 
merely coincidences, and should be so regarded. The scrotum 
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must be thoroughly protected with sheet lead to prevent a possi- 
bility of sterility. 

Goiter. — The author's experience in the treatment of ordinary 
goiter has not been altogether successful. Out of five cases, two 
have been greatly improved, though not entirely cured. Three 
made no improvement that could be noticed. These cases were ex- 
posed until there developed a slight degree of dermatitis. Three 
of the cases were under observation for several months. 

Exophthalmic Gtoiter. — In the treatment of exophthalmic goiter 
the x-ray has met with much better success. The three cases that 
have come under the author's observation seem permanently cured 
after, respectively, one and three years. One of these cases was 
extremely aggravated, the gland being greatly enlarged and the 
exophthalmus marked. The heart beat was very rapid, and the pa- 
tient was so nervous that it was almost impossible to keep her still 
long enough for a treatment. She received twenty-five exposures 
over a period of three months, during which she developed a mild 
dermatitis. The tumor, as well as the exophthalmus, tachycardia, 
and nervous symptoms, disappeared and she has remained well for 
more than three years. 

Hodgkin's Disease, Pseudoleukemia, and Ljrmphosarcoma. — 
The x-ray has been known to greatly benefit all these diseases — 
lymphosarcoma probably less than the first two. The beneficial 
effects of the x-ray are believed to be due directly to its action on 
the lymphatic glands. The glands are reduced in size and the ag- 
gravating symptoms become less marked. To be effective, these 
diseases must be treated early, before marked tissue changes have 
taken place in the glands. There always has been, and probably 
always will be, great difficulty in making a differential diagnosis 
between Hodgkin's disease and lymphosarcoma in the early stages; 
at a later period the difficulty is not so great. In order to get the 
full therapeutic effects of the x-ray in the glandular tissue with as 
little superficial dermatitis as possible, leather screens should be 
used over the parts exposed. These screens should be of thick sole 
leather, w^hich may be used wet or dry. Other materials have been 
used for screens, but leather has been the most satisfactory. 

The author had the pleasure of seeing and examining a case of 
Hodgkin's disease presented by Doctor J. B. Shelmire, of Dallas, 
to the Dallas County Medical Society in 1909. The case had been 
referred to Doctor Shelmire by Doctor Rodman, of Dallas. The 
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symptoms were very marked, aud medicinal treatment had failed to 
be of any value. According to Doctor Shelmire's case record, this 
patient received thirty-two x-ray exposures as follows: from July 
8 to 30, eleven treatments; from August 21 to September 15, eleven 
treatments, and from November 1 to 29, ten treatments. Here we 
have three series of treatments where the exposures were made two 
or three times a week. The first intermission was about three weeks 
and the second about six weeks. Rapid reduction in the glands took 
place, with marked improvement in the patient's general health. 

All cases of leukemia of the splenomedullary type respond 
quickly to the influence of the x-ray. The spleen is reduced to 
something near its normal size, the leukocytes are reduced in num- 
ber, the anemic condition improves, and there is so much general 
improvement that the patient believes himself well. These cases 
are prone to relapse, and it will frequently be found necessary to 
continue the treatment for several months. The author has never 
known a case permanently cured by x-ray treatment, though all 
were greatly benefited. Failures to cure were, in a large number 
of cases, unciuestionably due to the fact that the patients discon- 
tinued treatment too soon. 

The x-ray treatment of this disease consists in the exposure of 
the spleen, lymphatic glands, and long bones to the action of a 
medium high or high vacuum tube, at a distance of from 12 to 15 
inches, for a period of from six to ten minutes, one to three times 
a week, over a period of two to six weeks, according to the reaction 
produced and the results required. Care should be taken not to 
overdo this treatment. A dermatitis of the abdomen is likely to 
occur unless the skin is well protected w4th heavy leather screens. 
A too active change in the tissues of the spleen, lymphatic glands, 
and bone marrowy calling for an extra action in the organs of elimi- 
nation, may cause serious trouble by producing a toxemia that may 
prove fatal. 

The following case had a remarkable history: A strong, hard- 
working man had suffered for about three years from what was 
believed to be malaria. He had lost flesh, was pale and bloodless, 
and w^as unable to do anything about the farm where he lived. Fig. 
112 show^s the appearance of his abdomen at the time he began x-ray 
treatment. The spleen was so large that it almost filled the entire 
abdomen, reaching across nearly to the crest of the ilium on the 
opposite side. After eleven exposures, extending over a period of 
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six weeks, the s])l(!en vraa rodiiwil lo sdinetliing near Us normal h'v/.q. 
No scrci'ii wiis used, and he developed 8 dermatitis (i£ the second 
degree that was slow in healing, lie improved so mnch that be 
was able to do considerable work about tlie farm, but had a relapse 
in about twelve months and died in less Ihan two years, Xo blood 




Pig. 113.— Splennmedulloryleuk. 



examination was iiiiKie in this ease at any lime, thoufrh the elianges 
must have been very marked. Dermatitis should be prevented in 
this class of eases, as nothinjr is gained and much is often htst by 
SHch an aeeideiit. 

In private practice it is very difficult to keep up with these eases; 
fhey improve s» rapidly that the patients think themselves well and 
disappear for a time or altogether, and much valuable experience is 
Inst. In treating these cases with the x-ray the spleen should 
receive attention, but in a less degree than the long bones, which 
will lessen the danger of a dermatitis and insure better results. 
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There are different opinions as to how the x-ray benefits leukemia 
and pseudoleukemia. As the x-ray is not a bactericide, we can not 
look for improvement from that direction. It has been claimed that 
its action is probably due to its destructive effect on pathologic 
lymphoid tissue, while others believe its influence due mainly to its 
action on the tissue ferments. Both these views may, in a measure, 
be correct, and they may both be far from the truth. It is never- 
theless true that the influence of the x-ray on the spleen, marrow 
of the long bones, and lymphatic glands is to greatly reduce the size 
of the spleen, reduce the number of leukocytes, decrease the size of 
the glands, increase the red blood, and improve the feelings and gen- 
eral appearance of the patient. 

In the majority of cases, the author believes, the treatment has 
been pushed too fast, that too active tissue changes have been pro- 
duced, and, while improvement was noticed in the reduction of the 
spleen and number of leukocytes, there was developed a condition 
equally as bad as the first — a changed condition in the spleen that 
destroyed its function and allowed the patient to die at a later 
date from the want of the proper blood-making organ. 

These patients should, un(|uestionably, have x-ray treatment, but 
such treatment should be carefully regulated as to strength and 
time, so as to slowly and gradually influence the spleen and other 
tissues, allowing the organs of elimination ample time to take care 
of the waste products and thereby preventing any overwork or ab- 
normal tissue change that might later show itself in a disastrous 
way. 

Epithelioma. — It has been said that every specialist who enjoys 
an enviable reputation and has a large clientele soon comes to be- 
lieve that half of the human family is suffering from diseases com- 
ing under his department of medicine. While this statement can 
not be true of skin cancer, yet it is astonishing how many cases may 
be seen in a day's search in any of our large cities. Cancer does 
not seem to cause any alarm among fhe inhabitants of a community. 
The disease comes on so slowly that no one takes any notice of the 
victims until a late date, when the condition is considered incura- 
ble. Many good physicians completely ignore these skin changes 
by advising their patients to let them alone. 

Three methods of treatment are now practiced, either separately 
or in combination, according to the re(iuirenients of the case. 

In the early stages the x-ray will cure })racti(*ally every case. 



«. 
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This includes all cases of cancer of the first degree, where the dis- 
ease is entirely local. The dry, scaly skin of the hands and face 
of old age is frequently the site of cancerous tissue. If these con- 
ditions are neglected, it is only a question of time when the life of 
the patient will be destroyed. Properly used, the x-ray will relieve 
such skins, leaving them smooth and free from disturbance. 

The second method is surgery, which includes the knife, curet- 
tage, galvanocautery, and mercuric cataphoresis. This method con- 
sists in the actual removal or destruction of the cancerous tissue, 
but, radical as this method is, it frequently fails, as it is impossible 
to determine when all of the cancer tissue has been removed or 
destroyed. Unless the work is thorough, there is sure to be a more 
or less rapid return, which last condition is far worse than the 
first. Ugly scars usually follow surgical measures, and the timid 
patient not only dreads the knife, but is heart-broken because of 
the disfigurement that usually follows its use. In neglected cases — 
cases of the second and third degree — well-directed surgical meas- 
ures, followed by x-ray treatment until the wound has entirely 
healed, offer the only hope to the man or woman today who is 
seeking a permanent cure. 

Caustics — like arsenic, sulphate of zinc, and pyrogallic acid — may 
be considered the third method. At one time they were extensively 
used, with a considerable degree of success. Combined with prop- 
erly directed x-ray treatment, they may still meet the indications, 
in well-selected cases, better than any other method, but should be 
used with extreme caution where large surfaces are to be treated, 
to prevent absorption of toxic products that are sometimes fatal to 
the patient. 

Quite a good deal is being said in favor of the use of the high- 
frequency glass vacuum electrode as an adjunct to the x-ray in the 
treatment of cancer. Doctor Tousey mentions the high-frequency 
spark from the metal electrode as an excellent application for epi- 
theliomata which do not yield readily to x-ray treatment. The 
author made use of this method more than seven years ago by using 
a brass point electrode, well grounded, from which sprays and 
sparks were given to cancerous growths while the patients were in- 
sulated and charged from a static machine. This method of treat- 
ment is of considerable value, and should not bo neglected in cases 
that do not seem to respond to x-ray exposures. The metal point 
electrode is to be preferred to the glass vacuum electrodes. 
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mSTOLOOICAL CHANGES OF THE TISSUES UNDEB 

X-BAT TREATMENT. 

Opinions widely differ as to how the x-ray causes a destruction 
or disappearance of cancer tissue. X-radiation has unquestionably 
a destructive action on all tissue. Abnormal growths have a lower 
vitality than normal tissue, and are therefore more easily affected 
by x-ray influences. The histological changes in cancer tissue ex- 
posed to the x-ray, according td Pusey, are (1) a stimulation of 
the cells, which is followed by (2) degeneration, and (3) absorption 
and a disappearance of the morbid elements, which are replaced by 
connective tissue. The nutrition of the tumor is inhibited by an 
inflammation of the internal coats of the arteries, arresting circu- 
lation and lowering the vitality of the parts affected in proportion 
to the amount of x-ray influence produced. Complete arrest of 
circulation causes necrosis, sloughing, and complete death of the 
tissues. As the influence of the tube extends for some distance 
into the surrounding tissues, we can begin to understand why heal- 
ing of an x-ray dermatitis is frequently very slow or not at all. 
It is the result of a low vitality caused by poor circulation. 

Doctor Tousey believes, when a cancer is exposed to the influences 
of an active x-ray tube, that toxins or antitoxins are developed, the 
absorption of which may cause toxic symptoms, but that in proper 
proportions they have a curative effect upon the cancer. It is 
claimed that the serous discharges from a growth that has received 
active x-ray treatment are strongly toxic, and should not be allowed 
to accumulate where they may be reabsorbed. 

We are not certain of the manner in which the x-ray favorably 
influences cancer tissue, but we do know from much clinical experi- 
ence that it is of the greatest possible value in the treatment of 
this class of diseases. It will cure all first-degree cancerous 
growths, may cure the second-degree variety having a slow growth, 
is a most valued adjunct to surgery in advanced second-degree 
cases, and will palliate and relieve the symptoms in the incurable 
third-degree variety. 

In the opinion of the author it is criminal to deny a patient with 
a cancer, in any degree, the beneficial effect of well-directed x-ray 
treatment, for there is no longer any excuse for the physician's 
want of knowledge of the virtues of the x-ray, though he live in 
a remote district. The best medical journals and text-books are 
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giving considerable space to Ihe excellent work being done in every 
part of the country by x-ray operators, who are producing splendid 
results. 

The x-ray specialist and the surgeon should have a better under- 
standing, that there may not be an encroachment on the field of 
either. If the physician hopes to make a success of the treatment 
of cancer, he must bring to his aid all the known methods that have 
proved their value in actual practice. The surgeon must have the 
aid of the x-ray and the x-ray must have the aid of surgery. The 
more that is seen of the surgery of cancer, the more one is con- 
vinced that it is a specialty of its own. Very few surgeons, when 
operating for advanced second-degree cancer, are thorough in their 
work. They often leave cancer tissue in the primary lesion, and 
seldom dissect out all the glands that might possibly be affected. 

The author takes a very solemn and serious view of every case 
of advanced cancer that comes under his observation. It is a seri- 
ous matter for the patient, as it is a matter of life or death. We 
know what he does not know, and is probably not willing to believe 
— that his days are numbered unless radically and thoroughly 
treated without loss of time. Temporary measures are worse than 
criminal, because they do no good and cause the patient to delay 
radical measures until a time when nothing can be done. The 
patient or some member of his family should be told the whole truth 
of his condition and the probable outcome of the treatment pro- 
posed. No true physician can afford to deceive his patient for a 
single minute if he knows his methods will not cure. If the case 
is so far advanced that palliation is the only hope, let the responsi- 
ble parties know the facts. If treatment is continued, leave nothing 
undone that could be of any curative value, for occasionally the 
unexpected happens, and a hopeless case gradually, but surely, re- 
turns to normal. Fig. 112 is such a case, and the satisfaction ob- 
tained from the results in that instance has more than repaid the 
author for his painstaking efforts. 

XRAT TREATMENT IN CANCEROUS GROWTHS. 

Skin Cancer. — Cancer is as old as the history of medicine, and 
probably had its origin soon after the beginning of animal life. 
From a close study of the disease we learn that no living thing is 
exempt, for its ravages may be traced through every civilized and 
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uncivilized tribe on the globe — through every living thing from 
man on down to the fishes and reptiles ; and it does not stop there, 
but finds its analogy in the trees, flowers, plants, and vegetables. 
Nothing is immune from the destructive influence of this fell de- 
stroyer that counts its victims by the thousands every year. 

History leaves us completely in the dark as to when and where 
it made its first appearance. That it existed at a very early period, 
there can be no question, for the earliest medical literature de- 
scribes a condition that can be none other than cancer. Because 
of the lack of early classification, much confusion long existed, and 
in a measure still exists, making statistics of skin lesions very un- 
reliable. 

Cause, — As to the cause of cancer of the skin, we are probably 
no wiser than our ancient colleagues. Why the elements of which 
the different tissues are composed should take on a new and distinct 
growth, that retains many characteristics of the original, though 
differing from it in the main, is still surrounded by the deepest 
mystery. That these new atypical cellular growths should finally 
invade other tissues, carrying the products of infection to the sur- 
rounding glandular system and quickly destroying the victim, seems 
to be an error in the economy of nature. Whether carcinoma of 
the skin is the result of a specific infection, or caused by a cell pro- 
liferation of an embryonic nature, is still a question of dispute. 

Cancer of the skin is pre-eminently a disease of advanced life. 
All authors agree that a very large percentage of these malignant 
neoplasms occur between the ages of forty and seventy. The tis- 
sues of advanced life unquestionably have a low vitality, and con- 
sequently less resisting force than the same tissue in youth, and 
on this account are an easy prey to the destructive agency so active 
in malignant growths. 

Irritation and traumatism seem to be important factors in the 
early history of every case of cancer of the skin. Almost every 
patient with a cancer about the face will say that he was in the 
habit of cutting the ** pimple'' with knife or razor, or pinching or 
scratching it off; but it continually returned, a little larger each 
time. These growths, like everything else, have a very small be- 
ginning. Sometimes a little dry scale appears on the side of the 
nose, around the eyelid, or on the side of the face; it may disappear 
for a time, but always returns, larger and larger, until a niali<rnant 
ulcer is formed. A wart or mole, after months of rubbing, pinch- 
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ing, or cutting, may suddenly develop into a malignant growth. 
After years of bruising the lower lip with the pipe stem, a small 
papule may appear at the mucocutaneous margin, that soon takes 
on alarming features and may rapidly end the life of its host. 

It is not believed that cancer of the skin is contagious, infectious, 
or hereditary ; but, as it is often met with in members of the same 
family throughout several generations, predisposition, which is prob- 
ably a family trait, should be considered. Thin-skinned blonds 
and red-complexioned, full-blooded people are frequent sufferers. 
Not more than 20 percent of the cases of epithelioma of the face 
that have come under the author's observation were brunettes. 
More cases occur in men than in women. While filth is a predis- 
posing factor, epithelioma is not essentially a disease of the poor 
and filthy, for it fre(iuently invades the homes of comfort and 
fashion. 

Of all the predisposing factors, irritation and traumatism unques- 
tionably are of first importance. Had the dangers of irritation and 
traumatism been thoroughly understood, and the little defects in 
the skin left alone, many a victim who has been sacrificed to cancer 
might have lived longer and died from otiier causes. Perhaps a 
few would have eventually taken on a malignant growth under the 
best of care. From whatever cause cancer may come, there is no 
question that it is on the increase. This increase may be due wholly 
or in part to an increased population, but, be that as it may, the 
disease is now so frequent that every commiuiity, city or country, 
has several old people in difYerent stages of cancer of the face, to 
say nothing of other varieties. 

Varieties. — No attempt will be made to discuss the different 
varieties of skin cancer. The student is referred to the excellent 
text-books on the subject, of which there are several. While the 
histological structure of these abnormal growths differ as the tis- 
sues vary in which they are foimd, their nature and treatment are 
so nearly alike that a separate description will be unnecessary. 

Diagnosis. — An early diagnosis of skin cancer is of first im- 
portance. These epithelial growths have a very small beginning, 
starting probably from a single cell, which for a longer or shorter 
period remains dormant or develops with difficulty. A scratch, 
fissure, bruise, wart, or mole in an otherwise normal skin may, in 
an entirely unknown way, take on the elements of malignancy, but, 
because of the resistance of the surrounding tissues, remain for 
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months or even years a very insignificant growth, of which little 
notice is taken. At a later period, when the patient is entering the 
decline of life, when the normal tissues have less resisting powers 
and the growth has met with constant irritation, it begins to grow 
and invades the surrounding tissues, developing in proportion to 
the external irritation and inversely to the resistance of the normal 
tissues. 

At this period the patient may take the matter seriously, and 
naturally consults his family physician. The growth is generally 
so insignificant in appearance, and appears so small and harmless, 
that the physician's usual advice is to let it alone, which is the very- 
thing that the patient will not do; or a prescription is given for 
a bland ointment, which does no good and causes a delay, during 
which the patient thinks something is being done for him. 

The family physician usually sees these cancer cases in their 
early stages, when a cure is sure and easy. He should be impressed 
with the importance of an early, thorough examination of every 
growth, no matter how small, appearing on the face of a patient, 
man or woman, who has passed the age of thirty. Every growth 
with a tendency to grow, that has existed for six months on a pa- 
tient in the decline of life, should be regarded with suspicion. 
Every patient should be made to fully understand the nature and 
tendency of these small growths, and the necessity of prompt and 
early treatment if a cure is to be expected. 

No physician, however expert he may be in the observation and 
diagnosis of malignant conditions, will always be able to determine 
with mathematical certainty just wiiat a certain growth will eventu- 
ally do, but, when he remembers that the patient's life may depend 
upon his diagnosis and advice, he should consider well his opinion, 
remembering that it has been aptly said that **it is better by far 
to err nine times on the safe side than that the tenth should be 
neglected until too late.'* 

With the above ideas before us, the only course* to be pursued, 
with safety to the greatest number of patients and with credit to 
ourselves, is to look upon growing neoplasms as malignant or that 
they will sooner or later become malignant. 

Well does the author remember some of the mistakes he made in 
diagnosing these innocent-looking growths during his early medical 
experience. They all ended fatally in an astonishingly short time. 
At that time surgery and caustic i)astes and plasters were the only 
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treatment. Then, as now, all euttinjj: methods met with strong op- 
position. The paste methods were largely in the hands of adver- 
tising quacks, or peddled about the country by men and women 
who knew practically nothing of their composition and far less of 
their effects on the tissues. 

Because of the frequent indifference of the family physician, 
many of these early cancer cases drifted into the hands of these 
advertising quacks, who often attempted to treat them at home 
for a small monthly consideration. About 95 percent of the cases 
treated in this manner die from cancer in from one to three years. 

The family physician is the only man who can stay this wanton 
waste of life by recognizing the early stages of these cancerous 
growths and supplying the proper treatment, or sending them where 
it can be had. 

Treatment. — The successful treatment of skin cancer will 
depend entirely upon the stage and extent of the growth at the 
time the patient is seen. In the early stages only a small amount 
of tissue is involved, and the treatment is very simple, w^ith the best 
results in every case ; but, as the growth becomes larger, it spreads 
deeper into the surrounding tissues, making the treatment more 
and more severe, and the prospect of a cure correspondingly less 
sure. 

Every case of skin cancer can be cured if treated early, before 
the growth invades the subcutaneous tissues; and they may be 
cured after this stage, but there is a stage after which no treatment, 
however radical, can do more than give the patient a certain degree 
of comfort and prolong his life for a limited time. 

No matter what method of treatment is adopted in any given 
case, the object sought is a complete removal or a radical destruc- 
tion of every vestige of the cancer tissue or its products of infec- 
tion, whatever that may be. In choosing the treatment, the pa- 
tient's interest and wishes must be consulted. He must be made 
to fully understand the true nature of the condition and the prob- 
able results of the proposed method of treatment. 

The author seldom sees a case of cancer in its earliest stage. The 
growths as they usually appear on first examination vary in size 
from a 5-cent piece to the size of a silver dollar or larger. In using 
the w^ord ** stage'' the author does not mean that there are any 
definite or well-defined lines of separation between the stages re- 
ferred to, but, as the treatment will depend upon the size of the 
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tumor and the extent to which it has invaded the surrounding 
tissues, for convenience he hag divided the cases into three main 
suhdiviBions or stages. 

In the first stage there is an indurated infiltration in the skin. 
It is entirely local, and does not extend to thi; subcutaneous tissues. 

The author is frefjuently asked why he does not have sections 
made from all of his eases and have them examined by a pntholo- 
giat. Occasionally he does, but as a rule be does not. It is not 




good practice to incise tliesc early growths when the patient's in- 
terest is considered, and it is because of this fact that he seldom 
does it. At a later date the diagnosis is unquestioned, and a micro- 
scopical examination is unnecessary. 

Fig. 113 shows a patient, 59 years old, with an epithelioma of 
the left lower eyelid, representing the first stage. He first noticed 
a little dry scale beneath the eye about eight months before; the 
scale would remain for a time and then disappear, hut would 
promptly reform. A few weeks before he was sern tlie tissues 
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underwent a destructive iu'weeys, iind an ulcer about the size of a 
5-('ent piece was formed, which began to cause him some pain and 
trouble with the lower eyelid. It was slowly growing larger and 
evidently taking on an active, malignant process, though no patho- 
logical examination whs made. This is the kind of eases in which 
a microscopical examination will, as a rule, be out of the question. 




This ca.sc, contrary to the usual practice, had received no treat- 
ment of any kind beyond the application of simple ointments. It 
is true that it might have been carefully incised and the section 
studied, but it would have marked the patient with a scar, and the 
nfter-treatnient would have been the same and the final results no 
better. 

Fig. 114 shows a case of beginning epithelioma of the lower lip. 
The young man was 24 years old and a leather worker by trade. 
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He consulted the author on December 31, 1907, when the ulcer ap- 
peared as shown in the picture. The trouble started as a little 
fissure, such as is often seen from an ordinary fever blister. It 
remained about the same for several weeks, and then began to get 
larger, harder, and more painful. He tried many remedies, but 
nothing seemed to have any control over the trouble. At the time 
he was seen the ulcer was more than half an inch long and well 
marked by a hard induration. This is a splendid example of a 
first-degree cancer of the lip. Had this case been allowed to pro- 
gress, there is no question that this man would soon have fallen a 
victim to its destructive processes. 

An exhibition of first-degree cases could be continued to the end 
of this volume, but, as they are all practically of the same character, 
requiring the same method of treatment, with the same final results, 
the cases cited will serve to illustrate the point in question. All of 
these cases are rapidly amenable to the method of treatment to be 
described later. The patient is not subjected to discomfort, pain, 
or disfigurement of any kind, provided, of course, he seeks treat- 
ment during this stage. Physicians should keep a watchful eye 
over their patients for these little evidences of malignancy or senile 
degeneration, which are almost sure to end in a malignant growth 
unless the process is arrested. If the general practitioners through- 
out the country were to do their full duty in this respect, it would 
be only a very short time when a fatal case of cancer would be an 
exception instead of the rule. 

After ten years of use and careful study by hundreds of careful 
observers, it has been conclusively proven that the x-ray is an ideal 
remedy in the treatment and cure of these early growths, or first- 
stage epitheliomas. This work has been so universally successful 
in the hands of the author that, w'cre he to hear of a case of failure 
in such a case, he would question the method of treatment. It must, 
however, be distinctly understood that there is much for the op- 
erator to learn if he hopes to get favorable results in this class of 
work. The possession of an x-ray generator and a vacuum tube 
is no guarantee that the possessor is in any way competent to use 
them. There has been too much unscientific work of this kind in 
the past, for which the patients have usually paid very severe penal- 
ties. Like every other department or specialty in medicine, physi- 
cians should be compelled to qualify before being allowed to make 
use of the x-ray for either diagnostic or therapeutic purposes. 
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Technic and Mode of Operation, — The technic and manner in 
which the x-ray is applied to the treatment and cure of skin can- 
cer is very simple, but it demands a thorough knowledge of the 
vacuum tube and its possibilities. Unless the tube has the correct 
vacuum, and the distance, length, and frequency of exposure are 
properly regulated, the results of such treatment will be very dis- 
appointing. 

The patient may be placed in a sitting or reclining position, so 
as to allow proper application of the tube to the parts to be treated. 
If the growth is of the size of a silver dollar, it will be well to 
expose the tissues over twice this area during the first few treat- 
ments. Then the opening in the shield may be decreased so as to 
expose the growth only. The shield is composed of thin sheet- 
lead, in which holes are cut to the size of the parts to be treated. 
The material is inexpensive, and there should be one or more for 
each patient, all of which should be destroyed when the patient is 
dismissed. 

Fig. 115 shows a patient taking an x-ray treatment for cancer of 
the face, and attention is called to the relative position of the tube, 
patient, table, and coil. There may be other methods quite as con- 
venient, but the author prefers the couch and reclining position. 
The patient is comfortable, and is allowed a quiet rest during the 
seance. Patients have been known to drop oft* to sleep while taking 
the treatment in this manner. 

In the treatment of all superficial growths a low vacuum tube 
should be selected. The tube should be so low that it will not back 
up more than a 2-ineh spark between the prime conductors of 
the coil or static machine. The hemisphere of the tube filled by the 
apple-green light should be quite dense, making that portion of the 
tube opaque. Such a tube will possess therapeutic rays in abun- 
dance, and can be depended upon to produce destructive effects in 
the skin in a very short time. The tube should be placed about 
8 inches from the surface of the skin, measuring always from the 
center of the anode or origin of the x-rays. The length of the treat- 
ment will depend upon the vacuum of the tube, kind of generator, 
and the nature of the particular case under treatment. Perhaps 
the length of exposure should be a little longer when a static ma- 
chine is used to energize the tube, though this is not necessarily so; 
if the static machine is in good working order, it should furnish 
ample current to fill a low vacuum tube to its full capacity. 
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Red-complexioned and thin-skinned blonds are more quickly af- 
fected by the x-ray than thick-skinned brunettes, the latter often 
re(iuiring twice the number of exposures to get an equal result. 
When the growth is quite small, and the skin thin and delicate, it 
is often unnecessary to produce any visible dermatitis. In such 
cases the treatments must be very mild, and several days be allowed 
to elapse between the exposures. If the growth is large, and the 
patient thick-skinned and dark-complexioned, it will require longer 
and more frequent exposures. No fixed rule for the length and 
frequency of exposures can be laid down, as each case is a law unto 
itself. The work must be learned through long experience. 

Speaking generally, it may be said that in the treatment of small 
growths on thin-skinned subjects, with a tube 8 inches distant from 
the surface, the length of exposure should be about six minutes and 
repeated every other day until a slight redness — or, rather, a brown 
tanning — becomes visible, after which a rest should be ordered until 
either the growth or the x-ray effect disappears. If there is need 
for further treatment, it may be continued as before, with the same 
precautions. If the growth is larger, and there is urgent necessity 
for active tissue destruction, the exposure may be lengthened to ten 
minutes and be repeated every day until ten treatments have been 
had. At the end of this time, whether a dermatitis is visible or not, 
a rest should always be ordered for the purpose of awaiting de- 
velopments. After three to six wrecks it is easy to determine 
whether farther treatment will be required. These first-degree 
growths will seldom require more than the second series of treat- 
ments to effect a cure. 

Where the cure is almost, but not quite, complete, the patient 
should not neglect to return for a few more exposures. Occasion- 
ally a very small place will be very obstinate and require a number 
of exposures, and sometimes both physician and patient become dis- 
couraged, but in the majority of such tardy cases the technic is at 
fault and must be corrected before rapid results can be expected. 
The author has frecjuently seen cases that had been x-rayed for 
some time, during which they seemed to take on a more rapid 
growth, but in almost every case the failure was due to the fact 
that the treatment had been of such a nature that the growth was 
stimulated instead of inhibited. 

Caustic pastes and surgery are not necessary in the treatment of 
these first-degree growths when properly treated by the x-ray. 
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The worst that can be said about this method is the time it takes 
to effect a cure, but to most people time is a secondary considera- 
tion when the treatment is painless and leaves the patient without 
a scar. Were it possible to get all cases to submit to x-ray ex- 
posures at the time when these little, insignificant growths first 
make their appearance, a large majority of cancers would be pre- 
vented, saving many a man and woman from months of mental 
and physical torture and a slow and painful death. 

In many elderly, thin-skinned, red-complexioned people is ob- 
served a condition on the face, and sometimes on the backs of the 
hands, characterized by a more or less horny or scaly excrescence, 
and known as hyperkeratosis. This condition may last for several 
years, remaining about the same all the time, when suddenly one 
or more of these keratotic areas may take on a malignant ulceration 
that may destroy the life of the patient; in fact, it seems that the 
greater number of these destructive skin cancers about the face can 
be traced back to just such an origin. 

The stimulating effect from exposure to the rays from a low 
vacuum x-ray tube will rapidly cause a disappearance of this horny 
condition of the skin. It will do more — it will heal the ulcers after 
that destructive process has set in, provided, of course, the growth 
remains local. After the proper x-ray treatment for the condi- 
tions mentioned, no scars remain to mark their locations. This 
fact alone is of considerable importance to the patient, and is an 
active factor in helping him to decide on having something done 
at an early date before the process of destruction has extended be- 
yond control. 

Second Stage. — The second stage is that period in the growth 
and development of these malignant neoplasms when the destructive 
process has spread beyond the tissues of the integument and has 
pushed its lines of invasion into the subcutaneous structures and the 
neighboring glands. The first stage may have lasted over a period 
of several months or years. With the beginning of the second stage 
the invasion is more rapid, and the growth spreads often at an 
alarming rate. As a rule, it is about this time that the patient 
wakes up to the fact that he is in a dangerous condition and begins 
to look around for a treatment, but, because of the previous slow 
growth, he is not particularly alarmed and takes his own time. 
This is a very deceptive stage. The author has learned from long 
experience that what often appears to be a very small and simple 
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growth proves on closer examination to be a very serious condition, 
which has spread far beyond ail expectation. The treatment of 
this stage, to be successful, must be radical and thorough. In order 
to stay the products of infection, it is good practice to give the 
growth and the tissues surrounding it eight or ten six- or eight- 
minute exposures in as many days to a medium vacuum x-ray tube, 
after which, in the majority of cases, it is advisable to thoroughly 
remove the affected tissue, including the near-by glands and all 
other glands found to be affected. 

Following the operation, x-ray exposures should be continued 
once or twice a week until the wound has entirely healed and there 
is no evidence of a return. In this way many second-stage cases 
may be cured, never to return, but no definite assurance can be 
given before the case is undertaken. A limited number of these 
cases may be cured by x-ray treatment alone, but the majority of 
second-stage cases must have the benefit of modern surgery. All 
operative interference must be thorough or not attempted at all. 
Simply removing a portion of the malignant tissue is criminal and 
should not be allowed, for it wall do far more harm than good. 
Very frequently the malar bone and the inferior and superior max- 
illary bones become involved, and it becomes necessary to remove 
a portion of these bones. Occasionally it is necessary to remove 
the entire inferior maxillary when nothing short of it will succeed. 
In many cases it is very difficult to get the consent of these patients 
for such extensive operations until it is entirely too late for any 
kind of surgical measures to be of value. A case in this stage is 
seldom seen until after the patient has been the victim of several 
plaster cures, or, may be, one or more partial operations. After 
such disturbance it usually takes on a rapid growth, and may soon 
become incurable. One or two failures from any method usually 
discourages the patient and causes him to hesitate, and it is because 
of this want of confidence that he often w^aits too long beforle ser^ 
ing the proper treatment. 

Fig. 116 illustrates three early second-degree cases of skin can- 
cer. The stages of these growths were very nearly the same, though 
differing widely in character. Case 1 was seen July 17, 1908. He 
was a farmer, 36 years old, dark-complexioned, and of dissipated 
habits. His father died at the age of 68 from cancer of the face, 
and a brother at 45 years had cancer of the lip and face. The first 
he noticed of the condition was about six years before he was seen. 
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A scale would form on the side of the face, and, after remaining for 
a time, would disappear, to soon reform. The ulcer shown in the 
illustration was about eighteen months in forming. At the time 
he was seen it was about 2 inches in diameter, and extended deep 
into the parotid gland, interfering considerably with the movements 
of the inferior maxillary, allowing the teeth to open only a short 
distance. He had had two or three months' pseudo-cancer treat- 
ment, during which time he grew worse and lost more than 20 
pounds in weight. 




Fig. Iia. — ^Three Mrly secand-degree cuko of akin disensf. 

Under x-ray treatment he rapidly improved, gained 26 pounds, 
and th*^ development of the cancer was completely inhibited. Be- 
cause of the external drainage of the parotid gland, complete re- 
moval was advised, together with any tissues that might appear 
malignant. lie refused to have operative interference, after which 
the author declined farther responsibility. He drifted from one 
advertising institution to another, finally paying the penalty of 
neglect with his life. He learned after it was too late where he 
had made the fatal mistake. This one case illustrates the class of 
cases that refuse operative interference at a time when relief or 
cure is possible. 

Case 2 began in a very similar way to the one just described. 
This man was seen February 20, 1007. He wag a farmer, 50 years 
old. Besides th.e ulcer shown in the illustration, he had the char- 
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acteristic pearls on his face, neck, and hands. The ulcer was about 
the size o£ a silver dollar and very painful, causing him great dis- 
tress. This ulcer rapidly healed under s-ray treatment, but, be- 
cause of the horny growth of epithelial tissue mentioned, this man 
will again have maliguant ulcers at the site of these scaly patches. 
They may, of course, recur on the site of the old ulcer, though no 
more likely to form there than elsewhere. Should such a destructive 
process begin, a very mild Beries of x-ray exposures will suffice to 
stop the developmi'nt. 

Case 3 represents tiie eondilioii of a patient 47 years old, who 
had a growth about 2 inches In {liaiui-ter located on the inner side 




and below the right eye. The tumor had been of slow growth, cov- 
ering a period of about eighteen years. Some months before she 
was seen necrosis began in the center of the growth, which began 
to break down, became offensive, and caused considerable pain. 
After twelve x-ray exposures, Marsden'a paste was applied to the 
raw surface and the tumor destroyed well down through the integu- 
ment. The wound healed nicely and appeared to be well, but on 
close examination the tissues back of the eye were found to be in- 
volved. The eye, with much of the surrounding tissue, was re- 
moved. The operation was followed by active x-radiation for some 
weeks, and so far there has been no evidence of return. 
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Pig. 117 illustrates a case of second-degree cancer that is remark- 
able for the area involved. This man was a farmer, 44 years old. 
The main ulcer (1) was rather deep and measured 1% inches long 
by about y^ inch wide, raw and bleeding. A section from this ease 
confirmed the diagnosis of epithelioma. He had a number of epi- 
tlielial pearls about his face. The ulcer began a number of years 
ago higher up on the side of the face, gradually working its way 
downward, getting larger all the time. During the first series of 
treatments he was given nine exposures in as many days. He was 
sent home and allowed to rest fourteen days, after which he returned 
and received five exposures as before. In throe months' time the 
ulcer had entirely disappeared, as seen in 2, taken at the time he 
was dismissed. 




Pig. 118 is a fairly good illustration of this case before (1) 
and after (2} treatment. The ulcer w-is about 1',^ inches in diam- 
eter and had been more than two years in forming. It had pained 
him considerably, though the pain was never great at any time. 
No pathological examination was made in this case, for there could 
be no question about the diagnasis. He received thirty s-ray ex- 
posures, twenty during the first and ten during the last course, al- 
lowing six weeks to intervene. The second picture (2) was made 
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more than a year after the last course of treatment and speaks for 
itself. There is no scar to mark the location of the ulcer, and the 
skin is soft anil normal. 

The subject of Fig. 119 was an old Confederate soldier, who had 
a number nf horny epithelial growths on his face, with which lie had 
been afflicted for about twenty years. About ten years before he 
was seen an ulcerated area slowly began to form about the nose 
and on the side of the face. At the time he was seen (1) the nose 




was completely covered with a thick, dense, hypcrkeratotie growth, 
beneath which exuded a mucopurulent disoharfie. A dense tumor, 
about 2 inches in diameter and 1^1 inches thick, was located beneath 
the right eye, while a second hard, horny growth was located just 
to the left of the nose, near the malar eminence. Strange to say, he 
suffered little or no pain, and his healtli was fairly good for a man 
in this condition and 77 years old. A study was made of the tumor 
on the right side of the face, and it proved to be epithelioma of 
a low grade, which accounted for its slow growth and painlessness. 
Marsden's paste was used over the large tumor on the right side 



of the face, aud tlie remainder of the work was doue with the x-ray, 
lie at once improved rapidly, and after twelve months (2) there 
was hardly any evidence on the left side of the face of the former 
trouble, while on the right side there was a place about the size of a 
dime just over the malar bone that was covered with a hard scab. 
His condition h«d improved so much that friends who had known 
liira for many years woidd pass hiin un the street without recogniz- 
ing him. The left eye had long been destroyed from an injury. 
The author has not seen this case for several years, but he has 
been informed that the pjitit'nt neglected treatment and that several 
of these horny growths have redeveloped. This is to be regretted, 
I aa an occasional x-ray exposure durinj; the early stage of these 
I horny excresf^ences would cause them to completely disappear, and 
1 this way this man could be kept free from trouble of this kind 
' during the remainder of his life. 



Fig, 120 illustrates cancer of the tongue, which occurred in a Ger- 
man minister, a very worthy gentleman. At the time this case was 
seen an operation would have given him a ebance for his life, but he 
positively refused all surgical interference. He received x-ray 
treatment in the manner shown in the illustration, but in this par- 
ticular case it seemed that the x-ray did little or no good. He went 
to Chicago and fell into the hands of some nature cure advocates, 
and soon died. The tongue is one of the most unfavorable locations 
for cancer. Its hi^ddy vascular condition, tngellier with a constant 
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irritation from many causes, greatly aggravates cancer in this or- 
gan. This man had been an inveterate smoker of a pipe, the stem 
of which he allowed to rest against this particular portion of the 
tongue. The author has seen only a few cases of cancer of the 
tongue, all of which have been fatal. 

Fig. 121 illustrates a vivid chapter in the history of the most 
deadly and dreaded disease from which our race is an entirely too 
frequent sufferer. The subject of this picture is a farmer, 38 years 
old, sandy-complexioned, and, but for the trouble on his face and 
neck, was in most perfect health. He was referred to the author by 
Doctors Wood and Wood, of Hubbard City, Texas. During the pre- 
ceding October a scaly growth began to form on the left side of his 
neck, beneath the ear. The tumor grew at a rapid rate until the 
time he presented himself, when it had an area and thickness as 
shown in 1 and 2. He had consulted some good surgeons without 
receiving one ray of hope. When he appeared, May 5, 1907, he was 
a picture of abject despair. Weary from travel and disappoint- 
ment, exhausted from pain and the mental burden he was carrying, 
he was almost bereft of reason, and, instead of being seated while 
talking to the author, he walked up and down the room in a fit of 
nervous agitation. His features relaxed and his face brightened up 
a little when he was told that he could be relieved, but at no time 
was he promised a cure. 

This man received in all fifty-four x-ray exposures. The tumor 
was sloughed off with Marsden's paste and then given active x-ray 
treatment. The first series of treatments extended over a period 
of six weeks, during which time he received an x-ray exposure 
every day. A dermatitis of the first degree was induced in the tis- 
sues, after which he was allowed to rest at home for three weeks. 
When he returned there was marked improvement in the tissues; 
the dermatitis had disappeared, the skin was free from scales, and 
the ulcer was rapidly healing. For the next three weeks he received 
an x-ray treatment every two or three days, after which he was al- 
lowed to return home for another rest. On October 21 he returned 
the second time. The ulcer had entirely healed, the skin on the side 
of his face and neck was smoother than on any other part of his 
face, and he had gained 25 pounds in weight. A few epithelial 
pearls had developed on the back of his neck that caused him some 
alarm, but after three or four x-ray exposures they disappeared. 

These pictures are worthy of the closest consideration. The 
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growth beneath the ear was more than 2 inches thick, and so painful 
to the touch that the slightest manipulation would almost drive the 
patient into a spasm. This man was being rapidly hurried through 
the maelstrom of malignant infection and tissue disintegration, 
where death would soon have put an end to his earthly existence. 

The third picture (3), three years after treatment, is a perfect 
representation of his present appearance. This niiin has a treach- 
erous skin, which is likely to cause him much trouble in after life 
if he neglects conditions that are snre to arise. As the nfsult of 
sunburn and other sources of irritation, scaly patches will develop 




from time to time, wliich, if allowed to continue, will eventually 
])rove fatal. If this man will use the proper care, returning occa- 
sionally for a few s-ray exposures, he may live to an old age en- 
tirely free from cancer and its accompanying horrors. 

Fig. 122 represents a second -degree cancer on the back of the hand 
of a patient who has passed the meridian of life. This was a hard, 
horny growth about % inch across and about '^^ inch thick. After 
six x-ray exposures to a low vacuum tube, Marsden's paste was ap- 
plied and the growth destroyed down through the integument. 
X-ray exposures were continued until an active first-degree derma- 
titis was produced. By the time the dermatitis had disappeared, 
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the ulcer had eutirely healed, and there is today no evidence of a 
growth of a malignant nature. This is one of many similar condi- 
tions the author has seen on the back of the hand. They all have 
about the same history in common, starting, as a rule, from a little 
scaly excrescence, which continues to get larger and larger until 
tile destruction of the hand or the life of the patient is threatened. 
When seen in the first stage a few x-ray treatments will usually re- 
move these conditions, but, when allowed to continue to a later date, 
Bu^ery or caustic applications will be necessary to remove the mass 
of abnormal tissue, after which the x-ray should be used during 
the stage of repair. 




;3.— Kpithi 



Fig. 123 illustrates a very deceptive variety of skin cancer. This 
man had long had a dry scaly patch on the back of his neck that was 
more or less painful and tender to the touch, but he thought it was 
only a trifling affair and paid no attention to it. A few weeks be- 
fore lie was seen the homy growth had broken down, and an ulcer 
about the size of a 5-cent piece had formed and was cau.sing con- 
siderable pain. This new condition caused some alarm, and he ap- 
plied for treatment. On examination it was found that the tissues 
around the uleer were hard and dense over an area 'i inches in di- 
ameter. He refused all surgical interference from the start. After 
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eight x-ray exposures in a medium vacuum tube the epithelium was 
destroyed with caustic potash over an area 4 inches in diameter and 
a plaster of Marsden's paste applied to the whole surface, using 
sufficient coeain to make it bearable. The plaster was allowed to re- 
main twenty-four hours, after which flaxseed poultices were applied 
until the slough came away. X-ray exposures were given every 
second day during the healing stage, and the final results were all 
that could be asked for. There is no scar to mark the location of 
this ugly and painful tumor, nor is there any contraction or other 
uncomfortable feeling in the muscles of the neck, so common after 




Fig. 124.— E pi 



omi of (ha tgnipanl reglou 



surgical methods for the same conditions. It was the location of 
this growth that made the plaster treatment possible. Had it been 
on some other part of the body where the surrounding glands were 
involved, nothing short of a thorough surjiical section would have 
been of any benefit. These dense, hard growths are very stubborn, 
and prone to return unless the treatment is radical and thorough. 

Fig. 124 teaches a les.son that every man who attempts to treat 
this class of cases should learn early — i. e.. do nothing unless you 
are prejiared to do it thoroughly. At the time this picture was made 
the author insisted on his having a thorough, radical operation per- 
formed, to which he agreed. The operation was not thorough, and. 
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while he had active x-ray treatment, in six weeks' time there was 
evidence of return. The surgeon removed the cancerous tissue 
with a caret and cauterized the surface with Paquelio's cautery. 
Ten active x-ray exposures were given afterward, but we will prob- 
ably be defeated in this case because the primary operation was not 
as thorough as it should have been. When this case returned the 
third time, about three months after the operation, the malignant 
tissue had developed so rapidly that a farther treatment was out 
of the question. 

"We can not understand why so many physicians keep this class 




of cases on indifferent treatment so long when it is plain to be seen 
that they are getting worse every day. We know that many phy- 
sicians are wide-awake and always looking aftor the welfare of their 
constituents, but too often they are responsible for these late and 
dangerous conditions by allowing the victims to put off active treat- 
ment until too late. 

Fig. 125 illustrates an advanced case of cancer of the chin, in 
which case radical surgery and the x-ray scored a victory where 
either alone would have failed. The suli.iect of this illustnition had 
been the rounds that are usually traveled in an effort to find a 
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cheap cure, witli the result that he was very mueh worwe for his ex- 
perience. The case was referred to the author for preliminary x-ray 
treatment by Doctor W. W. Samuell, of Dallas, After the usual 
number of exposures he did a very thorough operation, in whieli 
mueh of the soft tissues, a part of the inferior maxillary, and the 
sublingual and the lymphatic glands of the neck were removed. 
X-ray treatment was resumed immediately after the operation and 
continued until the wound had healed. The patient disappeared, 
and nothing was heard from liim for more tiian a year, when, while 
on a business trip to Dallas, he called on the author. His condition 
at that time, as seen in the second picture (2), was sound and well, as 
far as could be determined. 




Fie. I 



— EpilhfliDDlIt ol 



Fig. 126 illustrates a case similar to Fig. 125. This woman had 
been the victim of advertising cancer cures. The illustrations are 
not very good, but will serv'o to impress the reader with her desper- 
ate condition and the radical means necessary to get the proper re- 
sults. This ease was treated in the same manner as the one described 
in Fig. 125, the only dift'erence being in the operation, which was 
more radical. The entire inferior maxillary was removed, and the 
section was so thorough that it seemed impossible that hnr face could 
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ever again look like a human face. Sho nmde a slow, but unevent- 
ful, recovery, and when seen two years later there was no evidence 
of a return. 
The illustrations shown in Fig. 127 (1, 2, 3) represent a 
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class of cases that are generally fatal, and due always to neglected 
treatment. This man was an early victim of plaster methods, which 
did him a great deal of harm. 

When first examined, his condition was that shown in 1. The 
ulcer was not large, and there was very little induration in the tis- 
sues surrounding it. The parotid gland was affected, and on close 
examination it was found that the inferior maxillary was involved. 
Radical surgical measures were recommended and accepted. Doctor 
W. W. Samuell did a very thorough operation, going wide and 
deep, completely removing everything that looked suspicious, in- 
cluding the inferior maxillary from its articulation down to the 
angle, making the large ugly wound seen in 2. The operation was 
followed by x-ray exposures every second day. Nature was kind 
to this case, and improvement was rapid from the beginning. At a 
later date the unhealed surface was successfully skin-grafted, leav- 
ing the man in a somewhat disfigured, though very respectable, con- 
dition. 3 represents his condition more than a year after the op- 
eration, and, while it is too early to state definitely that he is cured, 
his present condition is so favorable that we feel justified in rec- 
ommending radical measures in meeting this desperate condition. 
At the worst, it is safe to say that his life will be spared several 
years, giving him time to accomplish much that he had planned to 
do for those dependent upon him. 

Fig. 128 will bring to the mind of the reader recollections of 
several similar cases, most of which have died. This man, like 
most others, had gone the rounds of the advertised cures, refusing 
operative interference until nothing else could avail. After a care- 
ful examination he agreed to return for a thorough operation, but 
failed to come, and as a result paid the penalty of neglect. 

Third Stage. — The third stage of skin cancer is that period of 
this destructive process after which no cure should be expected, and 
surely none could be promised from any method or combination of 
methods of treatment. The growth has progressed for a longer 
or shorter period, and the tissues are affected far and wide. It is 
no longer a local affection. All of the surrounding glands are in- 
durated, and the infection has spread to the deeper and more vital 
organs. The patient begins to lose strength, and the skin takes on 
a nu>ri» or less cadaverous hue. These poor sufferers never lose 
hopt\ and as long as they are able to travel they are busy in going 
from place to place, seeking the aid of men in the guise of doctors 
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who are willing to so prostifule themselves as to offer hope as long 
as a price can be extracted from their victims. 

There are in many localities so-called "cancer cures" — some 
advertising as physicians, and others merely peddling recipes. 
All of these persons draw their victims mainly from the class of pa- 
tients who have reached the third stage of the disease, and are "like 
a drowning man grasping at a straw." These take the treatment 
because a cure has been promised and in most cases guaranteed. 
Of course the guarantee is absolutely worthless. The author has 




declined as incurable many cases of third-stage cancer, and learned 
later that they had been gladly accepted as curable by certain "can- 
cer cures," who, without exception, rushed them to an early grave. 
The majority of these unfortunates have only a limited supply of 
this world's goods, and need for actual expenses the little they have. 
To rob them of the few comforts that might be theirs by increasing 
their suffering through an inhuman treatment, and at the same time 
taking their last dollar, is an act to which no physician worthy of 
the name would stoop. While we can not cure these poor sufferers, 
we can in many instances add mucli to their comfort and greatly 
prolong their lives. 

"Well-directed x-ray treatment will often produce results little 
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ftl(<<rt -if Wiri'j-rful. It iiiav r»f a-^^i iii a ;ar^»- Diaj>.>r)ly «f iuenra- 
W*f i-av?! f'.r f-mif-jrarj- rvii^f. Ali D^^rctirr ti;SQe shonJd be de- 
lAntstA or r^nnrVfrti as rapi<Jiy as lorm^ and ihe growth earefully 
';lfaitvr«l ami (|n^ts«J, If thi> l> lh'>n>uKhiy d<Mi^. ^ptie absorption 
and iirMtririi': p'livifiing will, in a great m^asare. be prevented. 

Id thir ihir*] nta^f of cancer the priniarj- 1-^km may improve or 
h«i) ov"-r, Mil the prfKlu'-ts of tbe growth are eerlain to re-establish 
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the (iiwciisi: in ii1lii;r Ii;sn I'orliliod liieiitiiiiis, ua iu the deeper ij-m- 
phiJlir yliiuds iiiiil tln' iritcniiil m-gims. In a case of recurrent can- 
cer of till' utiTUs, \-i-jiy li-cjilincnf frrvally improved the pelvic symp- 
f(iriis, mid \vi' \nTr niii<-li ciK-inirafjed, wlien tlie patient developed 
cfjiicT nf till' sloiiia.-li Mild soon ilied. 

'I'lic Hiilijccl kIiowii in Kiji. 129 was broiieht to the author by Doc- 
tor Will. (i. Klliiitl. 1h.-n of West, Texjis. Besides the -rrowth seen 
nit tlicsiiliMiftlic face, the left eye was n mass of cancerous tissue and 
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his condition was entirely hopeless, lie lived only a short time 
after this visit. Cases of this nature are quite common. Many of 
them are so far advanced that it is impossible to do anything 
for them. It is hard to inform a patient that he has waited too 
long and that nothing can be done to benefit liim, but, when such is 
the case, we are forced to do our plain duty and state the facts. 




Fig. 130 represents a caw of epithelioma of the skin in all of its 
dreadful manifestations. Shortly before the death of the old pen- 
tleman who is the subject of the illustration he wrote the author 
a long letter, describing in detail all that had transpired from the 
time the gro^vth was first noticed, as a mere scale on the side of the 
neck, to the time of writing. The letter would be interesting read- 
ing, but it is too lengthy for insertion here, and is a repetition of 
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the experience of every case of the same nature. He gives a minute 
descriptioQ of the usual temporary methods of treatment and bis 
journeys from place to place in search of relief or cure, without 
finding either. This man died a victim of skin cancer, either 
through his own neglect or because of both the ignorance and neglect 
of his physician. At the time he was seen his condition was as 
shown in the illustration. Nothing could he done hut to endeavor 
to relieve his distressed condition, which course was followed. For- 
tunately he suffered very little pain, and was one of the hest pa- 
tients ever treated by the author. In his letter he took no blame on 




himself for his condition, claiming that he had consulted many phy- 
sicians of reputiitiou at a time when the condition was not alarm- 
ing, and believed at the time that he was receiving the treatment his 
ease re(|uired. lie was so broad-minded that he blamed none of the 
pbysiciiuis for their failures, as he believed they had treated him 
according to the best of thi'ir knowledge and he met his fate with 
the stoicism of Zenn. 

Fig. 1:11 rcjiri'scnts rm interesting case that was fought to the 
vcfy vergi' ot tlii' grjivc. 1 represents the appearance of the pa- 
tient before his second operation. Some years before he had ean- 



X-RAY THERAPY 295 

cer of the left eye, which was removed by Doctor E. H. Gary, of Dal- 
las. The operation was followed by x-ray treatment, and the after- 
results were all that could have been desired by the most critical. 
Some years later he received a severe bruise on the left side of the 
lower jaw, resulting in an ugly ulcer that early took on a m^dignant 
appearance, as seen in 1. The greater part of the cancerous tissue 
was removed and the external carotids were tied. X-ray treatment 
was continued for some time. All the glands about the neck were 
affected, and the old gentleman grew worse rapidly. It is evident 
from the culminating conditions that the operation was not thor- 
ough. No vestige of cancerous tissue should be allowed to remain 
when it can be found, and all glands and chains of glands that are 
susceptible to being affected must be removed in the initial opera- 
tion ; failing in this, a return may be expected in a very short time. 
2 represents this patient's condition some time after the opera- 
tion. The procedure at the time was according to the best infor- 
mation on the subject, but year by year we have learned in the 
school of experience that where an operation is necessary in such a 
case, if attempted at all, it must be thorough. 

Cancer of the Breast. — Carcinoma of the breast may occur in 
either male or female, but is most frequent in the female breast. 
The author has had considerable and varied experience with every 
method of treatment in carcinoma of the female breast. Early 
cases have responded to x-radiation alone, and more advanced cases 
were treated with surgery or caustic plasters and the x-ray. 

The author's preference is in favor of surgery, combined with 
thorough x-radiation before and after the operation. If the treat- 
ment is begun early, and the operation is thorough, followed by 
well-directed x-ray treatment until the wound has healed, there is 
little or no danger of a return. The tube should be of medium vac- 
uum, at a distance of about 12 inches from the target to the tissues. 
The seance should last about ten minutes, and be repeated two or 
three times a week until slight evidences of a mild dermatitis are 
noticed, when a rest of two or three weeks should be advised. X-ray 
treatment should be resumed, if necessary, as soon as the dermatitis 
disappears. All cases of cancer of the breast requiring extensive 
operation should be kept under close observation for more than 
twelve months. In regard to operation, the same is true here as in 
cancer of the face — the operation is too often a failure, and the sec- 
ond condition is far worse than the first. Many cases of inoperable 
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cancer of the breast may be greatly relieved by x-ray and high- 
frequency currents. ^Many cases are very slow to respond to the in- 
fluence of the x-ray, requiring many months to effect any noticeable 
degree of improvement. 

Carcinoma of the Internal Organs. — The x-ray treatment of can- 
cer of the internal organs can be little more than palliative, though 
it often affords much relief from pain and increases the strength of 
the patient. The combined use of the x-ray and high-frequency cur- 
rents may prolong the lives of these incurable cases for a considera- 
ble time. 

Carcinoma of the Uterus. — Cancer of the uterus is seldom seen 
until it is well established and the patient is being weakened from 
a loss of blood or toxic infection. We would naturally expect very 
little aid from the x-ray in this class of cases, and yet here is just 
where we have seen some of our most wonderful results. Few cases 
have been cured, but most, even of the worst cases, have been greatly 
benefited and life made tolerable for a long time. At the present 
time the author is treating a number of incurable cases of carcinoma 
of the uterus which have been so much improved that the poor vic- 
tims believe they are getting well because the aggravating symp- 
toms have disappeared and they have gained w^eight and strength. 

These eases are receiving x-ray and high-frequency treatments 
two and three times a week. The technic consists in making x-ray 
exposures over the uterus through the abdomen with a high-vacuum 
tube at a distance of from 32 to 15 inches from the anticathode to 
the surface of the abdomen, the seances lasting about ten minutes. 
To prevent the possibility of a dermatitis, the abdomen is covered 
with a piece of sole leather. When a dermatitis is threatened, the 
x-ray is discontinued over the abdomen and a series of treatments 
given with a Cornell tube througli the vagina. After six or eight 
such treatments a vaginal high-frequency glass vacuum electrode 
is introduced and connected to one side of the x-ray coil. The tube 
should be low in vacuum and enough current used to fill the tube 
with a deep violet color. The seance should last about ten minutes 
and may be repeated every day. Care should be taken not to touch 
timid patients at such times, as they may become frightened at the 
shock and large flashes of electricity that leap from every part of 
the body when touched. This method of applying the high-fre- 
quency current has a very palliative effect on weak and nervous pa- 
tients who suffer from pelvic pains of any character. The author 
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has seen hemorrhage and offensive discharges cease after a few 
treatments; in fact, tlie use of the high-frequency current as de- 
scribed has never failed to control a case of uterine hemorrhage re- 
sulting from cancer. 

Sarcoma. — Sarcoma is not nearly so common as epithelioma. 
Having its origin in the deeper tissues, it is freciuently not recog- 
nized until far advanced. As a rule, its development and de- 
structive influence is quite rapid, and, unless checked by active or 
radical measures, will soon destroy tht; life of the patient. 




In the treatment of sarcoma the x-ray has been regarded by some 
as the most important single remedy. Many of these eases are 
inoperable, and can be treated with the x-ray and Coley's mixed 
toxins only as a palliative measure. The author has seen very few 
cases of sarcoma that were benefited by jmy nu'lliod of treatment. 

Fig. 132 illustrates a case of advanced sarcoma of the shoulder 
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of more than two years' duration. This man had consulted many 
physicians and had, no doubt, taken every rheumatic remedy known 
to medical science without having received the least benefit. The 
shoulder was skiagraphed on the same day that the photograph was 
made. At least 3 inches o£ the upper end of the humerus was 
completely destroyed and the surrounding tumor was almost as 
dense as bone. The arm was firmly fixed. lie suffered no pain at 
this time. He was put on Coley's mixed toxins, but grew rapidly 
worse and soon died. The x-ray was not used, except to make the 
skiagraph. 

Other cases gave, for a time, promise of better results. Fig. 
133 is a reproduction from a photograph that the author made of 
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ot the rltht orbit. 



a case of sarcoma in a boy 10 years old. This case was referred 
to the author by Doctor F. J. Ilali, who had been consulted for some 
trouble about the eye. It was found that the right eye-ball was 
almost fixed and there was some enlargement over the temporal 
region, but at this time he did not complain of any pain. His first 
symptoms were double vision. At the time tbia case received x-ray 
treatment he bad not more than ten degrees of motion in the right 
eye. The x-ray was pushed to a dark tanning of the skin over the 
temporal region and a slight degree of dermatitis. By the time 
the dermatitis had subsided, the enlargement over the temporal 
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region had subsided and double vision, as well as all other symp- 
toms, had disappeared. The improvement was so great that there 
was a doubt about the diagnosis of sarcoma. About this time the 
patient was presented at a meeting of the Dallas Medical and Sur- 
gical Society, where he was again examined by physicians who had 
examined him before the treatment was begun. Doctor J. B. Shel- 
mire was of the opinion that the case was one of sarcoma, and that 
the rapid improvement was remarkable. He seemed to be in the very 
best of health, and was working every day in one of our large de- 
partment stores. lie continued in splendid health for some time, 
and neglected to present himself for farther observation until after 
several weeks, when he came in one day complaining of a severe 
pain under the right shoulder. In a few days the right eye began 
to show returning symptoms of the former trouble by the appear- 
ance of double vision, a restricted motion in the eye-ball, and some 
pain. X-ray treatment was resumed over the side of the face. 
The swelling on the side of the face and the protrusion of the right 
eye-ball was never so marked as at the beginning of treatment. 
Instead of improving as before, he rapidly grew worse and in a 
few weeks was blind and deaf. At times he suffered a great deal of 
pain, became emaciated, extremely irritable, and was only a shadow 
of his former self. lie lived much loniror than seemed possible. 
The sarcomatous elements gradually pushed their way downward 
until every function seemed to be interfered with. 

If a mistake was made in this case, it was because the diagnosis 
of sarcoma was doubtful and the treatment was discontinued too 
soon, and the glands over the side of the neck and chest were not 
exposed during the early treatment. Judging by the way this case 
improved at the time treatment was begun, thorough raying of the 
tissues of the neck and chest might have changed the course of the 
disease and greatly prolonged his life. 

A case of recurrent multiple sarcoma was treated with a good 
deal of benefit for a long time, but the patient finally succumbed to 
the effect of the disease in the internal organs. Such cases are in- 
operable, and, although the x-ray will not cure such conditions, it 
is the only remedy that can promise any degree of comfort, and 
should not be refused these poor sufferers who have but a short time 
to live. Medium vacuum tubes should be used, and the technic is 
the same as for deep-seated growths. The i)roduetion of a derma- 
titis is not necessary. 
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STUDY OP ANATOMY AND PHYSIOLOGY. 

Since the advent of the x-ray and its general adoption by the 
leading physicians, surgeons, and teachers, many errors in our text 
books have been brought to light, which have been either discarded 
or rewritten. 

An x-ray study of the cadaver may be made both interesting and 
instructive by injecting the various organs with substances opaque 
to the rays. By carefully injecting the veins and arteries with 
different materials, as concentrated emulsions of bismuth and red 
oxid of lead, the position and relation of these vessels to each other 
may be studied with a great deal of interest. Single organs or 
parts of organs may be treated in the same manner, as the stomach, 
kidney, liver, spleen, heart, etc. It is understood, of course, that 
the two substances used must be of different densities, in order that 
a clear differentiation may be made between the veins and the 
arteries. The lungs may be injected in the same way as the blood 
vessels, using either of the solutions mentioned. 

The skiagraj)hic study of the bony skeleton from infancy, year 
by year, to the age of 25 has been of immense value, and has greatly 
changed some of our views on the growth and development of 
the bones. During the early stages of bone formation the carti- 
laginous portion makes no shadow in an x-ray skiagraph, but as 
assification progresses every step may be noted and studied. Slight 
injuries, as in the epiphysis of the long bones, may be diagnosed 
from a skiagraph at a very early date. Joint injuries have always 
been the source of a great deal of worry to the physician, as well 
as discomfort and deformity to the patient. 

Fractures, sprains, and bruises about the joints often result badly 
under the very best treatment. Failure to recognize the exact con- 
dition at the outset is responsible for more than 90 percent of the 
stiff joints resulting from traumatism. Deformities from unre- 
duced fractures constitute a large percentage of the cripples of our 
country. 

In repairing a fracture, nature throws out a material that later 
becomes as dense as the injured bone. Soon after the injury this 
exudate begins to ossify until a dense callus is formed around 
the ends of the fragments, whether they are well in apposition or 
not. Where bones do not unite in a reasonable time after the in- 
jury, very little exudate or callus is formed about the fragments. 
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Fractures of any consequence in the bones of adults will show 
marked evidence of the fact for many years, and in most cases as 
long as the patient lives. This is an important fact in determining 
the extent of an injury at the point of an old fracture. Unscrupu- 
lous characters have been known to claim a second fracture soon 
after the first injury had united when, as a matter of fact, there 
had never been a union after the first fracture, as evidenced by a 
lack of callus about the ends of the bones. These people frequently 
make journeys on railroads and other public conveyances for the 
purpose of claiming a second injury as a basis for a damage suit. 
Carefully made skiagraphs will clear up the facts in these cases 
and place the responsibility where it justly belongs. 

Fractures near the joints are frequently complicated by disloca- 
tions that can not be made out by any other method than the skia- 
graph. Such cases mny rec^uire several x-ray examinations at dif- 
ferent times to determine the condition of affairs and give the 
patient the very best possible result. 

In the examination and treatment of fractures, the fluoroscope 
is not to be relied upon. The injured part should be carefully 
skiagraphed before an attempt is made to reduce the fracture, as 
only by this means is it passible to determine the exact condition 
of affairs — whether there be a simple fracture or one complicated 
with fragments, displacements, and dislocations. After the reduc- 
tion, or attempted reduction, a second skiagraph will show the prog- 
ress made, and will guide the careful physician in his advice and 
after-treatment. Skiagraphs of this kind should be shown and 
thoroughly explained to the patient, and copies, with all of the 
details of the case, filed away for future reference in case damage 
proceedings are brought against the attending physicians. 

DISEASES OF THE BONES AND JOINTS. 

Most diseased conditions of the bones may be determined by well- 
made skiagraphs. Anything that interferes with the density of the 
bones or the tissues surrounding the bones will show such changes 
in the skiagraph. Osteitis, periostitis, hypertrophy of the bones, 
and inflammatory changes in the bone structure, as well as destruc- 
tive changes about the joints, are among the conditions that may be 
revealed with the x-ray. 

The differential diagnosis of the several bone diseases from frac- 
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tures and callus formation is not always an easy matter. The symp- 
toms and history of the case will usually furnish sufficient aid to 
clear up the diagnosis. 

As the quality of x-ray apparatus and skiagraphic technic im- 
proves, tissue delineations will become more distinct. The time is 
not far distant w^hen many deep tissue changes in the soft parts 
will be revealed by means of the skiagraph. The advances in this 
line of work during the past twelve months have been wonderful. 
With the improvement in x-ray generators, vacuum tubes, dry plates, 
and technic in developing, vast improvement in the finished nega- 
tive may be expected, which, of course, means more accurate diag- 
nosis and better final results. 



CHAPTER XVI. 

X-RAY IN FRACTURES AND DISLOCATIONS. 

The author believes that all cases of fractures and dislocations 
should be skiagraphed at the earliest possible moment. The skia- 
graph will reveal the extent of the injury, and will make possible 
an intelligent conduct of the case. After the permanent dressing 
is applied, the injured member should be reskiagraphed. Since 
aluminum offers very little resistance to the x-rays, metal splints 
should always be made of this material. Brass and copper absorb 
the rays, and should never be used for splints where skiagraphs are 
to be made. Plaster of paris is a very popular dressing, and meets 
with no objection from the x-ray operator, as good skiagraphs may 
be made through the heaviest casts. 

FBAGTXntES AND DISLOCATIONS OF THE UPPEB 

EXTREMITIES. 

Hand. — In the treatment of fractures and dislocations in the hand 
it is possible for the experienced operator to make a very satisfac- 
tory diagnosis of the condition with the fluoroscope, but because of 
the necessary exposure to the rays he is seldom, if ever, justified in 
taking the risk. Frequently the physician accompanying the case 
wishes to look at the injury, and there is no reason why he should 
not where he examines only an occasional case, but, unless he has 
had considerable experience, he is not likely to arrive at the true 
condition. A skiagraph should always be made where it is possible 
to do so, as this is the only means by which the true state of affairs 
can be determined. 

Making the Skiagraph. — The plate should be large enough to 
take in the whole hand. After being placed in the envelope while in 
the dark room, the plate is placed film side up on a table, and the 
patient is seated so as to rest the hand upon the plate and the fore- 
arm upon the table. The tube is arranged with its long axis paral- 
lel with the table, and the target directly over the center of the 
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hand and iiljuut 20 iut^lit'K iibuvc it. Tlie lube shonUI be ijuile low, 
and Ihe exposure will raiijie from one to twenty seeoiids, dependiDg 
upon the kind of generator used. The position of the hand upon 
the piate will depend upon the eondition and ttie evidence required. 
Anteroposterior and lateral views mny be taken, as required. The 
lingers nmy be skingriiphed separately in any position. Fraetnres 
and disloeatioiis in the phahmgus are ijiiite euniiMiin. The develop- 
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ment of the hones iu the band should \n; carefully Kfudied, that no 
mistakes may be made in studying the akiagraplis of this member. 

Fig, 134 is 8 reproduction from a skiagraph of the hand of an 
8-year old child. Note the difference in the epiphyses of the firat 
and the other four metacarpal Iranes. One not familiar with the 
appearance of the epiphyses of the metacarpal and phalangeal bones 
of the hand might mistake them for fractures. This is also true of 
the epiphyses of olhcr lames during childhood and early adult life. 



X-BAY IN FRACTURES AND DISLOCATIONS 



If space allowed, the author would like to show by means of skia- 
graphs the changes that take place in the joints each year from 
infancy to 25 years. No time can be considered lost that is devoted 
to a careful study of the normal relation of the bones during their 
growth and development. The bones of the hand are frequently 
injured, which often results in ugly deformities. Reduction of 
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fractures and dislocations in the carpal and phalan>j:cal bones are 
often followed by bad functional results. It is often difficult to 
keep the fragments in position after reduction has been accom- 
plished and the bandage applied. To make sure that the work has 
been well done, careful skiagraphs should be made before and after 
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reduction in all hand injuries, and it will be surprising how many 
dressings w411 have to be removed and how many times the work 
be done over. Fig. 135 illustrates this point better than any word 
picture. The skiagraph was made from the hand of a young lady 
who had been devoting a great deal of her time to piano practice, 
and was very anxious that her injured thumb might be restored to 
its normal shape and function. It w-as treated without an x-ray 
examination, with the assurance that it would be all right with a 
little use to overcome the stiffness. The stiffness did not disappear, 
and she called on a physician who had an x-ray machine. He told 
her that her thumb was dislocated, but that he could put it back 
without hurting her. She was not satisfied w-ith his attempt, and 
on the advice of her family physician she called on the author. The 
skiagraph plainly shows a fracture and slight displacement of the 
first phalangeal bone. Compared with a normal joint of the same 
finger, as seen in Fig. 137, the diagnosis is easily made. The knowl- 
edge came, however, too late, for the skiagraph was made several 
weeks after the injury and the joint was firmly fixed. Similar ex- 
amples might be shown of every bone in the hand, but the lesson 
is the same, and should be remembered by every physician who is 
called upon to treat injuries to the bones of this member. This 
young lady's musical career is forever ruined simply because she 
had an unrecognized fracture, giving her a stiff thumb for life. 
Cases of this kind are difficult to manage, for patients can not un- 
derstand the necessity of an x-ray examination for such simple 
injuries, and think that any physician should know enough to re- 
duce them unaided. 

Dislocations and fractures in the bones of the wrist are quite 
common, and are frequently accompanied by ugly deformities and 
lost function. The carpal bone most frequently injured is the 
scaphoid. Fig. 136 is a reproduction from a skiagraph of a wrist 
in which the scaphoid is fractured at its middle and weakest point. 
This fracture was unrecognized at the time of the injury, and the 
wrist was treated for a sprain. The styloid process of the ulna 
was fractured and displaced at the same time the scaphoid was frac- 
tured. Fractures of the scaphoid are very difficult to recognize by 
fluoroscopic examination, as the bone is generally broken obliquely 
and the line of fracture is not clearly seen with the fluoroscope. 
The well-timed skiagraph will seldom, if ever, fail to reveal these 
injuries, no matter how slight the line of separation may be. 
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Some time ngo a pliysiciHii brought his dniiglittT to tho laboratory 
with an injured wrist. After a earcfnl and puinstakin^; fliioro- 
fipopic exaniination it was decided that the trouble was due to a 
sprain. The author was not, however, satisfied with that diasrnosis 
from the symptoms that she presented, and concluded to make a 
skiagraph of the wrist. When the plate was devehiped it revealed 




a clearly marked fracture of the scaphoid near iU middle. This 
fact explained why her wrist had been so slow in recovering from 
the injurj'. Jlost delayed recoveries from injuries to the wrist are 
due to fractures of one or more bones. Only by means of the skia- 
graph can these obscure injuries be revealed. The use of the 



308 PRACTICAL ELECTBO-THERAPBUTICS AND X-BAY THERAPY 

fluor()S(M>pe should be discouraged, as it can not always lie depended 
upon, even in the hands of (rarefnl observers. 

Fig. 137 is a skiagraph of a normal hand and wrist of an adult. 
The epiphyseal unions are complete and the joints and hones are 




well formed, and may be used as a guide in studying dislocations 
and fractures in the bones of the hand. This skiagraph was given 
two seconds' expo.surc to a medium low vacuum tube, using the 
electrolytic interrupter, with 25 amperes in the primary and 5 
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milliamperes in the tube circuit. The plate was developed with the 
formula given iu Chapter XIII. The time was about right for the 
hand, but slightly too short for the wriat and larger bones; another 
second would have been better, but would have overexposed the 
hand. 

Fractures and displacements in the carpal bones are generally 
accompanied by fractures in either the end of the radius or ulna, 
and often in both. Pig. 138 shows a skiagraph of an ugly and very 




difficult displacement of the carpal bones, as well as a fracture of 
the articular surface of the radius {Colles' fracture). Injuries of 
this kind should always he skiagraphed hcfore reduction is at- 
tempted. No physician who cares anything for his reputation can 
afford to treat a ease of this kind blindly, as the results will be bad 
enough after the very best treatment in the hands of an expert in 
the handling of bone injuries. 

Fig. 139 shows a disloeation at the wrist and a fracture of the 
radius, with the fragment on the dorsal surface. This was a neg- 
lected injury, and was seen several weeks after the accident. It 
will lie noticed that this is a very difficult fracture to reduce because 
the frajfdicnt from the radius is displaced to its upper surface and 



310 PRACTICAL ELECTKO-TllKBAi'EUTICS AND X-RAY THERAPY 

the end of the radius is left in thp shape of a wedge. An early 
reeogiiiticHi of tlie ijxaet condition in this injury mi^lit have changed 




the results materially, and made this woman a useful wrist; but, 
aa it now is, she lias an ugly deformity, with a stiff wrist that 
greatly impairs the use of the hand. 




slight frartiii'o on tiiu palmar side of tJie lower 
'I'he frajrnient is only slightly displaced, and, if 
here should lie no hws of function in eitJier the 
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wrist or hand. Unrecognized and carelessly treated, considerable 
trouble might result from a fracture of no jireater consequence. 
Many skiagraphs of interesting cases showing ilislocatiun^ and frac- 
tures in the wrist mii^ht be introduced, but space forbids the use of 




more pictures thiui are ncccssjiry to tlioroughly illustrate onr test. 
Wrist injurios are extremely important, an<! conic next to the elbow 
in jioint of iiitcrL-st. Where then' is tlip leiist doubt iis to the exact 
state of affairs, the x-ray will settle the iiuestion. 



312 I'KACTHJAL ELECTRO-THEKAl'EUTiCS AND X-BAY THERAPY 

Fractures of the radius near the wrist (Colles' fractures} are 
very common, and are very seldom complicated by displacement 
and fractures in the carpal bones, as seen in Fig, 138. Fig. 141 is 
a typical Colles' fracture, in which the main fracture is a transverse 




Fig. 142. 



break in the radius, slightly more than 1 inch above the wrist. The 
styloid process of the ulna is al.so fractured. The epiphyseal lines 
are well marked, indicating the youth of the patient. In these 
cases it seems that the line of injury would be at the epipTiyseal 
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line, where a displacement of tlie e|nphysis would take place, but 
such an occurrence seldom happens. In only a few of the many 
cases of fracture of the lower end of the radius in the youth seen 
by the author were there displacements of the epiphyses. 

In Fig, 142 the radius is fractured about 2 inches above its lower 
articular surface. This patient was 18 years old, and the radial- 
epiphyseal line was almost obliterated, while the epiphyseal line in 
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the ulna was quite distinct. This arm hud been injured two weeks 
before it was skiagraphed, and it would not have been skiagraphed 
then had it not been for the constant and severe pain that the pa- 
tient was experiencing. There was no external evidence of the 
injury. 

Fig. 143 is a skiagraph made of the wrist and lower ends of 
the nlna and radius of a young man between 16 and 17 years old. 
The fracture was the result of a fall while skating on roller skates. 
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The physician in charge had made little attempt to reduce the in- 
jury because he was not sure of the extent of the fracture. The other 
arm had been fractured about the same place and grossly neglected, 




resiillini: in a dcl'iinncil iiml iilinust useless iiii'mher. The fractures 
were redueed and a pcrirtaiioiit dressing was iipplied while the pa- 
tient was at the laboratory, after which another exn ml nation waa 
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made with the x-ray, when the bones were found to be in exact 
appositioD. The tinal result was excellent, tlie arm being as strong 
and the function as perfect as before the accident. 

Fig. 144 shows a fracture in both the radius and ulna. There is 
a slight bend in the radius at the point of fracture, with no dis- 
placement, while the fractured end of the ulna is completely 
displaced. Injuries of this kind are diflicuit to diagnose without 
a skiagraph. Unless the displacement of the bones is overcome, 
there will be a permanent deformity, with a considerable los.s of 
function iu the wrist and hand. Most of these cases are referred 
for fluoroscopic examination, as they are unwilling to pay for a 




id iiliin, wiHi vHry rliile ditpUcenirnt. 

skiagraph, but a skiagraph is always ncces.sary if a positive diag- 
nosis is to be made. The medical profession is beginning to recog- 
nize the absolute necessity of skiagraphie aids in the diagnosis of 
all fractures, whether iu or ne;ir the joints or in the long bones. 
Fig. 145 illustrates a case very similar to Fig. 144. Both radius 
and ulna sustained a grecnstick fracture at the same point. The 
child was about 6 years old. The -skiagraph was made several weeks 
after the injury. There was quite a little periosteal thickening on 
Ihe radial side of the ulna, and the same was true to a slight degree 
on the ulnar side of the radius. In this case there was a difference 
of opinion as to whether a fracture had been sustained. There are 
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very few really typical greenstick fractures. The bone is generally 
broken, and the fragments are held in position only by the peri- 
osteum. Injuries of this nature, when difficult to diagnose, should 
be skiagraphed before any attempt is made to reduce the fracture. 
This course is made necessary because it is simply impossible for 
the most careful observer and diagnostician to be absolutely certain 
of the exact state of aifairs in a fracture at the low^r ends of the 
ulna and radius. All of the cases mentioned had been treated for 
from one to four wTcks before they were skiagraphed. They were 
in charge of excellent physicians, who were anxious to get the very 
best possible re>?ults. These cases well illustrate the absolute im- 
possibility of correctly diagnosing and reducing these fractures, 
even by our ablest men, short of skiagraphic aids. Had these cases 
been skiagraphed for a diagnosis, reduced, and reskiagraphed a 
number of times, if necessary, the results in at least some would 
have been far different. 

The time is no?ir when every fracture or suspected fracture will 
be ski agni plied before a diagnosis, even in simple fractures, is ven- 
tured. The uncerli»in work of the past must give w^ay to modem 
and more accurate methods. 

Forearm. — Fractures in either the ulna or radius, or in both, are 
likely to occur at any point from the w-rist to the elbow. These 
injuries may be examined and studied under the fluor()scoj)e, but 
the well-made skiagraph will be of greater value, and should always 
be made where the physician and patient are anxious to get the 
very best results. There is often a difference of oj)inion as to the 
position in which a fractured forearm should be placed. Fig. 146 
is a skiagraph of a fractured forearm that is a splendid example of 
the wrong position in a fracture of this nature. This fracture was 
near the middle of the ulna and radius. The arm was placed in a 
supine position, with the result seen in the picture. The arm was 
turned midway between sui)ination and pronation, when the frac- 
ture w^as easily reduced with good result. Had the arm been left in 
extreme supination, the deformity and lost function in the arm 
would have been great. After the reduction and a plaster of paris 
dressing had been applied, a second x-ray examination showed the 
bones in splendid apposition. 

. Tn skiagraphing injuries of this kind an 8x10 plate should be 
us(»(l, and two exposures, one at right angles to the other, should 
be made. This will reveal the amount of displacement in either 
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direetioD. One exposure is not enmtgh, lus Hic fragments may be in 
such a position that they appear in good apposition when tliere 
is a displacement pjirallel with the rays of more tlian Y-, inch, or 
Ihe full thiekness of the bone. A second skiagraph, as stnted, will 
prevent such a mistake. Hardly a day passes that the author does 
not see one or more cases of neglected bone injuries that nii^ht have 
had a different ending had they been properly skijiKinplied at a 
time when reduction was possible. 




Pig. 147 (1, 2, 3) pictures a ease tliat was intcre.slinK in tbe ex- 
treme. The radial fracture shows no displaecment, but the dis- 
plaeement in the ulna was great. This case bad been treated some 
weeka before the skiagraphs were made. The arm had been exam- 
ined with the fluoroscope when it was in the condition seen in 1 
and pronounced all right. This case was referred to the author by 
an excellent surgeon for a skiagraph. The patient was placed un- 
der an anesthetic, and every effort was made to reduce the dis- 
placement in the ulna. It was believed that Ihe bones were in 
perfect apposition, a heavy plaster of paris dressing was applied, 
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and he was sent to the laboratory for a second skiagraph. 2 is a 
reproduction of the second skia^rraph, which shows that the arm 
had been only straightened without reducing the fracture in the 
ulna. This condition of affairs was a great surprise and disappoint- 
ment to ajl concerned, for it meant that the work had been of no 
avail and that a similar effort might meet with the same result. 
It was decided to cut down on the ends of the bone and fasten them 
together. In a few days the operation was done by fastening tlie 
ends of the bone together with kangaroo tendon, plaster of paris 
was applied, and the third skiagraph (3) was made, showing splen- 
did apposition in the bones. This case teaches a most excellent 
lesson, one that will never be forgotten by physician or patient. 

Skiagraphs, sufficiently clear to reveal the positions of the bones, 
may be made through plaster of paris dressings. A second skia- 
graph, after the fracture is reduced and the permanent dressing 
put on, should never be neglected. The first skiagraph is made for 
a diagnosis, and the second to determine if the bones are held in 
close apposition. Even though the bones are placed in apposition 
under anesthesia, there is no assurance that they will remain there 
when the muscles become rigid as a result of the irritation or 
traumatism. Had the second skiagraph been neglected in this case 
until the time to remove the permanent dressing, the patient would 
have had an unsatisfactory result. If these points were fully ex- 
plained to such patients, they would never hesitate to have the neces- 
sary skiagraphs made. 

Elbow. — Old fractures at the elbow are not only very difficult to 
treat, but are frequently exceedingly difficult to skiagraph satisfac- 
torily, due mainly to the fact that the arm is generally kept in a 
flexed position until there is a partial ankylosis, making complete 
extension impossible. A lateral skiagraph of the elbow is never 
difficult, but, when the arm can not be extended, an anteroposterior 
exposure is almost impossible. In making the lateral exposure the 
injured side of the elbow should be placed next to the sensitized 
plate. When the injury is on the inner side, the patient may be 
placed beside a tabl(», high enough to allow the arm to lie flat, with 
the humerus parallel with the plate. When it is necessary to place 
the outer side of the elbow on the plate, the patient is placed on a 
table on his back, with the injured arm over his head, when the out- 
side of the arm will rest flat on the table and may be skiagraphed 
in this position. 
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When tlifi-e i.s u suspected fracture of eitlier the external or in- 
ternal condyle of the humerus, with little or no displacement, a 
skiagraph in the lateral position will not reveal the injury. In this 
ease it is ueeessary to get an anteroposterior exposure, even though 
the elbow is ankylosed. To do this, the arm shoidd be extended as 
far as possible, and the point of the ellww allowed to rest about the 
center of an 8x10 plate, while the hand is supported on some kind 
of rest. Skiagraphs of this kind arc usually not very clear, but will 
generally show existing fractnres in the condyles. Many fractures 
in and about the elbow are treated as sprains. A fracture and dis- 
placement of the internal condyle freciuently results in a stiff elbow. 




The stiffness comes on slowly, and the patient is hardly aware that 
he is losing the use of his elbow until u great dc^l of damage has 
been done that can nut be easily undone, A stiff elbow is a great 
handicap to a man or woman, no matter what position they may 
occupy in life. 

AU elbow injuries should be skiagraphed early, at least two ex- 
posures being made at right angles to each other. If there is no 
fracture or dislocation, the patient may be allowed to use the arm 
at once, but, if there is a fracture of any conscfiuenee, cDntinued 
use will only aggravate the condition. Fig. 148 is n .skiagraph of 
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the arm of a child 5 years old. To one not familiar with the 
appearance of an elbow at this age, a fracture would be the diag- 
nosis. The fragment at A is the displaced epiphyseal end of the 
humerus, that part which would have been the internal condyle of 
the humerus. Displacement of the epiphysis at this point is very 
common. 

Fig. 149 is a skiagraph of an injured elbow in another child of 
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5 years. The epiphysis is not displaced, but the lower end of the 
humerus is split and the posterior portion is pushed backward, leav- 
ing the bone in an ugly shape. Eecognition of an injury of this kind 
short of a skiagraph is out of the question. To wait to see what 
the results are is time wasted, during which the injury is rapidly 
getting beyond control. 

Fig. 150 is a skiagraph of an adult elbow, showing a fracture, 
with slight displacement of the head of the radius. This injury 
was thought to be a sprain, and was so treated for about two weeks. 
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After the skiagraph was made the arm was placed in a fixed dress- 
ing for a time, when all of the distressing symptoms disappeared. 




Fig. 151 is a partieuiarly interesting ease becanse of its long 
standing. The patient had fallen down stairs, and sustained, as 
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can be plainly seen, a fracture of the ulna and a displacement of 
the radius. The man was muscular, and there was very little 
deformity from outside appearances. The injury was thirty-one 
days old, and the arm had been in a flexed and serai-flexed position 
during this time. , This is a rather peculiar injury, and the author 
has never seen a duplicate of it in practice, or in any text-book 
or journal article. Under complete chloroform anesthesia the dis- 
placement was reduced by making pres-sure on tlie end of the radius 
with the thumbs and gently extending the arm. When the radius 
went into place, the ulna was easily brought into its normal position, 
and the arm was dressed extended. 




Fii. 152. — Frarlure ond dieplHremcnt nf the nl<>i-rHTinn, Sklngniphcd eight jem ifteT tbe 

Fig. 152 is a skiagraph that was made of an elbow eight years 
after the olecranon had been fractured. It will be noticed that the 
fractured end had been pulled up on the posterior surface of the 
humerus, where it had been allowed to grow and where it will prob- 
ably remaiu as long as the patient lives, for he has no desire to 
have it removed. 

The remainder of this book enuld be filled with skiagraphs of 
elbow injuries and not have two alike. Those shown are representa- 
tive of their class, and empha-sizc the absolute necessity of having 
all injuries to the elbow joint carefully skiagraplied as early as 
possible after the injury. It would be better to skiagraph ten 
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f-ltmwt that pr"jv*r t-- l^ normai than to nr^!"?! *or that was in need 

',f VKrh J.!'i. 

Hnmenu. — The humeras is veiy fre>iuently fraiMiired anywhere 
frt/m its surei'-al nt*rk to the elbow. As a rule, snch fraetores are 
not 's^sid^rwi Ter>- diffiwilt- Fig. lij ^faows a fraetare in the 
hiun^nu that wa^ an exception 1>i the mle. When this ease was 




raphrd ihrough ■ plain 



(jFoiisjlit to the lalmratorj- the arm was in a plaster <if paris dressing. 
The ttkiajiraiih was made before llie dressing was removed, with 
the nsult shown in the picture. The ease never returned for a 
seeond pieture, and the final results are not known. The majority 
of inanufacturinf; and construction companies carrj- accident in- 
Burarice on their men. Tlie insuranee companies shonid be interested 
in getting the very be«t functional results. The majority of damage 
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suits are brought, not because of the injury primarily, but because 
the physician failed to recognize the true condition at the bcginaiug 
of the case. Insurance companies will be glad to pay for all neces- 
sary x-ray examinations and sinagrapha where such examinations 




Fig. 1S4. — Fracture of tha hameniB. fikUgrapbed Bii oaeka sftsr ths accident. 



will result in a better understanding of the existing conditions, in- 
suring better final results. Suppose tbe humerus in this case had 
been left in the position soon in the skiagraph and a suit for dam- 
ages had followed. "Who would have been to blame — the railroad 
for breaking the arm, which may have been due to the patient's 
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carelessness, or the physician, who failed to reoognize the extent 
of the injury and supply the neeessarj' treatment? Questions of 
this character will be given more consideration in the future aa the 
means for studying and determining the extent of injuries become 
better known and understood. 




Fig. 154 is a sldajjraph that was made of ii fraclin-ed hiii 
six weeks iit'ter the accident. When tliis man wus chloroformed 
this fnu'tnri; may have been redui'i-d, and the fciigmcnts may have 
been in perfect a|)position, but tliat they did not remain in appo- 
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sition there is no question. Had this case been skiagraphed after 
the permanent dressing was applied, the results would have been 
different — the physician in the ease would have saved his reputa- 
tion, and the patient would have had a better and more rapid re- 
covery. 

Particular stress is being put on the absolute necessity of careful 
and early x-ray examinations in all injury cases. Such € 




Pig. 156. 



tions are necessary in order to get the very best results for the 
patient, which is, of course, the first consideration. Well-made 
skiagraphs of fractures are of considerable value to the physician, 
as they are a permanent record of the condition before and after 
the reduction, and the physician who is alive to his own interests 
will see that such records are carefully kept, as they will be a 
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means oi >t"If-pnjTe«--ti'>n in ••a.>e a damaire suit for malpractice is 
instituted. 

Fig. 15.J is a skiagraph of a rare ea^e of arm and shoulder injury. 
It occurs often fUMUgh, h'lWt-ver. t«.> create considerable interest and 
call for caiviul .study, jiiirticularly in desby subjects suffering from 
injuritrs of this naturt-. This fracture aud dislocation were three 
weeks old \\!it.-u the iiicturt- was made. An eifort had been made to 
reduce the frat-turt'. but tht- disloeation had never been recognized. 

In and About the Shoulder. — A fracture of the neck of the 
scapula, liead or n».M-k ••£ the humerus, or i:lt*noid cavity, or both a 
fracture and a disloi-atiun. may nceur at the Nhoulder joint. Frac- 
tures and disliM-atiiin-s at thi'-i p^int are. in thick subjects, frequently 
verv diftieult to diaL'nost- !iv th.e nld methiKls. 

FiiT. 156 i^ a skiaL^rapli that was made from the shoulder of a 
vouni: hidv whu had imm-u thrown from a huirirv more than six weeks 
before, ll^'ie we liavt' both a dislocation and a fracture. The head 
of th<' humerus at .1 was turut-d alnmst comph^tely aroimd, remain- 
iuL' in thr L'icnoid cavitv and forrinir the humerus outward and 
upwar«l. An f»p<M"ation was done with the hope of wiring the head 
onto the hunir^rus. but tin hea*! had underirom' a process of soften- 
injjT and it was impossible to do more than curet it away. This 
teaeh('s tin* folly of attemi>tin<_r to treat sueh cases blindly. 

Th(* hi-st sur^^'oiis of r.ui^ eountry are ret'u>inir to have anything 
to do with I'l-actiin* oasrs uiijrss thev are x-raved before and after 
the fractures are nMliircd. The same sh'>uld be true of dislocations, 
for they are frequently aeeompanii'd by fraetures. Fractures of the 
clavicle and scapula frequently occur, an*! es|)eeially i.s the clavicle 
in ehildren subject to fracture. ]\lany mistakes are made by the 
inexperienced in skiaLrraphiiiir the shoulder. The cartilaginous 
union between the clavicle and the acromion, even in the adult, 
leaves a wide* s[)ace in the skia^rai)h, and has frectuently been mis- 
taken for a fracture. (lettinir a correct skiajrraph of the shoidder 
is not always an easy matter, es[)ecinlly in corpulent individuals. 
The i)atient may ho, ])laced either on his back or abdomen, as may 
seem ])est to brin^ tlie injured part as n(»ar the pbate as possible, 
always guardinii: atrainst any preat amount of distortion. In the 
majority of cases an SxlO sensitized plate will be as larpre as will 
be recjuired foi* dia<rnostic ])urposes. The com|>ression diaphragm 
should be used in most eases, and the ai-m may be elevated as high 
as possible where a disloeation of the humerus is suspected. 
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Pig. 157 illustrateB a case very similar to Fig. 156. It teaches 
a lesson well worth observing. The accident and injury occurred 
about three months before the picture was made. The subject had 
been injured in a railroad wreck and had been under the care of 




the company's physician in a sanitarium. Whether the fracture 
and dislocation were ever recognized is not known, but it is quite 
clear that tliey were never reduced and kept in apposition. 

Sknll. — Fissured fractures of the skull are generally impossible 
to exhibit in a skiagraph, but injuries with a separation or loss of 
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bone of aoy consequence may be shown with considerable distinct- 



FifT, 158 is a representative skiagraph of the head, and shows 
the possibility of this method of diagnosis in this locality. It will 




be noticed that the various markings indicating; the different de- 
grees of density nre very distiiiet. 

Fig. 150 is a skiaiimph made through the head of a patient 
who had lost his riyht i>anct.il bone in an injury several months 
before. There wan thought to l)e a fracture in tiie occipital bone, 
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but the evidence in the skiagraph was not positive. The lateral 
skiagraph of the skull gives the best detail, atid will generally be 
all that is required. Good, distinct anteroposterior skiagraphs are 
almost impos.sible to make. 

In making a skiagraph of the head, the plates should range in 
size from 8x10 to 11x14 inches. Usually only certain parts of the 
head are required, and an 8x10 answers the purpose. The patient 




is placed on a table, with the injured side nearest the plate. A 
block or box about 5 inches high is placed beneath the head to make 
it level. The tube should be of high vacuum, of best quality, and 
placed about 18 inches from tlie jilnte and directly over the part 
to be most prominent in the skiagraph. The tube should be ener- 
gized by a coil of not less than 16-inch spark gup. The length of 
exposure will depend upon the apparatus and the tube. From ten 
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to thirty Geconds should be time enough with modem apparatus. 
By the use of the sinegran the time may be reduced to the fraction 
of a second, but the picture loses considerably in distinctness when 
made by this method. Well-directed practice with a good equip- 
ment will (jualjfy a physician, with a mechanical liirn, to do excel- 
lent work in a reasonable time. 

FRACTUBES AMD DISLOCATIONS 07 TEE LOWEK 
EXTEEMITIES. 




Foot. — Fractures (if the phalannies of the foot are usually of the 
crushed or mashed variety, in which the bones are split or splin- 
tered. Fractures of the tarsal and metatarsal bones arc more com- 
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mon than was thought before the advent of the x-ray. The 
metatarsal bones and the phalanges are easily skiagraphed, but the 
tarsal bones are more difficult. In injuries to the heel, in which 
fractures in the astragalus and os ealcis are suspected, skiagraphs 
should be made in different positions and at different angles, as it 
is often difficult to determine the true state of affairs. 




Tic. lei.— FriFlure of lh« inlpmal mallrali 



In and Near the Ankle. — Fractures of the ankle-joint involve all 
the bones of that region. The tibia, fibula, and tarsal bones are 
involved separately or in combination. Sprains of the ankle, so 
called, are generally fractures. Pott's fracture is probably the most 
frequent injury in this region. A typical Pott's is a fracture of 
the lower end of the fibula within its lower third, with a fracture 
of the malleolar process of the tibia. Many modifications of Pott's 
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fractur« are se<'n. Fig. 160 is a skiagraph of a fraetured aokle, in 
which the fit>ula was obliquely fractured 3 inches frutn the lower 
end, with a longitudinal fracture of the external malleolus of the 
tibia, with the fragment slightly displaced. Skiagraph 1 was made 
some time after the injurj'. The patient complained of considera- 
ble pain, and, as there was some question as to the extent of the 
injury, an x-ray examination was asked for. The reduction was 




Fie.IflS.— TrpiralP. 



made and a plaster of paris dressing applied in the laboratory, 
when skiagraph 2 was made. This picture shows that the appo- 
sition of the fratrments was as nearly perfect as it was possible to 
get them. Here the x-ray scored a victory by giving an almost 
perfect ankle to this yood woman and saving the reputation of the 
attending physician. 

Fig. 161 is a skiagraph made several weeks after the injury. 
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The internal malleolus is fractured and the frjigment slightly dis- 
placed. There was a suit for maljiractici? against the physician who 
attended the injury. In skiagraphing eases of Pott's fracture, the 
best position for the patient is to sit or lie on the table, so as to 
obtain an anteroposterior exposure. Fractures in a longitudinal 
direction are sometimes best exhibited from a lateral view, and 
8x10 plates are about the correct size. The compression diaphragm. 



4 i 



Fig, 183.— FmclurtnftheilhiilB. 

with slight pressure, will enable the patient to hold the foot per- 
fectly still. Skiagraphs of the foot and Jinkle are easily made, and 
with a proper equipment and a little care tbe x-ray operator should 
have no trouble in showing distinctly the exact condition of the 
most complicated injurj' to the bones of tliis region. Fig. 162 is a 
skiagraph of a typical Pott's fracture. The skiagraph was made 
with a static machine six months after the injury. The ankle was 
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badly deformed, and the patient was unable to use his foot at that 
time. In this picture the soft tissues were penciled out, showing the 
bones in the exact position which they occupied at the time the ex- 
posure w^as made. This was a diflScult fracture, yet, had it been 
skiagraphed soon after the injury, could have been corrected and 
the patient prevented from becoming a lifelong cripple. 

Fig. 163 is an interesting fracture of the fibula. The ankle had 
been treated for a sprain for some weeks, but, as it refused to **get 
weir' and was causing a great deal of pain, it was thought advisa- 
ble to have a skiagraph made. The first exposure was made antero- 
posteriorly, and the plate was excellent, yet there was no evidence 
of an injury in the shadow of the bones. The attending physician 
was well satisfied with this report, as it agreed with his diagnosis, 
and wanted to take the patient away without further exposures. 
A lateral exposure was, however, insisted upon, with the result seen 
in the picture. The reason that the first plate showed no evidence 
of the injury in the fibula was because there was no lateral displace- 
ment in the fragments, and, as the line of fracture was obliquely 
dov^Tiward and forward, the injury did not show. This case em- 
phasizes the necessity of making skiagraphs of injured parts in 
different directions until all the facts are learned. 

Tibia and Fibula. — Fractures of the tibia and fibula that are not 
wired soon after the injury nearly always result in deformity by 
allowing the bones at the point of fracture to be widely separated, 
or the fragments lap from % to y^ inch, or even 1 inch or more. 
When the permanent dressing is removed, the shortening is ex- 
plained **to be a consequence of the injury that could not have been 
prevented.'' Fig. 164 is a splendid illustration of such a method, 
with the result that always follows — shortening of the leg. The 
time has passed when there is any excuse for such a result. If 
there is any (juestion as to the position of the bones after the per- 
manent dressing is put on, a skiagraph should be made, w^hich, if 
properly done, should settle all controversy as to the relation of 
the fragments to each other. The leg from which this skiagraph 
was made was injured in a railroad accident, and was followed by 
the customary suit for damage. Eailroads and corporations pay 
dearly for neglect and carelessness in the surgical and medical at- 
tention that these fracture cases receive. Conditions are improving, 
but entirely too slowly, and at this rate it will take several years 
for the average surgeon to recognize the absolute necessity of well- 
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toe skiagraphs beforp nud after reductiona in all fraclnrea nnri 
in moat dislocations. Corporatioiis should, where they are liable, 
demand skiagraphie records of all bone in.inrips. 



FiK- lOJ.— Shunciinii ol ilio \tg fn.ui /n.riuri. of th,. libi.i i.nd fli.iiln. 

Fig. 165 teaches its own lessiio. It is clearly seen that the frac- 
ture was eomplicnted and difficult. Early and frequent skiagraphs 
with modem methods of treatment would have given this man a 
strong and useful leg. The sanitarium in which this man was 
treated had no x-ray apparatus, and it is because of this fact more 
than any other that this man will be a lil'e-long eriiipie. 
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Fig. 166 is a Hkja<:raph that was made only a few hours after the 
airfrirlent. It Hniild tiavi- itt^n impnssible f'lr anysurseon. no matter 
what h'ui t;xi»erifrii*, to ikti^rmiDe by any other method than the 
x-ray the exact <y>nditioii in this injure-. This case was Dot skia- 




irraphed after the permanent dressing was applied, a mistake that 
is toil often made. Nonunion in fractures is usually the result of 
poor apposition. Should the bones be lapping and allowed to unite 
with a fiilse union, which is later broken up in an attempt to reduce 

the fnicturc by gettinf; lictter apposition, the case is likely to result 
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ill a uonunion, and osiieeially is this true if the patient is in a low 
state of health or advanced in years. 

Fig. 167 illustrates an interesting case of a long nonunion oc- 
curring in a young lady, jli.th tibia and fibula were broken near the 
same level. Tliis was a compound fracture, and was treated on the 
expectant plan in the usual way for a long time, with the hope that 




Fig. 100.— Frn rill re of lihin and flbnla. 



nature would come to the patient's aid and in some mysterious way 
bring the bones tofrether. Two skiagra])hs had been made previous 
to this. There was slight union in the fibula at this time, six weeks 
after the plates had been put on, and no union in the tibia. The 
upper end of the tibia was so softened from the processes of inflam- 
mation that it supported the screws poorly, and on this account it 
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wax dit}ii:ult to hold the fragment* firmly in pl.iee. After several 
iiiorittiN this {iati(-nt has a le^ that slie can use fairly well, but it is 
nomewhat shorter than the other. 




ithdlnrpUti 



In and About the Knee. — The treatment of fractures about the 
knee is tmjiicntly very iinsatisfai'tory. There may be a complete 
frneture of the ii|>pi!r entl of the tibia or a depuration of its epiphy- 
sis. The tuberosities raiiy be fractured and displaced, causing no 
end of suffering, with lasting bad elfeets. The patella may be frac- 
tured in any direction, or crushed or broken in many pieces. The 
knee-joint may contain floating or loose bodies, which at times cause 
more or less trouble to the patient. 

Skiagraphs of the knee should always be taken in both the antero- 
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posterior and lateral positioiis. If the patella is fractured trans- 
versely, the lateral skiagraph will reveal the condition, but, when it 
is broken in several pieces, the patient should lie face downward, 
with the tube behind the knee and the plate in front or beneath. In 
knee injuries the fluoroscope is not reliable and should not be de- 
pended upon, for much that a skiagraph would show is certain to 
be overlooked. 




Patella.— Fig. 168 represents a easi' iu which there was a spou- 
taneous fracture of tii'e patella without violence. The patient gave 
a specific history, and the knee presents a typieal picture of a betrin- 
ning Charcot. The fra^rnients were wired totiethcr, and the patient 
is still in the sanitarium, with little or no hope of a useful knee. 

Femnr. — Fractures of the femur are very common. They may be 
transverse, with little or no displacement, or obliipic, witli consider- 
able displacement. Tlie displacement is generally greater in adults 
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lliitn in cliildrcii. Kij.'. Ifif) is a skiji^'rnjili lluit was inn.le months 
al'lfi- ilii' roilucliim nf (he frai-liii'c and tlie Jipi'licJitiim of the silver 
jiIiitL' by iiicaiis of screws. The fracture oeeurretl in a boy 9 years 
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old, was transverse, and the displacement was great. Two or three 
unsuccessful attempts were made to reduce the fracture and keep 
the bones in apposition. Without the use of the x-ray this boy 
would have had one leg at least % inch shorter than the other, which 
would have been an impediment to him through life. 

Fractures of the lemur should be skiagraphed in two directions, 
the exposures being made at right angles to each other. Fractures 
in the shaft of the bone are usually not very difficult to skiagraph, 
but injuries in the head and neck are sometimes quite difficult, re- 
quiring a number of exposures in different directions to clearly out- 
line the extent of the injury. 

Hip. — Fractures at the hip usually occur in the femur, but may 
include the pelvic bones. Fractures in the upper end of the femur 
may be intracapsular, extracapsular, separation of the epiphysis, 
fracture of the greater trochanter, or fracture of the shaft of the 
bone immediately below the greater trochanter. 

Good skiagraphs of the hip in large adults are sometimes very 
difficult to make unless the operator has a modern equipment and 
understands how to operate it. In very thick subjects the intensi- 
fying screen may be used, but it is always at the expense of defini- 
lion or clearness. The plate may be any size from 8x10 to 11x14. 
It is well, when possible, to include both hips in the same exposure, 
in order that a comparison may be .made. The center of the tube 
(the anode) should be directly over the symphysis pubis, so that the 
shadows of the hips may be exactly the same. When the skiagraph 
is to be taken of only one hip, the tube is placed directly over the ace- 
tabulum, with the center of the plate directly under the anode of the 
tube. Where the injury is localized, the compression diaphragm 
should be used. The time of the exposure will vary with the thick- 
ness of the parts and the kind of generator and tube. With a good 
16-inch coil and a 6- or 7-iuch high vacuum coil tube, the time should 
be from thirty seconds to one minute. Experts would do the 
work considerably quicker, but as a rule very few hip skiagraphs 
are made under thirty seconds. 

Fractures of the neck and head of the femur occur more fre- 
quently in adults and old people, but are sometimes seen in the 
vouth as well. 

Fig. 170 is a skiagraph of an intracapsular fracture of the femur 
in an old lady four months after the injury. She was attended by 
an osteopath during this entire time and was taking regular osteo- 
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[latliic tri-iitrii<ii]t. As tlii-rn was no improvtiiicnt, she cniLsulteil a 
r(!Knlar idiysician, who si-iit ln-r lor u .skiitLTiiipli. The diagnosis was 
easily made, but it was t<iy late tn Jitlcmiit tit reduce the fracture. 
Fractures i»f this iiciture are difficult to reduce wheu recognized ini- 




iil'liT llir injury, miil al'l'T I'liNr niniUhs, ivhen adhesions 
iniied. il is I..I. lale to <I<. anvtliinjr. 

■atioiis at the hi[> the iieelalmlnm is IVeqiieully fractured. 
I'l' an ini|.ri(-tiuii th-' head ot' Ih.^ IVninr iiii.y he driven 

le iierliilKihini. di-ivinL: Uie pelvie liojies i Ihe pelvis. 

I oTlhe hi'ad ol'lhi' iVimtr is iisii;illy aceoMi|)Miiiei| l.y more 
try lofhe IVniiLi'ilM.II'or till- ivallsol' the iieelalmlum. 
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In skiagi apbin<; the liip it is frequently very difficult to distinctly 
show the full extent of the injury in a single skiagraph, and it is 




llie posterior will. 

often n<'r'('s,siiry to make two or three t'sposnres at different Dn<rles 
before the exact condition ean be made clear. 

Fig. 171 is a skiagraph showing a dislocaticin of the femur up- 



346 PRACTICAL ELECTRO-THERAPEUTICS AND X-RAY THERAPY 

ward and backward, with fracture of the posterior wiiU of the ace- 
tabiiliini. The fnijrnients from the acetabulum are indicated by 
the dots. The liead of the femur is uninjured. This skiafcrMph was 
made on an 8x10 plate, with a compression diaphragm and a me- 
dium vacuum tube energized by a 24-inch coil with an electrolytic 
interrujiter, in twenty seconds. It would have required from two 
to five minutes to have made the same skiajiraph with a static ma- 
chine, provided tiie maehino had been in perfect order, with other 
conditions equally favorable. Only the induction coil or trans- 
former can be relied upon to produce satisfactory skiagraphs. 




Congenital dislocations at the hip are more cimuiion than one 
would think. Dislocations of this kind may result from violence 
during delivery or in ntero from violence to the mother. Fig. 
172 is a skiagraph of the hips and pelvis of a boy 6 years 
of age, who, it is claimed, was a cripple from birth. It will be 
noticed that the right acetabulum is almost completely obliterated. 
The femur appeal's well formed, thouL;h slightly straighter than 
the other. This child appeared in perfect health, and was certainly 
an ideal ease for the Loreri/. method of treatment. 
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Fig. 173 represents another case of congenital dislocation of the 
femur. This child was 3 years old and was in excellent health. 
He had learned to walk, and was able to get around remark- 
ably well, considering his condition. This was another case 
that should have been treated by the Lorenz method. Un- 
fortunately the author lost sight of both cases of eongonital dis- 




Pig. 173..— Congenilol (Hj 



location of the hip shown in Figs. 172 and 17.'!. These eases should 
have the femurs reduuetl according to the Lorenz method and skia- 
graphs made during the period of recovery. By this means much 
information could be gained as to the actual changes that take place 
in re-establi-shing the aeetabultun, and makint; for the patient a hip 



us 
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that cunies very cluse to the normal in both appearance and func- 
tion. 

Fig, 174 plainly shows an old iinimited intracapsular fracture 
<if tliL- lifiiil of tile i'eniiir. It will be seen that the greater troehan- 
ter is too high, and there is a marked displacement downward of 




■ l' I'nicUiiT. Fi-ai-tiires of this 
cldiTly pL'ciplo, find fre(|Uently 



n till! jK-lvic bones are quite 
ml iire most t'retiuent in adult 
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life. Tilt' clinii-al (liaynosis of fractures of the pdvis aro usually not 
very difficult, but the exact determinRtion of their location and ex- 
tent is extremely difficult, if not impossible. Only the x-ray will 
reveal the couditioDs existing in fraeturod pelvic bones. Good skia- 
graphs of this region in thick subjects are .sometimes very difficult 
to make. Where the injury is or one side, a general exposure should 
be made on an 11x14 plate to get a conoet iden of the condition. 




If the plate fails in any ]»articutar to clear up the diagnoses, it will at 
least locate the injury, when a second and more localized exposure 
may be made through the compression diaphragm. Fig. 175 shows 
a fracture in the pubic bone on the right side, as indicated by the 
arrow. By physical methods it was impossible to determine the lo- 
cation or extent of the injury. There was no displacement of bone 
tissue, and the patient made an excellent recovery. The author 
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has a number of skiagraplis showing fractures in the ilium. Some 
of them are not very extensive, while others extend through the 
main body of the bone — sometimes in several directions. There is 
an occasional separation of the ilium from the sacrum at the sacro- 
iliac synchondrosis. This may be the only injury present, or the 
ilium may be fractured in one or more directions. The author has 
seen severe cases in which the os innominate was broken in three 
pieces, with a fracture of both the ischium and pubic bones on the 
same side. These cases resulted from railroad accidents. 

Fractures in tlie coccyx are not very common, but do sometimes 
occur. Injuries to the sacrum are probably less common than in 
any other part of the bony structure. The author has yet to see a 
fracture of the sacrum. Injuries to the coccvx and sacrum may be 
skiagraphed in an anteroposterior position, with the patient on his 
back and the plate beneath. The tube should be of high vacuum 
and about 18 or 20 inches above the plate. The length of exposure 
will depend upon the generator. With a 16-inch coil and electro- 
lytic interrupter the time of exposure will be about thirty seconds 
and not over one minute. Short exposures produce good, clear 
skiagraphs. Time must be allowed for the rays to penetrate the 
parts, but when the time is too prolonged the picture is indistinct, 
the plate is blurred or fogged, and the finer details are blocked or 
completely destroyed. 

Spinal Column. — Good skiagraphs of the spinal column are very 
difficult to make. The cervical vertebrae may be exposed either in 
the lateral or anteroposterior position. Fractures in this region 
are less difficult than in the dbrsal and lumbar region. The lumbar 
and dorsal region must be skiagraphed in the anteroposterior posi- 
tion, and the tube may be set at different angles. Complete frac- 
tures are not very difficult to determine by means of the skiagraph, 
but incomplete fractures are always extremely difficult to make out 
even under the verv best conditions. 

Bibs and Sternum. — Complete fractures in the ribs, either with 
or without displacement, are easily shown in a skiagraph. Fractures 
near or at the angles in front are usually difficult to determine, and 
mere fissures in the ribs are always difficult to make out. The posi- 
tion of the patient during the exposure must be determined by the 
location of the injury. If the injury in the ribs is near the spine, 
place the patient on his back ; if the injury is in the anterior portion 
near the sternum, place the patient on his stomach. It must be borne 
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in mind that the injury must be brought as near the plate as possi- 
ble if the skiagraph is to be clear and of any diagnostic value. In- 
juries to the sternum may be discovered by placing tlie patient fa(*o 
downward, so as to allow the sternum to come directly against the 
plate, while the tube is placed at such an angle as to allow the rays 
to miss the spinal column. Where it is possible to use the com- 
pression diaphragm in skiagraphing the chest, the parts may be im- 
mobilized to a considerable extent by the use of firm pressure. 



CHAPTER XVII. 

X-RAY IX DISEASES OF THE BOXES. 

The bones are lar*^ely composed of phosphate of calcium, and 
vary p:reatly in density and thickness throughout their structure. 
X-rays are absorbed by the bones in proportion to their density. 
During: an exposure for a skiagraph the rays penetrate the bones, 
and, reaching the sensitized plate, oxidize the silver salts in the film 
in an inverse proportion to the density of the bones and other tis- 
sues. The soft tissues absorb very few of the rays, allowing the 
rays to reach the film on the plate and oxidize the silver. The 
parts of the plate so acted upon become quite dark during develop- 
ment. Thin parts of the bone leave darkened shadows upon the 
plate, while the dense parts of the bones leave the plate under them 
almost white because few rays pass through them at these points. 
The medullary canals are less dense than the walls. A well-timed 
skiagraph will show the density of the bones very accurately, and 
will also show the changes in the bonv substance as the result of 
disease. Periostitis, ostitis, osteomyelitis, necrosis, caries, and tu- 
berculosis of the bone.s produce changes in the structiu^es that are 
easily exhibited by means of the x-ray. 

Periostitis. — Fig. 176 illustrates a case of periostitis of the ulna 
in a boy 10 years old. There was no external evidence of the 
trouble exi.sting in this arm. The boy complained of great pain 
on motion, and the arm was very tender on pressure. The arrow 
shows the locaticm of the trouble, which is indicated by a rough, 
irregular shadow on the side of the shaft of the bone, the result 
of an inflammatory process in the periosteum. Frequent mistakes 
in diagnosis are made in cases of this character, cau.sing the patient 
long suft^ering, and sometimes followed by disastrous results. 

Osteomyelitis. — Osteomyelitis is frequently accompanied by very 
different symptoms from what has been taught. It may be very 
slow in its progress, with slight pain and little or no fever. Ulcers 
may develop in the soft tissues that defy all methods of treatment. 

352 
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Pig. 177 (1, 2) is an illustration of a photograph and skiagraph of 
a ease of osfeoinyolitia of tlic tibia in a woman past 30 years. This 
case was extremely deceptive, for the early syinploms did not 




point to any bone involvement, and tlio (.-ase was treated for some 
time for local ulcers, bnt without improvement. After about a 
month she began to complain of aehin<r pnlns in the bones nt night. 
The reproduction from a skiagraph (2) niaiie at this time shows 
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the coDdition in both tibia and fibula. The arrows at C point out 
the diseased areas in the tibia and fibula, which are indicated by 
lighter shadows along the medullary canals. The arrow at D points 
out the periosteal thickening on the outer side of the tibia. Prom 




Fig. 177— Osteomylilis of tlip lihia and Hhiiln. 1. p1iotrj»rrapliic sppPBranoe o[ the leg: 



these findings the case was diagnosed as osteomyelitis of the tibia 
and fibula, with periosteal involvement. The case was promptly 
turned over to Doctor J. Spencer Davis for an operation. When 
the tibia and fibula were opened, the medullary canals along the 
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area indicated in the skiagraph were found to be full of pus. The 
case has made a slow, but uneventful, recovery. 

Many eases of low-grade periostitis and osteomyelitis, without 
surface symptoms, are frequently treated as growing pains, neu- 
ritis, or rheumatism. The large majority of these cases may be 
diagnosed at a very early period by means of the skiagraph. Many 
interesting eases of neglected osteomyelitis have come under the 




Tig. 1T8. — Photograph and KlilsKrsrh n[ 



author's observation during the past four years. The attending 
physician can not be blamed for overlooking these early cases, for 
he has been taught to look for more violent symptoms. The low, 
grumbling, aching pains have been diagnosed and treated as rheu- 
matism until the bone has broken down and the pus found its way 
to the surface. 

Fig. 178 is a case similar to Fig. 177. The shaft of the tibia is 
thickened and appears to be giving way. The medullary canal eon- 
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taiDs jnus. The palU-nt ivfiised oiierative iiiterlVreiiee, and lias 
not been lieard from since the examination was made. 

Fig. 179 was thought to be a ease of periostitis, witli beginning 
of osteomyelitis of the lower end of tlie femur. The author sus- 
pected osteosarcoma. The ease was operated recently. 




Fig. 180 bwi lit i fully illustrates a neglected chkc of osteomyelitis 
of the femur. The skia;iraj>h was made four months after the 
annoying pains in the bone began. The case was diiifinosed and 
treated as rheumatism. When pus accumulated beneath the skin, 
the swelling was laneed and a large quantity evnciinted. The dis- 
charge continued and tuberculosis was suspcetod. ^luch of the 
bone was destroyed. Before the skiagraph was made, bismuth paste 
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was injected through the sIdus, which is shown as dark deposits 
around the bone. 

Caries. — Any destructive process or change in the contour of 
the bone will show in a well-made skiagraph. Fig, 181 is a skia- 
graph of an ankle. This was a troublesome case for diagnosis, and 




was referred to the mitlior by Doctor J. IJ. Mnioiit for a skiagraph. 
As the skiagraph »hows, the jiain and distressing syiiiptoDis in this 
case were the result of caries of the internal iiiatleohis. An early 
operation removed the diseased bone and cured the case. A con- 
dition of this kind was suspected iu the case. The skiagraph 
t'onKniied the opinion, and showed the extent of the trouble. The 
diseased bone was removed, and the case made a rapid recovery. 
Fig. 182 is ii skiagraph of a tubercular hip in a ebihl 6 years old. 
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By Doting the appearance of the two femurs it will be seen that 
the epiphysis of the right is flattened and very much changed. The 
stage of shortening has begun, and, if the process is allowed to eon- 
tinua the damage will soon be beyond repair. This ease should 




have been skiagniphed earlier, for the sooner (liese wmditions are 
recognized the easier will they be corrected. Marked tubercular 
conditions frecpiently make a blurred image, though distinct enough 
for diagnostic purposes. 

Tubercnilosis of the Hip.— Tuberculosis of the hip is very com- 
mon, but very seldom recognized at a time when the disease is cura- 
ble. Every ea.se of hip-joint disease in the youth should be skia- 
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graphed early and often until the diagnoaie is made absolute. Fig. 
183 is a skiagraph of an infected hip in a boy 14 years old, who 
had been afflicted for more than two years. The author lias made 
a number of skiagraphs of this hip, which show that the destructive 
process is continuous. The irregular dark spots are shadows from 
bismuth paste that was injected through a sinus. The pus has 
burrowed its way through the soft tissues. The presence of the 
bismuth in and around the acetabulum indicates that the structures 




Fig. 183.— Toberrulo*!! 



of which the joint is composed are completely disintegrated and 
beyond a reasonable hope of repair. This skiagraph was made dur- 
ing a recurrent attack. Doctor J. W. Bourland, who referred the 
case, had treated the boy through his first attack, and for a time 
he seemed entirely well. After receiving a severe fall on this hip 
while roller skating, symptoms of the former trouble began to re- 
appear, and thus far have not responded to treatment. 

Because of the disease present in the hip- joint it is often ex- 
tremely difficult to get clear and distinct skiagraphs that show the 
true condition. The negative should be studied before a sniti^ie 
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illumination box if the finer details of the parts are to be seen. 
Prints from such negatives are never clear and distinct, and should 
never be used when the plates can be had. The negative from which 
this skiagraph was printed is clear and rich in fine detail, and haiS 




B, bismuth. 



sufficient contrast to outline the true condition. Much that is valu- 
able in this negative has been lost through the process of printing 
and reproduction. This is unavoidable, as those who have had ex- 
perience in similar work well know. Patients ntid many doctors 
insist that prints from these thin, delicate iiegativcs be .sent them 
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for study and diagnosis, but it should be remembered that the nega- 
tive should be studied by the physician with the aid of the radi- 
ographer, for he alone is able, in many eases, to interpret the true 
findings as shown by the plate. 

Tuberculosis of the Spine. — Tuberculosis of the spine is a very 
common disease, but is seldom diagnasod until irreparable damage 
has been done to the bodies of one or more of the vertebrce. Good 
skiagraphs of such lesions are always difficult, but not impossible. 
Exposures should be made in both the anteroposterior and lateral 
positions. If the disease is present and the skiagraph is well made, 
the plate will show the extent of the change that has taken place 
in the substance of the vertebrae. Fig. 184 is a skiagraph of a well- 
advanced case of Pott's disease. This was a lateral exposure, and 
distinctly outlines the bodies of the vertebrae. The bodies of the 
eleventh and twelfth vertebrae have melted down, or appear to have 
run together, and are little larger than one should be. 

Tumors of the Bones. — By means of the skiagraph we are able 
to determine whether a tumor is connected with the compact or the 
cancellous portion of the bone. Occasionally tumors of the soft 
tissues are so dense that it is impossible, from physical examination, 
to determine whether they are myomata or osteomata. It is not 
always possible to determine from a skiagraph whether an osteoma 
is malignant (osteosarcoma), but the location, extent, and condition 
of the tissue involved may be determined with a great degree of 
certainty. Fig. 185 is a skiagraph of the upper ends of the tibia 
and fibula of a boy 18 j^ears old. The growth had been six years 
in forming, according to the statement of the patient and other 
members of his family, and only lately had it been causing him any 
pain or discomfort. The skiagraph was made anteroposteriorly, 
and shows the extent of the tumor laterally. It appears that the 
tumor had its origin in the tibia, later affecting the fibula by pres- 
sure. On account of the pressure, the fibula was bent outward 
nearly 1 inch, as shown by a lateral skiagraph. This case was 
operated by simply removing the tumor and as much of the affected 
tissue as was possible without injuring the tibia to an irreparable 
degree. The pathologist reported that the growth was nonmalig- 
nant. 

In skiagraphing bony tumors, care must be exercised not to over- 
expose them. As such tumors are usually in the bones of the ex- 
tremities, a number of skiagraphs should be made with different 
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lengths of exposure, varying from a few seconds to one of full time, 
and only in this way can a perfectly timed picture be obtained. A 
properly timed exposure will show the texture of the bone and the 
extent of the destructive process. 




Fir IBS.— Oiteoma ot tibia and fibuU. 



Diseases of the Joints. — In diagnosing joint conditions the value 
of the x-ray can not be overestimated. The diagnosis is easily made 
by means of the skiagraph between infectious arthritis and rheu- 
matoid arthritis. Since the treatment is widely different, the diag- 
nosis is extremely important. Figs. 186 and 187 are skiagraphs of 
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Fig. ISO. — Infpctlnua arthrilin ol tb* kniH-i. 
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the knees and hands of a child which had suffered for some time from 
a condition that was thought to be rheumatoid arthritis. After the 
skiagraphs were made and the diagnosis changed to infectious ar- 
thritis, the patient promptly responded to treatment and rapidly 
recovered. 

Tubercular arthritis, in its early stage, is very difficult, if not 
impossible, to distinguish in the skiagraph from other joint affec- 
tions. When bony substance becomes involved, the skiagraph will 
show the change in texture and reveal the true condition of affairs. 

Loose bodies in the joints, sometimes called floating cartilage, are 
frequently difficult to detect because of their transparency. Where 
such bodies are suspected, exposures should be made from several 
angles, with the hope of getting the object in a position not covered 
by the bones. 

We would like to continue the exhibition of the value of the 
skiagraph in the diagnosis of bone diseases imtil the whole subject 
is covered, but enough evidence has been presented to convince the 
most skeptical physician of the great importance of the x-ray in the 
diagnosis of all cases of bone disease. 



CHAPTER XVIII. 

X-RAY IN LOCATION OP FOREIGN BODIES. 

Foreign bodies may be divided into two general classes — (1) those 
which are purposely or accidentally carried into the esophagus or 
trachea and other cavities having external openings, and (2) those 
which are driven into the tissues by external force. 

Since children swallow almost anything that can be swallowed, 
we frequently find coins (as coppers, nickels, dimes, and quarters), 
brass checks, etc. — in fact, any plaything that can be put into the 
mouth — in the intestinal canal. If these objects are obstructed any- 
where, they usually lodge in the upper portion of the esophagus, at 
or about the junction of the third rib with the sternum. If these 
objects reach the stomach, they usually pass on through the intesti- 
nal tract without causing any particular trouble. Sometimes, how- 
ever, these foreign bodies, instead of going into the esophagus, are 
carried into the trachea and on down into a bronchus, generally 
the right. 

There was a time when the presence of a foreign substance in the 
tissues or the cavities of the body could ho only guessed at by the 
physical signs and symptoms presented by the patient, who was 
often too young to furnish any evidence of diagnostic value. Every 
physician with a large experience in this line of work is well aware 
of the fact that much harm has been done to these sufferers in a 
blind and vain effort to dislodge and remove these foreign bodies, 
the i)resence and exact location of which he was unable to deter- 
mine. Perhaps the reader can recall cases of gun-shot wounds 
which had been blindly probed in the hope of locating a bullet 
that probably never entered the body more than to make a super- 
ficial wound. The mortality rate from impacted foreign bodies in 
the trachea or esophagus was formerly very high, about 80 percent 
dying after surgical efforts for removal. 

Cases of metallic bodies in the eye were seldom diagnosed until 
not only the injured eye was lost, but the other eye was destroyed 
through sympathetic ophthalmia. Cases that were formerly impos- 
sible of diagnosis, and that were treated expectantly or not at all 

3(H) 
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untJl too liite to receive benefit from any method of treatment, are 
now, by means of the x-ray, accurately diafinosed and promptly 
relieved, not only preventing distress and suffering, but saving the 
lives of many patients. 

Foreign Bodies in the Esophagus. — It is surprising how often 
children attempt to swallow articles too large to pass through the 
esophagus. If they are obstriK'ted, it is generally at a point about 




opposite the junction of the third rib with the sternum, or it may 
be at or above the junction of the first rib with the sternum. In 
1907 the author was asked by Doctor J. 0. McReynolds to locate a 
coin in the esophagu.s of a little girl, the daughter of a physician. 
Pig. 1S8 is a skiagraph of the case, which shows the coin at the 
upper end of the sternum. It was decided to remove the coin 
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tlirou^h tlie month with Chevalier JHckson *s psophagoscope, forceps, 
etc. On i lit nidi icing the esophagoscope it was found that the lip of 
the inalriiiiieiit went posterior to tlie coin, which prevented it from 
being stien by the operator. In order to direct the instrument to 
the proper position, tlie author siigyfHtod the use of the fluoroacope 
while the es<)phatroHcope was hoiiig passi'd into the esophagus. The 
removal of these coins through the month with Chevalier Jackson's 
electrically lighted iiistriinients Ls often spoken of as being quite 
easy. A few miuntes' experience in an ordinary case will, however, 
! any physician that there are frei|ncntly many difficulties 
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in the procedure. The coin is generally covered with muens, and 
the esophagoscope has a strong tendency to go posterior to the coin, 
which coiiipletely ohscuies it from vision. All of this uncertain 
work rwjuires time, iluring which the little patient is often breathing 
with difficulty. 

The niclliod adopted in this ease was as follows: As most of the 
operating and exaiiiinntion tables iire too wide for this work, it 
being necessjiry to liring the tnlie verj' dose to the patient on one 
side and the flnorosco|ie on the other, the author improvised a nar- 
row tjdile by placing a row of large books, as long as the patient 
and a foot high, on an ordinary table, covering the hooks with a 
piece of oil cloth for protection. After chloroforming, the patient 
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was placed on this improvised table, with the liead well over the 
end. The eaophagoseope was introduced and pushed well down to 
the coin. The x-ray tube was quickly brought to the patient's side, 
and an assistant was asked to operate the fliioroseope from the oppo- 
site side of the table, where he could determine the position of the 
esophagoscope with relation to the coin. In this case, as well as all 
others that have been examined since, it has been found difficult to 
prevent the lip of the esophagoscope from going posterior to the 
coin. When the lip of the esophagoscope passes in front of the coin, 
it is usually readily seen by the aid of the electric light in the 
instrument, unless covered with a great deal of min;us, when it may 
be reached with the forceps and quickly removed. 

Fig. 189 illustrates diagrammaticaliy the method that the author 
has been using with perfect success in e\'ery case, save one. The 




case in which failure occurred was that of a child which had at- 
tempted to swallow a quarter five months before. The coin had 
either worked its way through tlie esophagiLs or was covered with 
gramdations. It was not possible to see the coin with the esophago- 
scope, and for this reason the search was abandoned for the time, 
but the case never returned. 

Pig. 190 is an illustration of a bra.ss cheek that was removed, by 
the method shown in Fig. 189, from the esophagus of a little gir! 
3 years old. The check had been in the esophagus seven days, 
and the mother had visited almost every ph\'sician in the city in 
her frantic effort to have something done for the child. She was 
told by some to let it alone and it would pass all right, by others that 
they could push it down into the stomach, and by others that it 
would be dangerous to attempt to remove it through the month. 

Foreign Bodies in the Trachea and Bronchi. — Foreign bodies in 
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the trsiclu-a and brontrhi present far greater difficulties than those 
taken into the esophagus. Contrary to popular belief, foreign 
bodies may be carried into the trachea and on down into a brouchns " 
withont causing any very marked symptoms. The author has seen 
two cases in children and one in adult in which metallic objects 
were carried iu the right bronchus for months without the persons 
knowing that they were there until skiagraphs were made. The 
first of these cases was a child about 6 years old with sJ^nptora8 
of a foreign body in the right bronchus. Fig. 191 is a skiagraph 




of the child's chest, confirming the diagnosis previously made by 
the I'timily physician. That was several years ago, when there were 
ho Jackson instruments. The child was taken to a large city, where 
it was seen by several physicians of large experience. They advised 
the fatiier to return home with the cliild, which he did. Some time 
after his return the child was afflicted with traumatic pneiunonia, 
and in a paroxysm of coughing the nail, thoroughly enveloped in 
a tough mucus, was expelled, and the child promptly recovered. 
This occurred tliree months from the time the nail entered the 
trnchea. 

The most interesting case of foreign body in the bronchus was 
that of a boy 8 years old. About five months before he wag seen 
he WHS playina: with a sercw ^y^ inches long. lie put the screw 
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in his mouth during a plnyful scuffle with his inothor. The screw 
(liatippejired, mid no one imagined Hint it had been allowed tn 
enter thi' trachea, yome time afterward the boy beesime sick, had 
fever, nnd developed a cough, with it muco-punilent expectora- 
tion, aeeontpanied by a continuous loss of flesh until he was, at the 
time he was si-en, very much emaciated and confined to the bed. 




He had been trwited by a number of physiciiins, who had diap;nosed 
his condition as malaria, typhoid fever, etc. No one believed that 
the "screw story" had anything to do with his cimdition, and there- 
fore no attention was paid to it. Some time before he was brought 
to the laboratory there had been a diaf;nosia of abscess in the ri^iht 
lung. A rib was resected and the cavity drained. For a time there 
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was some improvement, but the main s\Tnptoms remained about the 
same. The ease finally came into the hands of Doctor W. W. 
SamuelK who, giWng some credence to the ''screw storj','' sent the 
boy to the laboratory- for a skiagraph. Fig. 192 shows the shadow 
of a foreign body in the region of the right bronchus. Owing to 
the great length of time it had l)een in the lung, it was not thought 
possible to remove it through the mouth. Doctor J. O. ^IcReynolds 
was called into the case, and, after some discussion, it was decided 
to remove the screw through the opening formerly made to drain 
the aljscess. A large pair of ovarian forceps, under the guidance 
of the x-ray, were passed through the external opening to the screw. 
A giant magnet, with a lifting force of four hundred pounds to 
the square inch, was brought in contact with the handle of the 
forceps, and with very little manipulation the screw was pulled 
out with the forceps through the attraction of the magnet, after 
which the boy made an uninterrupted recovery. 

No physician in this case could at the time be blamed for neglect- 
ing to have the child skiagraphed, as it was generally believed that 
foreign bodies of any size in the trachea or bronchus would cause 
symptoms leading at once to their discovery. That these old beliefs 
must be changed is proven by frequently finding foreign bodies in 
the bronchi, where they have been, unsuspected, for days or even 
months. Where there is the least suspicion of a foreign body in the 
esophagus, trachea, or bronchus, a skiagraph should be made early, 
when the foreign body may be removed through the mouth by an 
experienced operator with the proper equipment. The successful 
removal of a num])er of foreign bodies from the trachea and 
bronchus (usually the right) have been reported. Fig. 193 is from 
a photograph of the boy who had carried the screw in his lung for 
i\yQ months. The photograph was made a few weeks after the screw 
wa.s removed. 

About two years ago the author skiagraphed the chest of an adult 
in search of the gold crown of a tooth, which had disappeared while 
the dentist was working in his mouth, and neither knew what had 
become of it. The crown was located firmly impacted in the right 
bronchus. The case finally developed pulmonary' tuberculosis, from 
which the patient died recently. With our present methods — the 
x-ray and the Jackson electrically lighted instruments — this crown 
could have been removed with little danger to the patient. 

Foreign Bodies in the Tissues. — Foreign bodies forced into the 



X-RAY IN LOCATION OF FOREIGN BODIES 373 

tissues by external violence may be almost anything, the most com- 
mon being bullets, shot, needles, pins, and pieces of steel, iron, 
glass, crockery, etc. 




Pins and S'ei-iUts. — At first tbousht it seems an easy matter 
to remove a needle or pi» from the foot or liand, but those who 
have had some experience with the old method of cuttiiifr and prob- 
ing well know the difficulties encountered in such an imdertaking. 
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These pins and needles are usually driven deeply into the tissues, 
and are sometimes broken into two or more pieces. The author, hav- 
ing had considerable experience in removing this class of foreign bod- 
ies, and having seen other physicians fail in their efforts to find and 
remove them, has devised a simple method that will greatly shorten 
these operations. While aiding a brother physician in locating a 
piece of needle in a woman's hand, and watching his unsuccessful 
efforts to reach it, although he could plainly see it with the fluoro- 
scope, he conceived the idea of taking long-beaked artery forceps, 
and under the direction of the fluoroscope forced them through the 
tissues to the needle, where they were opened, the needle firmly 
grasped and the forceps locked, after which the removal of the piece 
of needle was easy. The description sounds simple enough, but the 
process of directing the forceps under the fluoroscope is far more 
difficult than it appears. To do the work well requires considerable 
experience with the fluoroscope. Fig. 194 shows the artery forcep.s 
used and the piece of needle removed with them. Forceps with 
longer, .slimmer blades would be still better suited for this kind of 
work. This method greatly shortens the operation, and prevents 
mutilation of the parts by allowing the operator to go directly down 
on to the body, after which it can be removed in a very few minutes. 
This method may be applied to the removal of other objects. 

Bullets and Like Bodies. — The location of the majority of for- 
eign bodies in the extremities is usually not very difficult. Ex- 
posures should be made at right angles to each other. Careful 
study of the plates will give the surgeon a very accurate idea of 
the location of the object. In the thicker parts of the body lateral 
and anteroposterior skiagraphs are difficult to make, and other meth- 
ods must be used. 

The well-made skiagraph will locate a bullet, but it is often diffi- 
cult to determine its depth, or whether it lies l)eneath or above a 
bony part. Two methods may be adopted to overcome this diffi- 
culty. One consists of mnking a stero-skiagraph, in which two 
pictures (skiagraphs) are made at proper angles, and viewed at the 
same distance and angles in a properly arranged stereoscope. The 
other method consists of making two exposures on separate plates 
as before, witli the tube at different angles. A wire is fixed across 
the plate-holder nt a central point. This wire may be coated with 
aiiiiline ink, so as to leave a mark on the tissu(»s indicating the rela- 
tion of the plate to the parts skiagraphed. The work is not difficult, 
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Pig. 194. — Location of foreij^n bodies. Piece of needle and artery forceps with which it 

was removed. 
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though it is necessary to liave a properly constructed table and tube- 
holder, so made that the tube may be moved either way past the 
center to a definitely fixed point. It is necessary to have a plate- 
holder, from which the first plate can be removed and another in- 
serted witliout disturbing the position of the patient. When the 
plates are developed, the distance between the shadow of the bullet 
and the shadow of the central wire is measure^! with a pair of di- 
viders. A simple calculation by means of a drawing will determine 
the exact location of the bullet. 

Fig. 195 illustrates the method of making tiie exposures. Let A 
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Fig. 195. — Meth<»d of niakinjr (•xi))8iire.s for locotinj; foreign bodies in the tissues. 

Manipulating the plates. 



represent the plate-holder, with its removable plate H. B is the 
line along which the tube is moved in changing the angles to either 
side of the center ('. I) is the object to be skiagraphed. For the 
first exposure the tube is moved to A\ \^ inches to the right of the 
center C. The exposed plate 11 is taken from the holder A and a 
new plate is ])ut in its place. The tube is now moved to G along 
the line B, 3 inches to the left of the center (/ and 6 inches to the 
left of the first exposure, where the second expo.sure is made. The 
centi'al wire on the plate-holder must be directly under the center 
r on line B. AVlieii these two exposed plates are developed, they 
will each show a shadow of the bullet and the central wire on the 
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plate-holder. Both shadows of the bullet may be on the right or 
left side of the wire, or they may occupy almost the same position 
over the wire, or one may be on one side and one on the other, de- 
pending, of course, on the distance the bullet is situated above the 
plate. Should the bullet be very near the surface toward the plate, 
the shadows on the two plates will be almost identical, m and n 
in Fig. 196 will represent the appearance of the two plates, pro- 
vided that the shadows of the bullets are so situated that one will 
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Fig. 196. — Method of makinj; exposures for locatinj? foreign bodies in the tissues. 

pare the plates for shadow effects. 



Com- 



be on either side of the central wire on the plato-holder. The plates 
are placed on a table side by side, fronting the way in which they 
were made. The shadow on plate n was made when the tube was 
at G and the shadow on plate m was made when the tube was at E 
(Fig. 195). 

To calculate the position of the bullet above the plate, a drawing 
board, a piece of blank paper 18x24 inches, a T-square, and a 
pencil are needed. Fig. 197 illustrates how the calculation is made. 
The paper i.s fastened squarely on the drawing board with four 
thumb tacks. With the T-scpiare a line is drawn acrass the narrow 
way of the paper 1 inch from one end. Exactly 20 inches from this 
line another is drawn parallel with the first. The first line will 
correspond with plate // and the second line will have the position 
of B in Fig. 195. Make a dot on B at C and another directly under 
C on H. Now make a dot on B 3 inches on either side of C and 
mark them G and E respectively. By referring to Fig. 195 it will 
be seen that the points G and E represent the positions of the tube 
when the exposures were made. Take the plates as shown in Fig. 
196, and with a pair of dividers carefully measure the distance*be- 
tween the shadow of the bullet and the shadow of the central wire 
on m, and make a dot the same distance t(5 the left of the dot on //. 
Do the same with plate //, and place a dot to the right on line //. 
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Now carefully draw a line from G to the dot on the right and an- 
other from E to the dot on the left. The point where the two lines 
cross will be the location of the bullet above the plate H. In this 
case the bullet was exactly 3 inches above the plate when the ex- 
posures were made. 




Fig. 197. — Method of making exposures for locating forcij?" bodies in the tissues. Cal- 
culating the location of the foreign body. 



If the skiagraphs and drawing are accurately made, there is little 
possibility for error — not more tlian 5 percent. It should be re- 
membered that at the time of making the exposures the tube must 
be turned toward the olgect skiagraphed, so that the direct rays may 
pass through it to tlic plate. A little practice will enable the op- 
erator with a good ecjuipment to locate a bullet or other foreign 
body with so great a degree of accuracy that the surgeon will have 
very little difficulty in removing it. 



CHAPTER XIX. 

X-RAY IN GALL-BLADDER STONES AND KIDNEY 
STONES. 

Perhaps no other symptoms are more difficult of diagnosis than 
those that freiiuently occur in the gnll-bladdcr, kidneys, and ure- 
ters. Operations in these regions carry a considerable clement of 
danger, and should never be done except upon the very best evi- 
dence — positive evidence when possible. Stones are found in cases 




ihntDftrnph o( ninclpfii srnnpt of sail atDnfu. 



where we least expect to find tliem, and, airain, we fail to find them 
where the clinical symptoms are almost conclusive. The x-ray diag- 
nosis of gall and kidney stones are only uoiielusive wlien repeated 
skiagraphs show the presence of a foreign substance in a position 
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uliere it is cxiKJctt.Hi to exist. Tlicsf stomas dillcr so iinR-h in doii- 
sily and comiiosition that in some eases a wcll-iimde skiiiirraph will 
not reveal tlie prtsence of a stone of eonsiiieralile si>:e. In onlcr 




to d('nion.<(tl-a(e tliJK faet, the ;nillioi- |ne|iared iiimtiin t;rinijis of 

irall stones as s i in l-'if:. 1!IS, Tliis pietin'e slmws tin- slnin-s aliont 

hall" their normal si/e. It is intnidneed to -^Ikw the rehdive sizo 
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and extemiil appearance of the different stones. While the stones 
differ widely in size and shape, the picture furnishes no idea of 
their density or quality to absorb the rays; in fact, from their 
visual appearance we would naturally suppose that one group 
would malce as dense shadows on the plate as another. Group 9 
is two pieces of common chalk used as a control. 
In order to determine the relative density of these stones, the 




FiB. 200,-1 



author conceived the idea of exposing the groups as they lay on the 
card to the rays of a low vacuum tube. The card containing the 
stones in the order shown was placed on a 5x7 sensitized plate in 
the usual way. The x-ray tube was placed 12 inches above the 
plate and directly over its center, where the plate and stones were 
given one-second exposure and the plate developed. Fig. 199 is a 
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skintiiHph thus insdc, and ek'nrly shows the vnliie of the experi- 
ment, (ironps 2, 8, aiul 11 are about thit same density as the pieces 
of ehalk in (trouii 9, while siinie of the other stones hardly make a 
shadow. The denser of these stones would make a very good 
Kfaadow if skia^raphed thmuRh a medium-sized subject, while the 
less dense stones eould not be shown at all throuRh the thinnest 
patient. To those unfamiliar with the possibilities of the x-rays 




in kiilncy and gall-bladder work, this is nn object lesson that can 
not fail ti> ciUTcct nny preeon wived erroneous ideas. 

Fig. 200 is a skiagraph of the i)elvis of a child 9 years old. 
For some time it had symptoms of kidney and vesicle trouble. The 
picture shows the stone impacted in the right ureter only a short 
distance from the bladder. 
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An interesting study is presented in a ease of stone in the kidney. 
The patient was a little girl 10 years old, who had suffered all her 
life with her kidneys. Doctor Elbert Dunlap sent her to me for a 
skiagraph on May 24, 1910. The plate revealed a stone in the 
right kidney. She was directed to return in a week for another 
exposure. On May 31 the second skiagraph was made, with the 
same result as the first. Soon after this she was afflicted with 
measles, and the operation was delayed until June 11, when a stone 
% inch long and %o inch wide was found in the kidney and re- 
moved. Fig. 201 is a skiagraph of the case, and distinctly shows the 
stone as it lay in the right kidney at the time of the operation. The 
illustration is not as good as it should be, but clear enough for di- 
agnostic purposes. 

Fig. 202 illustrates ^ photograph (1) and a skiagraph (2) of 




1. 2. 

Fig. 202. — Stone after it wns removed fnun the kidney shown in Fig. 201. 1, illustra- 
tion from photograph; 2, illustration from skiagraph. 

the stone after it was removed from the patient. The photograph 
simply shows the size and external appearance of the stone, while 
the skiagraph gives some idea of' its density. In making the skia- 
graph of the loose stone, it was exposed to the rays from a medium 
vacuum tube for a period of one second. While the picture has 
Tost much of its original detail through the process of reproduction 
and printing, the difference in density between the central nucleus 
and the outer coating is plainly seen. 

Figs. 203 and 204 represent the extremes of kidney stone ski- 
agraphy. Fig. 203 shows tiie shadow of a rather large stone in the 
kidney, and Fig. 204 shows distinctly the shadow of another stone. 
The difference in the shadows is due to the difference in the density 
of the two stone^s. Fig. 204 shows two shadows. The upper 
shadow is the stone, and the lower shadow may have been due to 
bismuth in the intestine. 

If space allowed, a number of similar pictures could be shown, 
all teaching the same lesson — the value of the x-ray when properly 
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iisi'd and uDilt'i'stood. BecniiHO the x-ruy occasioiially fails to show 
nil existiQ>r stone is no arguitient ugainHt its iikc; if every other 
iiietliod were perfect, we nii^iht dematul and expect tlie same of the 
x-ray. The x-ray is, however, the moat reliable diagnostic aid at 
uiir command, and, as ne become more expert in cur technic and 
the rtflidta hecoiiie better known, it will be nsed in every question- 
abie case. 
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Reliable pictures of the kidney and ureter regions are among 
the must dilTiciilt trials of the radinirciipher. and even the experi- 
CDCcii or expert operator makes mnny failures. T'rie acid calculi 
have less density than the fliintini: rilis, and are very difficult to 
show, while ealenli enmposed of oxalate of ealcimn, if properly ski- 
agraphed, will make very clear shadows. 
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There are so many sources for error in diagnosing ealculi in the 
kidneys and ureters that the x-ray diagnostician must be careful to 
avoid making grievous, if not unpardonable, errors. Calcified 
glands in the region of the kidney or ureter and bismuth salts or 
other metallic subitances in the colon may make shadows so closely 
resembling renal calculi as to be very misleading. To avoid such 
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accidents, Ihe patient should be instructed to have the Iwwels thor- 
oughly empty before coming to the laboratory. If tlie finished 
plate shows a shadow resembling a stone, and there is no occasion 
for an immediate operation, the patient should return the next day 
for another e-tposure. When two negatives on diflferent days sliow 
the same readiiiff, the diagnosis is reasonably certain. In this class 
of work the siiiegrnn and a very low vacuum tube will give excel- 
lent resullK, especially in large subjects. 
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TECHNIC OF SKIAGBAPHINa STONES IN THE KIDNEYS 

AND URETERS. 

To be successful in skiagraphing stones in the kidneys and ureters, 
the operator must, of necessity, be equipped with a good induction 
coil and electrolytic interrupter. The operator should have had 
sufficient experience in a modem laboratory to enable him to judge 
for himself as to the kind and quality of apparatus he must have. 
As in everything else, individual taste differs, and some men will 
do reasonably good work with an outfit that others would not at- 
tempt to use. On account of the respiratory movements, a com- 
pression diaphragm is a necessity in skiagraphing kidney stones. 

When a patient presents himself for a skiagraph to clear up the 
diagnosis of stone in the kidneys or ureters, his bowels must be 
thoroughly empty. If his physician has not thought to prepare 
him in this wise, the exposure must be delayed until it can be ac- 
complished. A full dose of sulphate of magnesia or other laxative 
that will give the same result should be administered, with in- 
structions to fast until after the x-ray examination. The patient 
should be placed in a recumbent position on his back, with the sen- 
sitized plate directly under the parts to be skiagraphed and as close 
to the patient as possible. The compression diaphragm is placed in 
position over the abdomen, so that the center of the tube will be 
over the center of the plate covering the parts of the patient to be 
examined. If the whole field can not be covered in one exposure, a 
second exposure may be made. When the diaphragm is in position, 
it must be slowly racked downward, using as much pressure on the 
patient as he can endure without pain. A strong, heavy anode 
(medium vacuum tube) is used and excited to its full capacity for 
the length of time required. These tubes will stand a very heavy 
current for a short time without serious injury. The exposure 
must be as short as possible, for short exposures give better detail, 
if not so much contrast. From fifteen to thirty seconds will be 
time enough for an exposure in a medium-sized man. If the pa- 
tient is very large and thick, as is often the ease, the sinegran may 
be used to lessen the length of exposure, though this is always 
at the expense of clearness in the plate, and should never be used 
where a reasonably good picture can be made without it. 

Skiagraphs of this kind should be thoroughly developed. Very 
few plates are overexposed, the large majority being underexposed. 
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Many underexposed plates may be saved by long development and 
intensification. By using the edinol-hydroquinone developer, 
formula of which is given on page 223, an underexposed plate may 
be developed for thirty minutes, or an hour if necessary, without 
injuring the film, provided the temperature of the developer is not 
allowed to get too high and soften the emulsion. Unless the devel- 
oped plate clearly shows the outlines of the vertebrae, w'ith their 
transverse processes, the shadows of the floating ribs, and the crest 
of the ilium, it will not be of much diagnostic value. The pres- 
ence of a stone dense enough to cast a shadow will leave a white 
spot on the plate. The larger and denser the stone, the larger and 
whiter will be the spot on the plate. These plates frequently re- 
quire the closest study over an illumination box for the purpose of 
bringing out faint shadows that are not visible when viewed with a 
poor light. When a shadow about the region of the kidney or ureter 
looks suspicious, several exposures should be made on different 
dates; and if the same shadow repeatedly appears on the plates, 
and the clinical symptoms justify it, a diagnosis of stone should be 
made without question. If the shadows of the lumbar muscles are 
distinctly shown, with no shadows that would indicate the presence 
of a stone, a negative diagnosis should be given. 

Errors in skiagraphing for renal calculi may be due to the ex- 
treme thickness of the patient, transparency of the stone or its 
small size, faulty exposure, errors in developing the plate, and in- 
adequate apparatus. With a modern equipment and proper technic, 
very few urinary calculi should escape detection. 

No case of suspected kidney stone should be operated without first 
exhausting the powders of the Rontgen rays to clear up the diagnosis. 
With a positive diagnosis of stone in the kidney or ureter, the pa- 
tient and surgeon can begin the operation with a clear conscience, 
knowing that it is absolutely necessary. The surgeon will know 
the cause of the patient ^s trouble, where it is located, and how to 
get to it, and loses no time removing the stone. A diagnosis can 
not, however, be made from a single exposure unless the findings are 
very clear, which, as a rule, they are not. 

FOREIGN BODIES IN THE URINARY BLADDER. 

Children have a mania for poking things of various sizes and 
descriptions into the urethra and allowing them to slip back into 
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the bladder. The author has found pins, hairpins, slate pencils, 
sticks, chewing gum, etc., in the bladder. Foreign bodies in the 
bladder soon become surrounded by concretions from the urine, 
increasing in size the longer they remain. 

To skiagraph the bladder, the patient is placed in a half-sitting 
position on the plate, with the tube above the pubes and looking 
down through the pelvis toward the plate. The compression dia- 
phragm should be used, and the parts made as thin and rigid as pos- 
sible. The exposure should be about thirty seconds, and the plate 
developed as far as possible. 

GALL STONES. 

As shown in Fig. 199, gall stones are more difficult to skiagraph 
than stones in the kidneys and ureters. This is mainly due to the 
fact that gall stones are less dense and more transparent than kid- 
ney stones. Gall stones may be present in great numbers, a hun- 
dred or more, without making a trace of a shadow upon the 
sensitized plate. The more lime salts the calculi contain, the more 
distinct will be the shadow. 

The patient may be placed on his abdomen, with the sensitized 
plate pressed firmly against the region of the gall-bladder. With 
the compression diaphragm the patient is pressed firmly against 
the plate. The exposure will vary with the thickness of the patient 
and the kind of apparatus, but from twenty to thirty seconds will 
be ample time. The tube should be of medium or high vacuum, and 
excited to its full capacity. 

Fluoroscopic examination of the region of the kidney and gall- 
bladder is useless, for by such means nothing can be learned that 
will be of any value to either patient or physician. 



CHAPTER XX. 

X-RAY IN EYE SURGERY. 

The use of the x-ray in surgery of the eye is confined almost ex- 
clusively to the location of foreign bodies. As far back as 1896 
it was recognized as a valuable diagnostic aid in determining the 
presence of metallic objects that had been forced into the tissues 
of the globe. Several methods were devised by as many investi- 
gators, that were of more or less value, but it remained for Doctor 
Wm. M. Sweet, of Philadelphia, to perfect a method by which the 
exact location of a foreign body in the eye may be determined from 
lateral skiagraphs. To the ophthalmic surgeon the exact location 
of a bullet or a piece of steel is a very important matter. Upon 
this fact depends not only the diagnasis, but, what is more impor- 
tant, the prognosis with regard to vision. 

LOCATXNG FOREIGN BODY IN THE EYE. 

Mill and steel workers of all kinds are exposed to flying particles 
of steel and iron which frequently penetrate the orbital cavity. 
The wound in the cornea quickly heals, and it is often dilHcult to 
observe from external examination that an injury has been re- 
ceived. The well-made skiagraph will always reveal the presence 
of a piece of metal, no matter how small ; but simply showing that a 
piece of metal or other foreign substance exists in the eye is not 
enough — its exact location, whether above or below, in the nasal 
or temporal side, or in the anterior or posterior portion, must be 
known. This might be determined by making two exposures at 
right angles to each other — i. e., one laterally and the other antero- 
posteriorly. An anteroposterior skiagraph of the head, showing a 
great amount of detail, Ls very difficult to make. It w^as soon found 
that all skiagraphs of the head must be made from side to side when 
searching for foreign bodies in the eye or face. Several methods 
have been used, some of which are very good, but the method of 
Doctor Sweet is probably the best, and will be exclusively used here. 
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In order to use the Doctor Sweet method, it is necessary to have 
a specially constructed localizer. The one shown in Fig. 205 is 
known as the Keleket, and will be described in the language of 
its manufacturers. 

The apparatus consists of two general parts : 

(A) The base, or head-rest (Fig. 205). 

(B) The localizer (Fig. 206), shown in detail in diagrammatic 
drawing (Fig. 207). 
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Fig. 207. — Keleket localizer. Diagrammatic view. 



The head-rest base is composed of tlie tol lowing parts : 

(1) A plate slide tunnel, so constructed as to protect one-half 
of a 5x7-inch photographic plate while the other half is being ex- 
posed, and to further protect the exposed half while the second 
exposure is being made. 

(2) Four rubber-tipped legs, to raise the tunnel so that it will 
act as a pillow to hold the patient's head level when lying on his 
side. 
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(3) A plate-holder, ha\'ing a slide that will protect the plate from 
ordinary light, but offer no resistance to the x-rays. 

(4) An arm or handle attached to the plate-holding slide, to 
enable the operator to shift the plate the right distance for each 
exposure, and to withdraw the same when both exposures have been 
made. 

(5) A pneumatic cushion, for the comfort of the patient. 

(6) A double clamp, to hold the patient's head to prevent any 
horizontal movement. 

(7) A single vertical clamp, to press the head downward upon 
the pneumatic cushion, thereby obviating any necessity for the un- 
sanitary sand bag. 

(8) A thin aluminum removable covering for the stand, having 
alignments that indicate the size and shape of the part of the plate 
being exposed to the rays, as well as a central indication which 
shows the position the eye should occupy and the point at which the 
central rays should be directed by means of the centering rod, as 
shown in accompanying illustrations. 

The localizer proper, as shown in Figs. 206 and 207, consists of: 

(1) A heavy metal base (Fig. 207). 

(2) An upright standard B, to support the localizer and permit 
the same to be adjusted and held firmly at any desired height. 

(3) The indicator ball 2>, with its needle supporting stem 2>^, 
which, when properly adjusted to the center of an eye, will cast a 
shadow on the photographic plate and serve as a landmark indi- 
cating the center of the cornea. 

(4) The metal tip E of stem E' is made cone-shaped, so as to 
more easily differentiate its shadows from that of ball D, These 
indicators are permanently adjusted a known distance apart (15 
millimeters), so that when an x-ray picture is made of them 
obliquely, when adjusted to an eye, as above stated and as indicated 
in the front view on the chart, we are enabled by the shadows to 
definitely locate the source and course of the rays of light (in rela- 
tion to the chart) that caused the shadows, and, in turn, the position 
of any foreign body that may show on the same plate can very easily 
be determined by the position of its shadow in relation to that of 
the ball and cone, because the exact position of the latter with 
reference to the chart is known and indicated (front view). 

(5) Tube C^* and notch F^^ are sights similar to those used on a 
rifle, with which the operator can accurately align the center of 
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the cornea of the aflflicted eye with ball D and its supporting stem 
D^, F^^ is a spring trigger, which presses upward against pin F^^. 
F^ is the end of the rod, to which the indicator ball and cone D E 
are attached by bracket F, the whole being supported by passing 
through tube C. Spring i^" being attached to stationary tube C^ 
by means of bracket C^, rod F^ with bracket F^ can be pressed for- 
ward until pin F^^ is engaged by notch F^^, 

(6) By loosening set screw C*, the bracket C can be raised or 
lowered until ball D, with its supporting stem 2>^, is in exact align- 
ment with the center of the cornea of the affected eye, and the screw 
then tightened. 

(7) The patient is instructed to close his eyes, and the entire 
instrument, with its base, is slid forw^ard until indicator ball D 
presses into the eyelid approximately its ovm. thickness. The trig- 
ger F^"^ is then depressed to disengage notch F^^ from pin i^', 
when spring F^^ will cause the rod F^ and indicator ball and cone 
D and E to rebound exactly 10 millimeters, being restricted by knob 
F"^ in slot C°. The subject and localizer are now in correct position 
for making the two necessary exposures. 

Place patient ^s head on the plate-holder base, with inflated cushion 
in position as shown in Fig. 208, being careful that the inflated 
cushion does not extend over the marked lines on the aluminum 
cover, as otherwise it may cast a shadow on the photographic plate. 
Should the subject show a disposition to move about, the horizontal 
clamps shown in Fig. 205 should be adjusted to the base of the head 
and forehead ; otherwise the vertical clamp shown in Figs. 208 and 
209 will be sufficient. The double horizontal clamp (Fig. 205) can 
be adjusted for either eye by means of its two off-center holes and 
clamp screws, the center hole being for frontal sinus work. Oper- 
ators will bear in mind that the patient's afflicted eye must be near- 
est the photographic plate. Place the diaphragmed tube in such 
position that its central rays will exactly parallel the front vertical 
plane of the patient 's eyes, as shown in Fig. 208. 
• A fresh 5x7 plate having previously been placed in the plate- 
holder, take it from the dark-room and place it in the tunnel, with 
its outer flange protruding, as shown in Fig. 208. This will expose 
one-half of the plate to the action of the rays, while the other half 
will be protected for the second exposure. The localizer (Fig. 206) 
is now placed on the stand in front of the affected eye, its trigger is 
**set," as already described, and, after the indicator ball has been 
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adjusted to the plane of the cornea, the entire instrument is pushed 
forward an its base until the ball presses into the patient's closed 
eyelid approximately its thickness ; the trif^tger spring is then re- 
leased, and the indicator ball and cone recede exactly 10 millimeters, 
thereby permitting the patient to open his eyes and wink them in a 
natural manner. By referring to the localizer chart it will be ob- 




served that due allowance of 10 millimeters has been made by plac- 
ing the indicator ball and cone just that far removed from the front 
plane of the coniea, and it should be borne in mind that the front 
of the cornea is 10 millimeters in front of the shadow of the indi- 
cator ball, as shown in the negatives. 

Some object, such as a candle or a piece of white paper, that can 
be readily seen by the patient, should be placed in alignment with 
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the sights of the indicator, but several feet removed therefrom, and 
the patient should be instructed to look constantly at this object 
while the two exposures are being made. The first exposure should 
be made with the light perpendicular to the plane of the plate and 
parallel with the patient's eyes, thereby superimposing the shadows 
of the indicator ball and cone and their supporting stems, as shown 
in Fig. 210 (1). The x-ray tube is then shifted toward the patient's 
feet 4 or 5 inches, and tilted so that the indicator rod points to the 
ball of the localizer, thereby causing the central rays to pass 




obliquely through the center of the cornea of the patient's affected 
eye, as shown in Fig. 209. The photogra])hie plate must now be 
shifted by pushing the plate-holder inward by its handle as far as 
it will go, thereby protecting that portion that was acted upon by 
the rays in the first exposure, and bring its unexposed half in proper 
position to receive the rays from the second exposure. In this posi- 
tion the second exposure is made, with the rays falling obliquely 
upon the indicators, separating their shadows as seen in Fig. 
210 (1). 
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matically established, as is shown by lines F^-P and P^-F^ in 
Fig. 211. 

The two exposures having been suceessfnlly made as directed, the 
plate-holder can now be removed and taken to the dark-room, where 
it should be opened and the plate developed, and, if found to be 
correct, the patient should be released. 




Front view. Side view. 

Fig. 211. — X-ray in eye surgery. Sectional view of the eye. 

To enable the student to have a thorough understanding of the 
correct method of making the charts for the Rontgen localization 
of foreign bodies in the eye or orbit, an example is here presented. 
1 and 2 in Fig. 210 show a shot correctly localized by this method, 
as seen in Fig. 211. On negative 2 in Fig. 210, which represents 
the first exposure, a line is drawn through the horizontal axis of 
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the indicator ball and cone, which are here superimposed, thereby 
projecting their supporting stems and establishing the visual axis 
of the eye. A second line is drawn at right angles to the first 
through the center of the shadow of the foreign body. With a 
small pair of dividers, such as draughtsmen use, step the distance 
from the edge of the indicator ball to the intersection of the hori- 
zontal and vertical lines that have been drawn, then step the dis- 
tance off on the diagram chart, making a dot with a pen or a very 
sharp pencil to represent the exact distance. On the vertical line 
that has been drawn through the shadow of the foreign body (2 in 
Fig. 210) measure the distance of the foreign body above the hori- 
zontal line and indicate it on the chart above the first dot, as is rep- 
resented by dot F^ in Fig. 211, side view. Place another dot on the 
same horizontal plane at point P, and draw a line through these two 
dots, projecting it into the front view, as shown. Since the posi- 
tion of localizer ball By as shown on the chart, is the same as when 
the first picture was made, the location of the foreign object must 
be at point i^, side view. 

But we have yet to establish the location of the foreign body 
relative to the nasal or temporal side. Project a line vertically 
through point F^ to the 45-degree angle, and thence horizontally 
through horizontal section. On negative 1 in Fig. 210, which repre- 
sents the second or oblique exposure, a line is drawn through the 
horizontal axis of both the ball and cone, thereby projecting their 
supporting stems and establishing the relative relation of their hori- 
zontal planes to that of the foreign body. A third line is drawn 
at right angles to the first two through the center shadow of the for- 
eign body. With the dividers measure the distance of the shadow 
of the foreign body above the horizontal plane of the shadow of the 
ball, and mark it by a dot on the front view of the chart just above 
the center B, as indicated by arrow P-, because that w^as the relative 
position of the ball when it cast the shadow. Measure the distance 
of the shadow of the foreign body above the horizontal plane of the 
shadow of the cone, and mark it on the chart at the point above 
C indicated by arrow F^, because that was the relative position 
of the indicator cone when it cast the shadow. 

A line drawn through dots P^ and P- will represent the true 
course of the rays in the second exposure, and its intersection with 
the projected line from the side view through points P and P^ will 
be the position of the foreign body when viewed from the front, 



X-RAV IN KVK SCRGEBV 



while a vertical [irojpotioii of a line tSiniii^'h this iniint intprspcliiitr 
lii till- pi-uj.'ctw! lint! thrinifrli llie horm<utn\ arriio]] sln.ws t.Jii' 



H^ 



positidii iif l!u> foreign body I 
zontiil SL'ctinii. 



400 PRACTICAL ELECTRO-THERAPEUTICS AND X-RAY THERAPY 

The reader will readily understand the first picture, lateral ex- 
posure, shown in 2 in Fig. 210 and charted in side view in Pig. 
211. The method of determining the position of a foreign body 
relative to the nasal or temporal side will be quite as easily under- 
stood by bearing in mind that the circles B and C in the front 
view in Fig. 211 represent the ball and cone of the localizer, and 
that the distance of the shadows of the foreign body shows either 
above or below the plane of their shadows (as shown in Fig. 210), 
and must be represented by a dot on the vertical lines in the front 
view, either above or below their centers, while the joining of these 
two dots by a straight line will indicate the ray of light passing 
through the foreign body, the position of which will be indicated by 
the intersection of this line with that projected through the foreign 
body from the side view. 

Fig. 212 illustrates a reduced chart on which may be indicated 
the exact position of any foreign body that will cast a shadow on a 
photographic plate. 

Stereoscopic Pictures. — Stereoscopic pictures of foreign bodies 
in and about the orbit are made with this instrument, the ball and 
cone of the localizer acting as landmarks — the former indicating 
the center of the cornea and the latter the temporal side. The pic- 
tures are viewed through an ordinary parlor stereoscope. These 
stereoscopic exposures must be made obliquely, as in Fig. 209, so 
as to show both arms of the indicator and the relation of the for- 
eign body. 

In addition to the localization features of this instrument, its 
plate slide base can be used most successfully for a great many 
other purposes, among which may be mentioned stereoscopy of the 
frontal sinuses, the antrums, the mastoid (obliquely), the teeth, 
and all other areas not larger than 2^x3^ inches. With it two 
exposures are made on the same plate for comparing the normal 
with the pathological, etc. The plate-holder base, cushion, and 
clamps may be supplied without the localizer, if so desired. 



CHAPTER XXI. 

X-RAY IN DENTISTRY. 

The skiagraph in dentistry has, as elsewhere, maintained its well- 
earned reputation. The careful and painstaking dental surgeon 
who is desirous of knowing the exact condition of the teeth may 
have them revealed from crown to root through the medium of a 
skiagraph. The position, structure, and evolution of the teeth, from 
the germ to the time of eruption, may be studied in the living sub- 
ject. Foreign bodies — as fillings and broken broaches in root canals 
— fractured roots, root and alveolar abscesses, deformed and dis- 
placed teeth, disease of the antrums, fractures, and diseases of the 
maxillary bones are among the things that are possible to reveal by 
means of a well-made skiagraph. 

The equipment necessary for dental skiagraphy is in no way 
diflferent from that used for skiagraphing other portions of the 
body. The coil will do better work than the static machine, and the 
tubes should range from medium to high vacuum. 

Fluoroscopic examinations in dental conditions are not satisfac- 
tory. The dental skiagraph may be made in two ways — extra-oral 
and intra-oral. The intra-oral method is generally preferable where 
the examination is confined to two or three teeth located together. 
The method consists in inserting small w^ell-protected sensitized cel- 
luloid films inside the mouth, which are supported firmly against the 
side to be examined. The tube is placed about 12 inches from the 
teeth, and in such a position that the rays are at right angles to 
them. During the exposure the patient, if old enough, may be 
taught to support the films with a finger firmly against the gums and 
teeth on the inside of the mouth. The films should be heavier than 
the ordinary kodak films, and of the ** triple process ^^ variety, which 
are 4x5 inches in size. They may be cut to any size, usually about 
1/4x1% inches. The films should be wrapped in oiled or water- 
proof paper, and then in heavy black paper, with the ends folded 
toward the back of the film, leaving the smooth surface on the sensi- 
tized side. The exposure should be from five to ten seconds, after 
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which the film is taken to the dark-room and developed in the usual 
way. A number of exposures — say, three or four — may be made 
in this way without any danger of causing a dermatitis. 

In skiagraphing the antrums and the inferior maxillary, the 
extra-oral method should be used, always placing the affected side 
nearest the plate. The vacuum of the tube should be higher, and 
the length of the exposure must be a little longer. 

Stereoscopic views of the face may be made with the Doctor Sweet 
localizer, provided the diseased or injured parts can be shown on 
a plate 2^,^x3'/^ inches. 

The method of making extra-oral skiagraphs is not different from 
that of other parts of the body. The accompanying: skiagraphs of 
the teeth are fair illustrations of the intra-oral method, and 
readily show the superiority of this method over the extra-oral. 





Pig. 213 is a skiagraph taken from the mouth of a boy 10 years 
old. lie had shed all of his milk teeth, except the left upper canine. 
This tooth was a little loose, but his dentist did not want to pull it 
unless the permanent tooth was coming on. The skiagraph re- 
vealed the presence of the permanent tooth. 

Fig. 2H was made from a ease referred to the author by Doctor 
T. G. Bradford, There is an absence of the permanent left lower 
canine. The temporary tooth had been wired to its fellow some 
time before the skiagraph was made, and the wire is plainly seen in 
the picture. In this ease the genn of the permanent tooth is want- 
ing. Without a skiagraph the dentist was at a Ios.s to know what 
course to take to give the child the benefit of correctly shaped teeth. 
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a of this kind the skiagraph is of thf greatest possible diag- 
nostic value by preventing the dentist from making errors that often 
lead to distressing results. 
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Figs, 215 nnd 216 show the absence of the left luwer ennim- in sub- 
jects past the age where there should be any doubt of the presence 
of permanent teeth. The absence of the germ of permanent teeth 
occurs more frequently than the author would have believed pos- 
sible without such positive evidence. 
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Fig. 217 was made from a case with a very interesting history. 
•The subject had been under observation for some time, and had 
been seen by several eye, ear, and nose specialists. The case was 
that of a young lady about 17 years old, who had suffered severe 
pain on the right side of her face for several months. She finally 
came to Dallas and .consulted Doctors Taber and Arnold. Her 
symptoms simulated mastoiditis, but were not typical. Doctor Ta- 
ber referred her to the author for a skiagraph of the molars on the 
affected side. It will be noticed that the upper wisdom tooth (A) 
had not erupted, but was descending in a normal direction, while 
the lower wisdom tooth (B), the offending one, was firmly im- 
pacted against its fellow in front. So firmly was this tooth 
impacted against the second molar that it was necessary to extract 
the second molar before the third could be removed. The mastoid 
symptoms disappeared with the pulling of the impacted tooth. 

This skiagraph, while it appears to be all one and made at one ex- 
posure, was really made on separate films at two exposures and 
afterward joined together during the process of reproduction. This 
method of skiagraphing the teeth gives clear and distinct pictures, 
without being marred by intervening structures. The method is 
not difficult, but requires some practice to obtain the correct angles, 
in order to prevent distorting the shadows. 

Dentists, like physicians, frequently neglect skiagraphic investi- 
.gations because it requires some time and trouble, and entails a 
necessary expense to the patient. Usually people are willing to go 
to considerable trouble and expense for that which they need, and 
it only remains to assure them that skiagraphic examinations are 
necessary in order to obtain their consent. 



CHAPTER XXII. 

X-RAY BURNS— DERMATITIS. 

Overexposure to the x-ray may produce conditions in the skin 
that are indicated by a degree of tissue changes which may be any- 
where between a mere exfoliation of the epithelial layer to a deep 
necrosis, or a chronic hyperkeratosis. During an exposure the rays 
produce no sensation whatever to the patient — neither of warmth nor 
discomfort. A dermatitis may be the result of a single exposure 
or the accumulated effect of a number of exposures. Some people 
show a marked susceptibility to the action of the x-rays. This fact 
is confirmed by the operators of experience in all parts of the coun- 
try. A few cases of dermatitis have been recorded where the ex- 
posure was only one minute. 

During the evolutionary stage of the x-ray, before its possibilities 
were known and its dangers unavoidable, exposures were frequently 
made lasting from twenty minutes to an hour and a quarter. Dur- 
ing this period many severe burns occurred. At a later period, with 
a more improved technic and better equipment, the length of ex- 
posure was reduced, at the same time and in corresponding propor- 
tion reducing the liability to x-ray dermatitis. Only occasionally, 
probably once in 5,000 exposures, did a dermatitis of any conse- 
quence occur. During the early period long exposures were fre- 
quently necessary to get full-timed pictures, and, as the surface of 
the tissues bore no evidence of the amount of x-radiation they would 
stand, the operator, working for results in the skiagraph, sometimes 
caused a dermatitis. 

Many cases of x-ray dermatitis were of so slight an extent that 
they would have readily healed within a very short time had they 
not been greatly aggravated by careless infection on the part of the 
subject, or because of irritating drugs and chemicals prescribed by 
physicians and druggists who were unfamiliar with the nature of 
such skin affections. A case that came under the author's observa- 
tion was that of a young man who had been skiagraphed for a dis- 
eased hip. Two exposures of two minutes each were given at a dis- 
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tance of 18 inches. He developed a dermatitis, and a little later con- 
tracted a virulent gonorrhea, from which he conveyed the infection 
to the dermatitic area, resulting in an inflammatory ulceration that 
lasted several months, leaving markings that will go with him 
through life. Other cases of like nature have been reported from 
time to time, for which the x-ray has been made to bear the burden of 
the blame. 

Cause. — The direct cause of an x-ray burn is as yet unknown. 
The main factors in the process are (1) proximity of the tube to 
the parts exposed, (2) degree of vacuum of the tube, (3) and 
length and number of exposures. 

For the purpose of treatment, it is customary to divide x-ray der- 
matitis into acute and chronic stages. These stages have been dis- 
cussed under x-ray dermatitis, page 240. 

Treatment. — The treatment of x-ray dermatitis, acute and 
chronic, has been mainly by means of drugs, and has been more or 
less a failure ; in fact, a large number of cases so treated have been 
made much worse instead of better. Ichthyol, carbolic acid, bi- 
chlorid of mercury, silver salts, and many other drugs and chem- 
icals, made into washes and ointments, seem to aggravate a large 
majority of cases. All solutions containing alcohol in any propor- 
tion iiuist not be used. In the acute form, if the epidermis is re- 
moved, the surface should be thoroughly cleansed with a warm nor- 
mal salt solution and covered with drv sterile gauze. For the in- 
tense itching, Kassabian recommends immersion of the parts in hot 
water, followed by dilute solutions of coeain. In the treatment of 
the chronic form, Kassabian 's advices should be con.sidered as par- 
ticularly valuable, as he was a sufferer for many years, having con- 
tracted extensive x-ray burns on his hands and other parts of his 
body, from which he finally died, a martyr to the cause of the 
science. He reconimeiicis the application of picric acid in solution, 
and ointments containing boric acid, zinc oxid, aristol, and ortho- 
form in a lanolin, cold croain, or vaselin base. 

Where the ulceration is the result of external infection, as is often 
the case, local escharotics are indicated. In one case of slight derma- 
titis over the inguinal region the author had reason to believe that 
there had l)een a secondary infection from chancroidal virus. Fum- 
ing nitric acid was applied over the entire surface of the denuded 
area, witli almost magical results. 

Fulguration and the ultraviolet rays are of great benefit in a large 
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number of cases. The pain and itching are sometimes entirely re- 
lieved after a single treatment. 

The belief that cancer will follow an x-ray dermatitis is wholly 
unfounded. Cancer has followed a few cases of chronic x-ray 
burns, but there is no evidence that cancer is any more liable to fol- 
low an x-ray burn than any other irritation. 

The chronic form of dermatitis is seen, almost entirely, in x-ray 
operators and manufacturers who work daily in the x-ray field. 
They finally develop a condition that is chronic and incurable. 
Both gentlemen of the firm of Green & Bauer, tube manufacturers, 
Hartford, Connecticut, were badly burned while making and de- 




veloping their excellent tubes. In conversation with Mr. Green 
recently he informed the author that when llr. Bauer discovered 
that he was dangerously burned he gave up the business in order 
to get away from the x-ray influence, but lived only a few months. 
Mr. Green advanced the belief that if Mr. Bauer had remained in 
the work, with a lessened exposure to the rays, he would probably be 
living. As evidence he showed me the remaining effects of his ter- 
rible burns, stJiting that they were more severe than those of his asso- 
ciate, Mr. Bauer, and he believes that had he, also, discontinued the 
work he would likewise be dead. He explained tluit he personally 
tests every tube that leaves his factory, and that for at least two 
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seconds he is in the active field of each. Should Mr. Green be cor- 
rect in his views, mild x-ray exposures will benefit all cases of x-ray 
burns. This would agree with the homeopathic theory, and will 
bear earnest investigation. 

With our present knowledge of the action of the x-ray, chronic 
dermatitis will soon be a thing of the past, and, with the advent of 
the more powerful generators and the sinegran, accidental derma- 
titis, even in the most susceptible subjects, need not occur. 



CHAPTER XXIII. 

MEDICO-LEGAL ASPECT OF THE X-RAY. 

The reliability of the skiagraph as evidence in court has been both 
denounced and defended from almost the very date of its discovery 
by Rontgen in 1895. Well-made skiagraphs are of inestimable 
value to the physician who understands their interpretation in ex- 
plaining to the court and jury the presence and location of shot, 
bullets, and other dense foreign bodies in the tissues, and in describ- 
ing fractures and dislocations — their location, extent, and condition 
— at the time the examination was made. 

By means of a correctly made skiagraph an experienced operator 
may interpret the true extent of any bony injury even months 
after the accident. If every man or woman who contemplates ap- 
pearing as a principal in a damage suit, claiming a fracture or other 
injury to the bones, were forced to have skiagraphs made of their 
alleged injuries, to be used as evidence at the time of trial, a large 
number of such intended claimants would be discouraged from 
bringing suit. 

Because of the fact that few lawyers have any conception of the 
skiagraphs or how they are made, it is necessary that the physician 
making the pictures be allowed to show them to the court and jury, 
and to explain them in terms which they can understand. It is 
frequently necessary in complicated cases that the physician provide 
himself with a skeleton, or the particular bone or bones involved in 
the controversy. In describing the bones and pictures (skia- 
graphs), the witness should use the plainest language, as technical 
terms frequently confuse the members of a jury, causing them to 
lose the train of reasoning that would lead to a true verdict. The 
physician, when asked to skiagraph a subject, should ascertain for 
what purpose his services are wanted. If the case is likely to result 
in a damage suit, he should go into the case thoroughly, taking 
notes of the general appearance of the subject and making a careful 
record of all objective symptoms. The plato is the property of the 

operator, and should be kept in his possession, but prints from such 
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plates may be made and delivered to the parties for whom the ex- 
amination was made. The plates should, however, be taken to the 
witness stand, as also an electrically illuminated examination box, 
in case a demand should be made for an examination of the original 
plates. The plates should remain in the possession of the operator, 
as they are of delicate construction, and, if throA\Ti on tables, if 
not broken, the delicate film is likely to become marred by scratches 
and finger marks, completely spoiling them for future use. The 
plates are the record of facts on which the x-ray operator bases his 
judgment, and is valuable only through his interpretation. They 
belong to neither side, and present the case as found at the time 
the examination was made. The plates and skiagraphs may be sub- 
mitted to the examination of experts who are competent to make 
such examinations. Such a course may, at times, be necessary to 
determine if the exposures were properly made with regard to dis- 
tance, time, and direction of the rays during the exposure. Com- 
petent operators will have no difficulty in agreeing as to the relia- 
bility of a skiagraph as evidence in proof of a certain point. 

The physician, when called to the witness stand as an x-ray ex- 
pert, should be thoroughly familiar, not only with all modem x-ray 
apparatus, but he should be able to recognize skiagraphs of the 
various bones of the human body at any stage of growth from in- 
fancy to old age. This is sometimes quite difficult — for example, 
when only a portion of a long bone is shown in the picture. Unless 
he is, from experience, competent to qualify as a surgeon, the wit- 
ness may decline to answer questions pertaining to the surgical 
aspect of the case. 

When asked to examine and pass on skiagraphs and plates made 
by other x-ray operators, the x-ray witness should demand the notes 
of the physician who made the plates and skiagraphs, in order that 
he may be in a position to give an intelligent opinion of the value 
of the evidence found in such plates and skiagraphs. If, however, 
as too often happens, there are no notes of explanation with the 
plates and skiagraphs, the witness should be allowed the time and 
opportunity to make such measurements of tlie pictures as will 
enable him to give an opinion as to the method by which they 
were made. In arriving at his conclusions, he must take into con- 
sideration the age of the subject, the shaj)e and size of the bones, 
and the position of the i)late and tube with relation to the parts 
examined. 
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It is true that fractures that have been correctly reduced may be 
skiagraphed m such a position as to appear out of apposition on 
the plate. The presence of well-developed sesamoid bones in both 
the hand and foot have caused a great deal of controversy between 
physicians whose education and experience should have avoided 
such disagreement. These bones frequently make very clear and 
distinct shadows, and have been mistaken by inexperienced x-ray 
operators for foreign bodies, as bullets, shot, etc. Some time ago 
the author had occasion to skiagraph a foot that was thought to 
contain a bullet, but no bullet was found. A few days later the 
foot was examined by a general practitioner with a fluoroscope, who 
was very positive that he saw the bullet opposite the metatarso- 
phalangeal joint of the great toe. How he failed to find **two 
bullets*' at this point is more than he was able to explain, as in 
this particular ease there were two well-developed sesamoid bones 
at that point, making two clear and distinct shadows on the plate. 
Errors of this kind should not occur, as every physician should 
know that these bones are present in various parts of the body, and 
especially at this point in the foot. 

On cross-examination the witness should learn to keep his temper, 
and not become angry and thereby be confused, as it is through 
snch confusion that an examiner hopes to gain a point and break 
down or destroy the influence of the witness' testimony. The wit- 
ness should be reri)eetful to the examiner, no matter how absurd 
his questions may be, so long as he confines himself within reason- 
able bounds, but, should he persist in asking absurd and irrelevant 
questions, the competent and well-trained x-ray specialist will, as 
long as he stays in his own domain, have the examiner at a great dis- 
advantage. 

A short time ago the author was serving as an x-ray witness in 
a damage suit. An old attorney in the case, who is known for his 
learning and his propensity to terrorize a witness, had evidently 
attempted to prepare himself for the author's examination by study- 
ing kodaks to the extent that he had learned that there is a wide 
range of difference in lenses. Feeling assured that he had acquired 
the necessary amount of technical knowledge, this attorney asked 
very suddenly and with a great deal of emphasis, *' With what 
kind of a lens do you make these pictures?'' He also asked if 
the plates, which were lying on the table before him, had not been 
retouched. 



412 PRACTICAL ELECTRO-THERAPEUTICS AND X-RAY THERAPY 

Such questions indicate to what extent ignorance is encountered in 
such examinations. 

Some attorneys seem to want to engage in a long description of 
the technic of the method of making a skiagraph, not for the pur- 
pose of enlightening the jury, but for the sole purpose of confusing 
both the witness and the jury by obscuring the main facts for which 
the skiagraph was shown. Lawyers who make a business of either 
prosecuting or defending damage suits for personal injuries should 
familiarize themselves with modern x-ray methods. X-ray oper- 
ators would be pleased to explain their methods to both sides of the 
case, as the x-ray operator is dealing with facts as he finds them, 
and he should have no more interest in the result of a suit than the 
desire to have justice done to all parties concerned. 
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Abnormal growths, high-frequency 

currents in, 196 
Accessory x-ray apparatus, 106 
Acetabulum, skiagraphs in fracture 

of, 345 
Acid chrome fixing bath, formuhi for, 
225 
ionization of salicylic. 154 
pyrogallic, in epithelioma, 262 
salicylic, ionization in acute rheu- 
matism, 154 
in arthritis, 154 
in muscular rheumatism, 154 
in tic douloureux, 154 
uric, diathesis in pyorrhea alveo- 
laris, 200 
Acne, electrolysis in, 156 
rosacea, electrolysis in, 156 

x-ray in, 250 
x-ray in, 240 
Action, nutritional, of galvanism, 147 
of direct current on muscle tissue, 

120 
phoretic, of ions in tissues, 145 
stimulating, of galvanism, 147 
Active bare metal electrodes, 79 
Acute poliomyelitis, electricity in, 181 
rheumatism, salicylic acid ioniza- 
tion in, 154 
Adenitis, iodin ionization in chronic 
suppurative, 152 
x-ray in tubercular, 256 
Affections, chlorin ionization in joint, 
149 
copper cataphoresis in intrauterine, 

150 
electricity in organic brain. 182 
gauze electrodes in joint, 149 
technic of treatment in joint, 149 
Air, liquid, in port-wine stains, 156 
Albumen papers for printing x-ray 

plates, 227 
Alimentary system in skiagraphs, 2*^3 
Alopecia areata, x-ray in, 253 

zinc ionization in, 154 
Alternating current, 30 
coil, 94 



Alternating current — conVd, 
cycle of, 84 
dynamo, 83 
for cautery, 85 

for delivering sinusoidal current, 85 
for x-ray coil, 85 
mercury interrupter for, 212 
operation of x-ray coil on, 31 
physical properties of, 171 
rectifier, 171 
sine of, 84 
Alternation modality, Monell, 60 

potential, 59 
Ammeter, 71, 76 
construction of, 77 
operation of, 78 
Ampere, 71 

definition of, 19 
Anaphoresis, definition of, 144 

iodin ionization by, 152 
Anatomy of motor paths, 128 

study of, for x-ray, 300 
Anelectrotonus, definition of, 121 
Anesthesia, Leduc's electric method of 
general, 184 
local, by cocain cataphoresis, 148 
cocain, in neuralgias, 148 
cocain, in removal of superfluous 
hair, 148 
superstitions regarding electric gen- 
eral, 184 
Anesthetic in zinc mercuric cataphor- 
esis, 147 
Anions, definition of, 142 
Ankle, skiagraphs in fractures about, 

333 
Ankylosis, chlorin ionization in, 149 
in fibrous, 149 
galvanism as preventive of, 147 
Anode closing contraction, definition 
of, 125 
opening contraction, definition of, 

125 
Pflliger's law of, 121 
Anterior crural paralysis, 164 
Antiacid interrupter, 94 
Antiseptic effect of cataphoresis, 144 
Antrum of Highmore, tooth in, in 
neuralgia, 199 
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Apparatus, controlling, 70 

current for operating physician's, 31 

D'Arsonval-Hertz, 02 

D'Arsonval high-frequency, 187 

measuring, 70 

Oudin high-frequency, 187 

portable x-ray, 213 

special current for special, 85 

Tesla, 63 

high-frequency, 187 
types of electric, 187 
x-ray, 86 
Application, electric, with arc, 193 
with effluve, 1U3 
with spark, 193 
with vacuum electrode, 193 
labile, of high-frequency currents, 

193 
of direct current to body, 120 
of high-frequency currents, 193 
stabile, of nigh-frequency currents, 
193 
Applying currents, methods of, 116 
Apron shield, leaden, 109 
Arc, electric application with, 193 
lamps, therapeutic arc, 204 
light in arteriosclerosis, 206 
in gout, 206 
in impotcncy, 206 
in rheumatism, 206 
Arrangement of cells, 27 
Arsenic in epithelioma, 262 
Arterial tension, autocondensation 
couch in, 195 
autoconduction cage in, 195 

pad in, 195 
high-frequency currents in, 195 
Arteriosclerosis, arc light in, 206 
autocondensation couch in, 195 
autoconduction cage in, 195 
high-frequency currents in, 195 
Arthritis, galvanism in, 147 

iodin ionization in gonorrheal, 152 
of hands, skiagraphs in infectious, 

363 
of knees, skiagraphs in infectious, 

303 
salicylic acid ionization in, 154 
skiagraphs in tubercular, 305 
Ascending current, definition of, 124 
Atoms, negative, 23 

positive, 23 
Atrophy, electricity in progressive 

nuiscular, 182 
Autocondensation couch. 69 
in arterial tension, 195 
in arteriosclerosis, 195 
operation of, 97 
tri'utnient, 65 
Autoconduction cage, 69, 97 



Autoconduction cage — conVd. 
in arterial tension, 195 . 
in arteriosclerosis, 195 
use of, 193 
pad in arterial tension, 195 
Autointoxication from poor elimina- 
tion, 195 
Azoospermia, caution against, 197 
x-ray cause of, 237 

B 

Bactericidal effect of high-frequency 

currents, 194 
Bactericide, x-ray not a, 261 
Bare metal electrodes, 79 

active, 79 

for mucous cavities, 118 

indifferent, 79 

in cancer, 79 

in growths, 79 

in strictures of mucous tracts, 79 

in superfluous hair, 79 

in surface work, 79 

in uterine diseases, 79 
Bar ma^et, 33 
Bath cabinet, electric light, 203 

formula for acid chrome fixing, 225 
for non-acid fixing, 225 

tub, hydroelectric, 80 
Bathroom fixtures, danger in, 185 
Baths, bipolar method in hydroelectric, 
80 

currents for hydroelectric, 81 

electric light, 203 

hydroelectric, 80 

monopolar method in hydroelectric, 
80 

phvsiologic effects of electric light, 
206 
Batteries, care of, 27 

current from, 72 
Battery, storage, 26 
Beard, x-ray in ringworm of, 255 
Bell's palsy, 161 
Benoist's penetrameter, 242 

skiameter, 106, 242 
Biological effects of current to bodv, 

120 
Bipolar method in hydroelectric baths, 
80 

of examination, 124 
Bismuth in tubercular hip, 359 
Bladder, skiagraphs in foreign bodies 

in, 387 
Blonds, effects of x-ray on, 274 
Blood, effects of x-ray on the, 239 

pressure increased by high-fre- 
quency currents, 195 
Blue light, physiologic effects of, 206 
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Bodies, calculating location of foreign, 
378 
fluoroscope in locating foreign, 368 
foreign, in skiagraphs, 230 
in bladder, skiagraphs in foreign, 

387 
in bronchi, skiagraphs in foreign, 

369 
in esophagus, skiagraphs in foreign, 

367 
in esophagus, technic of locating 

foreign, 368 
in eye, chart for locating foreign, 
400 
skiagraphs in locating foreign, 

389 
stereoscopic pictures of foreign, 

400 
Sweet's method of locating for- 
eign, 389 
in tissues, skiagraphs in foreign, 372 
in trachea, skiagraphs in foreign, 

369 
Jackson's esophagoscope in locatinjj; 

foreign, 308 
skiagraphs in locating foreign, 306 
Body, application of direct current to, 
120 
biological effects of current to, 120 
cataphoric effects of current to, 120 
condenser electrode, 08 
in chronic conditions,. 68 
in congestion, 68 
in inflammation, 68 
in malignant disease, 69 
in nutrition, 68 
in pain, 68 
contractile effects of current to, 120 
effects of x-ray on different parts of, 

239 
electric resistance of, 140 
electrodes, 116 

hollow glass, 67 
electrolytic effects of current to, 120 
electrotonic effects of current to, 

120 
motor points on human, 134-130 
physiological effects of current to, 
120 
Bone, skiagraphs in fracture of parie- 
tal, 330 
in fracture of pubic, 349 
in fracture of scaphoid, 306 
Bones, diseases of, in skiagraphs, 231 
effects of x-ray on marrow of, 201, 

239 
skiagraphs in diseases of, 301, 352 
in displacement of carpal, 300 
in fractures of pelvic, 348 
in tuberculosis of, 352 



Bones, skiagraphs — cont'd. 
in tumors of, 362 

x-ray in tuberculosis of, 257 
Bowman's sound in stricture of lach- 
rymal duct, 158 
Box, negative illumination, 115 

x-ray plate, 110 
Brachial nerves, treatment of, 177 
Brain affections, electricity in organic, 
182 

effects of electricity on, 127 

electrodes in galvanization of, 146 

galvanization of, 146 

tumor in skiagraphs, 232 
Breast, x-ray in cancer of, 295 

in carcinoma of, 295 
Breeze modality, 53 

static, in chorea, 183 
Bronchi, skiagraphs in foreign bodies 

in, 369 
Bronchus, skiagraphs in screw in, 370 
Brunettes, effects of x-ray on, 274 
Bullets, skiagraphs in locating, 374 
Burns by static machine, 211 

cancer as result of x-ray, 407 

caused by high vacuum tubes, 99 
by low vacuum tubes, 99 
by medium vacuum tubes, 99 

cause of x-ray, 406 

from fluoroscope, 215 

in zinc mercuric cataphoresis, 148 

x-ray, 405 



Cabinet, developing, in photography, 
220 

electric light bath, 203 

negative tiling, 111 

printing, in photography, 220 
Cage, autoconduction, 69, 97 
in arterial tension, 195 
in arteriosclerosis, 195 

use of autoconduction, 193 
Calcified deposits in skiagraphs, 233 
Calculating location of foreign bodies, 

378 
Calculi of kidneys in skiagraphs, 233 

of ureters in skiagraphs, 233 

vesical, in skiagraphs, 233 
Cancer as result of x-ray burns, 407 

cause of skin, 265 

diagnosis of skin, 266 

effects of x-ray in, 263 

Marsden's paste in skin, 278 

metallic electrode for, 119 

of breast, x-ray in, 295 

of cervix, x-ray in, 248 

of chin, x-ray in, 287 

of eye, x-ray in, 292 
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Cancer — oonfd. 
of face, Marsden's paste in, 280, 282 
x-ray in, 279, 282 
x-ray treatment of, 273 
of genitourinary tract, high-fre- 
quency currents in, 198 
of temple, x-ray in, 292 
of tongue, x-ray in, 282 
of uterus, high-frequency currents 
in, 196 
high-frequency currents in inoper- 
able, 197 
x-ray in, 248 
on hand, Marsden's paste in, 284 

x-ray in, 284 
surgery in second-stage, 276 
technic of treatment of skin, 273 
treatment of skin, 268 
x-ray as preventive in, 275 
in second-degree, 276 
in second-degree skin, 276 
in skin, 264 
in third-degree, 290 
Cancerous growths, x-ray treatment 

in, 264 
Carbon dioxide snow in port-wine 
stains, 156 
point electrode, 66 
Carcinoma of breast, x-ray in, 295 
of internal organs, x-ray in, 296 
of uterus, Cornell tube in, 296 
x-ray in, 296 
Card index for filing negatives, 111 
Care of batteries, 27 
of lluoroscopc, 108 
of photographic plates, 222 
of static machine, 52 
Caries of internal malleolus, skia- 
graphs in, 357 
skiagraphs in, 352 
Carpal bones, skiagraphs in displace- 
ment of, 309 
Cartilage, skiagraphs in floating, 365 
Cataphoresis, 79 

antiseptic effect of, 144 
burns in zinc mercuric, 148 
copper, 150 

in chronic fistulas, 150 
in erosions of cervix, 150 
in infected wounds, 150 
in intrauterine afTections, 150 
electrodes in zinc mercuric, 147 
in epithelioma, mercuric, 262 
local anestliesia by cocain, 148 
Massey's zinc mercuric, 147 
styptic effect of, 144 
zinc, 152 

in chronic hemorrhagic endome- 
tritis, 153 
in fistula, 152 



Cataphoresis, zinc — confd, 
mercuric, 147 

mejcuric, anesthetic in, 147 
mercuric, in malignant growths, 
147 
Cataphoric effects of current to body, 
120 
use of quinin in neuralgia, 180 
Catelectrotonus, definition of, 121 
Cathode opening contraction, defini- 
tion of, 125 
Pfltiger's law of, 121 
Cations, definition of, 142, 144 
Cause of muscular contraction, 123 
of neuralgia, 178 
of skin cancer, 265 
of x-ray burn, 406 
Caustics in epithelioma, 262 
Cautery, alternating current for, 85 
Caution against azoospermia, 197 
sterility, 257 
in electrolysis in stricture of ure- 
thra, 158 
Cavities, bare metallic electrodes for 

mucous, 118 
Cavity electrodes, 116 
Cell, chlorid anmionia, 26 
dry, 25 

for galvanic current, 26 
liquid, 25 
operation of voltaic, according to 

electron theory, 24 
output of average, 70 
pressure, definition of, 28 
primary, 22 
salammoniac, 27 

pressure of, 28 
secondary, 22, 26 
simple, 22, 25 
voltaic, 22 
Cells, arrangement of, 27 
connecting up, 26 
in parallel, 29 
in series, 27 

primary and secondary, 22 
Centers, diagnosis of diseases of pe- 
ripheral motor, 161 
motor, of lower extremities, 164 

of spinal cord,. 164 
treatment of diseases of peripheral 
motor, 161 
Central motor neuron, definition of, 
129 
nervous system, electricity in or- 
ganic diseases of, 181 
Cerebral palsy, electricity in infantile, 

182 
Cervical endometritis, electrolysis in, 
145 
region, paralysis in, 162 
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Cervix, copper cataphoresis in erosions 
of, 150 
Fitzhugh's disk electrode in ero- 
sions of, 150 
x-ray in cancer of, 248 
Changers, pole, 75 

Changes, chemical, in mucous mem- 
brane in electrolysis, 142 
in skin in electrolysis, 142 
in tissues in electrolysis, 143 
histologic, of tissues in x-ray treat- 
ment, 263 
in PflUger's law, 124 
tissue, in electric death, 185 
x-ray cause of deep tissue, 238 
Charcot knee, skiagraphs in fracture 

of, 341. 
Charge, density of, on different sur- 
faces, 47 
electrostatic, 47 
Charging a body by induction, 46 
Chart for locating foreign bodies in 

eye, 400 
Chemical changes in mucous mem- 
brane in electrolysis, 142 
in skin in electrolysis, 142 
in tissues in electrolysis, 143 
rectifier, 172 
Chin, x-ray in cancer of, 287 
Chlorid ammonia cell, 26 
Chlorin ionization, 149 
electrodes in, 149 
in ankylosis, 149 
in fibrous ankylosis, 149 
in joint affections, 149 
Chorea, electricity in, 183 
high-frequency currents in, 199 
Morton wave in, 183 
static breeze in, 183 
Chrome fixing bath, formula for acid, 

225 
Chromo-radiometer, 107 
Holzknecht's, 242, 246 
Chronic conditions, body condenser 
electrode in, 68 
dermatitis in x-ray operators, 241 
eczema, high-frequency currents in, 

199 
fistulas, copper cataphoresis in, 150 
hemorrhagic endometritis, zinc cata- 
phoresis in, 153 
poliomyelitis, electricity in, 182 
skin lesions, high-frequency cur- 
rents in, 194 
suppurative adenitis, iodin ioniza- 
tion in, 152 
ulceration, ultraviolet light in, 206 
ulcers, high-frequency currents in, 
199 
x-ray in, 255 
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x-ray dermatitis, 407 
Circuit, current from commercial, 72 
Cleaning mercury interrupter, 93 
Closing contraction, definition of an- 
ode, 125 
current period, 120 
Cocain anesthesia, local, in neural- 
gias, 148 
in removal of superfluous hair, 
148 
cataphoresis, local anesthesia by, 

148 
in electrolysis, 144 
in stricture of urethra, 157 
in zinc ionization in epithelioma, 
153 
Coil, alternating current, 94 
for x-ray, 85 
condenser for faradic, 41 
definition of faradic, 40 
induction, 211 

for skiagraphs, 87, 90, 105, 211 
modern, as x-ray generator, 86 

induction, 93 
portable x-ray, 95 
primary x-ray, 90 
principle of faradic, 39 
Ruhmkorff, 63, 193 
secondary, 42, 90 
simple faradic, 40 
test of, 95 

tube, nonregulating x-ray, 100 
regulating x-ray, 100 
Cold, paralysis due to, 162 
('oley*8 mixed toxins in sarcoma, 297 
Colics' fracture, skiagraphs in, 309, 

312 
Colored lights, physiologic effects of, 

205 
Combined galvanic and faradic cur- 
rent, effects of, 167 
in peripheral paralysis, 170 
Commercial circuit, current from, 72 

lighting plants, operation of, 30 
Commutator, 85 

Compound static machine, 48, 88 
Compression diaphragm, 107 
in dislocations, 328 
in x-ray work, 219 
Condenser, body, electrode in conges- 
tion, 68 
in chronic conditions, 68 
in inflammation, 68 
in malignant disease, 69 
in nutrition, 68 
in pain, 68 
definition of, 41 
electrical, 47 
electrode, body, 68 
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Condenser — corU*d, 
electrodes, 177 
for faradic coil, 41 
Conducting cords, 78 
Conduction of galvanic current, 116 
Conductor, definition of, 19 

lines of magnetic force about, 36 
Conductors, interaction between, 35 

attraction and repulsion of, 35 
Congenital dislocation of femur, skia- 
graphs in, 346, 347 
for Lorenz treatment, 346, 347 
Congested glands in skiagraphs, 233 
Congestion, body condenser electrode 

in, 68 
Conjunctivitis, electrolysis in vege- 
tative, 158 
Connecting up cells, 26 

x-ray tube to static machine, 209 
Constipation, high-frequency currents 

in, 199 
Construction of ammeter, 77 
Contractile effects of current to body, 

120 
Contraction, cause of muscular, 123 
definition of anode closing, 125 
of anode opening, 125 
of cathode opening, 125 
milliamperes for muscular, 126 
muscle, 121 

qualitative muscular, 126 
quantitative muscular, 126 
Contraindication of electrolysis in 

stricture of esophagus, 158 
Controlling apparatus, 70 

devices, 70 
Cooper-Hewitt lamp, 205 

in laryngeal tuberculosis, 207 
in pulmonary tuberculosis, 207 
Copper cataphoresis, 150 
in chronic fistulas, 150 
in erosions of cervix, 150 
in infected wounds, 150 
in intrauterine affections, 150 
electrolysis, 150 

in diseases of hair follicles, 150 
in ringworm, 150 
Goldspohn's, intrauterine electrodes, 
151 
Cord, electricity in diseases of spinal, 
181 
electrodes in galvanization of spinal, 

146 
galvanization of spinal, 146 
motor centers of spinal, 164 
Cords, conducting. 78 
Cornell tube in carcinoma of uterus, 
296 
in uterine conditions, 104 
in vaginal conditions, 104 



Cornell — confd. 

vaginal x-ray tube in uterine con- 
ditions, 197 
x-ray tube in pyorrhea alveolaris, 
201 
Corporeal endometritis, electrolysis 

in, 145 
Cotton as covering for electrodes, 116 
Couch, autocondensation, 69 
in arterial tension, 195 
in arteriosclerosis, 195 
operation of autocondensation, 97 
treatment, autocondensation, 65 
Covered metal electrodes, 79 
Covering for electrodes, cotton as, 116 

spongiopiline as, 116 
Cranial nerves, paralysis of, 161 
Creating, methods of, an electromo- 
tive force, 22 
Crookes tube, 98, 207 
energizing, 90 
static machine for, 89 
Crural paralysis, anterior, 164 
Current, action of direct, on muscle 
tissue, 120 
alternating, 30 
for cautery, 85 
for delivering sinusoidal, 85 
for x-ray coil, 85 
application of direct, to body, 120 
cell for galvanic, 26 
coil, alternating, 94 
conduction of galvanic, 116 
cycle of alternating, 84 
D'Arsonval, 65 
definition of ascending, 124 
of descending, 124 
of electric, 18 
of galvanic, 25 
density as to surface area of elec- 
trode, 141 
devices for measuring, 76 
direct, 30 

dynamo, alternating, 83 
effects of combined galvanic and 
faradic, 167 
of direct, on nerve, 121 
of faradic, 167 
of galvanic, 166 
of steady flow of direct, 120 
elimination of inverse, 97 
flow, rate of, 70 
for mercury interrupter, 85 
for operating physician's apparatus, 

31 
from batteries, 72 
from commercial circuit, 72 
from gasoline engine power, 86 
from steam power, 86 
from water power, 86 
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Current — cont'd, 

generating static, 50 

high-frequency, by addition of 
Oudin resonator, 97 
from Oudin resonator, 194 

intensity as to surface area of 
electrode, 141 

intermittent, 30 

mercury interrupter for alternating, 
212 

modality, static induced, 57 

Morton wave, 187 
in chorea, 183 

operation of x-ray coil on alter- 
nating, 31 

period, closing, 120 
opening, 120 

physical properties of alternating, 
171 

physiologic effects of faradic, 167 

polar properties of direct, 145 

pulsating, 30 

rectifier, alternating, 171 

rheotome for interruption of, 175 

selectors, 75 

sine of alternating, 84 

sinusoidal, 85, 172 

special, for special apparatus, 85 

starting electric, by magnetic influ- 
ence, 37 
with electromagnet, 38 
with magnet, 38 

static induced, in degenerated mus- 
cles, 177 

strengths, Verhoogen, 125 

therapeutic technic of direct, 146 

to body, biological effects of, 120 
cataphoric effects of, 120 
contractile effects of, 120 
electrolytic effects of. 120 
electrotonic effects of, 120 
physiologic effects of, 120 

wall plate for single, 169 
Currents, application of high-fre- 
quency, 193 

blood pressure increased by high- 
frequency, 195 

combined galvanic and faradic, in 
peripheral paralysis, 170 

dangerous, 185 

digestion increased by high-fre- 
quency, 195 

direct electric, 17 

drug medication by electric, 144 

electric, travel toward least resist- 
ance, 145 

elimination increased by high-fre- 
quency, 195 

for hydroelectric baths, 81 

high-frequency, 61, 187 



Currents, high-frequency — cont'd. 

ill abnormal growths, 196 

in arterial tension, 195 

in arteriosclerosis, 195 

in cancer of genitourinary tract, 
198 

in cancer of uterus, 196 

in chorea, 199 

in chronic eczema, 199 

in chronic skin lesions, 194 

in chronic ulcers, 199 

in constipation, 199 

in defective metabolism, 195 

in diabetes, 195 

in diseases of nervous system, 198 

in epididymitis, 197 

in epilepsy, 199 

in fibroids of uterus, 196 

in genitourinary diseases, 197 

in gonorrhea, 198 

in gout, 195 

in impotence, 198 

in indolent skin lesions, 194 

in inoperable cancer of uterus, 
197 

in locomotor ataxia, 199 

in metrorrhagia, 196 

in neuralgia, 199 

in neuritis, 199 

in orchitis, 197 

in paralysis, 199 

in paralysis agitans, 199 

in pelvic exudates, 196 

in posterior urethritis, 198 

in pyorrhea alveolaris, 199, 200 

in rheumatism, 195, 199 

in spasmodic stricture of urethra. 
198 

in trifacial neuralgia, 199 

in tuberculosis, 196 

in tuberculosis of genitourinary 
tract, 198 
local effects of high-frequency, 193 
methods of applying, 116 
of mechanical energy, 82 
oxidation increased by high-fre- 
quency, 193 
Pflttger's law of. 121 

of medium, 121 

of strong, 121 

of weak, 121 
physiologic effects of high-fre- 
quency, 193 
production of high-frequency, 61 
stabile application of high-fre- 
quency, 193 
surgical operations avoided by high- 
frequency, 197 
systemic effect of high-frequency, 
195 
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Currents — conVd, 

Tesla, 69 

wall plate for direct and alternat- 
ing, 169 
Cutaneous tuberculosis, x-ray in, 256 
Cycle of alternating current, 84 
Cysts, electrolysis in sebaceous, 158 



D 



Damage suits, skiagraphs in, 216 
Danger in bathroom fixtures, 185 

of toxemia, 247 
Dangerous currents, 185 
Dark-room in photography, 219 

light in photography, 221 
D'Arsonval current, 65 
D*Arsonval-Hertz apparatus, 62 
D'Arsonval high-frequency apparatus, 

187 
Death, electric, 185 

parts affected in electric, 185 

tissue changes in electric, 185 
Debility, electricity in general, 183 
Deep structures, medium vacuum 
tubes in, 99 

tissue changes, x-ray cause of, 238 
Defective metabolism, high-frequency 

currents in, 195 
Definition of ampere, 19 

of anaphoresis, 144 

of anelectrotonus, 121 

of anode closing contraction, 125 
opening contraction, 125 

of anions, 142 

of ascending current, 124 

of cataphoresis, 144 

of cateleetrotonus, 121 

of cathode opening contraction, 125 

of cations, 142 

of cell pressure, 28 

of central motor neuron, 129 

of condenser, 41 

of conductor, 19 

of descending current, 124 

of electric current, 18 
phenomena, 17 
unit, 18 

of electricity, 17, 18 

of electroniagnetism, 34 

of electromotive force, 19 

of electron theory, 17, 124 

of electrotonus, 121 

of ether waves, 18 

of faradic coil, 40 

of galvanic current, 25 

of helix, 37 

of induction, 37 

of ion, 24, 142 

of ionization, 143 



Definition — conVd, 
of miiliampere, 19 
of neuron theory, 128 
of ohm, 19 
of Ohm's law, 20 
of phoresis, 144 

of peripheral motor neuron, 129 
of peripolar zone, 122 
of polar zone, 122 
of short, 72 
of shorted, 73 
of static electricity, 44 
of volt, 19 
Degenerated muscles. Ley den jar in, 
177 
static induced current in, 177 
vacuum electrode in, 177 
nerves, static discharges in, 177 
Degeneration of muscles, test for, 176 
of neurons, 129 
reaction of, 131 
in diagnosis, 132 
in prognosis, 132 
test of muscle for reaction of, 140 
of nerve for reaction of, 140 
Degrees of x-ray dermatitis, 240 
Density, current, as to surface area of 
electrode, 141 
of charge on different surfaces, 47 
of surface electrode, test of, 117 
Dentistry, skiagraphs in, 401 
Depilatory effects of x-ray, 253 
Deposits, calcified, in skiagraphs, 233 
Dermatitis, chronic, in x-ray oper- 
ators, 241 
x-ray, 407 
degrees of x-ray, 240 
from x-ray exposures, 405 
fulguration in x-ray, 406 
in malignant skin diseases, 237 
Kassabian's treatment for x-ray, 

406 
prevention of x-ray, 241 
treatment for x-ray, 406 
ultraviolet light in x-ray, 206 

rays in x-ray, 406 
x-ray, 240 
Descending current, definition of, 124 
Developer, formula for x-ray plate, 223 
slock, x-ray plate, 223 
x-ray plate, 223 
Developing cabinet in photography, 
220 
papers for printing x-ray plates, 

228 
trays in photography, 222 
x-ray plates, 224 
Deviations, electrolysis in nasal, 158 
Devices, controlling, 70 
for measuring current, 76 
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Diabetes, high-frequency currents in, 

195 
Diagnosis in paralysis, 164 
in peripheral neuritis, 132 
in stricture of urethra, 157 
of fracture of skull;, skiagraphs in, 

330 
of diseases of peripheral motor cen- 
ters. 161 
of peripheral motor nerves, 161 
of disorders of peripheral nervous 

system, 160 
of muscles, Pfltiger's law in, 175 
of skin cancer, 266 
of nerves, Pfltiger's law in, 175 
reaction of degeneration in, 132 
x-ray, in neuralgia, 199 
Diagnostic agent, x-ray as, 213 
value of stereoskiagraphs, 234 

of x-ray, 236 
work, static machine for, 209 
Diagram of neurons, 130 
Diaphragm, compression, 107 
in dislocations, 328 
in x-ray work, 219 
Diathesis, uric acid, in pyorrhea al- 

veolaris, 200 
Diffuse spinal disease, electricity in, 

182 
Digestion increased by high-frequency 

currents, 195 
Dilatation, galvanochemical, in stric- 
ture of urethra, 157 
Dioxid snow, carbon, in port-wine 

stains, 156 
Diphtheritic neuritis, paralysis of 

palate due to, 162 
Diplegia, electricity in, 182 
Direct and alternating currents, wall 
plate for, 169 
current, 17, 30 

action of, on muscle tissue, 120 
application of, to body, 120 
effects of, on nerve, 121 
effects of steady flow of, 120 
polar properties of, 145 
therapeutic technic of, 146 
muscle stimulation, 120 
sparks modality, 56 
Discharges, static, in degenerated 

nerves, 177 
Disease, electricity in diffuse spinal, 
182 
neuralgia a symptom of, 177 
skiagraphs in Pott's, 362 
Tousey's treatment of Riggs*, 200 
x-ray in Hodgkin's, 258 
Diseased conditions, x-ray in, 243 
joints, electrodes in galvanization 
of, 147 



Diseased joints — cont'd, 
galvanization of, 146 
motor paths, electricity in, 182 
sensor paths, electricity in, 182 
Diseases, bare metal electrodes in 
uterine, 79 
body condenser electrode in malig- 
nant, 69 
dermatitis in malignant skin, 237 
electricity in intraspinal, 182 
in organic, of central nervous sys- 
tem, 181 
high-frequency currents in genito- 
urinary, 197 
of bones, skiagraphs in, 231, 301, 

352 
of hair follicles, copper electrolysis 

in, 150 
of jointS; skiagraphs in, 232, 301, 

363 
of motor ganglia, electricity in, 181 
of nervous system, 159 

high-frequency currents in, 198 
of peripheral motor centers, diag- 
nosis of, 161 
treatment of, 161 
of peripheral motor nerves, diag- 
nosis of, 161 
treatment of, 161 
of soft tissues in skiagraphs, 232 
of spinal cord, electricity in, 181 
of thorax in skiagraphs, 232 
Tou soy's treatment of nervous, 159 
x-ray, in malignant, 247 
x-ray in skin, 249 
Disk electrode, Fitzhugh's, in erosions 

of cervix, 150 
Dislocation for Lorenz treatment, con- 
genital, 346, 347 
Dislocations, compression diaphragm 
in, 328 
in hand, skiagraphs in, 303 
in skiagraphs, 231 
in wrist, skiagraphs in, 306 
of femur, skiagraphs in congenital, 

346 
of lower extremities, skiagraphs in, 

332 
of upper extremities, skiagraphs in, 

303 
x-ray in, 303 
Disorders of peripheral nervous sys- 
tem, diagnosis of, 160 
Displacement of carpal bones, skia- 
graphs in, 309 
Distance of x-ray tube from plate, 217 
Disturbances, visceral, 178 
Dose, therapeutic, of x-ray, 246 
Drug medication by electric currents, 
144 
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Dry cell, 25 

Drying x-ray plate, 226 

Duchenne's examination of faradic re- 
action, 131 

Duct, Bowman's sound in stricture of 
lachrymal, 158 
electrolysis in stricture of lachry- 
mal, 158 

Dynamo, alternating current, 83 
operation of, 82 

Dynamos, 82 



E 



Eczema, high-frequency currents in 
chronic, 199 
x-ray in, 254 
Effects, antiseptic, of cataphoresis, 
144 
bactericidal, of high-frequency cur- 
rents, 194 
biological, of current to body, 120 
cataphoric, of current to body, 120 
contractile, of current to body, 120 
electrolytic, of current to body, 120 
electrotonic, of current to body, 120 
general, of x-ray, 236 
local, of high-frequency currents, 

193 
of blue light, physiologic, 206 
of colored lights, physiologic, 205 
of combined galvanic and faradic 

current, 167 
of direct current on nerve, 121 
of electric light baths, physiologic, 

206 
of electricity on brain, 127 

on spinal cord, 127 
of faradic current, 167 
of galvanic current, 166 
of light, physiologic, 205 
of red light, physiologic, 205, 206 
of severe x-ray exposure, 237 
of steady flow of direct current, 120 
of ultraviolet light, physiologic, 206 
of x-ray, 236 

depilatory, 253 

histologic, 240 

in cancer, 263 

on blonds, 274 

on blood, 239 

on brunettes, 274 

on different parts of body, 239 

on eye, 239 

on guinea pigs, 238 

on intestines, 239 

on kidneys, 239 

on liver, 239 

on lymphatic glands, 261 

on marrow of bones, 239 



Effects of x-ray — cont'd, 

on marrow of long bones, 261 

on mice, 238 

on micro-organisms, 237 

on nervous system, 239 

on ovaries, 237 

on rabbits, 238 

on spleen, 240, 261 

on spermatozoa, 237 

on testes, 237 

on thick-skinned patients, 274 

on thin-skinned patients, 274 

on tissue, 236 

on tubercle bacilli, 256 

physiologic, 238 
physiologic, of current to body, 120 

of electricity, 187 

of faradic current, 167 

of high-frequency currents, 193, 
195 

of ultraviolet radiations, 195 

of violet radiations, 195 
styptic, of cataphoresis, 144 
toxic, of x-ray", 237 
Effluve, electric application with, 193 
Elbow, skiagraphs in fracture of, 319 
Electric apparatus, types of, 187 
Electric application, methods of, 187 

with arc, 193 

with spark, 193 

w^ith vacuum electrode, 193 
current, definition of, 18 

starting, by magnetic influence, 
37 

starting, with electromagnet, 38 

starting, with magnet, 38 
Electric currents, dircft, 17 

drug medication by, 144 

travel toward least resistance, 145 
death, 185 

parts affected in, 185 

tissue changes in, 185 
energy, source of, 208 
examination of sensorv nerves, 126 
general anesthesia, superstitions re- 
garding, 184 
light bath cabinet, 203 
light baths, 203 

physiologic effects of, 206 
light lamp in muscular pain, 202 

in neuralgia, 202 

in rheumatism, 202 
lights, therapeutic use of, 206 
method of general anesthesia, Le- 

duc's, 184 
motor for static machine, 90, 209 
phenomena, definition of. 17 
resistance in exophthalmic goiter, 
140 

in hysteria, 140 
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Electric currents, resistance — cont*d. 

in melancholia, 140 

of body, 140 
shocks, resuscitation in, 186 
sleep, 184 

stimulation of nonstriated muscles, 
127 

of striated muscles, 127 
switch-board, 74 

treatment, exercise associated with, 
166 

massage associated with, 166 

of neuralgia, 177 

of neuritis, 177 

technic of, 166 
unit, definition of, 18 
Electrical condensers, 47 
generators, 48 
pendulum, 45 
Electricity a natural phenomenon, 18 
definition of, 17, 18 

of static, 44 
in acute poliomyelitia, 181 
in chorea, 183 
in chronic poliomyelitis, 182 
in diffuse spinal disease, 182 
in diplegia, 182 
in diseased motor paths, 182 

sensor paths, 182 
in diseases of spinal cord, 181 

of motor ganglia, 181 
in epilepsy, 182 
in general debility, 183 

nervous conditions, 182 
in hemiplegia, 182 
in hysteria, 183 
in infantile cerebral palsy, 182 

spinal paralysis, 181 
in intraspinal diseases, 182 
in neurasthenia, 183 
in organic brain afTections, 182 

diseases of central nervous sys- 
tem, 181 
in progressive muscular atrophy, 

182 
in psychoneurosis, 183 
in trifacial neuralgia, 199 
in wry neck, 182 
on brain, eflfects of, 127 
on spinal cord, efTects of, 127 
physiologic eflfects of, 187 
static, 44 
Electrification modality, general, 52 
Electrifying patient, 52 
Electrocautery in f ungating warts, 151 
Electrode, body condenser, 68 

in chronic conditions, 68 

in congestion, 68 

in infiammation, 68 

in malignant disease, 69 



Electrode, body condenser — conVd. 

in nutrition, 68 

in pain, 68 
carbon point, 66 

current density as to surface area 
of, 141 

intensity as to surface area of, 
141 
eye metallic, 118 

Fitzhugh's disk, in erosions of cer- 
vix, 150 
for cancer, metallic, 110 
for moles, metallic, 119 
for nonmalignant growths, metal- 
lic, 119 
for warts, metallic, 119 
Goldspohn's intrauterine, 153 
Hayes* metallic, for* superfluous 

hair, 119 
hollow glass body, 67 

laryngeal, 67 

nasal, 67 

rectal, 67 

urethral, 67 

vaginal, 67 
multiple point, 66 
single brass point, 66 
test of density of surface, 117 
tongue metallic, 118 
urethral metallic, 118 
uterine metallic, 118 
vacuum, in degenerated muscles, 177 
vaginal metallic, 118 
Electrodes, 78, 79 
active bare metal, 79 
bare metal, 79 

in cancer, 79 

in growths, 79 

in mucous cavities, 118 

in strictures of mucous tracts, 79 

in superfluous hair, 79 

in surface work, 79 

in uterine diseases, 79 
body, 116 
cavity, 116 
condenser, 177 
cotton as covering for, 116 
covered metal, 79 
for examination of muscles, 125 

of nerves, 125 
for testing reaction of muscles, 116 

of nerves, 116 
gauze, in joint affections, 140 
glass vacuum. 97 

Goldspohn's copper intrauterine, 151 
high-frequency glass vacuum, 1()7 
hollow glass, 66 
in chlorin ionization. 149 
in elect rodiagnosis, 140 
in galvanization of brain, 146 
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Electrodes in galvanization — conVd, 

of diseased joints, 147 

of spinal cord, 146 
in tissue treatment, 147 
in zinc mercuric cataphoresis, 147 
indifferent bare metal, 79 
insulated, 67 

glass vacuum, 97 
metallic, 79 

noninsulated glass vacuum, 97 
plain, 67 

sharp metallic, for tissues, 119 
spongiopiline as covering for, 116 
surface, 116 
tissue, 116 

universal handle for hollow glass, 
67 
Elect rodiagnosis, 140 
electrodes in, 140 
motor points in, 140 
PflUger's law in, 140 
prognosis after, 140 
Electrodiagnostic examination, method 

of recording, 133 
Electrolysis, 79, 142 

chemical changes in mucous mem- 
brane in, 142 

in skin in, 142 

in tissues in, 143 
cocain in, 144 
copper, 150 
in acne, 156 
in acne rosacea, 156 
in cervical endometritis, 145 
in corporeal endometritis, 145 
in diseases of hair follicles, copper, 

160 
in fungating warts, 151 
in keloid, 158 
in moles, 154 
in nasal spurs, 158 

deviations, 158 

polypi, 158 
in ozena, 158 
in port-wine stains, 156 
in removal of supertluoiis hair, 155 
in ringworm, copper, 150 
in sebaceous cysts, 158 
in stricture, 156 

of esophagus, 157 

of esophagus, contraindication of, 
158 

of lachrymal duct, 158 

of urethra, 157 

of urethra, caution in, 158 
in vascular nevi, 150 
in vegetative conjunctivitis, 158 
in warts, 154 
iodin in, 144 
treatment by, 154 



Electrolyte, 22, 23 

Electrolytic effects of current to body, 
120 
interrupter, 90, 92 

for skiagraphs, 92, 105, 212 
formulas for, 91 
formulas for solution for, 91 
Electromagnet, starting electric cur- 
rent with, 38 
Elect romagnetism, 32, 34 

definition of, 34 
Electromotive force, definition of, 19 
kinds of, 29 

methods of creating an, 22 
waves of, 35 
Electron theory, 54 
definition of, 17, 124 
operation of voltaic cell according 
to, 24 
Electrophorus, 48 
Electroscope, operation of, 45 
Electrostatic charges, 47 
Electrostatics, 44 
Electrotonus, definition of, 121 
Electrotonic effects of current to body, 

120 
Elimination, autointoxication from 
poor, 195 
increased by high-frequency cur- 
rents, 195 
of inverse current, 97 
Endometritis, electrolysis in cervical, 
145 
in corporeal, 145 
zinc cataphoresis in chronic hemor- 
rhagic, 153 
Energizing Crookes tube, 90 
Energy, currents of mechanical, 82 

source of electric, 208 
Engine, gasoline, for static machine, 
20y 
power, current from gasoline, 86 
Epididymitis, high-frequency currents 

in, 197 
Epilepsy, electricity in, 182 

high-frequency currents in. 199 
Epithelioma, arsenic in, 262 
caustics in, 262 

cocain in zinc ionization in, 153 
galvanocautery in, 262 
mercuric cataphoresis in, 262 
of eyelid, 209 
of face, skin-grafting in, 290 

x-rav in, 289 
of lip,'269 

x-ray in, 290 
of lower jaw, x-ray in, 288 
of neck, Marsden's paste in, 285 

x-ray in, 285, 293, 294 
of temporal region, x-ray in, 286 
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Epithelioma — confd. 
pyrogallic acid in, 262 
sulphate of zinc in, 262 
surgery in, 262 
Tousey's treatment of, 262 
x-ray in, 249, 261, 271 
zinc ionization in, 153 
Equalizer, potential, 172 
Erb, reaction of, 131 
Erb's paralysis, 163 
Erosions of cervix, copper cataphoresis 
in, 150 
Fitzhugh's disk electrode in, 150 
Esophagoscope, Jackson's, in locating 

foreign bodies, 368 
Esophagus, electrolysis in stricture of, 
157 
skiagraphs in foreign bodies in, 367 
technic of locating foreign bodies in, 
368 
Ether waves, definition of, 18 
Examination, bipolar method of, 124 
Duchenne's, of faradic reaction, 131 
electric, of sensory nerves, 126 
faradic, of muscular tissue, 127 
method of recording electrodiagnos- 

tic, 133 
of muscles, electrodes for, 125 
position of patient in, 125 
of nerves, electrodes for, 125 
Pfiiiger's law in, 128 
position of patient in, 125 
of teeth, skiagraphs in, 401 
stereoscopic, of x-ray plates, 234 
unipolar method of, 124 
with fluoroscope, 214 
Examinations, Kassabian's record for 
skiagraphic, 215 
record of skiagraphic, 215 
Examining x-ray plates, view box for, 

230 
Excessive hairiness, x-ray in, 250 
Exercise associated with electric treat- 
ment, 166 
Exophthalmic goiter, electric resist- 
ance in, 140 
x-ray in, 183, 258 
Experiment in ionization, 143 
Expert skiagraph witness, physician 

as, 410 
Exposure, effects of severe x-ray, 237 
dermatitis from x-ray, 405 
for locating foreign bodies, 376 
length of, in x-ray work, 218 
Extremities, motor centers of lower, 
164 
skiagraphs in dislocations of lower, 
332 
in dislocations of upper, 303 
in fractures of lower, 332 



Extremities, skiagraphs — cont'd, 

in fractures of upper, 303 
Exudates, high-frequency currents in 

pelvic, 196 
Eye, chart for locating foreign bodies 
in, 400 
effects of x-ray on, 239 
metallic electrode, 118 
skia^aphs in locating foreign bod- 
ies in, 389 
stereoscopic pictures of foreign bod- 
ies in, 400 
surgery, Keleket localizer in, 391 
skiagraphs in, 389 
technic of skiagraphs in, 393 
Sweet's method of locating foreign 

bodies in, 389 

x-ray in cancer of, 292 

Eyelid, epithelioma of, 269 

F 

Face, Marsden's paste in cancer of, 
280, 282 
skin-grafting in epithelioma of, 290 
x-ray in cancer of, 279, 282 
in epithelioma of, 289 
treatment of cancer of, 273 
Facial nerve, paralysis of, 161 
paralysis, 161 
rheumatic, 133 
Failures in x-ray plates, 227 
Falling of hair, x-ray cause of, 238 
Faradic coil, condenser for, 41 
definition of, 40 
principle of, 39 
simple, 40 
current, effects of, 167 

physiologic effects of, 167 
examination of muscular tissue, 127 
reaction, Duchenne's examination 
of, 131 
Faradism in paralyzed muscles, 178 
Fatigue, reaction of, 132 
Favus, x-ray in, 253 
Femur, skiagraphs in congenital dis- 
location of, 346, 347 
in fracture of, 341 
in intracapsular fracture of, 343 
in osteomyelitis of, 356 
Fibroids of uterus, high-frequency cur- 
rents in, 196 
Fibrous ankylosis, chlorin ionization 

in, 149 
Fibula, skiagraphs in fracture of, 336, 
337, 338 
in osteoma of, 362 
in osteomyelitis of, 352 
Filing cabinet, negative, 111 

negatives, card index for. 111, 113 
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Films, photographic, 222 
Finishing trays in photography, 222 
Finsen lamp, 204 

light in lupus, 255 
Finsen's treatment of lupus, 255 
Fistula, copper cataphoresis in chron- 
ic, 150 
zinc cataphoresis in, 152 
Fitzhugh's disk electrode in erosions 

of cervix, 150 
Fixing bath, formula for acid chrome, 
225 
for non-acid, 225 
x-ray plates, 225 
Fixtures, danger in bathroom, 185 
Flat warts, magnesium ionization in, 

151 
Floating cartilage, skiagraphs in, 365 
Flow, effects of steady, of direct cur- 
rent, 120 
Fluoroscope, 107 
burns from, 215 
care of, 108 
examinations with, 214 
in fractures, 301 
in locating foreign bodies, 368 
in locating needle, 374 
Force, definition of electromotive, 19 
kinds of electromotive, 29 
lines of magnetic, about conductor, 

36 
magnetomotive, 44 
methods of creating an electromo- 
tive, 22 
waves of electromotive, 35 
Forearm, skiagraphs in fractures of, 

316 
Foreign bodies, calculating location of, 
378 
exposures for locating, 376 
fluoroscope in locating, 368 
in bladder, skiagraphs in, 387 
in bronchi, skiagraphs in, 369 
in esophagus, skiagraphs in, 367 

technic of locating, 368 
in eye, chart for locating, 400 
skiagraphs in locating, 389 
stereoscopic pictures of, 400 
Sweet's method of locating, 389 
in skiagraphs, 230 
in tissues, skiagraphs in, 372 
in trachea, skiagraphs in, 369 
Jackson's esophagoscope in locating, 

368 
skiagraphs in locating, 366 
Formula for acid chrome fixing bath, 
225 
for non-acid fixing bath, 225 
for x-ray plate developer, 223 
intensiner, 226 



Formula for x-ray plate — oonfd. 
reducer, 227 
normal polar, 137, 160 
Formulas for electrolytic interrupter, 
91 

for solution for electrolytic inter- 
rupter, 91 
Fracture, intracapsular, of femur, 

skiagraphs in, 343 
in Charcot knee, skiagraphs in, 341 
of acetabulum, skiagraphs in, 345 
of elbow, skiagraphs in, 319 
of femur, skiagraphs in, 341 

skiagraphs in intracapsular, 348 
of fibula, skiagraphs in, 336, 337, 

338, 339 
of forearm, skiagraphs in, 316 
of hip, skiagraphs in, 343 
of humerus, skiagraphs in, 321, 324, 

326, 328, 329 
of internal malleolus, skiagraphs in, 

334 
of olecranon, skiagraphs in, 323 
of parietal bone, skiagraphs in, 330 
of patella, skiagraphs in, 341 
of pelvic bones, skiagraphs in, 348 
of pubic bone, skiagraphs in, 349 
of radius, skiagraphs in, 309, 313, 

315, 318, 321 
of ribs, skiagraphs in, 350 
of scaphoid U)ne, skiagraphs in, 306 
of shoulder, skiagraphs in, 328 
of skull, skiagraphs in, 329 

in diagnosis of, 330 
of spinal column, skiagraphs in, 350 
of sternum, skiagraphs in, 350 
of tibia, skiagraphs in, 336, 337, 

338, 339 
of ulna, skiagraphs in, 313, 315, 322 
skiagraphs in Colics', 309, 312 
in Pott's, 332, 335 
Fractures about ankle, skiagraphs in, 

333 
about knee, skiagraphs in, 340 
about shoulder, skiagraphs of, 328 
in hand, skiagraphs in, 303 
in lower extremities, skiagraphs in, 

332 
in skiagraphs, 231 
in thumb, skiagraphs in, 305 
in upper extremities, skiagraphs in, 

303 
in wrist, skiagraphs in, 306 
fluoroscope in, 301 
skiagraphs in, 301 
x-ray in, 303 
Frames, printing, in photography, 222 
Franklinism in neuritis, 178 
Friction static machine, 48 
Fulguration in x-ray dermatitis, 406 
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Fungating warts, electrocautery in, 
151 
electrolysis in, 151 
magnesium ionization in, 151 



G 



Gall stones, skiagraphs in, 379, 388 

density of, 381 
Galvanic and farad ic current, effects 
of combined, 167 
combined, in peripheral paralysis, 

170 
current, cell for, 26 
conduction of, 116 
definition of, 25 
effects of, 166 
test for reaction of sensory nerves, 
126 
Galvanism as preventive of ankylosis, 
147 
in arthritis, 147 
in neuritis, 178 
nutritional action of, 147 
stimulating action of, 147 
Galvanization, 146 
of brain, 146 

electrodes in, 146 
of spinal cord, 146 
electrodes in, 146 
of diseased joints, 146 
electrodes in, 147 
Galvanocautery in epithelioma, 262 
Galvanochemical dilatation in stric- 
ture of urethra, 157 
Galvano-faradism in paralyzed mus- 
cles, 178 
Ganglia, electricity in diseases of mo- 
tor, 181 
Gasoline engine for static machine, 
209 
power, current from, 86 
Gauze electrodes in joint affections, 

149 
General anesthesia, Leduc's electric 
method of, 184 
superstitions regarding electric, 
184 
debility, electricity in, 183 
effects of x-ray, 236 
electrification modality, 52 
nervous conditions, electricity in, 
182 
Generating static current, 50 
Generator, electrical, 48 
modalities of polysine, 174 
modern coil as x-ray, 86 
motor, 170 

static machine as x-rav, 86 
transformer as x-ray, 96 



Genitourinary diseases, high-frequency 
currents in, 197 
system in skiagraphs, 233 
tract, high-frequency currents in 
cancer of, 198 
high-frequency currents in tuber- 
culosis of, 198 
German silver wire rheostat, 71 
Glands, congested, in skia^rapHs, 233 
effects of x-ray on lympnatic, 261 
x-ray in tubercular, 257 
in tuberculosis of lymphatic, 256 
Glass treatment tube, snield, 103 
tube shield, leaded, 109 
vacuum electrodes, 97, 98 
high-frequency, 67 
insulated, 97 
noninsulated, 97 
Goiter, electric resistance in exoph- 
thalmic, 140 
iodin ionization in, 152 
x-ray in, 258 

in exophthalmic, 183, 258 
Goldspohn's copper intrauterine elec- 
trodes, 151 
intrauterine electrode, 153 
Gonorrhea, high-frequency currents 
in, 198 
zinc ionization in, 153 
Gonorrheal arthritis, iodin ionization 

in, 152 
Gout, arc light in, 206 

high-frequency currents in, 195 
Graphite rheostat, 73 
Growths, bare metal electrodes in, 79 
high-frequency currents in abnor- 
mal, 196 
metallic electrode for nonmalignant, 

119 
x-ray treatment in cancerous, 264 
zinc mercuric cataphoresis in malig- 
nant, 147 
Guinea pigs, effects of x-ray on, 238 

H 

Hair, bare metal electrodes in super- 
fluous, 79 

electrolysis in removal of superflu- 
ous, 155 

follicles, copper electrolysis in dis- 
eases of, 150 

Hayes' metallic electrode for super- 
fluous, 119 

Hayes* needle in removal of super- 
fluous, 155 

local cocain anesthesia in removal 
of superfluous, 148 

x-ray cause of falling of, 238 
Hairiness, x-ray in excessive, 250 
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Films, photographic, 222 
Finishing trays in photography, 222 
Finsen lamp, 204 

light in lupus, 255 
Finsen's treatment of lupus, 255 
Fistula, copper cataphoresis in chron- 
ic, 150 
zinc cataphoresis in, 152 
Fitzhugh's disk electrode in erosions 

of cervix, 150 
Fixing bath, formula for acid chrome, 
225 
for non-acid, 225 
x-ray plates, 225 
Fixtures, danger in bathroom, 185 
Flat warts, magnesium ionization in, 

151 
Floating cartilage, skiagraphs in, 365 
Flow, effects of steady, of direct cur- 
rent, 120 
Fluoroscope, 107 
burns from, 215 
care of, 108 
examinations with, 214 
in fractures, 301 
in locating foreign bodies, 368 
in locating needle, 374 
Force, definition of electromotive, 19 
kinds of electromotive, 29 
lines of magnetic, about conductor, 

36 
magnetomotive, 44 
methods of creating an electromo- 
tive, 22 
waves of electromotive, 35 
Forearm, skiagraphs in fractures of, 

316 
Foreign bodies, calculating location of, 
378 
exposures for locating, 376 
fluoroscope in locating, 308 
in bladder, skiagraphs in, 387 
in bronchi, skiagraphs in, 369 
in esophagus, skiagraphs in, 367 

technic of locating, 368 
in eye, chart for locating, 400 
skiagraphs in locating, 389 
stereoscopic pictures of, 400 
Sweet's method of locating, 389 
in skiagraphs, 230 
in tissues, skiagraphs in, 372 
in trachea, skiagraphs in, 369 
Jackson's esophagoscope in locating, 

368 
skiagraphs in locating, 366 
Formula for acid chrome fixing bath, 
225 
for non-acid fixing bath, 225 
for x-ray plate developer, 223 
intensifier, 226 



Formula for x-ray plate — cont'd. 
reducer, 227 
normal polar, 137, 160 
Formulas for electrolytic interrupter, 

91 
for solution for electrolytic inter- 
rupter, 91 
Fracture, intracapsular, of femur, 

skiagraphs in, 343 
in Charcot knee, skiagraphs in, 341 
of acetabulum, skiagraphs in, 345 
of elbow, skiagraphs in, 319 
of femur, skiagraphs in, 341 

skiagraphs in intracapsular, 348 
of fibula, skiagraphs in, 336, 337, 

338, 339 
of forearm, skiagraphs in, 316 
of hip, skiagraphs in, 343 
of humerus, skiagraphs in, 321, 324, 

326, 328, 329 
of internal malleolus, skiagraphs in, 

334 
of olecranon, skiagraphs in, 323 
of parietal bone, skiagraphs in, 330 
of patella, skiagraphs in, 341 
of pelvic bones, skiagraphs in, 348 
of pubic bone, skiagraphs in, 349 
of radius, skiagraphs in, 309, 313, 

315, 318, 321 
of ribs, skiagraphs in, 350 
of scaphoid bone, skiagraphs in, 306 
of shoulder, skiagraphs in, 328 
of skull, skiagraphs in, 329 

in diagnosis of, 330 
of spinal column, skiagraphs in, 350 
of sternum, skiagraphs in, 350 
of tibia, skiagraphs in, 336, 337, 

338, 339 
of ulna, skiagraphs in, 313, 315, 322 
skiagraphs in Colics', 309, 312 
in Pott's, 332, 335 
Fractures about ankle, skiagraphs in, 

333 
about knee, skiagraphs in, 340 
about shoulder, skiagraphs of, 328 
in hand, skiagraphs in, 303 
in lower extremities, skiagraphs in, 

332 
in skiagraphs, 231 
in thumb, skiagraphs in, 305 
in upper extremities, skiagraphs in, 

303 
in wrist, skiagraphs in, 306 
fluoroscope in, 301 
skiagraphs in, 301 
x-ray in, 303 
Frames, printing, in photography, 222 
Franklinism in neuritis, 178 
Friction static machine, 48 
Fulguration in x-ray dermatitis, 406 
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Fungating warts, electrocauterr in, 
151 
electrolysis in, 151 
magnesium ionization in, 151 



G 



Gall stones, skiagraphs in, 379, 388 

density of, 381 
Galvanic and faradic current, effects 
of combined, 167 
combined, in peripheral paralysis, 

170 
current, cell for, 26 
conduction of, 116 
definition of, 25 
effects of, 166 
test for reaction of sensory nerves, 
126 
Galvanism as preventive of ankylosis, 
147 
in arthritis, 147 
in neuritis, 178 
nutritional action of, 147 
stimulating action of, 147 
Galvanization, 146 
of brain, 146 

electrodes in, 146 
of spinal cord, 146 
electrodes in, 146 
of diseased joints, 146 
electrodes in, 147 
Galvanocautery in epithelioma, 262 
Galvanochcmical dilatation in stric- 
ture of urethra, 157 
Galvano-faradism in paralyzed mus- 
cles, 178 
Ganglia, electricity in diseases of mo- 
tor, 181 
Gasoline engine for static machine, 
209 
power, current from, 86 
Gauze electrodes in joint affections, 

149 
General anesthesia, Leduc's electric 
method of, 184 
superstitions regarding electric, 
184 
debility, electricity in, 183 
effects of x-ray, 236 
electrification modality, 52 
nervous conditions, electricity in, 
182 
Generating static current, 50 
Generator, electrical, 48 
modalities of polysine, 174 
modern coil as x-ray, 86 
motor, 170 

static machine as x-ray, 86 
transformer as x-rav, 96 



Genitourinary diseases, high-frequency 
currents in, 197 
system in skiagraphs, 233 
tract, high-frequency currents in 
cancer of, 198 
high-frequency currents in tuber- 
culosis of, 198 
German silver wire rheostat, 71 
Glands, congested, in skiacrapKs, 233 
effects of x-ray on lympnatic, 261 
x-ray in tubercular, 257 
in tuberculosis of lymphatic, 256 
Glass treatment tube, snield, 103 
tube shield, leaded, 109 
vacuum electrodes, 97, 98 
high-frequency, 67 
insulated, 97 
noninsulated, 97 
Goiter, electric resistance in exoph- 
thalmic, 140 
iodin ionization in, 152 
x-ray in, 258 

in exophthalmic, 183, 258 
Goldspohn's copper intrauterine elec- 
trodes, 151 
intrauterine electrode, 153 
Gonorrhea, high-frequency currents 
in, 198 
zinc ionization in, 153 
Gonorrheal arthritis, iodin ionization 

in, 152 
Gout, arc light in, 206 

high-frequency currents in, 195 
Graphite rheostat, 73 
Growths, bare metal electrodes in, 79 
high-frequency currents in abnor- 
mal, 196 
metallic electrode for nonmalignant, 

119 
x-ray treatment in cancerous, 264 
zinc mercuric cataphoresis in malig- 
nant, 147 
Guinea pigs, effects of x-ray on, 238 



H 



Hair, bare metal electrodes in super- 
fluous, 79 

electrolysis in removal of superflu- 
ous, 155 

follicles, copper electrolysis in dis- 
eases of, 150 

Hayes' metallic electrode for super- 
fluous, 119 

Hayes* needle in removal of super- 
fluous, 155 

local cocain anesthesia in removal 
of superfluous, 148 

x-ray cause of falling of, 238 
Hairiness, x-ray in excessive, 250 
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Hand, making skiagraph of, 303 
Marsden's paste in cancer on, 284 
power for static machine, 86, 209 
skiagraphs in dislocations in, 303 
in fractures in, 303 
in infectious arthritis of, 363 
of normal, 308 
x-ray in cancer on, 284 
Handle, universal, for hollow glass 

electrodes, 67 
Hayes' metallic electrode for super- 
fluous hair, 119 
needle in removal of superfluous 
hair, 155 
Helix, definition of, 37 
Hemiplegia, electricity in, 182 
Hemorrhagic endometritis, zinc cata- 

phoresis in chronic, 153 
High-frequency apparatus, D*Arson- 
val, 187 
Oudin, 187 
Tesla, 187 
currents, 61, 187 
application of, 193 
bactericidal effect of, 194 
blood pressure increased by, 195 
by addition of Oudin resonator, 

97 
digestion increased by, 195 
elimination increased by, 195 
from Oudin resonator, 194 
in abnormal growths, 196 
in arterial tension, 195 
in arteriosclerosis, 195 
in cancer of genitourinary tract, 

198 
in cancer of uterus, 196 
in chorea, 199 
in chronic eczema, 199 
in chronic skin lesions^ 194 
in chronic ulcers, 199 
in constipation, 199 
in defective metabolism, 195 
in diabetes, 195 

in diseases of nervous system, 198 
in epididymitis, 197 
in epilepsy, 199 
in fibroids of uterus, 196 
in genitourinary diseases, 197 
in gonorrhea, 198 
in gout, 195 
in impotence, 198 
in indolent skin lesions, 194 
in locomotor ataxia, 199 
in metrorrhagia, 196 
in neuralgia, 199 
in neuritis, 199 

in operable cancer of uterus, 197 
in orchitis, 197 
in paralysis, 199 



High-frequency currents — c<mt*d, 
in paralysis agitans, 199 
in pelvic exudates, 196 
in posterior urethritis, 198 
in pyorrhea alveola ris, 199, 200 
in rheumatism, 195, 199 ' 

in spasmodic stricture of urethra, 

198 
in trifacial neuralgia, 199 
in tuberculosis, 196 
in tuberculosis of genitourinary 

tract, 198 
labile application of, 193 
local effects of, 193 
oxidation increased by, 195 
physiologic effects of, 193 
production of, 61 
stabile application of, 193 
surgical operations avoided by, 

197 
systemic effect of, 195 
glass vacuum electrodes, 67 
resonator, Oudin, 94 
transformer, 95 
High vacuum tubes, 99 
in skiagraphs, 99 
burns caused by, 99 
Highmore, tooth in antrum of, in neu- 
ralgia, 199 
Hip, bismuth in tubercular, 359 
skiagraphs in fractures of, 343 
in tubercular, 359 
in tuberculosis of, 358 
Histologic changes of tissues in x-ray 
treatment, 263 
effects of x-ray, 240 
Ilodgkin's disease, x-ray in, 258 
Hollow glass body electrode, 67 
electrodes, GG 

universal handle for, 67 
laryngeal electrode, 67 
nasal electrode, 67 
rectal electrode, 67 
urethral electrode, 67 
vaginal electrode, 67 
Holtz static machine, 48, 87 
Holzknecht units, 246 

chromoradiometer, 242, 246 
Horseshoe magnet, 34 
Human body, motor points on, 134- 

139 
Humerus, skiagraphs in fracture of, 

321, 324, 326, 328, 329 
Hydroelectric bath tub, 80 
baths, 80 

bipolar method in, 80 
currents for, 81 
monopolar method in, 80 
Hyperkeratosis, 275 
x-ray in, 275 
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Hypertrichiasis, x-ray in, 250 
Hypertrophy, x-ray in prostatic, 257 
Hysteria, electric resistance in, 140 
Hysteria, electricity in, 183 



Hlumination box, negative, 115 
Impotence, arc light in, 206 
high-frequency currents in, 198 
sunlight in, 207 
sunlight treatment in, 198 
Index, card, for filing negatives, 111, 
113 
advantages of, 115 
Indifferent bare metal electrodes, 79 
Indirect muscle stimulation, 120 

sparks modality, 54 
Indolent skin lesions, high-frequency 

currents in, 194 
Induced current modality, static. 57 
static, in degenerated muscles, 177 
Induction, charging a body by, 46 
coil for skiagraphs, 87, 90, 105, 211 

modern, 93 
coils, 211 
definition of, 37 
static, 44 
static machine, 48 
Inductive influence of magnet, 36 
Infantile cerebral palsy, electricity in, 
182 
spinal paralysis, electricity in, 181 
Infected wounds, copper cataphor^sis 

in, 150 
Infectious arthritis of hands, skia- 
graphs in, 363 
of knees, skiagraphs in, 363 
Inflammation, body condenser elec- 
trode in, 68 
Inoperable cancer of uterus, high-fre- 
quency currents in, 197 
Instantaneous skiagraphs, transform- 
er in, 97 
Insulated electrodes, 67 

glass vacuum electrodes, 97 
Intensifier, formula for x-ray plate, 

226 
Intensifying screens in x-ray work, 
218 
x-ray plate, 226 
Intensity, current, as to surface area 

of electrode, 141 
Interaction between conductors, 35 
Intermittent current, 30 
Internal malleolus, skiagraphs in 
caries of, 357 
skiagraphs in fracture of, 334 
organs, x-ray in carcinoma of, 296 
Interrupter, antiacid, 94 



Interrupter — cont'd, 
cleaning mercury, 93 
current for mercury, 85 
electrolytic, 90, 92 

for skiagraphs, 92, 105, 212 
formulas for electrolytic, 91 

for solution for electrolytic, 91 
mercury, 92 

for alternating current, 212 
in therapy, 93, 212 
Wehnelt, 245 
Interruption of current, rheotome for, 

175 
Intestines, effect of x-ray on, 239 
Intracapsular fracture of femur, skia- 
graphs in, 343, 348 
Intraspinal diseases, electricity in, 

182 
Intrauterine affections, copper cata- 
phoresis in, 150 
electrode, Goldspohn's copper, 151, 
153 
Introduction, 11 

Inverse current, elimination of, 97 
lodid of potassium, solution of, in tis- 
sue treatment, 147 
lodin in electrolysis, 144 

ionization by anaphoresis, 152 
in chronic suppurative adenitis, 

152 
in goiter, 152 

in gonorrheal arthritis, 152 
Ion, definition of, 24, 142 
Ions, phoretic action of, in tissues, 145 
Ionization, chlorin, 149 
in ankylosis, 149 
in fibrous ankylosis, 149 
in joint affections, 149 
cocain in zinc, in epithelioma, 153 
definition of, 143 
electrodes in chlorin, 149 
experiment in, 143 
iodin, by anaphoresis, 152 

in chronic suppurative adenitis, 

152 
in goiter, 162 
in gonorrheal arthritis, 152 
magnesium, 151 
in flat warts, 151 
in fungating warts, 151 
of salicylic acid, 154 

in rheumatism, 154 
salicylic acid, in acute rheumatism, 
154 
in arthritis, 154 
in muscular rheumatism, 154 
in tic douloureux, 154 
zinc, in alopecia, 154 
in epithelioma, 153 
in gonorrhea, 153 
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Jackson's esophagoscope in locating 

foreign bodies, 368 
Jar, Leyden, 47 

in degenerated muscles, 177 
Jaw, x-ray in epithelioma of lower, 

288 
Joint affections, chlorin ionization in, 
149 
gauze electrodes in, 149 
technic of treatment in, 149 
Joints, diseases of, in skiagraphs, 232 
electrodes in galvanization of dis- 
eased, 147 
galvanization of diseased, 146 
skiagraphs in diseases of, 301, 363 
x-ray in tuberculosis of, 257 



K 



Kassabian's record for skiagraphic ex- 
aminations, 215 

treatment for x-ray dermatitis, 406 
Keloid, electrolysis in, 158 

x-ray in, 254 
Keleket localizer in eye surgery, 391 
Kidney stones, skiagraphs in, 379 
Kidneys, calculi of, in skiagraphs, 233 

effects of x-ray on, 239 

skiagraphs in stone in, 383 

technic of skiagraphing stones in, 
385 
Kinds of electromotive force, 29 
Knee, skiagraphs of infectious arthri- 
tis of, 363 

in fracture of Charcot, 341 

in fractures about, 340 



Labile application of high-frequency 

currents, 193 
Lachrymal duct, Bowman's sound in 
stricture of, 158 
electrolysis in stricture of, 158 
Lamp, Cooper-Hewitt, 205 

in laryngeal tuberculosis, 207 
in pulmonary tuberculosis, 207 
electric light, in muscular pain, 202 
in neuralgia, 202 
in rheumatism, 202 
Finsen, 204 
mercury vapor, 205 
therapeutic arc, 204 
Lantern slides, x-ray, 229 
Laryngeal electrode, hollow glass, 67 
tuberculosis, Cooper-Hewitt lamp 

in, 207 
tuberculosis, Tousey's treatment of, 
207 



Larynx, paralysis of, 162 
Law, changes in Pflttger's, 124 
definition of Ohm's, 20 
PflUger's, 121, 160 

in diagnosis of muscles, 175 
in diagnosis of nerves, 175 
in electrodiagnosis, 140 
in examination of nerves, 128 
of anode, 121 
of cathode, 121 
of medium currents, 121 
of strong currents, 121 
of weak currents, 121 
Leaded glass tube shield, 109 
Leaden apron shield, 109 

screen shield, 109 
Leather filters as protection in x-ray- 
ing, 238 
Leduc's electric method of general an- 
esthesia, 184 
treatment in trigeminal neuralgia, 
180 
Length of exposure in x-ray work, 218 
Lesions, high-frequency currents in 
chronic skin, 194 
in indolent, 194 
low vacuum tubes in skin, 99 
Leukemia, x-ray in, 259 

in splenomedullary, 259 
Ley den jar, 47 

in degenerated muscles, 177 
Light, arc, in arteriosclerosis, 206 
in gout, 206 
in impotency, 206 
in rheumatism, 206 
bath cabinet, electric, 203 
electric, 203 

physiologic effects of electric, 206 
dark-room, in photography, 221 
electric, lamp in muscular pain, 203 
in neuralgia, 203 
in rheumatism, 203 
in lupus, Finsen, 255 
physiologic effects of, 205 
of colored, 205 
of blue, 206 
of red, 205, 206 
of ultraviolet, 206 
therapeutic use of electric, 206 
ultraviolet, in chronic ulceration, 
206 
in x-ray dermatitis, 206 
Lighting plant, operation of commer- 
cial, 30 
private, 86 
Lines of magnetic force about con- 
ductor, 36 
Lip, epithelioma of, 269 

x-ray in epithelioma of, 290 
Liquid air in port- wine stains, 156 
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Liquid — cont'd. 
cell, 25 
rectifier. 212 
Liver, effects of x-ray on, 239 
Local anesthesia by cocain cataphor- 
esis, 148 
cocain anesthesia in neuralgias, 148 
in removal of superfluous hair, 
148 
effects of high-frequency currents, 
193 
Localizer in eye surgery, Keleket, 391 
Locating bullets, skiagraphs in, 374 
foreign bodies, exposures for, 376 
fluoroscope in, 368 
in esophagus, technic of, 368 
in eye, chart for, 400 
in eye, skiagraphs in, 389 
in eye, Sweet's method of, 389 
Jackson's esophagoscope in, 368 
skiagraphs in, 366 
needle, fluoroscope in, 374 
Location of foreign bodies, calculating, 

378 
Locomotor ataxia, high-frequency cur- 
rents in, 199 
Long bones, effects of x-ray on mar- 
row of, 261 
Lorenz treatment, congenital disloca- 
tion for, 346, 347 
Lost manhood, treatment of, 198 
Lower extremities, motor centers of, 
164 
skiagraphs in dislocations of, 332 
in fractures of, 332 
Low-frequency modality, 69 
Low vacuum tubes, 99 
burns caused by, 99 
in skin lesions, 99 
Lupus, Finsen light in, 255 
Finsen's treatment of, 255 
x-ray in, 255 
Lymphatic glands, effects of x-ray on, 
261 
x-ray in tuberculosis of, 256 
Lymphosarcoma, x-ray in, 258 



M 



Machine, burns by static, 211 
care of static, 52 
compound static, 48, 88 
connecting x-ray tube to static, 209 
electric motor for static, 90, 209 
friction static, 48 
gasoline engine for static, 209 
hand power for static, 80 
Holtz static, 48, 87 
induction static, 48 
moisture affecting static, 51 



Machine — cont'd, 
preventing moisture in static, 51 
static, 48, 49, 209 
affected by moisture, 89 
as x-ray generator, 86 
for Crookes tube, 89 
for diagnostic work, 209 
for skiagraphs, 87, 209, 211 
for therapeutic work, 209 
for x-ray work, 209 
test for static, 90 
Toepler-Holtz static, 48, 88 
Toepler static, 48 
water power for static, 209 
Magnesium ionization, 151 
in flat warts, 161 
in f ungating warts, 151 
Magnet, bar, 33 
horseshoe, 34 
inductive influence of, 36 
method of making a, 32 
starting electric current with, 38 
Magnetic force, lines of, about conduc- 
tor, 36 
influence, starting electric current 
by, 37 
Magnetism, 32, 34 

and electromagnetism, 32 
Magnetomotive force, 44 
Magnets, reaction between, 33 
Making skiagraph of hand, 303 
Malignant conditions, x-ray in, 248 
disease, body condenser electrode in, 
69 
x-ray as therapeutic measure in, 
247 
growths, zinc mercuric cataphoresis 

in, 147 
skin diseases, dermatitis in, 237 
Malleolus, skiagraphs in caries of in- 
ternal, 357 
Manhood, treatment of lost, 198 
Marrow of bones, effects of x-ray on, 
239 
of long bones, effects of x-ray on, 
261 
Marsden's paste in cancer of face, 280, 
282 
in cancer on hand, 284 
in epithelioma of neck, 285 
in skin cancer, 278 
Massage associated with electric treat- 
ment, 166 
Massey*s zinc mercuric cataphoresis, 

147 
Measuring apparatus, 70 
current, devices for, 76 
Mechanical energy, currents of, 82 
Median nerve paralysis, 163 
Medication, drug, by electric currents, 
144 
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Medico-legal aspect of skiagraphs, 409 
Medium currents, Pflttger's law of, 121 
vacuum tubes, 99 
burns caused by, 99 
in deep structures, 99 
in skiagraphs, 99 
Melancholia, electric resistance in, 140 
Membrane, chemical changes in mu- 
cous, in electrolysis, 142 
Mercuric cataphoresis, anesthetic in 
zinc, 147 
burns in zinc, 148 
electrodes in zinc, 147 
in epithelioma, 262 
Massey's zinc, 147 
zinc, 147 

in malignant growths, 147 
Mercury interrupter, 92 
cleaning, 93 
current for, 85 
for alternating current, 212 
in therapy, 93, 212 
vapor lamp, 205 
Metabolism, high-frequency currents 

in defective, 195 
Metal, bare, electrodes for mucous 
cavities, 118 
in cancer, 79 
in growths, 79 

in strictures of mucous tracts, 79 
in superfluous hair, 79 
in surface work, 79 
in uterine diseases, 79 
electrode for cancer, 119 
for eye, 118 
for moles, 119 
for malignant growth, 119 
for tissues, sharp, 119 
for tongue, 118 
for warts, 119 

Hayes', for superfluous hair, 119 
urethral, 118 
uterine, 118 
vaginal, 118 
electrodes, 79 
active bare, 79 
bare, 79 
covered, 79 
indifl'erent bare, 79 
Method, bipolar, of examination, 124 
Leduc's electric, of general anesthe- 
sia, 184 
Newman's, of treatment of stricture, 

156 
of making a magnet, 32 
of recording electrodia gnostic exam- 
ination, 133 
Sweet's, of locating foreign bodies 

in eye. 389 
unipolar, of examination, 124 



Methods of applying currents, 116 
of creating an electromotive force, 

22 
of electric application, 187 
Metrorrhagia, high-frequency currents 

in, 196 
Mice, eflfects of x-ray on, 238 
Micro-organisms, effects of x-ray on, 

237 
Milliampere, 71 

definition of, 19 
Milliamperemeter, 71, 76 
Milliamperes for muscular contrac- 
tion, 126 
Modalities from wall plate, 169, 170 
of polysine generator, 174 
static, 52 
Modality, breeze, 53 
direct sparks, 56 
general electrification, 52 
indirect sparks, 54 
low- frequency, 69 
Monell alternation, 60 
Morton wave, 60 
potential alternation, 59 
sinusoidal, in paralysis, 178 
spray, 53 

static induced current, 57 
Modern coil as x-ray generator, 86 

induction coil, 93 
Modifications, pathological, of mus- 
cles, 128 
Moisture affecting static machine, 51 
potash for removing, 89 
preventing, in static machine, 51 
static machine affected by, 89 
Moles, electrolysis in, 154 
metallic electrode for, 119 
x-ray in, 254 
Monell alternation modality, 60 
Monopolar method in hydroelectric 

baths, 80 
Morton wave current, 187 
in chorea, 183 
modality, 60 
Motor centers, diagnosis of diseases of 
peripheral, 101 
of lower extremities, 164 
of spinal cord, 104 
treatment of diseases of peripheral, 
161 
Motor, electric, for static machine, 90, 
209 
generator, 170 
ganglia, electricity in diseases of, 

181 
nerves, diagnosis of diseases of per- 
ipheral, 101 
treatment of diseases of periph- 
eral, 161 
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Motor neuron — cont'd. 
neuron, definition of central, 129 

definition of peripheral, 129 
paths, anatomy of, 128 
electricity in diseased, 182 
physiology of, 128 
points in electrodiagnosis, 140 

on human body, 134-139 
reactions, 100 
Motors, 82 

working principle of, 82 
Mounting x-ray prints, 229 
Mucous cavities, bare metallic elec- 
trodes for, 118 
membrane, chemical changes in, in 

electrolysis, 142 
tracts, bare metal electrodes in 
strictures of, 79 
Multiple point electrode, 66 

sarcoma, x-ray in, 299 
Muscle contraction, 121 
reaction, 160 
stimulation, 160 
direct, 120 
indirect, 120 
test of, for reaction of degeneration, 

140 
tissue, action of direct current on, 
120 
Muscles, electric stimulation of non- 
striated, 127 
of striated, 127 
electrodes for examination of, 125 

for testing reaction of, 110 
faradism in paralyzed, 178 
galvano-faradism in paralyzed, 178 
Leyden jar in degenerated, 177 
paralysis of ocular, 161 
pathological modifications of, 128 
Pfltiger's law in diagnosis of, 175 
position of patient in examination 

of, 125 
static induced current in degener- 
ated, 177 
test for defeneration of, 176 
vacuum electrode in degenera(e«l, 
177 
Muscular atrophy, electricity in pro- 
gressive, 182 
contraction, cause of, 123 
milliamperes for, 126 
qualitative, 126 
quantitative, 126 
pain, electric light lamp in, 202 
rheumatism, salicylic acid in ioniza- 
tion, 154 
tissue, faradic examination of, 127 
Musculocutaneous nerves, treatment 

of, 177 
Musculospiral paralysis, 103 



N 



Nail in trachea, skiagraphs in, 370 
Nasal deviations, electrolysis in, 158 
electrode, hollow glass, 67 
polypi, electrolysis in, 158 
spurs, electrolysis in, 158 
Natural phenomenon, electricity a, 18 
Neek, electricity in wry, 182 

x-ray in epithelioma of, 285, 293, 
294 
Necrosis, skiagraphs in, 352 
Needle, tluoroscope in loi-ating, 374 
Hayes', in removal of superfluous 

hair, 155 
in treatment of vascular nevi, 156 
Negative atoms, 23 
filing cabinet. 111 
illumination box. 115 
Negatives, card index for filing. 111, 
113 
storing. 111 
Nerve, effects of direct current on, 
121 
paralysis, median, 163 
of facial, 161 
ulnar, 163 
reaction, 160 
stimulation, 160 

test of, for reaction of degeneration, 
140 
Nerves, diagnosis of diseases of periph- 
eral motor, 161 
electric examination of sensory, 126 
electrodes for examination of, 125 

for testing reaction of, 116 
galvanic test for reaction of sensory, 

126 
paralysis of cranial, 161 
Pfliiger's law in diagnosis of, 175 

in examination of, 128 
position of patient in examination 

of, 125 
static discharges in degenerated, 

177 
treat meiit of brachial, 177 

of diseases of peripheral motor, 

161 
of musculocutaneous, 177 
of sciatic, 177 
of trigeminal, 177 
Nervous conditions, electricitv in gen- 
eral, 182 
diseases, Tousey's treatment of, 159 
system, diseases of, 151) 

diagnosis of disorders of periph- 
eral, 100 
eilccts of x-ray on. 239 
electricity in organic diseases of 
central, 181 
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Nervous system — cont'd, 

high-frequency currents in dis- 
eases of, 198 
Neuralgia a symptom of disease, 177 
causes of, 178 
electric light lamp in, 202 

treatment of, 177 
high-frequency currents in, 199 

in trifacial, 199 
Leduc's treatment in trigeminal, 

180 
local cocain anesthesia in, 148 
static treatment of sciatic, 178 
tooth in antrum of Highmore in, 

199 
x-ray diagnosis in, 199 
Neurasthenia, electricity in, 183 
Neuritis, diagnosis in peripheral, 132 
electric treatment oi, 177 
franklinism in, 178 
galvanism in, 178 
high-frequency currents in, 199 
paralysis of palate due to diph- 
theritic, 162 
prognosis in peripheral, 132 
treatment of, 178 
Neuron, definition of central motor, 
129 
of peripheral motor, 129 
theory, definition of, 128 
Neurons, diagram of, 130 

degeneration of, 129 
Nevi, electrolysis in vascular, 156 
needle in treatment of vascular, 156 
x-ray in, 254 
Newman's method of treatment of 

stricture, 156 
Nonacid fixing bath, formula for, 225 
Noninsulated glass vacuum electrodes, 

97 
Nonmalignant growths, metallic elec- 
trode for, 119 
Nonregulating x-ray coil tube, 100 
Nonstriated muscles, electric stimula- 
tion of, 127 
Normal hand, skiagraphs of, 308 
polar formula, 131, 160 
wrist, skiagraphs of, 308 
Nutrition, body condenser electrode in, 

68 
Nutritional action of galvanism, 147 

O 

Obturator paralysis, 164 
Ocular muscles, paralysis of, 161 
Ohm, definition of, 19 
Ohm's law, definition of, 20 
Olecranon, skiagraphs in fracture of, 
323 



Opening contraction, definition of 
anode, 125 
of cathode, 125 
current period, 120 
Operation of ammeter, 77 
of autocondensation couch, 97 
of commercial lighting plants, 30 
of dynamo, 82 
of electroscope, 45 
of voltaic cell according to electron 

theory, 24 
of x-ray coil on alternating current, 
31 
Operations, surgical, avoided by high- 
frequency currents, 197 
Operators, chronic dermatitis in x-ray, 

241 
Orchitis, high-frequency currents in, 

197 
Organic brain aff'ections, electricity in, 
182 
diseases of central nervous system, 
electricity in, 181 
Organs, x-ray in carcinoma of inter- 
nal, 296 
Osteomyelitis of femur, skiagraphs in, 
356 
of fibula, skiagraphs in, 352, 362 
of tibia, skiagraphs in, 352, 355, 362 
skiagraphs in, 352 
Osteoscope, 107 
Ostitis, skiagraphs in, 352 
Oudin high-frequency apparatus, 187 
resonator, 94 
resonator, 63, 190 

high-frequency current by addi- 
tion of, 97 
high-frequency current from, 194 
Output of average cell, 70 
Ovaries, effects of x-ray on, 237 
Oxidation increased by high-frequency 

currents, 195 
Ozena, electrolysis in, 158 



Pad, autoconduction, in arterial ten- 
sion, 195 
Pain, body condenser electrode in. 68 
electric light lamp in muscular, 202 
x-ray in cases of, 180 
Palate, paralysis of, due to diphthe- 
ritic neuritis, 162 
of soft, 162 
Palsy, Bell's, 161 

electricity in infantile cerebral, 182 
Papers, albumen, for printing x-ray 
plates, 227 
developing, for printing x-ray plates, 
228 
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Parallel, cells in, 29 
Paralysis agitanB, high-frequency cur- 
rents in, 109 
anterior crural, 164 
combined galvanic and faradic cur- 
rents in peripheral, 170 
diagnosis in, 164 
due to cold, 162 

to syphilis, 162 
electricity in infantile spinal, 181 
Erb's, 163 
facial, 161 

high-frequency currents in, 199 
in cervical region, 162 
median nerve, 163 
musculospiral, 163 
of cranial nerves, 161 
of facial nerve, 161 
of larynx, 162 
obturator, 164 
of ocular muscles, 161 
of palate due to diphtheritic neu- 
ritis, 162 
of soft palate, 162 
peroneal, 164 
plantar, 164 
prognosis in, 164 
rheumatic facial, 133 
sciatic, 164 

sinusoidal modality in, 178 
treatment in, 164 
ulnar nerve, 163 
Paralyzed muscles, faradism in, 178 

galvano-faradism in, 178 
Parietal bone, skiagraphs in fracture 

of, 330 
Parts affected in electric death, 185 
Paste, Marsden's, in cancer of face, 
280, 282 
in cancer on hand, 284 
in epithelioma of neck, 285 
in skin cancer, 278 
Patella, skiagraphs in fracture of, 341 
Pathological modifications of muscles, 

128 
Paths, anatomy of motor, 128 
electricity in diseased sensor, 182 
physiology of motor, 128 
Patient, effects of x-ray on thick- 
skinned, 274 
on thin-skinned, 274 
electrifying, 52 

position of, in examination of mus- 
cles, 125 
in examination of nerves, 125 
in skiagraphic work, 216 
Pelvic bones, skiagraphs in fractures 
of, 348 
exudates, high-frequency currents 
in, 196 



Pendulum, electrical, 45 
Penetrameter, Benoist's, 242 

Walters', 242 
Penetrating properties of x-ray tube, 

106 
Period, closing current, 120 

opening current, 120 
Periostitis of ulna, skiagraphs in, 352 

skiagraphs in, 352 
Peripheral motor centers, diagnosis of 
diseases of, 161 
treatment of diseases of, 161 
nerves, diagnosis of diseases of, 161 

treatment of diseases of, 161 
neuron, definition of, 129 
nervous system, diagnosis of disor- 
ders of, 160 
neuritis, diagnosis in, 132 

prognosis in, 132 
paralysis, combined galvanic and 
faradic currents in, 170 
Peripolar zone, 122 
definition of, 122 
Peroneal paralysis, 164 
PflUger's law, 121, 160 
changes in, 124 
in diagnosis of muscles, 176 

of nerves, 175 
in electrodiagnosis, 140 
in examination of nerves, 128 
of anode, 121 
of cathode, 121 
of medium currents, 121 
of strong currents, 121 
of weak currents, 121 
Phenomena, definition of electric, 17 

electricity a natural, 18 
Phoresis, definition of, 144 
Phoretic action of ions in tissues, 145 
Photographic films, 222 
plates, 222 
care of, 222 
Photography, 219 
dark-room in, 219 

light in, 221 
developing cabinet in, 220 

trays in, 222 
finishing tra^s in, 222 
printing cabinet in, 220 
frames in, 222 
Phototherapy, 202 
Phthisis, x-ray in, 256 
Physical properties of alternating cur- 
rent, 171 
Physician as expert skiagraph wit- 
ness, 410 
Physician's apparatus, current for 

operating, 31 
Physiologic effects of blue light, 206 
of colored lights, 205 
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Physiologic effects — cont'd. 

of current to body, 120 

of electric light baths, 20(i 

of electricity, 187 

of faradic current. 167 

of high-frequency currents, 193 

of light. 205 

of red light, 205, 206 

of ultraviolet light, 206 
radiations, 195 

of violet radiations, 195 

of x-ray, 238 
Physiology of motor paths, 128 

study of, for x-ray, 300 
Pictures of foreign bodies in eye, 

stereoscopic, 400 
Piffard tube in pvorrhea alveolaris, 

201 
Plain electrodes, 67 
Plant, private lighting, 86 
Plantar paralysis, 164 
Plate box, x-ray, 110 

developer, stock x-ray, 223 
formula for x-ray, 223 
x-ray, 223 

distance of x-ray tube from, 217 

drying x-ray, 226 

intensifier, formula for x-ray, 226 

intensifying x-ray, 226 

modalities from wall, 169, 170 

reducer, formula for x-ray, 227 

reducing x-ray, 226 

sensitized, in skiagraphic work, 216 

wall, for direct and alternating cur- 
rents, 109 
for single current, IGJ) 

washing x-ray, 225 
Plates, albumen papers for printing 
x-ray, 227 

care of photographic, 222 

developing papers for printing x- 
ray, 228 
x-niy, 224 

failures in x-ray, 227 

fixing x-ray, 225 

pliotograjihic, 222 

printing frame for x-ray, 228 
x-ray, 227 

reading x-ray, 229 

stereoscopic examination of x-ray, 
234 

toning x-ray, 227 

view box for examining x-ray, 230 

viewing x-ray, 230 
Points, motor, in olrotrodiagnosis, 140 

on human body, 134-139 
Pole changers, 75 
Poliomyelitis, electricity in acute, 181 

in clironic, 182 
Polar formula, normal, 131, 160 



Polar — cont'd. 
properties of direct current, 145 
zone, 122 

definition of. 122 
Polypi, electrolysis in nasal, 158 
Polysine generator, modalities of, 174 
Poor elimination, autointoxication 

from, 195 
Portable x-ray apparatus, 213 

coil, 95 
Port-wine marks, x-ray in, 254 

stains, carbon dioxide snow in, 156 
electrolysis in, 156 
liquid air in, 156 
Position of patient in examination of 
muscles, 125 
in examination of nerves, 125 
in skiagraphic work, 216 
of x-ray tub€ in skiagraphic work, 
217 
Positive atoms, 23 
Posterior urethritis, high-frequency 

currents in, 198 
Potash for removing moisture, 89 
Potassium, solution of iodid of, in tis- 
sue treatment, 147 
Potential alternation modality, 59 

equalizer, 172 
Pott's fracture, skiagraphs in, 332, 335 

disease, skiagraphs in, 362 
Power, current from gasoline engine, 
86 
from steam, 86 
from water, 86 
hand, for static machine, 86, 209 
Pressure, blood increased by high-fre- 
quency currents, 195 
definition of cell, 28 
Preventing moisture in static ma- 
chine, 51 
Prevention of x-ray dermatitis. 241 
Preventive, galvanism as, of ankylo- 
sis, 147 
x-ray as, in cancer, 275 
Primary cells, 22 

x-rav coil, 90 
Printing cabinet in photography, 220 
frame for x-ray plates, 228 

in photography, 222 
x-ray plates, 227 

albumen papers for, 227 
developing papers for. 228 
Prints, mounting x-ray, 229 
x-ray, show reversed, 230 
Private lighting plant, 86 
Production of hign-frequency currents, 

61 
Prognosis after electrodiagnosis, 140 
in paralysis, 164 
in peripheral neuritis, 132 
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Prognosis — confd. 

reaction of degeneration in, 132 
Progressive muscular atrophy, elec- 
tricity in, 182 
Properties, physical, of alternating 
current, 171 
polar, of direct current, 145 
Prostatic hypertrophy, x-ray in, 257 
Protection in x-raying, leather filters 
as, 238 
screens as, 238 
Pruritus, x-ray in, 254 
Pseudoleukemia, x-ray in, 258 
Psoriasis, x-ray in, 253, 254 
Psychoncurosis, electricity in, 183 
Pubic bone, skiagraphs in fracture of, 

349 
Pulmonary tuberculosis, Cooper-IIew 
itt lamp in, 207 
Tousey's treatment of, 207 
x-ray in, 255, 257 
Pulsating current, 30 
Pyorrhea alveolaris, Cornell- x-ray 
tube in, 201 
high-frequency currents in, 199, 200 
Piffard tube in, 201 
uric acid diathesis in, 200 
Pyrogallic acid in epithelioma, 202 

Q 

Qualitative muscular contraction, 12H 
Quality of rays in x-ray work, 218 
Quinin in neuralgia, cataphoric use 

of, 180 
Quantitative muscular contraction, 

126 



R 



Rabbits, effects of x-ray on, 238 
Rack, tube, for x-ray tubes, 106 
Radiations, physiologic effect of ultra- 
violet, 195 
of violet, 195 

ultraviolet, 194 

violet, 194 
Radiography, stereoscopic, 234 
Radius, skiagraphs in fracture of, 

309, 313, 315, 318, 321 
Rate of current flow, 70 
Rays (see X-rays) 

in x-ray dermatitis, ultraviolet, 406 

quality of, in x-ray work, 218 

secondary, in x-ray work, 210 
Reaction l>otween magnets, 33 

Duchcnno's examination of faradic, 
131 

motor. 160 

muscle, 160 



Reaction — cont'd. 
nerve, 160 

of degeneration, 131 
in diagnosis, 132 
in prognosis, 132 
test of muscle for, 140 
test of nerve for, 140 
of Erb, 131 
of fatigue, 132 
of muscles, electrodes for testing, 

116 
of nerves, electrodes for testing, 116 
of Remak and Doumer, 132 
of Rich, 132 

of sensory nerves, galvanic test for, 
126 
Reading x-ray plates, 229 
Record, Kassabian's, for skiagraphic 
examinations, 215 
of skiagraphic examinations, 215 
Recording cloctrodiagnostic examina- 
tion, method of, 133 
Rectal electrode, hollow glass, 67 
Rectifier, alternating current, 171 
chemical, 172 
liquid, 212 
Red light, physiologic effects of, 205, 

206 
Reducer, formula for x-ray plate, 227 
Reducing x-ray plate, 226 
Region, paralysis in cervical, 162 
Regulating x-ray coil tube, 100 
Remak and Doumar, reaction of, 132 
Removal of superfluous hair, electroly- 
sis in, 155 
Hayes' needle in, 155 
local cocain anesthesia in, 148 
Resistance, electric, of body, 140 

currents travel toward least, 145 
in exophthalmic goiter, 140 
in hysteria, 140 
in melancholia, 140 
of tissues, 70 
Resonator, 190 
high-frequency current by addition 
of Oudin, 97 
from Oudin, 194 
Oudin, 63 
high-frequency, 94 
Resuscitation in electric shocks, 186 
Rheostat, 71 

Oerman silver wire, 71 
graphite, 73 
series, 72. 73 
shunted, 72 
simple, 72 
Rheotome for interruption of current, 

175 
Rheumatic facial paralysis, 133 
Rheumatism, arc light in, 206 
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Rheumatism — conVd, 

electric light lamp in, 202 

high-frequency currents in, 195, 199 

salicylic acid ionization in acute, 
154 
in muscular, 154 
Ribbon vibrator, 90 
Ribs, skiagraphs in fractures of, 350 
Rich, reaction of, 132 
Riggs' disease, Tousey's treatment of, 

200 
Ringworm, copper electrolysis in, 150 

of beard, x-ray in, 255 

of scalp, x-ray in, 255 
Runtgen skiagraph, 207 

x-ray, 207 
Ruhmkorflf coil, 63, 193 



S 



Salammoniac cell, 27 
Salicylic acid ionization in acute rheu- 
matism, 154 
in arthritis, 154 
in muscular rheumatism, 154 
in tic douloureux, 154 
ionization of, 154 
Sarcoma, Colcy's mixed toxins in, 297 
of eye, x-ray in, 298 
of shoulder, x-ray in, 297 
x-ray in, 297 
in multiple, 299 
Scalp, x-ray in ringworm of, 255 
Scaphoid bone, skiagraphs in fracture 

of, 306 
Sciatic nerves, treatment of, 177 
neuralgia, static treatment of, 178 
paralysis, 164 
Screen as protection in x-raying, 238 
intensifying, in x-ray work, 218 
shield, leaden, 109 
Screw in bronchus, skiagraphs in, 370 
Sebaceous cysts, electrolysis in, 158 
Secondary cell, 22, 26 
coil, 42 

rays in x-ray work, 219 
x-ray coil, 90 
Second-degree cancer, surgery in, 276 
x-ray in, 276 
skin cancer, x-ray in, 276 
Selective switch, 42 
Selectors, current, 75 
Sensitized plate in skiagraphic work, 

216 
Sensor paths, electricitv in diseased. 

182 
Sensory nerves, electric examination 
of, 126 
galvanic test for reaction of, 126 
Series, cells in, 27 



Series — conVd, 

rheostat, 72, 73 
Severe x-ray exposure, effects of, 237 
Sharp metallic electrodes for tissues, 

119 
Shield glass treatment tube, 103 
leaded glass tube, 109 
leaden apron, 109 

screen, 109 
tube, for therapy, 108 
Shocks, resuscitation in electric, 186 
Short, definition of, 7*2 
Shorted, definition of, 73 
Shoulder, skiagraphs in fracture of, 
328 
in fractures about, 328 
x-ray in sarcoma of, 297 
Shunted rheostat, 72 
Simple cell, 22, 25 
faradic coil, 40 
rheostat, 72 
Sine of alternating current, 84 
Sinegran in skiagraphs, 385 
Single brass point electrode, 66 

current, wall plate for, 169 
Sinusoidal current, 85, 172, 178 

alternating current for delivering. 
85 
modality in paralysis, 178 
Skiagraph witness, physician as ex- 
pert, 410 
Skiagraphic examinations, Kassabi- 
an's record for, 215 
record of, 215 
table, 107 

work, electrolytic interrupter for, 
212 
induction coils for, 211 
position of patient in, 216 
position of x-ray tube in, 217 
sensitized plate in, 216 
static machine for, 209, 211 
transformer in, 211 
x-ray tube in, 217 
Skiagraphing stones in kidneys, tech- 
nic of, 385 
in ureters, technic of, 385 
Skiagraphs, 215 

alimentary system in, 233 
brain tumor in, 232 
calcified deposits in, 233 
calculi of kidneys in, 233 

of ureters in. 233 
congested glands in, 233 
diseases of bones in, 231 
of joints in, 232 
of soft tissues in, 232 
of thorax in, 232 
dislocations in, 231 
electrolytic interrupter for, 92, 105 
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Skiagraphs — cont'd. 
foreign bodies m, 230 
fractures in, 231 
genitourinary system in, 233 
high vacuum tubes in, 99 
induction coil for, 87, 90, 105 
in caries, 352 

of internal malleolus, 357 
in Colles' fracture, 309, 312 
in congenital dislocation of femur, 

346, 347 
in damage suits, 216 
in dentistry, 401 
in diagnosis of fracture of skull, 

330 
in diseases of bones, 301, 352 

of joints, 301, 363 
in dislocations in hand, 303 

in wrist, 306 

of lower extremities, 332 

of upper extremities, 303 
in displacement of carpal bones, 309 
in examination of teeth, 401 
in eye surgery, 389 

technic of, 393 
in floating cartilage, 365 
in foreign bodies in bladder, 387 

in bronchi, 369 

in esophagus, 367 

in tissues, 372 

in trachea, 369 
in fracture in Charcot knee, 341 

of acetabulum, 345 

of elbow, 319 

of femur, 341 

of fibula, 336, 337, 338, 339 

of humerus, 321, 324, 326, 328, 
329 

of internal malleolus, 334 

of olecranon, 323 

of parietal bone, 330 

of patella, 341 

of radius, 309, 313, 315, 318, 321 

of scaphoid bone, 306 

of shoulder, 328 

of skull, 329 

of spinal column, 350 

of tibia, 336, 337, 338, 339 

of ulna, 313, 315, 322 
in fractures, 301 

about ankle, 333 

about knee. 340 

in hand, 303 

in thumb, 305 

in wrist, 306 

of forearm, 316 

of hip, 343 

of lower extremities, 332 

of pelvic bones, 348 

of ribs, 350 



Skiagraphs in fractures — conVd, 

of sternum, 350 

of upper extremities, 303 
in ^all stones, 379, 388 
in mfectious arthritis of hands, 363 

of knees, 363 
in intracapsular fracture of femur, 

343, 348 
in kidney stones, 379 
in locating bullets, 374 

foreign bodies, 366 

foreign bodies in eye, 389 
in nail in trachea, 370 
in necrosis, 352 
in osteoma of fibula, 362 

of tibia, 362 
in osteomyelitis, 352 

of femur, 356 

of fibula, 352 

of tibia, 352, 355 
in ostitis, 352 
in periostitis, 352 

of ulna, 352 
in Pott's disease, 362 

fracture, 332, 335 
in screw in bronchus, 370 
in stone in kidney, 383 

in ureter, 382 
in tubercular arthritis, 365 

hip, 359 
in tuberculosis of bones, 352 

of hip, 358 

of spine, 362 
in tumors of bones, 362 
medico-legal aspect of, 409 
medium vacuum tubes in, 99 
of fracture of pubic bone, 349 
of fractures about shoulder, 328 
of hand, making, 303 
of normal hand, 308 

wrist, 308 
Rontgen, 207 
sinegram in, 385 
static machine for, 87 
transformer in instantaneous, 97 
tube for, 105 
vesical calculi in, 233 
Skiameter, 106 
Benoist's, 106, 242 
Walters', 106, 242 
Skin cancer, cause of, 265 

diagnosis of, 266 

Marsden's paste in, 278 

technic of treatment of, 273 

treatment of, 268 

x-ray in, 264 

x-ray in second-degree, 276 
chemical changes in the, in elec- 
trolysis, 142 
diseases, dermatitis in malignant, 
237 
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Skin diseases — conVd, 
x-ray in, 249 
grafting in epithelioma of face, 290 
lesions, high-frequency currents in 
chronic, 194 
in indolent, 194 
low vacuum tubes in, 99 
Skull, skiagraphs in diagnosis of frac- 
ture of, 330 
in fracture of, 329 
Sleep, electric, 184 
Slides, x-ray lantern, 229 
Snow, carbon dioxid, in port-wine 

stains, 156 
Soft palate, paralysis of, 162 

tissues, diseases of, in skiagraphs^ 
232 
Solution for electrolytic interrupter, 
formulas for, 91 
of iodid of potassium in tissue treat- 
ment, 147 
Sound, Bowman^s, in stricture of lach- 
rymal duct, 158 
Source of electric energy, 208 
Spark, electric application with, 193 
Sparks modality, direct, 56 

indirect, 54 
Spasmodic stricture of urethra, high- 
frequency currents in, 198 
Special apparatus, special current for, 
85 
current for special apparatus, 85 
Spermatozoa, effects of x-ray on, 237 
Spinal column, skiagraphs in fracture 
of, 350 
cord, effects of electricity on, 127 
electricity in diseases of, 181 
electrodes in galvanization of, 146 
galvanization of, 146 
motor centers of, 164 
disease, electricity in diffuse, 182 
paralysis, electricity in infantile, 
181 
Spine, skiagraphs in tuberculosis of, 

362 
Spleen, effects of x-ray on, 240, 2(51 
Splenomedullary leukemia, x-rav in, 

259 
Spongiopiline as covering for elec- 
trodes, 116 
Spray modality, 53 
Spurs, electrolysis in nasal, 158 
Stabile application of high-frequency 

currents, 193 
Stains, carbon dioxid snow in port- 
wine, 156 
electrolysis in port-wine, 156 
liquid air in port-wine, 156 
Starting electric current by magnetic- 
influence, 37 



Starting electric current — confd, 
with electromagnet, 38 
with magnet, 38 
Static breeze in chorea, 183 
current, generating, 50 
discharges in degenerated nerves, 

177 
electricity, 44 

definition of, 44 
induced current in degenerated mus- 
cles, 177 
modality, 57 
induction, 44 
machine, 48, 49, 209 

affected by moisture, 89 
as x-ray generator, 86 
burns by, 211 
care of, 52 
compound, 48, 88 
connecting x-ray tube to, 209 
electric motor for, 90, 209 
for Crookes tube, 89 
for diagnostic work, 209 
for skiagraphs, 87, 209, 211 
for therapeutic work, 209 
for x-ray work, 209 
friction, 48 

gasoline engine for, 209 
hand power for, 86, 209 
Holtz, 48, 87 
induction, 48 
moisture affecting, 51 
preventing moisture in, 51 
test for, 90 
Toepler, 48 
Toepler-Holtz, 48, 88 
water power for, 209 
modalities, 52 

treatment of sciatic neuralgia, 178 
Steadv flow of direct current, effects 

" of, 120 
Steam power, current from, 86 
Step-up transformer, 94 
Stereoscope, Wlieatstone, 234 
Stereoscopic examination of x-ray 
plates, 234 
pictures of foreign bodies in eye, 

400 
radiography, 234 
Stereoskiagraphs, diagnostic value of, 

234 
Sterility, caution against, 257 

x-ray cause of, 237, 238 
Sternum, skiagraphs in fractures of, 

350 
Stimulating action of galvanism. 147 
Stimulation, direct muscle, 120 

electric, of nonstriated muscles, 127 

of striated muscles, 127 
indirect muscle, 120 
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Stimulation — confd. 
muscle, 160 
nerve, 160 
Stock, x-ray plate developer, 223 
Stone in kidney, skiagraphs in, 383. 
technic of skiagraphing, 385 
in ureter, skiagraphs in, 382 
technic of skiagraphing, 385 
Stones, skiagraphs in gall, 379, 388 

in kidney, 379 
Storage battery, 26 
Storing negatives. 111 
Strengths, Verhoogen current, 125 
Striated muscles, electric stimulation 

of, 127 
Stricture, electrolysis in, 156 

Newman's method of treatment of, 

156 
of esophagus, contraindication of 
electrolysis in, 158 
electrolysis in, 157 
of lachrymal duct, Bowman's sound 
in, 158 
electrolysis in, 158 
of mucous tracts, bare metal elec- 
trodes in, 79 
of urethra, caution in electrolysis in, 
158 
cocain in, 157 
diagnosis in, 157 
electrolysis in, 157 
galvanochemical dilatation in, 157 
spasmodic, high-frequency cur- 
rents in, 198 
Strong currents, Pfltiger's law of, 121 
Structures, medium vacuum tubes in 

deep, 99 
Study of anatomy for x-ray, 300 

of physiology for x-ray, 300 
Styptic effect of cataphoresis, 144 
Suits, skiagraphs in damage, 216 
Sulphate of zinc in epithelioma, 262 
Sunlight in impotency, 207 

treatment in impotence, 198 
Superfluous hair, bare metal electrodes 
in, 79 
electrolysis in removal of, 155 
Hayes' metal electrode for, 119 

needle in removal of, 155 
local cocain anesthesia in removal 
of, 148 
Superstitions regarding electric gen- 
eral anesthesia, 184 
Suppurative adenitis, iodin ionization 

in chronic, 152 
Surface area oif electrode, current 
density as to, 141 
of electrode, current intensity as 
to. 141 
electrodes, 116 



j Surface electrodes — cont'd, 
test of density of, 117 
work, bare metal electrodes in, 79 
Surgery in epithelioma, 262 
in second-degree cancer, 276 
Keleket localizer in eye^ 391 
skiagraphs in eye, 389 
technic of skiagraphs in eye, 393 
Surgical operations avoided by high- 
frequency currents, 197 
Sweet's method of locating foreign 

bodies in eye, 389 
Switch, selective, 42 
Switch-board, electric, 74 
Sycosis, x-ray in, 253 
Symptom of disease, neuralgia a, 177 
Syphilis, paralysis due to, 162 
System, alimentary, in skiagraphs, 233 
diagnosis of disorders of peripheral 

nervous, 160 
effects of x-ray on nervous, 239 
electricity in organic diseases of 

central nervous, 181 
genitourinary, in skiagraphs, 233 
high-frequency currents in diseases 
of nervous, 198 
Systemic effect of high-frequency cur- 
rents, 195 



Table, skiagraphic, 107 
Technic of electric treatment, 166 
of locating foreign bodies in esopha- 
gus, 368 
of skiagraphing stones in kidney, 
385 
in ureter, 385 
of skiagraphs in eye surgery, 393 
of treatment in joint affections, 149 

in skin cancer, 273 
of x-ray therapy, 244, 245 
therapeutic, of direct current, 146 
Teeth, skiagraphs in examination of, 

401 
Temple, x-ray in cancer of, 292 
Temporal region, x-ray in epithelioma 

of, 286 
Tension, autocondensation couch in 
arterial, 195 
autoconduction cage in arterial, 195 

pad in arterial, 195 
high-frequency currents in arterial, 
195 
Tesla apparatus, 63 
currents, 69 

high-frequency apparatus, 187 
therapeutic effects of, 63 
Test for aegeneration of muscles, 176 
for static machine, 90 
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Test — cont'd. 
galvanic, for reaction of sensory 

nerv-es, 126 
of coil, 95 

of density of surface electrode, 117 
of muscle for reaction of degenera- 
tion, 140 
of nerve for reaction of degenera- 
tion, 140 
Testes, effects of x-ray on, 237 
Testing reaction of muscles, electrodes 
for, 116 
of nerves, electrodes for, 116 
Theory, electron, 64 

definition of electron, 17, 124 

of neuron, 128 
operation of voltaic cell according 
to electron, 24 
Therapeutic arc lamps, 204 
dose of x-ray, 246 
measure in malignant diseases, x- 

ray as, 247 
technic of direct current, 146 
use of electric lights, 206 
value of x-ray, 236 
work, mercury interrupter for, 212 
static machine for, 209 
Therapy, mercury interrupter in, 93 
technic of x-ray, 244, 245 
tube shields for, 108 
x-ray, 243 
Thick-skinned patients, effects of x-ray 

on, 274 
Thin-skinned patients, effects of x-ray 

on, 274 
Third-degree cancer, x-ray in, 290 
Thorax, diseases of, in skiagraphs, 232 
Three-bulb ventril tube, 95 
Thumb, skiagraphs in fracture in, 305 
Tibia, skiagraphs in fracture of, 330, 
337, 338, 339 
in osteoma of, 362 
in osteomyelitis of, 352, 355 
Tic douloureux, salicylic acid ioniza- 
tion in, 154 
Tinea capitis, x-ray in, 255 
Tissue, action of direct current on 
muscle, 120 
changes in electric death, 185 

x-ray cause of deep, 238 
effects of x-ray on. 236 
electrodes, 116 
faradic examination of muscular, 

127 
treatment, electrodes in, 147 

solution of iodid of potassium in, 
147 
Tissues, chemical changes in, in elec- 
trolysis, 143 
diseases of soft, in skiagraphs, 232 



Tissues — confd, 

in x-ray treatment, histologic 
changes of, 263 

phoretic action of ions in^ 145 

resistance of, 70 

sharp metallic electrodes for, 119 

skiagraphs in foreign bodies in, 372 
Toepler-Holtz static machine, 48, 88 
Toepler static machine, 48 
Tongue metallic electrode, 118 

x-ray in cancer of, 281 
Toning x-ray plates, 227 
Tooth in antrum of Highmore in neu- 
ralgia, 199 
Tousey*3 treatment of epithelioma, 262 

of laryngeal tuberculosis, 207 

of nervous diseases, 159 

of pulmonary tuberculosis, 207 

of Riggs' disease, 200 
Toxemia, dangers of, 247 
Toxic effects of x-ray, 237 
Toxins, Coley's mixed, in sarcoma, 297 
Tract, high-frequency currents in can- 
cer of genitourinary, 198 

in tuberculosis of genitourinary, 198 
Tracts, bare metal electrodes in stric- 
tures of mucous, 79 
Trachea, skiagraphs in foreign bodies 
in. 369 

in nail in, 370 
Transformer as x-ray generator, 96 

for x-ray work, 212 

high-frequency, 95 

in instantaneous skiagraphs, 97 

in skiagraphic work, 211 

step-up, 94 
Transparencies, x-ray, 229 
Trays, developing, in photography, 222 

finishing, in photography, 222 
Treatment, autocondensation couch, 65 

l)y electrolysis, 154 

congenital dislocation for Lorenz, 
346, 347 

electric, of neuralgia, 177 
of neuritis, 177 

electrodes in tissue, 147 

exercise associated with electric, 166 

for x-rav dermatitis, 406 
Kassabian's, 406 

histologic changes of tissues in x- 
ray, 263 

in cancerous growths, x-ray, 264 

in joint affections, technic of, 149 

in paralysis, 104 

I-educ's, in trigeminal neuralgia, 
180 

massage associated with electric, 
106 

of brachial nerves, 177 

of cancer of face, x-ray, 273 



INDEX 



443 



Treatment — cont'd. 
of diseases of peripheral motor cen- 
ters, 161 
of peripheral motor nerves, 161 
of epithelioma, Tousey's, 262 
of laryngeal tuberculoeis, Tousey's, 

207 
of lost manhood, 198 
of lupus, Finsen's, 255 
of musculocutaneous nerves, 177 
of nervous diseases, Tousey's, 159 
of neuritis, 178 
of pulmonary tuberculosis, Tousey's, 

207 
of Riggs' disease, Tousey's, 200 
of sciatic nerves, 177 
of skin cancer, 268 

technic of, 273 
of stricture, Newman's method of, 

156 
of trigeminal nerves, 177 
of vascular nevi, needle in, 156 
solution of iodid of potassium in 

tissue, 147 
static, of sciatic neuralgia, 178 
sunlight, in impotence, 198 
technic of electric, 160 
tube, shield glass, 103 
Trifacial neuralgia, electricity in, 199 

high-frequency currents in, 199 
Trigeminal nerves, treatment of, 177 

neuralgia, Leduc's treatment in, ISO 
Tub, hydroelectric bath, 80 
Tube, connecting x-ray, to static ma- 
chine, 209 
Cornell, in carcinoma of uterus, 296 
in uterine conditions, 104 
in vaginal conditions, 104 
x-ray, in pyorrhea alveolaris, 201 
x-ray vaginal, in uterine condi- 
tions, 197 
distance of x-ray, from plate, 217 
energizing Crookes, 90 
for skiagraphs, 105 
nonregulating x-ray coil, 100 
penetrating properties of x-ray, 106 
Piffard, in pyorrhea alveolaris, 201 
position of x-ray, in skiagraphic 

work, 217 
rack for x-ray tubes, 106, 107 
regulating x-ray coil, 100 
shield for therapy, 108 
leaded glass, 109 
glass treatment, 103 
static machine for Crookes, 89 
three-bulb ventril, 96 
x-ray, in skiagraphic work, 217 
Tubes, bums caused by high vacuum, 
99 
by low vacuum, 99 



Tubes, bums caused — cont'd, 
by medium vacuum, 99 
Crookes, 98, 207 
high vacuum, 99 

in skiagraphs, 99 
low vacuum, 99 

in skin lesions, 99 
medium vacuum, 99 
in deep structures, 99 
in skiagraphs, 99 
tube rack for x-ray, 106 
vacuum of x-ray, 99 
water-cooled, 105 
x-ray, 98 
Tubercle bacilli| effects of x-ray on, 

256 
Tubercular adenitis, x-ray in, 256 
arthritis, skiagraphs in, 365 
glands, x-ray in, 257 
hip, bismuth in, 359 
skiagraphs in, 359 
Tuberculosis, Cooper-Hewitt lamp in 
laryngeal, 207 
in pulmonary, 207 
high-frequency currents in, 196 
of bones, skiagraphs in, 352 

x-ray in, 257 
of genitourinary tract, high-fre- 
quency currents in, 198 
of hip, skiagraphs in, 358 
of joints, x-ray in, 257 
of lymphatic glands, x-ray in, 256 
of spine, skiagraphs in, 362 
Tousey's treatment of laryngeal, 207 

of pulmonary, 207 
x-ray in cutaneous, 256 
in pulmonary, 255, 257 
Tuberculous conditions, x-ray in, 255 
Tumor, brain, in skiagraphs, 232 
Tumors of bones, skiagraphs in, 362 
Types of electric apparatus, 187 

U 

Ulceration, ultraviolet light in chron- 
ic, 206 
Ulcers, high-frequency currents in 
chronic, 199 
x-ray in chronic, 255 
Ulna, skiagraphs in fracture of, 313, 
315, 322 
in periostitis of, 352 
Ulnar nerve paralysis, 163 
Ultraviolet light in chronic ulceration, 
206 
in x-ray dermatitis. 206 
physiologic effects of. 206 
radiations, 194 

physiologic effects of, 195 
rays in x-ray dermatitis, 406 
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Unipolar method of examination, 124 
Unit, definition of electric, 18 

Holzknecht, 246 
Universal handle for hollow glass 

electrodes, 67 
Upper extremities, skiagraphs in dis- 
locations of, 303 
in fractures of, 303 
Ureter, calculi of, in skiagraphs, 233 
skiagraphs in stone in, 382 
technic of skiagraphing stones in, 
385 
Urethra, caution in electrolysis in 
stricture of urethra, 158 
cocain in stricture of, 157 
* diagnosis in stricture of, 157 
electrolysis in stricture of, 157 
galvanochemical dilatation in stric- 
ture of, 157 
high-frequency currents in spas- 
modic stricture of, 198 
Urethral electrode, hollow glass, 67 

metallic electrode, 118 
Urethritis, high-frequency currents in 

posterior, 198 
Uric acid diathesis in pyorrhea alveo- 

laris, 200 
Use of autocondensation couch, 193 

of autoconduction cage, 193 
Uterine conditions, Cornell tube in, 
104 
Cornell x-ray vaginal tube in, 197 
diseases, bare metal electrodes in, 79 
metallic electrode, 118 
Uterus, Cornell tube in carcinoma of, 
296 
high-frequency currents in cancer 

of, 196 
high-frequency currents in fibroids 
of, 196 
in inoperable cancer of, 197 
x-ray in cancer of, 248 
in carcinoma of, 290 
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Vacuum electrode, electric application 
with, 193 

in degenerated muscles, 177 
electrodes, glaJ^s, 97, 98 

high-frequency glass, 07 

insulated glass, 97 

noninsulated glass, 97 
of x-ray tubes, 99 
tubes, burns caused by lii^h, 99 

burns caused by low, 90 

burns caused bv medium, 99 

high. 99 

high, in skiagraphs, 99 

low, 99 



Vacuum tubos — cont'd, 
low, in skin lesions, 99 
medium, 99 

medium, in deep structures, 99 
medium, in skiagraphs, 99 
Vaginal conditions, Cornell tube in, 
104 
electrode, hollow glass, 67 
metallic electrode, 118 
x-ray tube, Cornell, in uterine con- 
ditions, 197 
Vapor lamp, mercury, 205 
Vascular nevi, electrolysis in, 156 

needle in treatment of, 156 
Vegetative conjunctivitis, electrolysis 

in, 158 
Ventril tube, three-bulb, 95 
Verhoogen current strengths, 125 
Vesical calculi in skiagraphs, 233 
Vibrator, ribbon, 90 
View box for examining x-ray plates, 

230 
Viewing x-ray plates, 230 
Violet radiations, 194 

physiologic effect of, 195 
Visceral disturbances, 178 
Volt, definition of, 19 
Voltaic cell, 22 

operation of, according to electron 
theory, 24 
Voltmeter, 76 

\V 

Wall plate for direct and alternating 
currents, 169 
for single current. 169 
modalities from, 169, 170 
Walters' penetrameter, 242 

skiameter, 106, 242 
Warts, electrocautery in fungating, 
151 
electrolysis in, 154 
in fungating, 151 
magnesium ionization in flat, 151 

in fungatinpf, 151 
metallic electrode for, 119 
x-ray in. 254 
Washing x-ray plate, 225 
Water cooled tul)es, 105 
power, curn^nt from, 86 
for static machine, 209 
Wave current, Morton, in chorea, 183, 

187 

modality, Morton. 60 
Waves, definition of ether. 18 

of electromagnelic force. 35 
Weak currents, Pfiiifrcr's law of. 121 
Welmelt interrupter, 245 
Wheat stone stereoscope. 234 
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Witness, physician as expert skia- 
graph, 410 
Wounds, copper cataphoresis in in- 
fected, 150 
Wrist, skiagraphs in dislocations in, 
306 
in fractures in, 306 
of normal, 308 
Wry neck, electricity in, 182 



X-ray apparatus, 86 

accessory, 106 

portable, 213 
as diagnostic agent, 213 
as preventive in cancer, 275 
as therapeutic measure in malig- 
nant diseases, 247 
burns, 405 

cancer as result of, 407 

cause of, 406 
cause of azoospermia, 237 

of deep tissue changes. 238 

of falling of hair, 238 

of sterility, 237, 238 
coil, alternating current for, 85 

operation of, on alternating cur- 
rent, 31 

portable, 95 

primary, 90 

secondary, 90 

tube, nonregulating, 100 

tube, regulating, 100 
dermatitis, 240 

chronic, 407 

degrees of, 240 

fulguration in, 406 

Kassabian's treatment for, 406 

prevention of, 241 

treatment for, 406 

ultraviolet light in, 200 

ultraviolet rays in, 406 
diagnosis in neuralgia, 199 
diagnostic value of, 236 
effects of, 236 

on spleen, 261 
exposure, dermatitis from, 405 

effects of severe, 237 
general effects of, 236 
generator, modern coil as, 86 

static machine as, 86 

transformer as, 96 
in acne, 249 
in acne rosacea, 250 
in alopecia areata, 253 
in cancer, effects of, 263 

of breast, 295 

of cervix, 248 

of chin, 287 



X-ray in cancer — conVd. 

of eye, 292 

of face, 279, 282 

of temple, 292 

of tongue, 281 

of uterus, 248 

on hand, 284 
in carcinoma of breast, 295 

of internal organs, 296 

of uterus, 296 
in cases of pain, 180 
in chronic ulcers, 255 
in cutaneous tuberculosis, 256 
in diseased conditions, 243 
in dislocations, 303 
in eczema, 254 
in epithelioma, 249, 261, 271 

of face, 289 

of lip, 290 

of lower jaw, 288 

of neck. 285, 293, 294 

of temporal region, 286 
in excessive hairiness, 250 
in exophthalmic goiter, 183, 258 
in favus, 253 
in fractures, 303 
in goiter, 258 
in llodgkin's disease, 258 
in hypertrichiasis, 250, 275 
in keloid, 254 
in leukemia, 259 
in lupus, 255 
in lymphosarcoma, 258 
in malignant conditions, 248 
in moles, 254 
in multiple sarcoma, 299 
in nevi, 254 
In phthisis, 256 
in port-wine marks, 254 
in prostatic hypertrophy, 257 
in pruritus, 254 
in pseudoleukemia, 258 
in psoriasis, 253, 254 
in pulmonary tuberculosis, 255, 257 
in ringworm of beard, 255 

of scalp, 255 
in sarcoma, 297 

of eve, 298 

of shoulder, 297 
in second-degree cancer, 276 

skin cancer, 276 
in skin cancer, 264 

diseases, 249 
in splenomedullary leukemia, 259 
in sycosis, 253 
in third-degree cancer, 290 
in tinea capitis, 255 
in tubercular adenitis, 256 

glands, 257 
in tuberculosis of bones, 257 
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X-ray in tuberculosis — conVd. 

of joints, 257 ^ 

of lymphatic glands, 256 
in tuberculous conditions, 255 
in warts, 254 
lantern slides, 229 
not a bactericide, 261 
on blonds, effects of, 274 
on blood, effects of, 239 
on brunettes, effects of, 274 
on different parts of body, effects of, 

239 
on eye, effects of, 239 
on guinea pigs, effects of, 238 
on intestines, effects of, 239 
on kidneys, effects of, 239 
on liver, effects of, 239 
on lymphatic glands, effects of, 261 
on marrow of bones, effects of, 239 

of long bones, effects of, 261 
on mice, effects of, 238 
on micro-organisms, effects of, 237 
on nervous system, effects of, 239 
on ovaries, effects of, 237 
on rabbits, effects of, 238 
on spermatozoa, effects of, 237 
on spleen, effects of, 240 
on testes, effects of, 237 
on thick-skinned patients, effects of, 

274 
on thin-skinned patients, effects of, 

274 
on tissue, effects of, 236 
on tubercle bacilli, effects of, 256 
operators, chronic dermatitis in, 241 
plate box, 110 

developer, formula for, 223 

stock, 223 

intensifier, formula for, 226 

reducer, formula for, 227 
plates, albumen papers for printing, 
227 

developing, 224 

developing papers for printing, 
228 

drying, 226 

failures in, 227 

fixing, 225 

intensifying, 226 

printing, 227 

printing frame for, 228 

reading, 229 

reducing, 226 

stereoscopic examination of, 234 

toning, 227 

view box for examining, 230 

viewing, 230 

washing, 225 
physiologic effects of, 238 
prints, mounting, 229 



X-ray prints — cont'd. 
show reversed, 230 
R6ntgen, 207 
study of anatomy for, 300 

physiology for, 300 
therapeutic dose of, 246 

value of, 236 
therapy, 243 

technic of, 244, 245 
toxic effects of, 237 
transparencies, 229 
treatment, histologic changes of tis- 
sues in, 263 
in cancerous growths, 264 
of cancer of face, 273 
tube, connecting, to static machine, 
209 
Cornell, in pyorrhea alveolaris, 

201 
Cornell vaginal, in uterine condi- 
tions, 197 
distance of, from plate, 217 
in skiagraphic work, 217 
penetrating properties of, 106 
position of, in skiagraphic work, 

217 
vacuum of, 99 
tubes, 98 

tube rack for, 106 
work, compression diaphragm in, 
219 
intensifying screens in, 218 
length of exposure in, 218 
quality of rays in, 218 
secondary rays in, 219 
static machine for, 209 
transformer for, 212 
X-raying, leather filters as protection 
in, 238 
screens as protection in, 238 



Zinc cataphoresis, 152 

in chronic hemorrhagic endome- 
tritis, 153 

in fistula, 152 
ionization in alopecia, 154 

in epithelioma, 153 

in epithelioma, cocain in, 153 

in gonorrhea, 153 
mercuric cataphoresis, 147 

anesthetic in, 147 

burns in, 148 

electrodes in, 147 

in malignant growths, 147 

Massey's, 147 
sulphate of, in epithelioma, 262 
Zone, definition of peripolar, 122 
of polar, 122 
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